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Special 510(k) 
Soaker Catheter 

SPECIAL 510(K) - SUMMARY OF SAFETY AND EFFECTIVENESS 

August 23,2002 

Submitter: I-Flow Corporation 
20202 Windrow Drive 
Lake Forest, CA 92630 

Contact: Shane Noehre 
Director, Regulatory Affairs 
I-Flow Corporation 

Trade Name: Soaker Catheter 

Common Name: Anesthetic Catheter 

Classification Name: Anesthesia Conduction Catheter 

Existing Device: Soaker Catheter (K991543 and K994374) 

Device Description: The Soaker Catheter has a closed end tip with multiple holes arranged 
radially along the lateral surface along the infusion segment at the 
distal end of the device. A membrane in the inner diameter of the 
catheter promotes even distribution along the infusion segment. This 
special 510(k) proposes a slight design change that has the membrane 
along the outside diameter of the catheter instead of the inside 
diameter. 

Technology 
Comparison : 

Conclusion: 

The new Soaker Catheter utilizes the exact same technology for 
promoting even distribution along the infusion segment. 

The Soaker Catheter is substantially equivalent to the existing Soaker 
Catheter. 

Page 1 of 1 
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DEPARTMENT OF HEALTH & HUMAN SERVICES Public Health Service 

Food and Drug Administration 
9200 Corporate Boulevard 
Rockville MD 20850 

Ms. Shane Noelire 
Director, Regulatory Affairs 
I-Flow Corporation 
20202 Windrow Drive 
Lake Forest, California 92630 

Re: KO22869 
Trade/Device Name: Soaker Catheter 
Regulation Number: 880.5725 
Regulation Name: Accessories, Infusion Pump 
Regulatory Class: I1 
Product Code: MRZ and FRN 
Dated: August 23,2002 
Received: August 29,2002 

Dear Ms. Noehre: 

We have reviewed your Section 5 1 O(k) preniarket notification of intent to market the device 
referenced above and have determined the device is substantially equivalent (for the 
indications for use stated in tlie enclosure) to legally marketed predicate devices marketed in 
interstate commerce prior to May 28, 1976, the enactment date of the Medical Device 
Amendments, or to devices that have been reclassified in accordance with the provisions of 
the Federal Food, Drug, and Cosmetic Act (Act) that do not require approval of a premarket 
approval application (PMA). You may, therefore, market the device, subject to tlie general 
controls provisions of the Act. The general controls provisions of the Act include 
requirements for annual registration, listing of devices, good manufacturing practice, 
labeling, and prohibitions against misbranding and adulteration. 

If your device is classified (see above) into either class I1 (Special Controls) or class 111 
(PMA), it may be subject to such additional controls. Existing major regulations affecting 
your device can be found in the Code of Federal Regulations, Title 21, Parts 800 to 898. I n  
addition, FDA may publish further annouiicenients concerning your device in the Federal 
Register. 

Please be advised that FDA’s issuance of a substantial equivalence determination does not 
mean that FDA has made a determination that your device complies with other requirements 
of the Act or any Federal statutes and rcgulations administered by other Federal agencies. 
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Page 2 - Ms. Noehre 

You must comply with all the Act’s requirements, including, but not limited to: registration 
and listing (21 CFR Part 807); labeling (21 CFR Part 801); good manufacturing practice 
requirements as set forth in the quality systems (QS) regulation (21 CFR Part 820); and if 
applicable, the electronic product radiation control provisions (Sections 53 1-542 of the Act); 
21 CFR 1000-1050. 

This letter will allow you to begin marketing your device as described in your Section 
5 1 O(k) premarket notification. The FDA finding of substantial equivalence of your device to 
a legally marketed predicate device results in a classification for your device and thus, 
permits your device to proceed to the market. 

If you desire specific advice for your device on our labeling regulation (21 CFR Part 801 
and additionally 21 CFR Part 809.10 for in vitro diagnostic devices), please contact the 
Office of Compliance at (301) 594-4618. Additionally, for questions on the promotion and 
advertising of your device, please contact the Office of Compliance at (301) 594-4639. 
Also, please note the regulation entitled, ”Misbranding by reference to premarket 
notification” (2 1 CFR Part 807.97). Other general information on your responsibilities under 
the Act may be obtained from the Division of Small Manufacturers, International and 
Consumer Assistance at its toll-free number (800) 638-2041 or (301) 443-6597 or at its 
Internet address http : //www . f da. qov/cdrh/dsma/dsmamain. html 

Sincerely yours, 

@,&/i?- Timothy A. Ulatowski 
L Director 

Division of Anesthesiology, General Hospital, 

Office of Device Evaluation 
Center for Devices and 

Radiological Health 

Infection Control and Dental Devices 

Enclosure 
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Special S IU(k  
Soaker Cathete 

Verl3 - 4/24/96 

Ap p I ican t : I-Flow Corporation 

510(k) Number (if known): fit32A&9 

Device Name: Soaker Catheter 

Indications For Use: 

1. 
2. 

With I-Flow Corporation’s PainBuster, ON-Q and Nerve Block pain management kits; and 

As a stand alone device to provide continuous or intermittent delivery of local anesthetics 
or narcotics to surgical wound sites and/or close proximity to nerves outside of the 
epidural space. Routes of administration may be intraoperative, percutaneous or 
perineural. 

(PLEASE DO NOT WRITE BELOW THIS LINE - CONTINUE ON ANOTHER PAGE IF 

NEEDED) 

Concurrence of CDRH, Office of Device Evaluation (ODE) 

(Per 21 CFR 801 .log) 

(Optional Format 1-2-96) 

- .  

Infectton Control. Dental 

Page 4 of 1 
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DEPARTMEN1f OF HEALTH & HUMAN SERVICES gs Public Health Service

Food and Drug Administration

    Center for Devices and
   Radiological Health

2098 Gaither Road
Rockville, MD 20850

May 1, 2003
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Sin;I l yo),/ /

Tim A. Ulatowski
Director
Office of Compliance
Center for Devices and

Radiological Health
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DEPARTMENT OF HEALTH & HUMAN SERVICES Public Health Service 

Food and Drug Administration 
9200 Corporate Boulevard 
Rockville MD 20850 

SEp 2 0 2002 
Ms. Shane Noehre 
Director, Regulatory Affairs 
I-Flow Corporation 
20202 Windrow Drive 
Lake Forest, California 92630 

Re: KO22869 
Trade/Device Name: Soaker Catheter 
Regulation Number: 880.5725 
Regulation Name: Accessories, Infusion Pump 
Regulatory Class: I1 
Product Code: MRZ and FRN 
Dated: August 23,2002 
Received: August 29, 2002 

Dear Ms. Noehre: 

We have reviewed your Section 5 1 O(k) premarket notification of intent to market the device 
referenced above and have determined the device is substantially equivalent (for the 
indications for use stated in the enclosure) to legally marketed predicate devices marketed in 
interstate commerce prior to May 28, 1976, the enactment date of the Medical Device 
Amendments, or to devices that have been reclassified in accordance with the provisions of 
the Federal Food, Drug, and Cosmetic Act (Act) that do not require approval of a premarket 
approval application (PMA). You may, therefore, market the device, subject to the general 
controls provisions of the Act. The general controls provisions of the Act include 
requirements for annual registration, listing of devices, good manufacturing practice, 
labeling, and prohibitions against misbranding and adulteration. 

If your device is classified (see above) into either class I1 (Special Controls) or class I11 
(PMA), it may be subject to such additional controls. Existing major regulations affecting 
your device can be found in the Code of Federal Regulations, Title 21, Parts 800 to 898. I n  
addition, FDA may publish further announcements concerning your device in the Federal 
Register. 

Please be advised that FDA's issuance of a substantial equivalence determination does not 
mean that FDA has made a determination that your device complies with other requirements 
of the Act or any Federal statutes and regulations administered by other Federal agencies. 
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Page 2 - Ms. Noehre 

You must comply with all the Act's requirements, including, but not limited to: registration 
and listing (2 1 CFR Part 807); labeling (2 1 CFR Part 801); good manufacturing practice 
requirements as set forth in the quality systems (QS) regulation (21 CFR Part 820); and if 
applicable, the electronic product radiation control provisions (Sections 53 1-542 of the Act); 
21 CFR 1000-1050. 

This letter will allow you to begin marketing your device as described in your Section 
5 10(k) premarket notification. The FDA finding of substantial equivalence of your device to 
a legally marketed predicate device results in a classification for your device and thus, 
permits your device to proceed to the market. 

If you desire specific advice for your device on our labeling regulation (2 1 CFR Part 80 1 
and additionally 21 CFR Part 809.10 for in vitro diagnostic devices), please contact the 
Office of Compliance at (301) 594-4618. Additionally, for questions on the promotion and 
advertising of your device, please contact the Office of Compliance at (301) 594-4639. 
Also, please note the regulation entitled, "Misbranding by reference to premarket 
notification" (2 1 CFR Part 807.97). Other general information on your responsibilities under 
the Act may be obtained from the Division of Small Manufacturers, International and 
Consumer Assistance at its toll-free number (800) 638-2041 or (301) 443-6597 or at its 
Internet address http : //www . f da . qov/cdrh/dsma/dsmamain . html 

Sincerely yours, 

@/G/k Timothy A. Ulatowski 
1. Director 

Division of Anesthesiology, General Hospital, 

Office of Device Evaluation 
Center for Devices and 

Radiological Health 

Infection Control and Dental Devices 

Enclosure 
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Special S l O ( k  
Soaker Cathete 

Ver/3 - 4/24/96 

Applicant : I-Flow Corporation 

510(k) Number (if known): (2 &x3CD9 

Device Name: Soaker Catheter 

Indications For Use: 

1. 

2. 

With I-Flow Corporation’s PainBuster, ON-Q and Nerve Block pain management kits; and 

As a stand alone device to provide continuous or intermittent delivery of local anesthetics 
or narcotics to surgical wound sites andlor close proximity to nerves outside of the 
epidural space. Routes of administration may be intraoperative, percutaneous or 
perineural. 

(PLEASE DO NOT WRITE BELOW THIS LINE - CONTINUE ON ANOTHER PAGE IF 

NEEDED) 

Concurrence of CDRH, Office of Device Evaluation (ODE) 

(Per 21 CFR 801.109) 

(Optional Format 1-2-96) 

510(k) Number: $ az&lc; y 
/ 

.7 
3 

il 
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DEPARTMENT OF HEALTH AND HUMAN SERVICES Public Health Service 

August 29, 2002 

Food and Drug Administration 
Center for Devices and 
Radiological Health 
Office of Device Evaluation 
Document Mail Center (HFZ-401) 
9200 Corporate Blvd. 
Rockville, Maryland 20850 

I-FLOW CORP. 
20202 WINDROW DR. 
LAKE FOREST, CA 92630 
ATTN: SHANE NOEHRE 

510(k) Number: KO22869 

Product : SOAKER CATHETER 
Received: 29-AUG-2002 

The Center for Devices and Radiological Health (CDRH), Office of Device 
Evaluation (ODE), has received the Premarket Notification you submitted in 
accordance with Section 510(k) of the Federal Food, Drug, and Cosmetic Act 
(Act) for the above referenced product. We have assigned your submission a 
unique 510(k) number that is cited above. Please refer prominently to this 
510(k) number in any future correspondence that relates to this submission. 
We will notify you when the processing of your premarket notification has been 
completed or if any additional information is required. YOU MAY NOT PLACE 
THIS DEVICE INTO COMMERCIAL DISTRIBUTION UNTIL YOU RECEIVE A LETTER FROM FDA 
ALLOWING YOU TO DO SO. 

As a reminder, we would like to mention that FDA requires all 510(k) submitters 
to provide an indications for use statement on a separate page. If you have 
not included this indications for use statement in addition to your 510(k) 
summary (807.92), or a 510(k) statement (807.93), and your Truthful and 
Accurate statement, please do so as soon as possible. If the above mentioned 
requirements have been submitted, please do not submit them again. There may 
be other regulations or requirements affecting your device such as Postmarket 
Surveillance (Section 522(a)(1) of the Act) and the Device Tracking regulation 
(21 CFR Part 821). Please contact the Division of Small Manufacturers, 
International and Consumer Assistance (DSMICA) at the telephone or web site 
below for more information. 

Please remember that all correspondence concerning your submission MUST be 
sent to the Document Mail Center (DMC)(HFZ-401) at the above letterhead address. 
Correspondence sent to any address other than the DMC will not be considered 
as part of your official premarket notification submission. 
the new Blue Book Memorandum regarding Fax and E-mail Policy entitled, 
"Fax and E-Mail Communication with Industry about Premarket Files Under Review. 
Please refer to this guidance for information on current fax and e-mail 
practices at www.fda.gov/cdrh/ode/a02-01.html. 

Also, please note 

You should be familiar with the manual entitled, "Premarket Notification 510(k) 
Regulatory Requirements for Medical Devices" available from DSMICA. If you have 
other procedural or policy questions, or want information on how to check on the 
status of your submission (after 90 days from the receipt date), please contact 
DSMICA at (301) 443-6597 or its toll-free number (800) 638-2041, or at their 
Internet address http://www.fda.gov/cdrh/dsmamain.html or me at (301) 594-1190. 

Sincerely yours, 

Marjorie Shulman 
Consumer Safety Officer 
Premarket Notification Staff 
Office of Device Evaluation 
Center for Devices and Radiological Health 

i. '3 
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C D m  SUBMISSION COVER SHEET 

Section A Type of Submission 
PMA PMA Supplement 

1 Original subinission 0 Regular 
7 Modular subinissioii 0 Special 
7 Amendment CI Panel Track 
1 Report 0 30-day Supplement 
7 Report Amendment 0 30-day Notice 

0 135-day Supplement 
0 Real-time Review 
0 Amendment to 

PMA Supplement 

IDE Humanitarian Device 
Exemption 

0 Original submission 
0 Amendment 0 Original submission 
0 ,3upplement 0 Amendment 

U ;Supplement 
0 Reoort 

FDA Document Number: 

PDP 

0 Presubmission 
summary 

0 Original PDP 
0 Notice of intent to 

start clinical trials 
0 Intention to submit 

Notice of Completion 
0 Notice of Completion 
0 Amendment to PDP 
CI Report 

Class 11 Exemotion 

510(k) Meeting 

0 Pre4DE meeting 
0 Traditional 0 Pre-PMA meeting 
0 Special 0 Pre-PDP meeting 
0 Abbreviated 0 180-day meeting 

d Oripinal submission: 

0 Additional 0 Other (specify): 
information: 
0 Traditional 

Special 
0 iibbreviated 

Evaluation of Other Submission 
Automatic Class 111 

0 Original submission Designation Describe s&&pn 
0 Additional 

information n Original submission . 
0 Additional 

information 

Section B Applicant or Sponsor 
Company / Institution name Establishment registration nuinber 

l - k l o ~  C oipordtion 2026005 

Division name (if  doohcable) 

, .  
$- Street address FAX number (include area code) 

20202 Windrow Drive (    

Section C Submission correspondent (if different from above) 
Company / Institution name: I-I- low Corporation Establishment registration number: 2026095 

Division name (if applicable): Phone number (include area code): 
      

Street address 20202 Windrow I h w  FAX niivber (include area code): 
  

City Ldke F O I C \ I  State / Province. ('A Country IJ S A 

Contact name: Shanc Noehrc, KAC 

Version 2.0 

FOI - Page 13 of 72
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Section D1 Reason for Submission - PMA, PDP, or HDE 
n Yew device 
0 Nithdrawal 
G Zdditional or expanded indications 
CI Licensing agreement 

0 Process change 
CI Manufacturing 
0 Sterilization 
0 'ackaging 
0 Other (specify below) 

0 lesponse to FDA correspondence: 
0 Request for applicant hold 
0 Request for removal of applicant hold 
0 Request for extension 
0 iequest to remove or add manufacturing site 

0 Other reason (specify): 

0 Change in design, component, or 

El Color Additive 
0 Software 

0 Material 
0 Specifications 

0 Other (specify below) 

0 Labeling change: 
ndications 

0 Instructions 
Cl Performance Characteristics 

0 ;Shelf life 
0 Trade name 
0 Other (specify below) 

specification: CI Location change: 
n Manufacturer 

0 Sterilizer 
0 Packaser 

0 Distributor 

C Report submission: 
0 Annual or periodic 
0 Post-approval study 
0 Adverse reaction 

n Device defect 
CI Amendment 

0 Change in ownership 
CI Change in correspondent 

Section D2 Reason for Submission - IDE 
0 New device 
0 Addition of institution 
0 lixpansion / extension ofstudy 
0 1RB certification 
0 Request hearing 
0 Request waiver 
0 'Termination of study 
0 Withdrawal of application 
0 Unanticipated adverse effect 
0 Notification of emergency use 
0 Compassionate use request 
0 Treatment IDE 
0 Continuing availability request 

C Other reason (specify): 

0 Change in: 
0 Correspondent 
C Design 
U Informed consent 
0 Manufacturer 
U Manufacturing process 
E Protocol -feasibility 
0 Protocol - other 
0 Sponsor 

C Report submission: 
0 Current investigator 
0 Annual progress 
0 Site waiver limit reached 
0 'inal 

0 Response to FDA letter concerning: 
Conditional approval 

0 Deemed approved 
0 Deficient final report 
U Deficient progress report 
0 Deficient investigator report 
0 Disapproval 
0 Request extension of 

0 Request meeting 
time to respond to FDA 

Section D3 Reason for Submission - 510(k) 
0 New device 
0 Additional or expanded indications 
0 Other reason (spec$): 

0 Change in technology 
@Change in design 

0 Change in materials 
0 Change in manufacturing process 

Version 2 0 FINAL DRAFT ~ May 8, 1998 
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I BSO 

5 
I I I I 

Information on devices to which substantial equivalence IS claimed: 

Manufacturer 510(k) Number Trade or proprietary or model name 

I Soaker Cathcter (originally identified as IntraOp C'atheler) I KO91543 I I-Flow Corporation 

effectiveness data: 
k? 5 1 O(k) summary attached 
C 510(k) Statement 

2 3 4 

6 7 8 

I-Flow Corporation K 9043 73  Soaker Catheter 
2 2 

Trade or proprietary or model name 

I Soaker Catheter 

h 6 6 

Section F Product Information - Applicable to All Applications 

Model number 

1 VarIolls 

Common or usual name or classification name 
Catheter, Conduction, Anesthesia 

~ ~. 

2 

3 

4 

5 

2 

3 

4 

5 

1 

7 

Data included i n  submission: E1 Laboratory testing 0 Animal trials 0 Human trials 

2 3 4 5 6 

8 9 IO 1 1  12 

Product code BSO 

I 

Indications (from labeling): 
See Indications for IJsc pagc in submission. 

Device class C F R Sectlon 868 5 120 
Class I @Class I I  

Version 2.0 FINAL DRAFT - May 8,1998 
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Note: Submission of this information does not affect the need to 
submit a 2891 or 2891a Device Establishment Registration form. 

Cnmnanxr I Indtirt inn n a m e .  
I-Flow Corporation II 

FDA Document Number: 

Establishment registration number: 
2026095 

@fOrlginal FDA establishment reeistration number: @I Manufacturer C Contract sterilizer 

I( Contact title, Director, Regulatory Affairs 

Add Delete ?OZh(195 0 Contract manufacturer 1 Repackager / relabeler 

Division name (if annlicahle): /I 

Division name (if applicable): 

Street address: 
20202 Windrow Drive 

Street address: I/ 

Phone number (include area code): 
    

FAX number (include area code): 
   

Contact e-mail address 
    

c1 Manufacturer 0 Contract sterilizer 
0 Contract manufacturer 

Eqt;lhlirhiment reinstratinn niimher 

C Repackager / relabeler 

City: Lake Forest 

~~~ 

Phone number (include area code): 
( 1 

State / Province: (.‘A Country: U.S.A. 

FAX number (include area code): 

( 1 

c! Original 
C Add c! Delete 

/I City: 

FDA establishment registration number: 

State / Province: 

Contact title: 

C Original 
0 Add 0 Delete 

Comoanv / Institution name: 

FDA estahlishrnent repistration number: 

Country: 

Contact e-mail address: 

ri Manufacturer 0 Contract sterilizer 
t 1  Contract manufacturer 

Establishment registration number: 
f! Repackager / relabeler 

Street address: 

1) Division name (if applicable): 

FAX number (include area code): 
( 1 

~~~ 1 Phone number (include area code): 

Citv: State / Province: Cniintrv. 

Version 2.0 FINAL DRAFT - May 8, 1998 

Contact title: Contact e-mail address: 
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SPECIAL 510(k): Device Modification 

August 23, 2002 

Via Federal Express 

Food and Drug Administration 
Center for Devices and Radiological Health 
510(k) Document Mail Center (HFZ - 401) 
9200 Corporate Blvd. 
Rockville, Maryland 20850 

Reviewing Staff: 

In accordance with §510(k) of the Federal Food, Drug, and 
with Title 21 CFR S807.81, I-Flow Corporation is submitting 
Soaker Catheter prior to the introduction into interstate 

-.. 

I-Flow intends to make a design change to our existing Soaker Catheter. The existing 
(unmodified) Soaker Catheter has been cleared under the following two 51 O(k)s: K991543 and 
K994374. 

No changes will be made to the indications for use, sterilization, fundamental scientific 
technology, packaging or labeling (except for clarification). 

All questions and/or comments concerning this document should be made to: 

Shane Noehre 
Director, Regulatory Affairs 

Since rely, 

Shane Noehre, RAC 
Director, Regulatory Affairs 
I-Flow Corporation 
20202 Windrow Dr 
Lake Forest, CA 92630 
Tel:   Fax:    
e-m               

Page 1 of 10 
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Special 510(k) 
Soaker Catheter 
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Special 510(k) 
Soaker Catheter 

PREMARKET NOTIFICATION 
TRUTHFUL AND ACCURATE STATEMENT 

(As required by 21 CFR 807.87(j)) 

I certify that, in my capacity as the Executive Vice President and COO of I-Flow Corporation, I 

believe to the best of my knowledge, that all data and information submitted in the premarket 

notification for the Soaker Catheter are truthful and accurate and that no material fact has been 

omitted. 

     Executive Vice President and COO 
Title 

Company 

Premarket Notification (510(k) Number) 

Page 3 of 10 
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Special 510(k) 
Soaker Catheter 

Ver l3 - 4/24/96 

Applicant : I-Flow Corporation 

510(k) Number (if known): 

Device Name: Soaker Catheter 

Indications For Use: 

I .  

2. 

With I-Flow Corporation’s PainBuster, ON-Q and Nerve Block pain management kits; and 

As a stand alone device to provide continuous or intermittent delivery of local anesthetics 
or narcotics to surgical wound sites and/or close proximity to nerves outside of the 
epidural space. Routes of administration may be intraoperative, percutaneous or 
perineural. 

(PLEASE DO NOT WRITE BELOW THIS LINE - CONTINUE ON ANOTHER PAGE IF 

NEED ED) 

Concurrence of CDRH, Office of Device Evaluation (ODE) 

(Per 21 CFR 801.109) 

(Optional Format 1-2-96) 

Page 4 of 10 
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Special 51 O(k) 
Soaker Catheter 

DECLARATION OF CONFORMITY 

As required by the risk analysis, all verification and validation activities will be performed by 
designated individuals and the results shall demonstrate that the predetermined acceptance 
criteria are met prior to the introduction into interstate commerce for commercial distribution. 

The I-Flow Corporation manufacturing facilities are in conformance with the design control 
requirements as specified in 21 CFR 820.30 and the records are available for review. 

    
Executive Vice President and COO 
I-Flow Corporation 

  
Vice President of Engineering / R&D 
I-Flow Corporation 

Verification and Validation activity will ensure the device meets the requisite design 
specifications and acceptance criteria and shall include the following: 

1. Even Distribution over Infusion Segment: min/max  distribution. 
2. Flow Rate Impact: Meet or exceed the performance of current design. 
3. Tensile Strength: Meet or exceed current design and comply with    
4. Flexural Strength: Meet or exceed current design. 
5. Elongation: Meet or exceed performance of current design. 
6. Attachment Security: Meet or exceed current design. 
7. Hub Leakage: Meet or exceed current design. 
8. Catheter Burst Pressure: Meet or exceed current design. 
9. Kink Resistance: Meet or exceed current design. 
10. Material Compatibility: per the Risk Assessment and    
11. Labeling: per section 9.0 of this submission. 
12. Package Integrity: per section 11 .O of this submission. 
13. Sterility: per section 12.0 of this submission. 
14. In-process Inspection (includes incoming and final): per the Risk Assessment and 

VerificationNalidation. 

Reference Documents 
1. Risk Assessment for the Soaker Catheter (DCDI 190A) 

2 . .  
Page 5 of 10 
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Special 51 O(k) 
Soaker Catheter 

1.0 GENERAL INFORMATION 

1 .I Purpose of Submission 

1 . I  . I  This submission is intended to notify the Federal Food and Drug 
Administration that I-Flow intends to make a device modification to our 
own legally marketed device. 

The change affects the Soaker Catheter. The following changes are 
pro posed : 
1 .I .2.1 

1 .I .2 

A change to a stronger material formulation of the catheter 
body. The material is still a      

  from the same vendor,    

Moving the infusion segment membrane from the inner 
diameter to the outer diameter of the catheter. 

Add additional catheter markings. 

1 . I  .2.2 

1 .I .2.3 

1.2 Statement of Equivalence 

The existing (unmodified) Soaker Catheter has been cleared under the 
following 51 O(K)s: 
0 K991543 - the initial Soaker Catheter premarket notification 

(originally identified as the IntraOp Catheter); and 

K994374 - added the 5 inch infusion segment model. 

1.2.1 

No changes will be made to the indications for use, sterilization method, 
fundamental scientific technology, packaging or labeling (except for 
clarification). 

1.2.2 

1.2.3 Common Name: Anesthetic Catheter 

1.2.4 Classification Name: Catheter, Conduction, Anesthesia 

1.2.5 Product Code: BSO 

1.2.6 Device Classification: Class II, 868.5120 

1.2.7 Medical Specialty: Anesthesiology 

2.0 PHYSICAL SPECIFICATIONS AND DESCRIPTONS 

(not to scale) 

2.1 Existing (unmodified) Description of Device 

2.1 .I The Soaker Catheter consists of two main components, the catheter body 
and the infusion segment membrane. 

2.1.2 

2.1.3 

The catheter has a closed end tip with multiple holes arranged radially 
along the lateral surface at the distal end of the device. 

The length of the multiple holes roughly corresponds to the infusion 
segment which equals the length of the    membrane. 
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2.1.4 The    membrane along the    of the catheter allows 
drug delivery to be distributed across the full length of holes rather than 
just the first few holes. 

The catheter has two markings. One marking at the distal end tip and 
one marking at the start of the infusion segment. 

The distal end of the catheter will be placed in the surgical site prior to 
final closure or along a nerve using a special needle (typically known as a 
nerve block procedure). 

In surgical wound applications, the wound would be closed, allowing the 
end of the catheter to remain within the wound. 

The proximal end of the catheter contains a bonded hub which attaches 
to an infusion pump such as I-Flow’s elastomeric infusion pump. 

The catheter is suitable for use as an ambulatory device and is intended 
for use in hospitals, home environments or alternate care sites. 

2.1.5 

2.1.6 

2.1.7 

2.1.8 

2.1.9 

3.0 PROPOSED DESIGN CHANGES 

3.1 Catheter Body: 

3.1 .I A change to a stronger material formulation of the catheter body. The 
material will remain the same type of      
from the same vendor,    

The new material will increase the performance of the following properties 
of the catheter: 

3.1.2.1 

3.1.2.2    will increase. 

This design change will not decrease any performance of the device. 

A change to the        from the 
              of the 
   of the catheter. 

This proposed design change represents a natural evolution based on our 
original concept designs and patent. It allows for     

     , and     
   

This design change will not decrease any performance of the device. 

A change to the markings is to         
            The markings 
         ngs. 

An additional    will be added along the    and 
each stripe will be     

3.1.2 

   will increase; and 

3.1.3 

3.2 Infusion Segment Membrane 

3.2.1 

3.2.2 

3.2.3 

3.3 Catheter Markings: 

3.3.1 

3.3.2 

3.3.3 This design change will not decrease any performance of the device. Jv 
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4.0 MODELS 

4.1 The Soaker Catheter will consist of the same two models currently in use: 

4.1 . I  Soaker Catheter  has a        and 

4.1.2 Soaker Catheter   has a        

The Soaker Catheter may consist of a kit that includes components that are legally 
marketed (either pre-amendment devices or devices that have been granted 
permission to market by FDA). 

4.2.1 

4.2 

Examples of kit components include the following: 

4.2.1 . I        introducer needle      
of various lengths; 

4.2.1.2     syringe; or 

4.2.1.3      dressing. 

The kit configuration option is the same as the predicate device per 
K994374. 

4.2.2 

5.0 COMPONENTS AND MATERIALS 

All components and materials will comply with IS0 10993-1 for biocompatibility. All the 
materials are of the same type as the existing (unmodified) Soaker Catheter. 

5.1 

5.2 

5.3 

6.1 Standard Operating Conditions: 

Catheter Body: The material will remain a       

Infusion Segment Membrane: The material will remain either   
   

Catheter Markings: The material will remain the same. 

6.0 OPERATIONAL SPECIFICATIONS AND DESCRIPTIONS 

Infusion Segment Distribution:   distribution, min/max  

Flow Rate Impact: 
Tensile Strength: 
Flexural Strength: 
Elongation: 
Attachment Security: 2    

Hub Leakage: 

Catheter Burst Pressure: 

Residual Volume: <I ml 

no restriction for   

2 IS0    requirement 
equivalent to predicate device 
>   and I   

no leaks at   psi for    

no rupture at   psi for   

7.0 BlOCOMPATlBlLlTY SPECIFICATIONS 

7.1 Biocompatibility testing is in conformance with IS0 10993 Part 1 for all fluid path 
components based on intended application of the device prior to market 
distribution. 

Page 8 of 10 

FOI - Page 24 of 72

(b)(4)

(b)(4)

(b)(4)

(b)(4)

(b)(4) (b)(4)

(b)(4)

(b)(4)

(b)(4)

(b)(4)

(b)(4)

(b)(4) (b)(4)

(b)(4)

(b)(4)

(b)(4) (b)(4)

(b)(4)

(b)(4)

(b)(4)

(b)(4)

(b)(4)



Special 510(k) 
Soaker Catheter 

8.0 INDICATIONS FOR USE 

8.1 There is no change to the indications for use. 

9.0 LABELS AND LABELING 

9.1 

9.2 

The only change to the labeling will be for clarification if necessary. 

I-Flow Corporation believes the proposed labels and labeling, where appropriate, 
meets the requirements of 21 CFR Part 801 as it relates to a determination of 
intended use and adequate directions for use. 

The Soaker Catheter Directions for Use labeling: 

9.3.1 

9.3.2 

9.3.3 Contains warning information. 
9.3.4 
9.3.5 

9.4.1 

9.3 

Provides comprehensive directions for preparation and use for the Soaker 
Catheter. 

Describes the routes of administration as it relates to intended use. 

Contains the prescription statement required under 801 . I  09 (b)(l). 
Includes the specifications of the Soaker Catheter. 

There will be no change to the product identification labeling for the 
Soaker Catheter other than new part numbers and maybe cosmetic 
d iffe ren ces . 

Contains the prescription statement required under 801 .IO9 (b)(l). 

9.4 Identification labels and labeling 

9.5 Packaging labels 
9.5.1 

Although the Soaker Catheter is not intended for intravascular use, where 
applicable, the Soaker Catheter shall comply with IS0     

    

There is no change in the packaging. Packaging is in conformance with the 
standard EN 868-1 (Packaging Materials and Systems for Medical Devices which 
are to be Sterilized). 

There is no change in the sterilization methods. 

10.0 STANDARDS 
10.1 

11 .O PACKAGING 
11 .I 

12.0 STERILIZATION 

12.1 
COMPARISON TO THE EXISTING (UNMODIFIED) SOAKER CATHETER 

13.1 Indications for Use 

13.0 

13.1.1 No change in intended use. 

13.2 Fundamental Scientific Technology 

13.2.1 No change in technology. 

13.2.2 The Soaker Catheter utilizes the same technology for distributing 
medication        

No change in specifications other than improved performance. 

13.3 Operational Specifications 

13.3.1 

Page 9 of 10 

FOI - Page 25 of 72

(b)(4)
(b)(4)

(b)(4)



Special 510(k) 
Soaker Catheter 

13.4 No change in sterilization, packaging, or labeling (except for clarification). 

13.5 Materials 

13.5.1 The materials used in the new Soaker Catheter design are the same type 
as the predicate device covered in the previous premarket notifications, 
K991543 and K994374. 

13.6 Conclusion: 

13.6.1 

13.6.2 

The new Soaker Catheter design will exceed or match the performance 
requirements of the existing (unmodified) Soaker Catheter. 

I-Flow Corporation believes that the new Soaker Catheter design is 
substantially equivalent to the existing (unmodified) Soaker Catheter. 

27 
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Title: Risk Assessment for Soaker Catheter Improvements 
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Improved Soaker with Depth Markings 
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Models: 

Soaker Catheter 6.5 and 
Soaker Catheter 12.5 

S oakerTM Catheter 
Directions for Use 

INDICATIONS FOR USE 
The Soaker Catheter is intended to be provide continuous or 
intermittent delivery of local anesthetics or narcotics to surgical 
wound sites and/or close proximity to nerves outside of the 
epidural space. Routes of administration may be intraoperative, 
percutaneous or perineural. 

The Soaker Catheter may be used with I-Flow's PainBuster, 
ON-Q or Nerve Block Infusion Systems. 

DO NOT USE IF PACKAGE HAS BEEN OPENED OR IS 
DAMAGED. 

THE ON-Q SOAKER EXPANSION KIT IS STERILE AND NON- 
PYROGENIC. 

SINGLE USE ONLY. DO NOT RESTERILIZE. 

CAUTIONS 

* Do not exceed maximum fill volume of pump 

Use of vasoconstrictors such as Epinephrine or adrenaline is 
not necessary and may not be recommended for continuous 
infusions. 

* Medications used with this system should be administered in 
accordance with instructions provided by the drug manufacturer. - Do not withdraw catheter through needle because of the possible 
danger ofshearing. 

Use only smooth-edged atraumatic clamps or forceps. 

After use, this product may be a potential biohazard. Handle 
and discard in accordance with accepted medical practice. 

Prompt removal of the catheter is advised afler infusion is 
complete to reduce risk of infection. 

WARNINGS 

Assure that the catheter is not in a vein or artery. Even if 
aspirations for blood are negative, intravascular penetration is 
still possible. Visual inspection, test dosing and patient 
monitoring are recommended - refer to drug manufacturer's 
package insert. 

Do not suture catheter. 

CONTRAINDICATIONS 

The Soaker Catheter is not intended for intravenous, intra-arterial 

SUGGESTED CATHETER MNTENANCE 

The catheter should be maintained in accordance with standard 
hospital protocols. 

DIRECTIONS FOR USE 
Use Aseptic Technique 

Filling the I-Flow Elastomeric Pump 

or epidural drug delivery. 

Close clamp on tubing. - Uncap the fill port. Do not discard cap 

Attach filled syringe to the fill port and inject fluid into pump 
(refer to diagram below). Repeat as necessary. 

- Do not exceed maximum fill volume of pump. - Replace fill port cap. - Label with the appropriate pharmaceutical and patient 
information. 

* Open the clamp and remove the distal end cap to prime the 
pump (up to 15 minutes). Allow the medication to fill the entire 
tubing and luer connector. When all air has been removed from 
the tubing and connector close the clamp until ready to use. 

Priming The Catheter  

Proper priming of the catheter and pump tubing is very important. 
Any trapped air in the catheter may create air locks which may 
affect proper catheter performance. 

Attach a syringe filled with medication to the catheter connector. 
Slowly prime the catheter until medication infuses out all the 
holes along the length of the catheter. Make sure no air is trapped 
in the catheter. 

Placing the Catheter 

To insure infusion segment is within the wound site, the black 
catheter marking must not be visible outside the puncture site. 

NOTE Remove needle guard from the introducer while holding 
T-handle. 

Do not apply excessive pressure to the T-handle. 

Grip only the needle hub during insertion. 

Insert introducer needle (with bevel up) through the skin 
(approximately 3-5 cm away from wound site) then push 
introducer needle into the surgical wound site. 

While holding the T-handle, withdraw the introducer needle. 

Insert the marked end of the catheter through the opening of the 
T-handle introducer into the wound site. 

WARNING: Assure that the catheter tip is not in a vein or artery. 
Do not suture catheter. 
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CAUTION: Catheter placement will vary depending on surgical 
procedure. Care should be taken during catheter placement to 
ensure that occlusion will not occur during use and that catheter 
removal will not be impeded. 

20 GA 

Drug infusion occurs between black catheter marking and black 
marked tip (see Table 1). 

Centimeters hches Centmters  Inches 

Advance catheter into wound site until white catheter segment 
is visible. 

While holding catheter tip 0 withdraw T-handle from puncture 
site Q and split the introducer sheath and peel it away from the 
catheter 0. 

Place the catheterwithin wound site to desired position. Ensure 
that entire infusion segment is within wound site. 

Infusion Segment I 6.5 2.5 12.5 I 

Attach the catheter connector to the pump tubing. Open the 
pump clamp to begin infusion. 

5.0 

Sewre catheter by coiling close to the insertion site. 

Apply ocdusive dressing (not induded) over insertion site and coiled 
catheter, keeping separate from wound. Do not cover filter with 
dressing. 

Secure flow restrictor to skin. The flow restrictor must not be in 
contact with cold therapy pads. 

Table 1 

clip to Patle"t*\ T 

Fill Port 

Surgica 
Slte 

I 

I-FlOW 
Pump 

d 

Flow Rertric 

The Soaker system may contain an E-Clip and/or Carry Case. 
If using the E-Clip, attach to the top of the pump. Secure the 
pump with the E-Clip or Carry Case. 
Infusion is complete when the pump is no longer inflated. 

REMOVING THE CATHETHER 
CAUTION: The catheter should be  easy to remove. If 
significant resistance is felt, then it is advisable to wait 30 to 
60 minutes and try again. The patients body movements may 
relieve the catheter to allow easier removal. Check the distal 
end of the catheter for black marking to ensure the entire 
catheter was removed. 

Dimensions are approximate Catheter is radiopaque 

For more information on the Soaker Catheter please 
call our Customer Service Department or visit us on the web at: 

1.800.448.3569 or 949.206.2700 

www.i-flowcorp.com 

www.As kYou rS u rgeon .com 

MANUFACTURED BY: 

I-FLOW CORPORATION 
LAKE FOREST, CA 92630 

U S A .  

European Representative: 
MPS Medical Product Service G m b H  C€ Borngasse 20, 3 5 6 1 9  Braunfels 

0123 G e r m a n y  

CAUTION: Federal (U S A  ) law restricts this device to sale by or on the order of a physman 
U S  Patents D324.911, 5,080,652, 5,284.481 U S  and Foreign Patents Pending 

O N 4  IS an I-Flow Corporation trademark registered mth the U S Patent and Trademark Office 
Tu Soaker IS a trademark of I-Flow Corporabon 

FOI - Page 45 of 72



p*g  1 

Soa kerTM Cat hete 

Pain Relief Where It Hurts 
.Provides even distribution 
along the infusion segment. 
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FDA > CDRH > CLASSIFICATION Search Page 1 of 1 

disclaimer 1 site map 1 about CLASSIFICATION 1 a 

IGDRH Home 
Return to Search 

j FDAHome - 

1 Search FDA 

~ 

Device 
Medical Specialty Anesthesiology 
Product Code BSO 
Device Class 2 

510(k) Exempt? No 

Regulation Number 868 5120 
Third Party Review Eligible for Accredited Persons Expansion Pilot Program 

Accredited Persons and Third Party Program Information 

CATHETER, CON DUCTION, AN ESTH ETlC 

Accredited Persons 

0 CALIFORNIA DEPARTMENT OF HEALTH SERVICES 
0 CITECH 
0 ENTELA, INC 
0 N V  KEMA 
0 TUV AMERICA. INC 
0 TUV RHEINLAND OF NORTH AMERICA INC 
0 UNDERWRITERS LABORATORIES INC 

(Database Updated August 5, 2002) 

Accessibility 

http://www.accessdata.fda.gov/scripts/cdrh/cfdocs/cfPCD/classification.cfm?ID= 1 5 8/23 12 002 FOI - Page 48 of 72



CFR 21 - Food and Drugs Page 1 of 1 

Code of Federal Regulations 

Title 21 - Food and Drugs 
Revised as of April 1,2002 

[Code of Federal Regulations] 
[Title 21, Volume 81 
[Revised as of April 1,  20021 
From the U.S. Government Printing Office via GPO Access 
[CITE: 21CFR868.51201 

[Page 2821 

TITLE 2 1 --FOOD AND DRUGS 

CHAPTER I--FOOD AND DRUG ADMINISTRATION, DEPARTMENT OF HEALTH AND 
HUMAN 

SERVICES (CONTINUED) 

PART 868--ANESTHESIOLOGY DEVICES--Table of Contents 

Subpart F--Therapeutic Devices 

Sec. 868.5 120 Anesthesia conduction catheter. 

(a) Identification. An anesthesia conduction catheter is a flexible 
tubular device used to inject local anesthetics into a patient and to 
provide continuous regional anesthesia. 

(b) Classification. Class I1 (performance standards). 

http :l/www.accessdata. fda.gov/scripts/cdrh/cfdocs/cfCFR/ShowCFR.cfm?FR=868.5 1 20 8/23/2002 FOI - Page 49 of 72
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OCT 2 5  1999 07/7?3 
SUMMARY OF SAFETY AND EFFECTIVENESS 

Trade Name: lnfra Op Cafhefer 
Common Name: Anesthetic Catheter 
Classification Name: Anesthesia Condudion Catheter 

Classification Panel: Anesthesiology 

All questions and/or comments concerning this document should be made to: 

Robert J. Bard, Esq., R.A.C. 
Vice President of Regulatory and Legal Affairs 

I-Flow Corporation 
20202 Windrow Drive 
Lake Forest, CA 92630 

Telephone: 949.206.2700 
Fax: 949.206.2600 

1.0 GENERAL INFORMATION 

1.1 Statement of Equivalence 
1.1.1 The lntra Op Catheter is substantially equivalent to the (1) Teleflex 

Medical (TFX) Epidural Catheter (K840202, originally submitted by 
Aries) (2) the B. Braun Perifix Set (K813186) and (3) the Epimed 
lnternation FETH-R-KATH catheter. 
The Infra Op Catheter package may include components that are 
legally marketed (either pre-amendment devices or devices that have 
been granted permission to market via premarket notification 
regulation). 

, 

1.1.2 

2.0 PHYSICAL SPECIFICATIONS AND DESCRIPTIONS 
2.1 Description of the Infra Op Catheter 

2.1.1 The Infra Op Catheter is identical to the Teleflex Medical (TFX) 
Epidural Catheter (K840202, originally submitted by Aries Medical) with 
the exception of a hollow fiber in the inner diameter of the distal end of 
the catheter. 
2.1.1.1 

2.1.1.2 

Infra Op Catheter is manufactured by TFX using their 
current plastic formulation. 
The catheter has a closed end tip with multiple holes 
arranged radially along the lateral surface at the distal end of 
the device. 

'SE = SubtantiaUy Equivalent 
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2.1.2 The catheter package may contain a 'T' Peel catheter over needle or a 
catheter connector (e.g.Touhy Borst) in addition to the catheter defined 
herein. 

Product Configuration 

2.2.1 The Catheter 
2.2.1.1 The catheter is designed to be distributed in two basic 

configurations. 
2.2.1.1.1 As shown in the catheter drawing (Dwg. No. 

11 20741 found in Appendix A), Detail G 
depicts the proximal end of the catheter with a 
catheter connector (Touhy Borst type) 
attached. 
An alternate configuration with a bonded or 
insert molded her lock catheter connector is 
also shown in the drawing. 

2.2.1 .1.2 

3.0 

4.0 

, 5.0 

6.0 

2.2 

OPERATIONAL SPECIFICATIONS AND DESCRIPTIONS 
3.1 

BlOlOGlCAl SPECIFICATIONS 
4.1 
4.2 

4.3 

Biological testing is in conformance with IS0 10993 Part 1 for fluid path 
components. 
The Intra Op Catheter is categorized as follows: 
4.3.1 Device Category: External Communlcatlng Device. 

4.3.2 Body Contact: Tissue/Bone/Dentin Communicating 
4.3.3 Contact Duration: Prolonged (24 hours to 30 days). 

CHEMICAL AND DRUG SPEClFlCATlONS 
5.1 Compatibility 

5.1.1 

5.1.2 

5.2 Drug Stability 

There are no specific drugs referenced in the labeling for the lntra Op 
Ca theter. 

The intra Op Catheter is intended for use with general local anesthetics 
and narcotic medications. 

5.2.1 

INTENDED USE 

6.1 

There are no drugs included in the lntra Op Catheter. 

The Intra Op Catheter is intended to provide continuous or intermittent delivery 
of local anesthetics or narcotics to surgical wound sites and nerve trunks outside 
of the epidural space. Routes of administration may be either, intraoperative, 
intramuscular, subcutaneous or percutaneous. 
The catheter is single patient use only. 6.2 
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7.0 LABELS AND LABELING 

7.1 I-Flow Corporation believes the proposed labels and labeling, where appropriate, 
meets the requirements of 21 CFR Part 801 as it relates to a determination of 
intended use and adequate directions for use. 

8.0 STANDARDS 

8.1 There are currently no standards established for anesthesic catheters. 

9.0 PACKAGING 

9.1 The catheter is packaged in either a Tyvek pouch or a form/fill/seal tray. 

10.0 STERILIZATION INFORMATION 
10.1 The method of sterilization is Ethylene oxide gas or radiation 

11.0 COMPARISON TO LEGALLY MARKETED DEVICES 
11.1 The lnfra Op Catheter is substantially equivalent to the (1) Teleflex Medical 

(TFX) Epidural Catheter (K840202, originally submitted by Aries) (2) the 8. Braun 
Perifix Set (K813186) and (3) the Epimed lnternation FETH-R-KATH catheter. 

1 1.2.1 Comparisons 
1 1.2 Device Descriptions 

1 1 2. 1. 1 The device under review and its predicates are closed end 
with laterakadial side holes. 

11.2.2 Materials 
1 1.2.2.1 

11.2.3 Based upon the data presented in this section, I-Flow Corporation has 
determined that the Intra Op Catheter is substantially equivalent to the 
named predicate devices. 

The lnfra Op Catheter's fluid path materials are in 
conformance with IS0 10993 Part 1. 
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Mr. Stanley E .  Fry 
Vice President 
Regulatory Affairs/Quality Assurance 
I-Flow Corporation 
20202 Windrow Drive 
Lake 

Re : 

Dear 

Forest, CA 92630 

K991543 
Trade Name: Intraop Catheter ' 
Regulatory Class: I1 
Product Code: MEB 
Dated: September 3, 1999 
Received: September 7, 1999 

Mr. Fry: 

We have reviewed your Section 510(k) notification of intent to 
market the device referenced above and we have determined the 
device is substantially equivalent (for the indications for  
use stated in the enclosure) to devices marketed in interstate 
commerce prior to May 28, 1976, the enactment date of the 
Medical Device Amendments, or to devices that have been 
reclassified in accordance with the provisions of the Federal 
Food, Drug, and Cosmetic Act (Act). You may, therefore, 
market the device, subject to the general controls provisions 
of the Act. The general controls provisions of the Act 
include requirements for annual registration, listing of 
devices, good manufacturing practice, labeling, and 
prohibitions against misbranding and adulteration. 

If your device is classified (see above) into either class XI 
(Special Controls) or class I11 (Prernarket Approval), it may 
be subject to such additional controls. Existing major 
regulations aEfecting your device can be found in the a 
FederalReaulations, Title 21, Parts 800 to 895. A 
substantially equivalent determination assumes compliance with 
the Good Manufacturing Practice for Medical Devices: General 
(GMP) regulation (21 CFR Part 8 2 0 )  and that, through periodic 

GMP inspections, the Food and Drug Administration (FDA) will 
verify such assumptions. Failure to comply with the GMP 
regulation may result in regulatory action. In addition, FDA 
may publish further announcements concerning your device in 
the FArleral Re- . Please note: this response to your 
premarket notification submission does not affect any 
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obligation you might have under sections 531 through 542  of 
the Act for  devices under t h e  Electronic Product Radiation 
Control provisions, or other Federal laws or regulations. 

This letter will allow you to begin marketing your device as 
described in your 510(k) premarket notification. The FDA 
finding of substantial equivalence of your device to a legally 
marketed predicate device results in a classification for your 
device and thus, permits your device to proceed to the market. 

If you desire specific advice for your device on our labeling 
regulation (21 CFR Part 801 and additionally 809.10 for  in 
vit.ro diagnostic devices), please contact the Office of 
Complisncc at (301) 5 9 4 - 4 6 9 2 .  Additionally, f o r  queotiono on 
the promotion and advertising of your device, please contact 
the Office of Compliance at (301) 594-4639. Also, please note 
the  regulation entitled, "Misbranding by reference to 
premarket notification" (21 CFR 807.97). Other general 
information on your responsibilities under t h e  A c t  may be 
obtained from the Division of Small Manufacturers Assistance 
at its toll-free number (800) 638-2041 or (301) 443-6597 or at 
its internet address llhttp://www.f%a.gov/cdrh/dsmamain.htmlll. 

~~~~~~ 

Tim h A .  Ulatowski 
ni rectqr 
Division of Dental, Infection Control 

Office of Device Evaluation 
Center for Devices and 
Radiological Health 

and General Hospital Devices 

Enclosure 
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510(k) Number (if known): j(99 I 5L/3 
Device Name: Intra O p  Catheter 
lndicaff ons for Use: 

The Intra Op Catheter is intended to provide continuous or intermittent delivery of local 
anesthetics or narcotics to surgical wound sites and nerve trunks outside of the epidural space. 
Routes of administration may be either, intraoperative, intramuscular, subcutaneous or 
percutaneous. 

(PLEASE DO NOT WRITE BELOW THIS LINE - CONTINUED ON ANOTHER PAGE IF NEEDED) 

Concurrence of CDRH, Office of Device Evaluation (ODE) 

Prescription Use Y 
(Per 21 CFR 801 -109) 

OR Ove r-The- Counter Use 

(Optional Format 1-2-96) 

Page u 
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Summary of Safety and Effectiveness 

Trade Name: Soaker Catheter 
Common Name: Anesthetic Catheter 

Classification Name: Anesthesia Conduction Catheter 
Classification Panel: Anesthesiology 

All questions andlor comments concerning this document should be made to: 
Stanley E. Fry 
Vice President of Regulatory and Quality 

I-Flow Corporation 
20202 Windrow Drive 
Lake Forest, CA 92630 

Telephone: 949.206.2700 
Fax: 949.206.2600 

1 .O GENERAL INFORMATION 
1 .I Statement of Equivalence 

I .I .1 The Soaker Catheter is substantially equivalent to the (I) I-Flow JntraOp 
Catheter (K991543), (2) Teleflex Medical (TFX) Epidural Catheter (K840202, 
originally submitted by Aries), (3) 6. Braun Perifix Set (K813186) and (4) the 
Epimed International FETH-R-KATH catheter (K981329). 
The Soaker Catheter package may indude components that are legally 
marketed (either pre-amendment devices or devices that have been granted 
permission to market via premarket notification regulation) such as an 
introd ucer need  le or dressing. 

1 .I .2 

2.0 PHYSICAL SPECIFICATIONS AND DESCRIPTIONS 

2.1 Description of the Soaker Cathefer 

2.1 .I The Soaker Catheter is identical to the predicate IntraOp Catheter 
(K9915.13). This premarket notification adds an additional model to the 
Soaker Catheter family of catheters. 
The Soaker Catheter consists of a Teleflex Medical (TFX) Epidural Catheter 
(K840202, originaily submitted by Aries Medical) with the insertion of a hollow 
fiber membrane in the inner diameter of the distal end of the  catheter. 
2.1.2.1 

2.1.2 

The catheter has a closed end tip with multiple holes arranged 
radially along the lateral surface at the distal end of the device. 

Page 1 a f 3  
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2.2 Product Configuration 

2.2.4 

2.2.2 

2.2.3 

The following Soaker Catheter models will be available; 
2.2.1 .I 
2.2.1.2 
2.2.1.3 

S0605: 20 GA with 6.5 cm (2.5 in.) infusion segment (K991543). 
S1205: 20 GA with 12.5 CM (5.0 in.) infusion segment. 

Each of the catheter sizes will be available as a separate catheter 
with a currently marketed catheter connector (a Touhy Borst type 
is an example of any acceptable connector) or an attached her 
lock connector. The connectors will meet the ANSI specifications 
conical connectors. 

The Soaker Cafhefer may consist of a kit that includes components that are 
legally marketed (either pre-amendment devices or devices that have been 
granted permission to market via premarket notification regulation). 
2.2.2.1 Examples of the kit components include the following: 

2.2.2.1 .I Teleflex Medical (TFX) “T” peel catheter over needle 
18 GAX 2 X’ - 3 w” or 

2.2.2.1.2 Johnson & Johnson Bioclusive dressing. 
The Soaker Catheter may be used in I-Flow’s Pain Management Systems 
such as K982946 and K984502. 

3.0 BIOLOGICAL SPECIFICATIONS 

3.1 All materials in the catheter are identical in formulation to materials currently being 
used in other products with the same or similar uses and have a long history of use in 
those devices. 
Biological testing is in conformance with I S 0  10993 Part 1 for fluid path components. 3.2 

4.0 CHEMICAL AND DRUG SPECIFICATIONS 
4.1 Drug Compatibility and Stability 

4.1.1 

4.1 -2 

There are no specific drugs referenced in the labeling for the Soaker 
Cafheter. 
There are no drugs included in the Soaker Cafheter. . 

5.0 INTENDED USE 
5.1 The Soaker Catheter is intended to be used as follows: 

5.1.1 

5.1.2 

With I-Flow Corporation’s PainBuster, ON-Q and Nerve Block pain 
management kits; and 
As a stand alone device to provide continuous or intermittent delivery of local 
anesthetics or narcotics to surgical wound sites and/or close proximity to 
nerves outside of the epidural space. Routes of administration may be 
intraoperative or percutaneous. 

5.2 The catheter is single patient use only. 

Page 2 of 3 
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6.0 LABELS AND LABELING 
6.1 I-Flow Corporation believes the proposed labels and labeling, where appropriate, 

meets  the requirements of 21 CFR Part 801 as it relates to a determination of intended 
use and adequate directions for use. 

7.0 STANDARDS 
7.1 There are currently no standards established for anesthetic catheters. 

8.0 PACKAGING 

8.1 

COMPARISON TO LEGALLY MARKETED DEVICES 

9.1 

The catheter is packaged in either a Tyvek pouch or a formlfilVseal tray. 

9.6 
The Soaker Catheter is substantially equivalent to the (I) I-Flow IntraOp Catheter 
submitted in K991543, (2) Teleffex Medical (TFX) Epidur;ll Catheter (K840202, 
originally submitted by Aries) (3) the B. Braun Perifix Set (K813186) and (4) the 
Epimed International FETH-R-WTH catheter. 

9.2.1 Comparisons 
9.2 Device Descriptions 

9.2.1 .I This submission is intended to notify the Federal Food and Drug 
Administration that I-Flow Corporation intends to add an additional 
model to the family of Soaker Catheters formerly referred to as 
the IntraOp Catheter (K991543). The new model is virtually 
identical to the predicate 2.5 inch Soaker Catheter except that the 
new model will have a 5.0 inch infusion segment. 

9.2.1.2 All the catheters provide a catheter connector device similar to a 
Touhy Borst connector or a molded her lock connector. 

Based upon the data presented in this section, I-Flow Corporation has 
determined that the Soaker Catheter is substantially equivalent to the named 
prediczte devices. 

9.2.2 
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9200 Corporate Boulevard 
Roc&ville MD 20850 

Mr. Stanley E. F r y  
Vice President of Regulatory and Quality 
I-Flow Coproration 
20202 Windrow Drive 
Lake Forest, California 92630 

Re: K994374 
Trade Name: Soaker Catheter 
Regulatory Class: I1 
Product Code: FRN 
Dated: October 23, 1999 
Received: December 27, 1999 

Dear Mr. Fry: 

We have reviewed your Section 510(k) notification of intent to 
market the device referenced above and we have determined the 
device is substantially equivalent (for the indications for 
use stated in the enclosure) to devices marketed in interstate 
commerce prior to May 28, 1976, the enactment date of the 
Medical Device Amendments, or to devices that have been 
reclassified in accordance with the provisions of the Federal 
Food, Drug, and Cosmetic Act (Act). You may, therefore, 
market the device, subject to the general controls provisions 
of the Act. The general controls provisions of the Act 
include requirements for annual registration, listing of 
devices, good manufacturing practice, labeling, and 
prohibitions against misbranding and adulteration. 

If your device is classified (see above) into either class I1 
(Special Controls) or class I11 (Premarket Approval), it may 
be subject to such additional controls. 
regulations affecting your device can be found in the -de of v, Title 21, Parts 800 to 895. A 
substantially equivalent determination assumes compliance with 
the Good Manufacturing Practice for Medical Devices: General 
(GMP) regulation (21 CFR Part 820) and that, through periodic 
GMP inspections, the Food and Drug Administration (FDA) will 
verify such assumptions. Failure to comply with the GMP 
regulation may result in regulatory action. In addition, FDA 
may publish further announcements concerning your device in 
the Federal Reaifiter . Please note: this response to your 
premarket notification submission does not affect any 
obligation you might have under sections 531 through 542 of 

Existing major 
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the Act for devices under the Electronic Product Radiation 
Control provisions, or other Federal laws or regulations. 

This letter will allow you to begin marketing your device as 
described in your 510(k) premarket notification. The FDA 
finding of substantial equivalence of your device to a legally 
marketed predicate device results in a classification for your 
device and thus, permits your device to proceed to the market. 

If you desire specific advice for your device on our labeling 
regulation (21 CFR Part 801 and additionally 809.10 for in 
vitro diagnostic devices), please contact the Office of 
Compliance at (301) 594-4690. Additionally, for questions on 
the promotion and advertising of your device,'please contact 
the Office of Compliance at (301) 594-4639. Also,  please note 
.the regulation entitled, "Misbranding by reference to 
premarket notification" (21 CFR 807.97). Other general 
information on your responsibilities under the Act may be 
obtained from the Division of Small Manufacturers Assistance 
at its toll-free number (800) 638-2041 or (301) 443-6597 or at 
its internet address ''http:// 

ection Control, 
and General Hospital Devices 

Office of Device Evaluation 
Center for Devices and 
Radiological Health 

Enclosure 
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filO(k) Number (if known): a94374 
Device Name: Soaker Catheter 
Indications for Use: 

The Soaker Cathaw is intended to be used as fallows: 
1. With I-Flow Corporatiorr’s PainBuster, ON-Q and Nerve Block pain management kits; 

2. As a 6tand alone device to provide continuous or intermittent delivery of local anesthetics 
and 

or narcdcs to surgical wound sites and/or dose proximity to nerves outside of the 
epidural wace. Routes of adminktratbn may be Intraoperative or percutaneous. 

(PLEASE 00 NOT WRlTE BELOW THIS LINE - CONTINUED ON ANOTHER PAGE IF NEEDED) 

Concurrence of COW, offfce of Device Evaluation (ODE) 

Prescription Use X 
(Per 21 CFR 801.109) 

OR Over-The-Counter Use 

(Optional F o W  14-96) 

(Division Siin-oCq 
Division af Dental, Intc#ion Conaol. 
and General Hosphd 
51 Qk) Number 1 ‘ .  

Page IH 
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Summary of Safety and Effectiveness 
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Special 510(k) 
Soaker Catheter 

SPECIAL 510(K) - SUMMARY OF SAFETY AND EFFECTIVENESS 

August 23, 2002 

S u bm itte r : 

Contact: 

Trade Name: 

Common Name: 

Classification Name: 

Existing Device: 

Device Description : 

Technology 
Comparison : 

Conclusion: 

I-Flow Corporation 
20202 Windrow Drive 
Lake Forest, CA 92630 

Shane Noehre 
Director, Regulatory Affairs 
I-Flow Corporation 

Soaker Catheter 

Anesthetic Catheter 

Anesthesia Conduction Catheter 

Soaker Catheter (K991543 and K994374) 

The Soaker Catheter has a closed end tip with multiple holes arranged 
radially along the lateral surface along the infusion segment at the 
distal end of the device. A membrane in the inner diameter of the 
catheter promotes even distribution along the infusion segment. This 
special 510(k) proposes a slight design change that has the membrane 
along the outside diameter of the catheter instead of the inside 
diameter. 

The new Soaker Catheter utilizes the exact same technology for 
promoting even distribution along the infusion segment. 

The Soaker Catheter is substantially equivalent to the existing Soaker 
Catheter. 

Page 1 of 1 
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SCREENING CHECKLIST 
FOR ALL PREMARKET NOTIFICATION [51O(k)] SUBMISSIONS 

Present or 
Adequafe 

/ 

/ 

/- 

/ 

/ 

1 

( /  

/ 

I/ 

510(k) Number: I.( 3 l,lq 

Missing or 
Inadequate 

The cover letter clearly identifies the type of 5 lo@) submission as (Check the 

Do Sections 1 and 2 

0 Abbreviated 51O(k) - Do Sections 1 , 3  and 4 

ti Traditional 5 1 0 0  or no identification provided Do Sections 1 and 4 

Section 1: Required Elements for All Types of 5lO(k) submissions: 

Cover letter, containing the elements listed on page 3-2 of the 
Premarket Notification [5 lo)] Manual. 
Table of Contents. 
Truthful and Accurate Statement. 
Device's Trade Name, Device's Classification Name and 
Establishment Registration Number. 
Device Classification Regulation Number and Regulatory Status 
(Class I, Class 11, Class 111 or Unclassified). 
Pmposed Labeling including the material listed on page 3-4 of the 
Premarket Notification r510)l Manual. 
Statement of Indications for Use that is on a separate page in the 
premarket submission. 
Substantial Equivalence Comparison, includmg comparisons of 
the new device with the predicate in areas that are listed on page 
3-4 of the Premarket Notification [510)] Manual. 
5 IO&) Surnmaty or 5 IO&) Statement. 
Description of the device (or modification of the device) including 
diagrams, engineering drawings, photographs or service manuals. 
Identification of lerallv marketed medicate device. 'I 
Compliance with performance standards. :I [See Section 514 of 
the Act and 21 CFX 807.87 (d).] 

~ ~~ ~ 

Class 111 Certification and Summary. ':-':- 
Financial Certification or Disclosure Statement for 5 lo&) 
notifications with a clinical study. 
5lO(k) Kit Certification '>':-'; 

[See 21 CFR 807.87 (i)] 

::- - May not be applicable for Special 510(k)s. 
- Required for Class 111 devices, only. 
- See pages 3-12 and 3-13 in the Premarket Notification [510)] Manual and the 

.C ..- 
I. *. 

:I :I ::- 

Convenience Kits Interim Regulatory Guidance. 
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Section 2: Required Elements for a SPECIAL 510(k) submission: 

Present 

v Name and 5 1 0 0  number of the submitter’s own, unmodhed 

a. Identification of Risk Analysis method(s) used to assess the 
impact of the modification on the device and its components, and 
the results of the analysis. 
b. Based on the Ibsk Analysis, an identification of the required 
verification and validation activities, includmg the methods or 
tests used and the acceptance criteria to be applied. 
c. A Declaration of Conformity with design controls that includes 
the following statements: 

A statement that, as required by the risk analysis, all 
verification and validation activities were performed by the 
designated in&vidual(s) and the results of the activities 
demonstrated that the predetermined acceptance criteria were 
met. Ths statement is signed by the inlvidual responsible 
for those Darticular activities. 

predicate device. 
A description of the modifred.device and a comparison to the 
sponsor’s predicate device. 
A statement that the intended use(s) and inlcations of the 

/ 

i/ 
L/ 

J/ 

modfied device, as described in its labehg are the same as the 
intended uses and indications for the submitter’s unmolfied 

Reviewer’s conhrmatlon that the modiicatlon has not altered the 
fundamental scientific technology of the submitter’s prelcate 
device. 
A Design Control Activities Summary that includes the following 

A statement that the manufacturing faciltty is in conformance 
with the design control procedure requirements as specified 
in 21 CFR 820.30 and the records are available for review. 
Ths statement is signed by the indvidual responsible for 
those Darticular activities. 

Section 3: Required Elements for an ABBREVIATED 510(k)* submission: 

For a submission, which relies on a guidance document and/or 
special control(s), a summary report that describes how the 
guidance and/or special control(s) was used to address the risks 
associated with the particular device type. (If a manufacturer 
elects to use an alternate approach to address a particular risk, 
sufficient detail should be Drovided to iustifi that annroach.) 

~ 

For a submission, which relies on a recognized standard, a 
declaration of conformity [For a listing of the required elements 
of a declaration of conformity, SEE Required Elements for a 
Declaration of Conformity to a Recognized Standard, which 

Present 

Inadequate 
or Miss hg. 

Inadequate 

I 

I 

I 
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is posted with the SlO(k) boilers on the H drive.] 
For a submission, which relies on a recognized standard without a 
declaration of conformity, a statement that the manufacturer 
intends to conform to a recognized standard and that supporting 
data will be available before marketing the device. 
For a submission, which relies on a non-recognized standard that 
has been historically accepted by FDA, a statement that the 
manufacturer intends to conform to a recognized standard and 
that supporting data will be available befor; marketing the device. 
For a submission, which relies on a non-recognized standard that 
has not been historically accepted by FDA, a statement that the 
manufacturer intends to conform to a recognized standard and 
that supporting data will be available before marketing the device 
and any additional information requested by the reviewer in order 
to determine substantial equivalence. 
Any additional information, which is not covered by the guidance 
document, special control, recognized standard and/or non- 
recognized standard, in order to determine substantial 

. -  
equivalence. 

::- - When completing the review of an abbreviated 5 lo&), please fd out an 
Abbreviated Standards Data Form (located on the H drive) and list all the guidance 
documents, special controls, recognized standards and/or non-recognized 
standards, which were noted by the sponsor. 

Section 4: Additional Requirements for ABBREVIATED and TRADITIONAL 
5lO(k) submissions (If Applicable): 

Items with checks in the “Present or Adequate” column do not require e additional 
information from the sponsor. Items with checks in the “Missing or Inadequate” 
column must be 

Passed Screening No 

before substantive review of the document. 
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The deficiencies identified above represent the issues that we believe need to be resolved 
before our review of your SlO(k) submission can be successhlly completed. In developing 
the deficiencies, we carefully considered the statutory criteria as defined in Section 513(i) of 
the Federal Food, Drug, and Cosmetic Act for determining substantial equivalence of your 
device. We also considered the burden that may be incurred in your attempt to respond to 
the deficiencies. We believe that we have considered the least burdensome approach to 
resolving these issues. If, however, you believe that information is being requested that is 
not relevant to the regulatory decision or that there is a less burdensome way to resolve the 
issues, you should follow the procedures outlined in the “A Suggested Approach to 
Resolving Least Burdensome Issues” document. It is available on our Center web page at: 
http://www. fda.gov/cdrh/modact/leastburdensome. html 
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To : The Record - I t  is my recommendation that the subject 5 10(k) Notification: 

URefused to accept. 
Requires additional information (other than refuse to accept). 

@Is substantially equivalent to marketed devices. 
n N O T  substantially equivalent to marketed devices. 

UOthe r  (e.g., exempt by regulation, not a device, duplicate, etc.) 

Is this device subject to Postmarket Surveillance? 
Is this device subject to the Tracking Regulation? 
Was clinical data necessary to support the review of this 5 1 O(k)? 
Is this a prescription device? 
Was this 5 1 O(k) reviewed by a Third Party? 
Special 5 10(k)? 
Abbreviated 5 lO(k)? Please fill out form on 1-I Drive 5 IOWboilers 

De Novo Classification Candidate? UYES c] NO 

UYES NO 
U Y E S  NO 
c] YES H N O  

DQYES NO 

my ES NO 
CIYES cd NO 

CIYES a NO 

This 5 1 O(k) contains: 
Truthful and Accurate Statement Requested 
(required for originals received 3-14-95 and after) 

Enclosed \3 .3 

W A  5 10(k) hgrii~~O5 CIA 5  IO(^) statement 
[7 The required certification and summary for class 111 devices 
a The indication for use form (required for originals received 1 - 1-96 and after) p . L\ 
Animal Tissue Source D Y E S  @ N O  

The submitter requests under 21 CFR 807.95 (doesn’t apply for SEs): 

No Confidentiality Confidentiality for 90 days @ Continued Confidentiality exceeding 90 days 
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SPECIAL 51 O(k): Device Modification 
ODE Review Memorandum 

To: THE FILE RE: DOCUMENT NUMBER K-022869 

This 51 O(k) submission contains informatioddata on modifications made to the SUBMITTER'S own 
Class I I ,  Class Ill or Class I devices requiring 510(k). The following items are present and acceptable 
(delete/add items as necessary): 

1. The name and 510(k) number of the SUBMITTER'S previously cleared device. (For a 
preamendments device, a statement to this effect has been provided.) Soaker catheter K991543 and 
K994374. (see p. 1 submission) 

2. Submitter's statement that the INDICATIONANTENDED USE of the modified device as described in 
its labeling HAS NOT CHANGED along with the proposed labeling which includes instructions for 
use, package labeling, and, if available, advertisements or promotional materials. 

3. A description of the device MODIFICATION(S), including clearly labeled diagrams, engineering 
drawings, photographs, user's and/or service manuals in sufficient detail to demonstrate that the 
FUNDAMENTAL SCIENTIFIC TECHNOLOGY of the modified device has not changed. 
This change was for the following: (as described on p.7 in submission sec 3 )    of the 

catheter body. The material will remain the same          the same    
The change in location of the                  

        The catheter               
from the start of the    Also an addition             
the sponsor        (see email    ssed device changes w    who suggested 
contacting the sponsor regarding the concentration of   in the stripes. 

4. Comparison Information (similarities and differences) to applicant's legally marketed predicate 
device including, labeling, intended use, and physical characteristics. The sponsor states that the   

                    
                    
                    

                  
                  

     

5. A Design Control Activities Summary which includes: 
a) Identification of Risk Analysis method(s) used to assess the impact of the modification on the 

device and its components, and the results of the analysis (Append A in submission) 

b) Based on the Risk Analysis, an identification of the verification and/or validation activities 
required, including methods or tests used and acceptance criteria to be applied 

c) A declaration of conformity with design controls. The declaration of conformity should include: 
i) A statement signed by the individual responsible, that, as required by the risk analysis, all 

verification and validation activities were performed by the designated individual(s) and the 
results demonstrated that the predetermined acceptance criteria were met, and 

ii) A statement signed by the individual responsible, that the manufacturing facility is in 
conformance with design control procedure requirements as specified in 21 CFR 820.30 and 
the records are available for review. (see p. 5 of submission) 

6. A Truthful and Accurate Statement (p. 3) , a 51 O( k) Summary (Append E) or Statement and the 
Indications for Use Enclosure (p. 4) (and Class 111 Summary for Class 111 devices). 

The labeling for this modified subject device has been reviewed to verify that the indicatiodintended use 
for the device is unaffected by the modification. In addition, the submitter's description of the particular 
modification(s) and the comparative information between the modified and unmodified devices 
demonstrate that the fundamental scientific technology has not changed. The submitter has provided the 
design control information as specified in The New 51 O(k) Paradigm and on this basis, I recommend the 
device be determined substantially equivalent to the previously cleared (or their preamendment) device. 
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2 

; 

I tkeviewets Sianature) 
- 3-(20 -02 

(Date) 
Comments The indications for use are the same as those cleared in K994374regarding use of the catheter with certain kis. The routes of 
administration are the same as those in K991543 except intramuscular and subcutaneous is not listed but perineural is. These catheters have 
been indicated for use "close proximity outside the epidural space". They have not been considered under the procode of BSO, anesthesia 
conduction catheter, since those catheters are epidural catheters. Thus the soaker catheter is considered an accessory, infusion,, pump with 
Procode MRZ, Class 11 ,  880.5725. 

revised: 3/27/98 
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Gantt, Gail 

From: 
Sent: 
To: 
Subject: 

Bill Porter  
Wednesday, September 18,2002 2:lO PM 
'ggantt@cdrh.fda.gov' 
Catheter   

Gail; 

              
       

Bill Porter, V.P., Engineering, R & D  
I-Flow Corporation 
20202 Windrow Drive 
Lake Forest, California 92630 
email:  
phone:   

1 
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5 1 O(  k) “SUBSTANTIAL EQUIVALENCE” 
DECISION-MAKING PROCESS 

New Dc ICC I S  Compared to 
Mar ctcd Dcv~cc 

Not Suhstantially 

4 
Have Same NO Do t i le Differences Allcr the lntcnded 

Thcrapcutic/Diagnosti~etc. Effcct YES Equivalent Dctcrnmination 

I (in Deciding, May Consider Impact on 
Safety and Effectiveness)? 

about Ncw or Marketed 
Device Requcstcd as Needcd I I YES 

Could the New 
Characteristics 

NO 

I Available to Asses Equitalence? 

f 
Perforniance 
Data Required 

i 
YES 

i 

i, 

i 
I 

’; 

I 

YES 

I I 
New Device *-o Has 

I New Intended Use 

Do%e New Characteristics I 
-+ Raise New Types of Safety -0 

or Effectiveness Questions? 

Do Accepted Scientific 
M e t i i d s  Exist for - 

Assessing Effects of NO 
the New Characteristics? 

Are Perform:nce Data Available NO 
TO Assess Effects ofNe\v - 

Characteristics?** * 

/jrs 
Performance Data Demonstrate 

0 4p Equivalence? 4--- 
NO 

To 

, 

FOI - Page 72 of 72


