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U.S. Food and Drug Administration 

Center for Devices and Radiological Health 

Document Mail Center – WO66-G609 

10903 New Hampshire Avenue 

Silver Spring, MD  20993-0002 

 

Re: Premarket Notification 510(k) 

 

This is to notify you of the intention by Vatech Co., Ltd., to market the TON-95LH.  

 

 

 

 

 Type of Submission; Traditional 

 Device’s Trade name; PaX-i3D Ortho (TON-95LH) 

 Device’s Classification Name; System, X-ray, Computed Tomography, Dental 

 510(k) submitter; Vatech Co., Ltd. 

23-4, Hwasung-si, Seogu-dong, Gyeonggi-do,   

445-170, Korea  

 Contact person; Daniel Kim / Manager,  

(+82) 31-379-9585 

 Confidentiality; Vatech Co., Ltd. considers the intent to market these devices as 

confidential commercial information and respectfully requests 

that it be considered as such by FDA. 

 Classification regulation;  21CFR892.1750 

 Class; II 

 Panel; Radiology 

 MUH OAS 

 FDA document number; N/A 

 Reason for Submission; Changes in technology 

 

 

Design and Use of the Device 

Question YES NO 

Is the device intended for prescription use (21 CFR801 Subpart D)? X  

Is the device intended for over-the-counter use (21 CFR807 Subpart C)?  X 

Does the device contain components derived from a tissue or other biologic source?  X 

Is the device provided sterile?  X 

Is the device intended for single use?  X 

Is the device a reprocessed single use device?  X 

If yes, does this device type require reprocessed validation data?   

Does the device contain a drug?  X 

Does the device contain a biologic?  X 

Does the device use software? X  

Does the submission include clinical information?  X 

Is the device implanted?  X 
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This submission is also being submitted as an electronic copy (eCopy) and we attest to the 

fact that the electronic copy is an exact duplicate of the paper submission. 
 

Sincerely yours, 

 

 

 

 

 

 

 

 
                                           

(Signature) 

 

 

 

 

Daniel Kim      ________________________ 

(Typed Name) 

 

 

 

 

9/17/2013______________________________ 

(Date)  
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FORM FDA 3881 (6/13) Page 1 of 2

DEPARTMENT OF HEALTH AND HUMAN SERVICES 
Food and Drug Administration

Indications for Use
510(k) Number (if known)

Type of Use (Select one or both, as applicable)

Device Name

Indications for Use (Describe)

FOR FDA USE ONLY
Concurrence of Center for Devices and Radiological Health (CDRH) (Signature)

PSC Publishing Services (301) 443-6740      EF

Form Approved: OMB No. 0910-0120
Expiration Date: December 31, 2013
See PRA Statement on last page.

Prescription Use (Part 21 CFR 801 Subpart D) Over-The-Counter Use (21 CFR 807 Subpart C) 

PLEASE DO NOT WRITE BELOW THIS LINE – CONTINUE ON A SEPARATE PAGE IF NEEDED. 
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FORM FDA 3881 (6/13) Page 2 of 2

This section applies only to requirements of the Paperwork Reduction Act of 1995.
*DO NOT SEND YOUR COMPLETED FORM TO THE PRA STAFF EMAIL ADDRESS BELOW.*

The burden time for this collection of information is estimated to average 79 hours per response, including the 
time to review instructions, search existing data sources, gather and maintain the data needed and complete  
and review the collection of information. Send comments regarding this burden estimate or any other aspect  
of this information collection, including suggestions for reducing this burden, to:

Department of Health and Human Services
Food and Drug Administration
Office of Chief Information Officer
Paperwork Reduction Act (PRA) Staff
PRAStaff@fda.hhs.gov

“An agency may not conduct or sponsor, and a person is not required to respond to, a collection of 
information unless it displays a currently valid OMB number.”
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510(k) Submission – PaX-i3D Ortho (TON-95LH) 

1 
 

 

Traditional 510(k) Summary 

 

This summary of 510(k) safety and effectiveness information is being submitted in accordance with 

requirements of 21 CFR Part 807.92. 

 

Date 510K summary prepared: September 17th, 2013 

 

Submitter’s Name, address, telephone number, a contact person: 

 

Submitter’s Name :   Vatech Co., Ltd. 

Submitter’s Address:    23-4, Seogu-Dong, Hwaseong-Si,  

    Gyeonggi-Do, 445-170,  

    Republic of Korea 

 

Submitter’s Telephone:   +82-31-379-9492 

Contact person:   Mr. Daniel.Kim 

 

Official Correspondent:  Dave Kim (davekim@mtech-inc.net) 

(U.S. Designated agent) 

Address:    8310 Buffalo Speedway, Houston, TX 77025 

Telephone:    +1- 713-467-2607 

Fax:     +1- 713-583-8988 

 

Name of the device, including the trade or proprietary name if applicable, the common or 

usual name and the classification name, if known: 

 

Trade/Proprietary Name:      PaX-i3D Ortho (TON-95LH) 

 

Common Name:             Dental Computed Tomography X-ray System 

 

Classification Name:     System, X-ray, Tomography, Computed , Dental(21CFR 892.1750, 

Class II) 

Product Code:    OAS 
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Predicate Device:    

Manufacturer:        Vatech Co., Ltd 

Device Name:             PaX-Zenith3D 

510(k) Number:   K102196 

 

Device Description: 

PaX-i3D Ortho (TON-95LH) is a dental radiographic imaging system with cone beam 

computed tomography (CBCT) to offer high definition digital diagnostic images in multi FOV for 

dental practitioners.  Specifically designed for dental radiography of the teeth or jaws, TON-95LH 

is a complete dental X-ray system equipped with x-ray tube, generator and dedicated SSXI detector 

for dental CBCT radiography. 

The PaX-i3D Ortho (TON-95LH) dental CBCT system is equipped with a CMOS digital X-

ray detector which is used to capture radiographic diagnostic image data of oral and maxillofacial 

anatomy and reconstruct a three dimensional (3D) image for dental treatments such as oral surgery, 

implant and orthodontic. The PaX-i3D Ortho (TON-95LH) dental CBCT system also can 

reconstruct 2D panoramic and cephalometric images from the same diagnostic image data which the 

system originally obtained. 

 

Indication for use: 

PaX-i3D Ortho (TON-95LH) is a computed tomography x-ray system intended to produce 

cross-sectional images of the oral anatomy in real time by reconstructing a three dimensional 

radiographic images from the same axial plane taken at different angles. It provides diagnostic 

details of the maxillofacial areas for a dental treatment in adult and pediatric dentistry. The system 

also utilizes carpal images for orthodontic treatment.  The device is operated and used by 

physicians, dentists, and x-ray technicians. 

 

Summary of the technological characteristics of the device compared to the predicate device: 

The PaX-i3D Ortho (TON-95LH) dental CBCT system described in this 510(k) has the similar 

intended use and technical characteristics as PaX-Zenith3D of Vatech Co.,Ltd. 

 

Characteristic 

Proposed 

Vatech Co., Ltd. 

PaX-i3D Ortho (TON-95LH) 

Predicate 

Vatech Co., Ltd. 

PaX-Zenith3D 

510(k) number - K102196 
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Indications  

for use 

PaX-i3D Ortho (TON-95LH) 
is a computed tomography x-ray 

system intended to produce cross-

sectional images of the oral 

anatomy in real time by 

reconstructing a three dimensional 

radiographic images from the same 

axial plane taken at different angles. 

It provides diagnostic details of the 

maxillofacial areas for a dental 

treatment planning in adult and 

pediatric dentistry. The system also 

utilizes carpal images for 

orthodontic treatment.  The device 

is operated and used by physicians, 

dentists, and x-ray technicians. 
 

PaX-Zenith3D is a computed 

tomography x-ray system 

intended to take panoramic, 

cross-sectional images of the 

oral and craniofacial anatomy 

and provide diagnostic 

information for children and 

adults clinical care in dentistry. 

The device is operated and used 

by x-ray technicians and dentists 

including oral surgeons. 

Performance 

Specification 
computed tomography 

Panoramic and computed 

tomography  

Input Voltage AC 100-240 V 110V/230 V~ 

Tube Voltage 50-120 kV 50-120 kV  

Tube Current 4 ~10 mA 4 ~10 mA 

Exposure Time Max. 24 s 9.7s-24 s  

X-ray Source SXR-130-15-0.5 SXR-130-15-0.5 

X-ray Generator DG-08B11S1 EXG8 

Focal Spot Size 0.5 mm 0.5 mm 

Slice Width 0.1 mm min. 0.1 mm min. 

Total Filtration 2.8 mmAl 2.8 mmAl 

Chin Rest Equipped Headrest Equipped Headrest 

Performance 

Specification 
Computed tomography Computed tomography 

Mechanical Compact design Compact design 

Electrical LDCP logic circuit LDCP logic circuit 

Software DICOM 3.0 Format compatible DICOM 3.0 Format compatible 

2D Image Viewing 

Program 
EzDent-i EasyDent 
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3D Image Viewing 

Program 
Ez3D-i Ortho Ez3D Plus  

Anatomical Sites Maxillofacial Maxillofacial 

Image Receptor 

(CMOS photodiode 

array) 

CT- Xmaru2430CF Master Plus CT- Xmaru2430CF 

- Panoramic- Xmaru1501CF 

Size of Active 

Imaging Area 

CT- 289.4 x 230.8 mm CT- 288 x 238.4 mm 

- Panoramic- 150.4 x 6 mm 

Pixel Resolution 

CT- 5 lp/mm -2x2 binning 

2.5 lp/mm -4x4 binning 
CT- 2.5 lp/mm 

- Panoramic- 5 lp/mm 

Pixel Size 

CT- 99 ㎛-2x2 binning 

198 ㎛-4x4 binning 
CT- 200 ㎛ 

- Panoramic- 100 ㎛ 

 

Summary of Performance Testing:  

The PaX-i3D Ortho (TON-95LH) dental CBCT system described in this 510(k) is 

similar to the predicate device in its indications for use, materials, safety 

characteristics, X-ray source. 

 

Moreover, the following information further substantiates the substantial 

equivalence between two devices: 

The fundamental technological characteristics of the subject and predicate device 

are the same. 

 

Laboratory and clinical performance testing using the same test protocols as used 

for the cleared detectors was evaluated by qualified individuals employed by the 
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sponsor to demonstrate that adequate design controls (according to 21 CFR 820.30) 

were in place.  

 

For both devices, the differences are as follows. 

A new SSXI detector, Xmaru2430CF Master Plus for PaX-i3D Ortho (TON-95LH) 

has different active areas compared with PaX-Zenith3D (K102196), the predicate 

device. 

Change to Free Input Voltage: For the predicate device, changing the input voltage 

from 110V to 230V would require separate tools and electrical works whereas the 

new device is equipped with a new power board which is capable of handling the 

input power between 100 V and 240 V without a separate tool or electrical 

modification.  

 

Non-clinical test and clinical consideration test were conducted for the PaX-i3D 

Ortho (TON-95LH) system’s new sensor and compared with the predicate device 

with regard to Modulation Transfer Function (MTF), Detective Quantum 

Efficiency (DQE) and Noise to Power Spectrum (NPS). Based on the Non-Clinical 

Test results, even though the new SSXI detector differs in term of the pixel size and 

active area, the diagnostic image quality of the new sensor is equal or better than 

those of the predicate device and there is no significant difference in efficiency and 

safety. 

 

Safety, EMC and Performance Data: 

Electrical, mechanical, environmental safety and performance testing according to 

standard IEC 60601-1(A1+A2, 1995), IEC 60601-1-1 (Ed. 2, 2000), IEC 60601-1-

3 (Ed. 1, 1994), IEC 60601-2-7 (Ed. 2, 1998), IEC 60601-2-28 (Ed. 1, 1993), IEC 

60601-2-32 (Ed. 1, 1994) and IEC 60601-2-44 (Ed. 2, 2002) were performed, and 

EMC testing were conducted in accordance with standard IEC 60601-1-2. 

 

The manufacturing facility is in conformance with the relevant EPRC standards as 

specified in 21 CFR 1020.30, 31, and 33 and the records are available for review. 

 

PaX-i3D Ortho (TON-95LH) meets the provisions of NEMA PS 3.1-3.18, Digital 

Imaging and Communications in Medicine (DICOM) Set. 
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510(k) Submission – PaX-i3D Ortho (TON-95LH) 
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Non-clinical & Clinical considerations according to FDA Guidance “Guidance for 

the submissions of 510(k)’s for Solid State X-ray Imaging Devices” were 

performed. 

 

Acceptance test and CT image evaluation report according to IEC 61223-3-4 and 

IEC 61223-3-5 were performed. 

 

All test results were satisfactory. 

 

Conclusion: 

In accordance with the Federal Food, Drug and Cosmetic Act, 21 CFR Part 807 and 

based on the information provided in this premarket notification. Vatech Co., Ltd. 

concludes that PaX-i3D Ortho (TON-95LH) is safe and effective and substantially 

equivalent to the predicate device as described herein. 

 

END 
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PREMARKET NOTIFICATION 
 

TRUTHFUL AND ACCURATE STATEMENT for  
PaX-i3D Ortho (TON-95LH) 

 
(As required by 21CFR 807.87(k)) 

 

 

 

 

 

 

 

 

 

 

I certify that, in my capacity as an officer of VATECH Co., Ltd., I believe  

to the best of my knowledge, that all data and information submitted in the  

premarket notification are truthful and accurate and that no material fact has 

been omitted. 

 

 

 

 

 

 

                                           

(Signature) 

 

 

 

 

Seong-Chang Cha    ________________________ 

(Typed Name) 

 

 

 

 

September 17, 2013______________________________ 

 (Date)  

 

 

 

 

 

 

 

                                            

(Premarket Notification [510(k)] Number) 

* For a new submission, leave the 510(k) number blank. 
Must be signed by a responsible person of the firm required to submit the premarket notification [e.g., not a 

consultant for the 510(k) submitter] 

1

Records processed under FOIA Request #2014-8555; Released by CDRH on 12-8-2015

Questions? Contact FDA/CDRH/OCE/DID at CDRH-FOISTATUS@fda.hhs.gov or 301-796-8118



Records processed under FOIA Request #2014-8555; Released by CDRH on 12-8-2015

Questions? Contact FDA/CDRH/OCE/DID at CDRH-FOISTATUS@fda.hhs.gov or 301-796-8118



Records processed under FOIA Request #2014-8555; Released by CDRH on 12-8-2015

Questions? Contact FDA/CDRH/OCE/DID at CDRH-FOISTATUS@fda.hhs.gov or 301-796-8118



Records processed under FOIA Request #2014-8555; Released by CDRH on 12-8-2015

Questions? Contact FDA/CDRH/OCE/DID at CDRH-FOISTATUS@fda.hhs.gov or 301-796-8118



 Declaration of Conformity 
 
This document declares that the following designated product is in conformance with 
the relevant standards as specified below: 
 

 
 
 

23-4, Seogu-dong, Hwaseong-si, Gyeonggi-do, 445-170, Korea 
 

Model Name : PaX-i3D Ortho (TON-95LH) 

Classification : X-ray, Tomography, Computed, Dental (21CFR892.1750), OAS 
 
We herewith declare that the above-mentioned products meet the provisions of the Food, Drug and 
Cosmetic Act 1999. All supporting documentation is retained under the premises of the manufacturer.  
 
Standards Applied:  
 
- Relevant EPRC Standards: 21 CFR 1020.30, 31 and 33 
- IEC 60601-1    [1995] Medical electrical equipment - Part1: General requirements  
- IEC 60601-1-1  [2000] Medical electrical equipment - Part 1-1: General requirements for basic 

safety and essential performance - Collateral standard: Safety 
Requirements for Medical Electrical System  

- IEC 60601-1-2  [2007] Medical electrical equipment - Part 1-2: General requirements for basic 
safety and essential performance - Collateral standard: Electromagnetic 
compatibility - Requirements and tests  

- IEC 60601-1-3  [1994] Medical electrical equipment - Part 1-3: General requirements for basic 
safety and essential performance - Collateral standard: General 
requirements for radiation protection in diagnostic X-ray equipment  

- IEC 60601-2-7  [1998] Medical electrical equipment - Part 2-7: Particular requirements for the 
safety of high-voltage generators of diagnostic X-ray generators  

- IEC 60601-2-28 [1993] Medical electrical equipment - Part 2: Particular requirements for the safety 
      of X-ray source assemblies and X-ray tube assemblies for medical diagnosis  

- IEC 60601-2-32 [1994] Medical electrical equipment - Part 2: Particular requirements for the safety 
 of associated equipment of X-ray equipment  

- IEC 60601-2-44 [2002] Medical electrical equipment - Part 2: Particular requirements for the safety 
 of equipment for computed tomography 

 
Testing laboratory: : Digital EMC Co., Ltd. 
                  683-3, Yubang-Dong, Cheoin-Gu, Yongin-si, Kyunggi-Do, 449-080 Korea 
 
U.S. designated Agent :  Dave Kim / Mtech Group 
   8310 Buffalo Speedway, Houston, TX 77025 
   Tel: 713-467-2607, Email: davekim@mtech-inc.net 
 
Sincerely yours, 
 

Seong-Chang Cha 
Chief of Quality Management Department 

September 17th, 2013 

1
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510(k) Submission – PaX-i3D Ortho (TON-95LH) 

 
Vatech Co., Ltd. 

Executive Summary 

 

1. Description of the device 

PaX-i3D Ortho (TON-95LH) is a dental radiographic imaging system with cone beam 

computed tomography (CBCT) to offer high definition digital diagnostic images in multi FOV 

for dental practitioners.  Specifically designed for dental radiography of the teeth or jaws, 

TON-95LH is a complete dental X-ray system equipped with x-ray tube, generator and 

dedicated SSXI detector for dental CBCT radiography. 

 

The PaX-i3D Ortho (TON-95LH) dental CBCT system is equipped with a CMOS 

digital X-ray detector which is used to capture radiographic diagnostic image data of oral and 

maxillofacial anatomy and reconstruct a three dimensional (3D) image for dental treatments 

such as oral surgery, implant and orthodontic. The PaX-i3D Ortho (TON-95LH) dental 

CBCT system also can reconstruct 2D panoramic and cephalometric images from the same 

diagnostic image data which the system originally obtained.. 

 

2. Comparison Table 

PaX-i3D Ortho (TON-95LH) described in this 510(k) has the similar intended use and 

technical characteristics as PaX-Zenith3D of Vatech Co.,Ltd. 

 

Characteristic 

Proposed 

Vatech Co., Ltd. 

PaX-i3D Ortho (TON-95LH) 

Predicate 

Vatech Co., Ltd. 

PaX-Zenith3D 

510(k) number - K102196 

Indications  

for use 

PaX-i3D Ortho (TON-95LH) 

is a computed tomography x-ray 

system intended to produce cross-

sectional images of the oral 

anatomy in real time by 

reconstructing a three dimensional 

radiographic images from the same 

axial plane taken at different angles. 

It provides diagnostic details of the 

maxillofacial areas for a dental 

treatment in adult and pediatric 

dentistry. The system also utilizes 

carpal images for orthodontic 

treatment.  The device is operated 

and used by physicians, dentists, 

and x-ray technicians. 

PaX-Zenith3D is a computed 

tomography x-ray system 

intended to take panoramic, 

cross-sectional images of the 

oral and craniofacial anatomy 

and provide diagnostic 

information for children and 

adults clinical care in 

dentistry. The device is 

operated and used by x-ray 

technicians and dentists 

including oral surgeons. 
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Performance 

Specification 
computed tomography 

Panoramic and computed 

tomography  

Input Voltage AC 100-240 V 110V/230 V~  

Tube Voltage 50-120 kV 50-120 kV  

Tube Current 4 ~10 mA 4 ~10 mA 

Exposure Time Max. 24 s 9.7s-24 s  

X-ray Source SXR-130-15-0.5 SXR-130-15-0.5 

X-ray Generator DG-08B11S1 EXG8 

Focal Spot Size 0.5 mm 0.5 mm 

Slice Width 0.1 mm min. 0.1 mm min. 

Total Filtration 2.8 mmAl 2.8 mmAl 

Chin Rest Equipped Headrest Equipped Headrest 

Performance 

Specification 
Computed tomography Computed tomography 

Mechanical Compact design Compact design 

Electrical LDCP logic circuit LDCP logic circuit 

Software 
DICOM 3.0 Format 

compatible 

DICOM 3.0 Format 

compatible 

2D Image 

Viewing Program 
EzDent-i EasyDent 

3D Image 

Viewing Program 
Ez3D-i Ortho Ez3D Plus  

Anatomical Sites Maxillofacial Maxillofacial 

Image Receptor 

(CMOS 

photodiode array) 

CT- Xmaru2430CF Master 

Plus 
CT- Xmaru2430CF 

- Panoramic- Xmaru1501CF 

Size of Active 

Imaging Area 

CT- 289.4 x 230.8 mm CT- 288 x 238.4 mm 

- Panoramic- 150.4 x 6 mm 
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Pixel Resolution 

CT- 5 lp/mm -2x2 binning 

2.5 lp/mm -4x4 binning 
CT- 2.5 lp/mm 

- Panoramic- 5 lp/mm 

Pixel Size 

CT- 99 ㎛-2x2 binning 

198 ㎛-4x4 binning 
CT- 200 ㎛ 

- Panoramic- 100 ㎛ 

 

The PaX-i3D Ortho (TON-95LH) dental CBCT system described in this 510(k) 

is similar to the predicate device in its indications for use, materials, safety 

characteristics, X-ray source. 

 

Moreover, the following information further substantiates the substantial 

equivalence between two devices: 

 The fundamental technological characteristics of the subject and predicate 

device are the same. 

 Laboratory and clinical performance testing using the same test protocols 

as used for the cleared detectors was evaluated by qualified individuals 

employed by the sponsor to demonstrate that adequate design controls 

(according to 21 CFR 820.30) were in place.  

 

For both devices, the differences are as follows. 

New SSXI detectors, Xmaru2430CF Master Plus for PaX-i3D Ortho (TON-

95LH) have different active areas compared with PaX-Zenith3D (k102196), 

the predicate device. 

Change to Free Input Voltage: For the predicate device, changing the input 

voltage from 110V to 230V would require separate tools and electrical works 

whereas the new device is equipped with a new power board which is capable 

of handling the input power between 100 V and 240 V without a separate tool 

or electrical modification.  

 

Non-clinical test and clinical consideration test were conducted for the PaX-

i3D Ortho (TON-95LH) system’s new sensor and compared with the predicate 
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device with regard to Modulation Transfer Function (MTF), Detective 

Quantum Efficiency (DQE) and Noise to Power Spectrum (NPS). Based on 

the Non-Clinical Test results, even though the new SSXI detector differs in 

term of the pixel size and active area, the diagnostic image quality of the new 

sensor is equal or better than those of the predicate device and there is no 

significant difference in efficiency and safety. 

 
 

3. Summary for any testing in the submission 

 

Electrical, mechanical, environmental safety and performance testing 

according to standard IEC 60601-1(A1+A2, 1995), IEC 60601-1-1 (Ed. 2, 

2000), IEC 60601-1-3 (Ed. 1, 1994), IEC 60601-2-7 (Ed. 2, 1998), IEC 

60601-2-28 (Ed. 1, 1993), IEC 60601-2-32 (Ed. 1, 1994) and IEC 60601-2-44 

(Ed. 2, 2002) were performed, and EMC testing were conducted in accordance 

with standard IEC 60601-1-2. 

 

The manufacturing facility is in conformance with the relevant EPRC 

standards as specified in 21 CFR 1020.30, 31, and 33 and the records are 

available for review. 

 

PaX-i3D Ortho (TON-95LH) meets the provisions of NEMA PS 3.1-3.18, 

Digital Imaging and Communications in Medicine (DICOM) Set. 

 

Non-clinical & Clinical considerations according to FDA Guidance “Guidance 

for the submissions of 510(k)’s for Solid State X-ray Imaging Devices” were 

performed. 

 

Acceptance test and CT image evaluation report according to IEC 61223-3-4 

and IEC 61223-3-5 were performed. 

 

All test results were satisfactory. 
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Product description 

1. Device name: PaX-i3D Ortho (TON-95LH) 

 

2. Common name: Dental Computed Tomography X-ray System 

 

3. Classification: 21 CFR 892.1750, Class II, Product Code: OAS 

 

4. Overview 

PaX-i3D Ortho (TON-95LH) is a dental radiographic imaging system with cone beam computed 

tomography (CBCT) to offer high definition digital diagnostic images in multi FOV for dental practitioners.  

Specifically designed for dental radiography of the teeth or jaws, PaX-i3D Ortho (TON-95LH) is a 

complete dental X-ray system equipped with x-ray tube, generator and dedicated SSXI detector for dental 

CBCT radiography. 

The PaX-i3D Ortho (TON-95LH) dental CBCT system is equipped with a CMOS digital X-ray detector 

which is used to capture radiographic diagnostic image data of oral and maxillofacial anatomy and reconstruct 

a three dimensional (3D) image for dental treatments such as oral surgery, implant and orthodontic. The PaX-

i3D Ortho (TON-95LH) dental CBCT system also can reconstruct 2D panoramic and cephalometric images 

from the same diagnostic image data which the system originally obtained. 

  

5. Indication for use 

PaX-i3D Ortho (TON-95LH) is a computed tomography x-ray system intended to produce cross-sectional 

images of the oral anatomy in real time by reconstructing a three dimensional radiographic images from the 

same axial plane taken at different angles. It provides diagnostic details of the maxillofacial areas for a dental 

treatment in adult and pediatric dentistry. The system also utilizes carpal images for orthodontic treatment.  

The device is operated and used by physicians, dentists, and x-ray technicians. 

 

6. Intended purpose 

① To determine the extent of lesions, tumors, cysts, etc, which cannot be fully visualized on a plain film. 

② Foreign bodies/displaced roots involving the maxillary sinus. 

③ Diagnosis of bony disease, cysts, etc, affecting the tempero-mandibular joints. 

④ Relationship of the inferior dental canal to a tooth/lesion that is to be removed. 

⑤ Fractures: facial bones, mandible, condylar neck, orbital floor, fractures of teeth where plain film 

imaging is equivocal. 

⑥ Visualization of 3D anatomy of the alveolar clefts. 

⑦ Un-erupted teeth, impacted teeth, odontomes. 

⑧ Resorption of teeth. 

⑨ Root resorption. 
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⑩ Where 3D models of the jaw/facial skeleton/skull are required to plan craniofacial surgery. 

⑪ Assessment of cleft palate. 

 

7. Product photo 
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Substantial Equivalence Discussion 
 

1) Manufacturer and trademark of the predicate device: 

Manufacturer         : VATECH Co., Ltd. 

Device  : PaX-Zenith3D 

510(k) Number : K102196 

 

2) Promotional material and specifications for SE device: 

510(k) Statement  : See Insert Tab 13. ‘510(k) Summary-K102196’ 

Specifications  : See Insert Tab 15. ‘User Guide for the predicate device’ 

 

3) Comparison of features and specifications of the device and SE device: 

Characteristic 

Proposed 

Vatech Co., Ltd. 

PaX-i3D Ortho (TON-95LH) 

Predicate 

Vatech Co., Ltd. 

PaX-Zenith3D 

510(k) number - K102196 

Indications  

for use 

PaX-i3D Ortho (TON-95LH) is a 

computed tomography x-ray system 

intended to produce cross-sectional 

images of the oral anatomy in real 

time by reconstructing a three 

dimensional radiographic images from 

the same axial plane taken at different 

angles. It provides diagnostic details 

of the maxillofacial areas for a dental 

treatment planning in adult and 

pediatric dentistry. The system also 

utilizes carpal images for orthodontic 

treatment.  The device is operated 

and used by physicians, dentists, and 

x-ray technicians. 

PaX-Zenith3D is a computed 

tomography x-ray system 

intended to take panoramic, 

cross-sectional images of the 

oral and craniofacial anatomy 

and provide diagnostic 

information for children and 

adults clinical care in dentistry. 

The device is operated and used 

by x-ray technicians and 

dentists including oral surgeons. 

Performance 

Specification 
computed tomography 

Panoramic and computed 

tomography  

Input Voltage AC 100-240 V 110V/230 V~  

Tube Voltage 50-120 kV 50-120 kV  

Tube Current 4 ~10 mA 4 ~10 mA 

Exposure Time Max. 24 s 9.7s-24 s  

X-ray Source SXR-130-15-0.5 SXR-130-15-0.5 
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X-ray Generator DG-08B11S1 EXG8 

Focal Spot Size 0.5 mm 0.5 mm 

Slice Width 0.1 mm min. 0.1 mm min. 

Total Filtration 2.8 mmAl 2.8 mmAl 

Chin Rest Equipped Headrest Equipped Headrest 

Performance 

Specification 
Computed tomography Computed tomography 

Mechanical Compact design Compact design 

Electrical LDCP logic circuit LDCP logic circuit 

Software DICOM 3.0 Format compatible DICOM 3.0 Format compatible 

2D Image Viewing 

Program 
EzDent-i EasyDent 

3D Image Viewing 

Program 
Ez3D-i Ortho Ez3D Plus  

Anatomical Sites Maxillofacial Maxillofacial 

Image Receptor 

(CMOS photodiode 

array) 

CT- Xmaru2430CF Master Plus CT- Xmaru2430CF 

- Panoramic- Xmaru1501CF 

Size of Active 

Imaging Area 

CT- 289.4 x 230.8 mm CT- 288 x 238.4 mm 

- Panoramic- 150.4 x 6 mm 

Pixel Resolution 

CT- 5 lp/mm -2x2 binning 

2.5 lp/mm -4x4 binning 
CT- 2.5 lp/mm 

- Panoramic- 5 lp/mm 

Pixel Size 

CT- 99 ㎛-2x2 binning 

198 ㎛-4x4 binning 
CT- 200 ㎛ 

- Panoramic- 100 ㎛ 

4) Summary of comparison:   
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The PaX-i3D Ortho (TON-95LH) dental CBCT system described in this 510(k) is 

similar to the predicate device in its indications for use, materials, safety 

characteristics, X-ray source. 

 

Moreover, the following information further substantiates the substantial 

equivalence between two devices: 

 The fundamental technological characteristics of the subject and predicate 

device are the same. 

 Laboratory and clinical performance testing using the same test protocols as 

used for the cleared detectors was evaluated by qualified individuals 

employed by the sponsor to demonstrate that adequate design controls 

(according to 21 CFR 820.30) were in place.  

 

For both devices, the differences are as follows. 

New SSXI detectors, Xmaru2430CF Master Plus for PaX-i3D Ortho (TON-

95LH) have different active areas compared with PaX-Zenith3D (K102196), the 

predicate device. 

Change to Free Input Voltage: For the predicate device, changing the input 

voltage from 110V to 230V would require separate tools and electrical works 

whereas the new device is equipped with a new power board which is capable 

of handling the input power between 100 V and 240 V without a separate tool 

or electrical modification.  

 

Non-clinical test and clinical consideration test were conducted for the PaX-i3D 

Ortho (TON-95LH) system’s new sensor and compared with the predicate 

device with regard to Modulation Transfer Function (MTF), Detective Quantum 

Efficiency (DQE) and Noise to Power Spectrum (NPS). Based on the Non-

Clinical Test results, even though the new SSXI detector differs in term of the 

pixel size and active area, the diagnostic image quality of the new sensor is 

equal or better than those of the predicate device and there is no significant 

difference in efficiency and safety. 

 

In summary, PaX-i3D Ortho (TON-95LH) is substantially equivalent to and 

performs as well as the predicate device. 
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In conclusion, PaX-i3D Ortho (TON-95LH) is substantially equivalent to its 

predicate device, K102196 of VATECH Co., Ltd. 
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The Perfection In Dental Imaging Evolution

The Perfection In Dental 

Imaging Evolution

In 11 nations around the world, VATECH & E-WOO is now receiving praise from customers as a world’s 

No.1 digital radiography & CT. We will continue to provide differentiated value to our customers, 

thereby spreading VATECH & E-WOO’s love across the globe 

473-4, Bora-Dong, Giheung-Gu, Yongin-Si, Gyeonggi-Do, 446-904, Republic of Korea  
Sales@vatech.co.kr       http://www.vatech.co.kr

2010 /03

Head Office | Republic of Korea

Factory | Republic of Korea(Hwaseong)

CS Center | Europe_Germany  /  Asia_Singapore, Taiwan, Shanghai  /  

  North America_New Jersey

Branch Office |  Europe_UK, France, Spain, Czech, Italy  /  Asia_China Beijing, 

  China Shanghai, China Guangzhou, Hong Kong, Taiwan, Singapore  /  

  North America_L.A., New Jersey, Houston

Dealers |   Europe_Belgium, Bulgaria, Croatia, Cyprus, France, Germany, Greece, 

Hungary, Italy, Netherlands, Poland, Portugal, Romania, Russia, Slovenia, 

Spain, Switzerland, Sweden, Ukraine  /  Asia_Bangladesh, Hong Kong, 

India, Japan, Nepal, Pakistan, Philippines, Sri Lanka, Thailand, Turkey, 

Vietnam  /  South America_Argentina, Bolivia, Brazil, Chile, Colombia, 

Nicaragua, Paraguay, Peru, Venezuela  /  North America_Canada, Mexico  /  

   Oceania_Australia, New Zealand  /  Africa_Egypt,Morocco,Libya,South 

Africa  /  Middle East_Iran,Iraq,Jordan,Kuwait,Lebanon, Saudi Arabia, 

Syria, Qatar, U.A.E,Yemen,Israel

World Wide Network

Taiwan CS Center

Asia CS Center_Singapore

Europe CS Center_Germany

China CS Center _ Shanghai

Korea Head Office

UK
Czech

Italy

France

Beijing

Guangzhou

Hong Kong

Spain

Head Office             Factory             CS Center             Branch Office

L.A.

Houston

North America CS Center_
New Jersey

 Zenith3D

1/8

Records processed under FOIA Request #2014-8555; Released by CDRH on 12-8-2015

Questions? Contact FDA/CDRH/OCE/DID at CDRH-FOISTATUS@fda.hhs.gov or 301-796-8118



VATECH & E-WOO, the digital imaging world leader announces all new CI. 

Based on cutting-edge technologies and comprehensive quality control, love and devotion 

from the fundamentals of medical and dental are added in to express sincere caring 

and empirical insight. 

The VATECH & E-WOO’s philosophy is embedded in the TRI-circle of light; the three circles 

represent passion, specialty and, innovation respectively. They are the three pillars of 

how we conduct our business. 

Caring Insight    VATECH

World’s Best Dental Imaging Company

We care for our customers

We care for the patients

We care for our partners

With insight, 
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PaX-Zenith3D, the signature radiographic imaging system from VATECH, delivers the unprecedented dental imaging experience 
and an exceptional patient care tool never seen before.  By incorporating the latest and innovative radiographic imaging 
technologies, PaX-Zenith3D is designed for the imaging centers, university hospitals, and dental offices to provide high 
performance and superb imaging quality for radiographic diagnosis of craniofacial, maxillofacial treatment cases.

The Final Evolution of Digital Radiography

The PaX-Zenith3D is designed for the imaging centers, 
hospitals, universities and dental offices all over the world.

1. The Largest Field-of-View: 24x19cm  

2. Free FOV Selection ranging from 
 5X5cm to 24X19cm  

3. Multi imaging System: 
     Dental CT, Real Panoramic,
     Reconstructed cephalometric

4. Cutting-edge image Processing System  
▶	 	Panoramic(Auto focusing function)
▶	 	CT (High Resolution & MAR mode)

5. Most Secured imaging System:  
▶	 	Extremely low X-ray dose with pulsed scan type
▶	 	Limited X-ray exposure to a targeted ROI and corresponding 

size of FOV

6. User-convenient System
▶	 	Foldable chair construction & flexible height adjustment
▶	 	Wheelchair accessible
▶	 	Convenient multi language
▶	 	Ergonomic design to maximize the patient comfort and user 

convenience

7. Maximum Voltage: 120kVp

8. Dynamic Software   
▶	 	Ez3D2009, an efficient & smart 3D image viewer
▶	 	EasyDent, a practical 2D image viewer and patient 

management software 
▶	 	AnyGateway, a DICOM file interface program with PACS
▶	 	Direct DICOM print module (1:1 print scale) 
▶	 	DICOM format, easy data integration with most third party 

software platforms

 Zenith3D
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PaX-Zenith3DCaring Insight    VATECH 06 . 07

The Largest Field-of-View
PaX-Zenith3D offers the most comprehensive radiographic 

information on dental and skeletal anatomy.  With the biggest 

FOV size (24X19cm) in the market, it satisfies the clinical 

diagnostic requirement of all dental radiologists and 

practitioners including oral maxillofacial surgeons, 

apnea specialists.

The free FOV function of PaX-Zenith 3D is the world’s first 

implementation of such technology. With this function, the 

X-ray beam collimator is adjusted to produce an image of a 

specific ROI from the size of 5X5 cm to 24X19 cm based on a 

particular treatment need. This revolutionary feature 

considerably reduces the patient radiation exposure and 

minimizes the potential liability of identifying pathologies on 

radiographic information of unrelated regions.

Caring Insight  _  VATECH

The revolutionary free FOV setting and new 14 bit flat panel imaging sensor of PaX-Zenith3D enable a practitioner to gather the 

most comprehensive radiographic information of a focused area of interest or the entire craniofacial and maxillofacial region 

based on the treatment needs.

Advanced Patient Safety

PaX-Zenith3D generates pulsed type X-ray instead of continuous X-ray 

reducing the level of the actual radiographic exposure to a patient during a 

radiographic exam. For the scanning time of 15 seconds, the exposure amount 

of pulsed X-ray is 40~60% less than the one of continuous X-ray.  This 

technology benefits both clinicians and patients with the smallest radiation 

dose. Combined with the smart generator system and the free selection of FOV 

sizes, PaX-Zenith3D minimizes the radiation dose and limits the radiographic 

information only to a specific region of interest.

FOV 24x19cm

The Most Advanced Image Quality
PaX-Zenith3D offers different voxel selections based on different FOV sizes. It is possible to select a voxel size for a high or normal resolution. An optimal combination of 

voxel and FOV size can be selected based on the diagnostic purpose, desired recon time or concern for the radiation dose, etc... For example, the voxel size of 0.08mm can 

be set for the FOV of 5x5 resulting the highest image resolution for a focused region. For the larger FOV sizes, a bigger voxel size (0.2 or 0.3mm) is optimal to provide a clear 

optical view of a diagnostic image with a reasonable file size and reconstruction time.  This flexibility of voxel setting for different FOV sizes increases the efficiency and 

effectiveness of diagnosis.

5X5/0.08 voxel size (high resolution)24X19/ 0.2 voxel size (high resolution)

The Optimum Solution for the Multi Imaging System
PaX-Zenith3D  is truly the best radiographic solution available in the market today with the biggest FOV size, 

cephalometric Image reconstruction & real panoramic image capture. 

PaX-Zenith3D offers the most extended diagnostic range suitable for Endodontics, Periodontics, Orthodontics as 

well as Oral & Maxillofacial surgery field.

Dental CT, FOV 24X19 Dental CT, FOV 5X5 Panoramic Reconstruction cephalometric

t(s)

Kv

240mm

0.2mm

0
.2

m
m19

0
m

m

0.2mm

50mm
0.08mm

0
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8
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0

m
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Continuous scan

Pulsed scan

Vatech’s proprietary 3D reconstruction imaging engine adopts the most advanced MAR(Metal Artifact 

Reduction) algorithm for a clear & superior quality image.  It effectively eliminates any X-ray scattering 

from metal artifacts such as crown, filling or braces allowing the acquisition of a high resolution 

diagnostic image without scattering 

degradation.

Advanced Imaging Process System

Before After

 Zenith3D  _  The Final Evolution - Function 
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PaX-Zenith3D’s ergonomic design is the result of human engineering with 

the user’s work flow in mind.  Also, it is designed to maximize the space 

utilization. With effective and smart structure, there is no need for preparing 

a large space extension in your facility.

THE PERFECTION IN DENTAL 
IMAGING EVOLUTION-
EXCEPTIONAL DESIGN & 
SPEICAL FEATURES

PaX-Zenith3D offers the full-color LCD touch panel. 

It is possible to operate the various parameters via 

LCD panel for more optimized capturing setting.

Convenient LCD Touch Panel

PaX-Zentith3D is a seated type as well as wheel chair 

accessible. It’s is possible to adjust a chair height 

during a patient positioning. The chair is foldable for a 

wheelchair access.

Automatic Chair system/ 
Wheelchair Accessibility 

The base frame of PaX-Zenith3D is designed to 

minimize the space requirement while maximizing the 

utilization effectiveness and efficiency. Thanks to the 

smart base design, the entire system can be easily 

installed without the extensive space requirement.

Smart Base Structure

With the integrated camera and voice system, 

PaX-Zenith3D enables visual monitoring and voice 

communication between patient and staff. 

In particular, you can check the position of the patient 

again before scanning via the integrated camera so 

that more accurate scanning can be performed.

Camera & Voice Communication

PaX-Zenith3D is equipped with two separate sensors: panoramic and 

CT sensor. You can conveniently change the X-ray modality form 2D to 

3D mode or vice versa based on different diagnostic needs.

PaX-Zenith3D _ Smart 2 in 1 System: 
Panoramic & CBCT

When the panoramic mode is selected, the panoramic sensor of 

PaX-Zenith3D automatically comes down from the rotating 

unit. This automatic folding mechanism minimizes the 

possibility of accidental sensor damages between different 

capture modes.

Smart Sensor Switching

PaX-Zenith3D is equipped with a unique panoramic imaging process 

- Auto Focusing Technology. The ‘Auto-Focusing’ function optimizes 

a radiographic image by compensating an incorrect patient 

positioning and untypical patient arches without the need for multi 

radiographic scans.

The Smart Imaging 'Auto-Focusing'  

 Zenith3D  _  The Final Evolution - 
Human Engineering Design 

Caring Insight  _  VATECH

Before Before

After After
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The extended FOV view of PaX-Zenith3D satisfies the diagnostic needs of most dentists including endodontists, 

implantologists and maxillofacial surgeons. The superior image quality and multi imaging technology make PaX-Zenith3D 

the premium choice for the dental radiography.

FOV 24X19 
Exclusively available with PaX-Zenith3D, the FOV 

of 24x19 cm, offers the information of the entire 

facial and skeletal anatomy including neck and 

throat structure. It can be very useful for 

orthodontic, Maxillofacial diagnosis as well as the 

most dental treatments.

FOV 16X14  
The FOV size of 16x14 provide the cross-sectional, 

panoramic view and cross sectional view of the 

sinus, TMJ, full jaw and occlusion structure in a 

single radiographic scan for an accurate and 

informed treatment assessment.

FOV 8X6 
With FOV of 8x6, an effective TMJ diagnosis is 

possible as well as the maxillary and mandibular 

implant cases.

FOV 12X9 
With FOV size of 12x9, the status of the entire dental 

arch is diagnosed with a single X-ray scan.  For 

example, more accurate and safer implant surgery 

can be performed on maxillary region by obtaining 

anatomical details of the sinus floor.

FOV 5X5  
With FOV size of 5X5, a single implant site can be 

reviewed without unnecessary radiographic 

interpretation of pathology in unrelated regions. 

A small FOV size means a low exposure time and 

dose.

EVOLUTION OF THE DIGITAL RADIOGRAPHY- BEYOND THE CHANGE

 Zenith3D  _  The Final Evolution - 
Multi Purpose Imaging 

Caring Insight  _  VATECH

Free FOV
PaX-Zenith3D comes with the unique FREE FOV function, giving you the option to select your own FOV size from 5x5 up to 24x19. 

These functions reflect the flexibility never seen before in a CBCT, a totally unique revolution in technology from the world's 

best CT company.
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Precise Diagnosis
Customized Software
Users can customize various features such as the composition and position of the 

toolbar. You can use it intuitively by deleting the unnecessary features and 

creating your own menu. From now on, enjoy uniquely customized software.

Intuitive, User-friendly
Menu bar
You can find the function you want conveniently by using the menu bar or 

toolbar at the same time.

Guidance 
Guidance is given through anatomical icons displaying the direction of 

image in a user-friendly interface. 

Knowledge Info
Similar to a dictionary, it enables doctors to refer the required clinical 

information conveniently when they perform an implant surgery. 

From now on, it will help make our 3D SW the clinical and analysis tool for CBCT images.

MPR Mode Profile Canal Draw and Implant Simulation 3D Zoom

Cross-sectional view

Profile
Displays the bone density profile ensuring optimal implant placement.

Canal Manager
Canal size and colour can be adjusted allowing accurate diagnosis and 

implant planning. 

Implant Simulation
The Implant Simulation function reduces the risk during surgery and  

Ez3D2009 allows simple and accurate planning without complicated processes 

seen in other software.

Automatic Mode
More convenient, fast, and accurate surgery can be performed with 

the automatic Cross-Sectional and Canal Drawing. 

Various View Modes
You can diagnose using various view modes such as Cross-sectional View, 

Oblique View, 3D Zoom. 

Maxillary/Mandible Segment
Automatically segment the arch into Maxillary & Mandible

Data Export
The Report and CD Publishing functions of Ez3D 2009 can be a useful tool for seminar 

and sharing of patients’ information. 

CD publishing includes viewing software along with the patient image, 

ideal for referral centres.
▶		 STL Export      
▶		 Powerful CD Publishing      
▶		 Free Simple Viewer      
▶	 EzReport

Knowledge information

Opacity Transfer Function(max.10 Graphy)

Cephalometric Image Reconstruction

Delight with more powerful function for
orthodontic treatment

PaX-Zenith3DCaring Insight    VATECH 12 . 13

Counsel function

Ez3D 2009  _  Easy to Professional
Caring Insight  _  VATECH
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The Perfection In Dental Imaging Evolution
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Specification

PaX-Zenith3D_ Dental CT / Panoramic

 View
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 Zenith3D  _  Dimensions

Caring Insight  _  VATECH

PaX-Zenith3D

Function 

FOV(cm)

Scan Time

Recon Time

Voxel Size

Dimension

Patient Position

Generator 
Voltage/Current

Focal Spot

Image 
acquisition 

Weight

               Dental CT                           Panoramic

	 	 CBCT+Panoramic	

	 	 Free	FOV(5X5~24X19)	

														15sec/24sec																						9.7sec/13.5sec

	 	 10sec~221sec	(Standard)

	 	 Selectable	/	0.08mm~0.3mm

	 	 1800X2000X1850mm

	 	Seated	/	WheelChair	Accessible	

	 	
50~120kVp/4~10mA	

	 	 0.5X0.5mm	

	 																		
360°																																										220°	

	

	 	
493kg	

*	The	specifications	are	subject	to	change	without	prior	notice.

 Zenith3D
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About this guide 

This user guide covers the procedures of how to use the PaX-Zenith3D Extraoral Imaging System. 

We recommend that you thoroughly familiarize yourself with this guide in order to obtain the most 

effective usage of your system. 

The information contained in this guide is subject to changes without notice to the persons 

concerned. For further information not covered in this guide, please contact us through: 

Telephone : +82-1588-9510 

E-mail : gcs@vatech.co.kr 

 

This document is originally written in English. 

Manual Name : PaX-Zenith3D User Manual 

Version : 1.0.0 

Publication Date : 2010-10 
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Conventions in this guide 

The following symbols are used throughout this guide. Make sure that you fully understand them and 

follow their accompanying instructions. 

 

This symbol indicates a note to help you get the best performances from the 

system. Carefully read these notes to bring about the best performance possible. 

 

It means that there is a case or situation that demands prompt but careful action, 

remedy or emergency attention. 

 

This symbol indicates a warning that should be obeyed with utmost care. When 

missed, it may cause severe damage to the equipment or physical injuries to the 

user and patient. 

 

This radiation symbol warns you about radiation dangers. 

 

This indicates a compulsory action or instruction. 

  

 

"Caution: Federal law restricts this device to sale by or on the order of a 

dentist or with the descriptive designation of any other practitioner 

licensed by the law of the State in which he practices to use or order the 

use of the device” 

 

X-rays can be harmful and dangerous if not used properly. The 

instructions and warnings contained in this manual must be carefully 

followed. 

As a manufacturer of radiology equipments that conform to stringent 

protection standards in force throughout the world, we guarantee a 

maximum degree of protection against radiation hazards. The room in 

which your radiology unit is to be installed must comply with all official 

regulations applicable to protection against radiation. You must install 

your radiology unit in a room that protects against X-ray emission 

leakage. 
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User Notices 

 Follow the instructions written in this operations manual for the safety of the users and patients. 

 The users are responsible for the operation and maintenance of this unit. Only legally qualified 

professionals should operate this unit.  

 DO NOT open the cover casing of the unit.  The inspection and maintenance of the unit should 

be carried out by trained and authorized service personnel only. 

 When the equipment is not in use, the equipment power should remain off.  

 The X-ray equipment is hazardous to patients and operator if the exposure safety factors and 

operating instructions are not observed. 

 The visual or audio communication should be maintained between the operator and the patient 

during radiographic imaging.   

 Check the radiographic unit operating conditions such as power, PC, and cable connection 

before using  

 Turn off the power, immediately, if the radiographic unit is exposed to water or foreign 

substance causing abnormal operations. Contact the technical support for assistance. 

 The radiographic unit’s CPU requires sufficient space and air for proper ventilation.  

 Never place any foreign objects on the equipment at all times. 

 It’s recommended to keep the radiographic unit’s operating room temperature between 20~25 

degrees Celsius. 

 If the operating room temperature of the radiographic unit is below 10 degrees Celsius, the unit 

may require a longer warming up time after the system power is on. 

 Sterilize and disinfect the parts of the radiographic unit that come into direct contact with 

patients when X-ray images are taken. 

 The device user should apply single use disposable barrier membranes to the bite block and all 

other patient contacting surfaces, and that these barriers must be removed and replaced with 

unused barriers for each patient. 
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Safety Instructions 

 

The following safety instructions must be adhered at all times. 

 

<General safety precautions> 

 During a radiographic image capture, follow the voice guidance and observe the completion 

of each step of the imaging process before proceeding to the next. 

 The radiographic unit may require a cooling time (a process of cooling down the X-Ray 

tube) before taking a new image capture.  Follow the voice guidance and the device user 

manual. 

 Keep the radiographic unit away from water, moisture, or foreign substance at all times. 

 Use a lead apron or a lead shielding wall to protect a user or patient from unnecessary 

radiation during the imaging process. 

 While adjusting the height of the radiographic unit, ensure that the patient is kept clear of 

any moving parts. 

 Ask the patient to remain still after taking a radiographic exam until all the mechanical parts 

stop completely. 

 If oil leak is found from the radiographic unit, stop operating the system immediately and 

contact the technical support for assistance. 

 Observe the local fire regulation. A fire extinguisher must be kept near the system at all 

times, ready to be used in an emergency. 
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<Electricity-related safety precautions> 

 Always disconnect equipment from the power source before cleaning. 

 DO NOT place the PC and the peripheral equipment connected to it in the immediate vicinity of 

the patient in the system. Leave at least 2m distance between the patient and the system. 

 Use extension cords only for temporary applications. 

 Keep electrical cords away from hot appliances. 

 Make sure your power tools are grounded or certified double insulated 

 Pull the plug itself, not the cord attached to it. 

 Never overload a circuit by plugging in too many appliances. 

 Plug three-way grounded plugs into the appropriate outlets. Never tamper with the third prong. 

 Never install cords under rugs where they will become worn by foot traffic. 

 Do not place the multiple portable socket-outlets on the floor. 

 Do not connect items which are not specified as part of the system. 

 

The following statements are related with warnings that should be 

obeyed with utmost care. When missed, it may cause severe 

damages or physical injuries. 
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Warnings 

 

Adhere to the following warning statements with the highest level of 

care.  Failure to follow these warnings may cause severe damages to 

the equipment or physical injuries to the patient and user. 

 

 Improper operation of X-ray equipment can cause harm to patients and operator. Follow the 

user’s operation manual and safety measures properly. 

 Don’t expose the radiographic unit to watery substance or liquid that may result electrical shock 

and short circuit. 

 A small amount of laser beam could lead to permanent eye injuries. For maximum safety, 

instruct the patient not to look directly into the laser beam. Also, ensure that the laser beam is 

not directed into the patient’s eyes during patient positioning. 

 DO NOT obstruct the radiographic unit’s operating vicinity.  Remove all objects within the 

moving range of the unit’s mechanical parts. 

 Do not place flammable materials near the radiographic unit. 

 Dispose the hygienic cover sheath after a single usage. A new hygienic cover should be used 

for each new patient. 
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Radiation Protection Policy 

 

User should comply with rules and regulations on radiation safety 

and protection of the country where the system is installed since 

they differ among countries. 

 

 Wear a lead apron or use a lead shielding wall to protect the user and patient from unnecessary 

radiation during the imaging process. 

 Children or pregnant women should be protected from radiation with a lead apron and thyroid 

collar.  For any questions, consult a physician before taking a radiographic exam. 

 The user should be at least 2 m (6 feet) away from the equipment during imaging. 

 The equipment should be located inside an X-ray shield facility. During imaging; the operator 

should observe the patient and the X-ray unit at least 2 m (6 ft) away from the X-ray source. 

 The user should immediately stop the radiographic exam if a malfunction occurs. 

 

Manufacturer Liability Policy 

The manufacturers / sellers of X-ray equipments, such as this product, only assume responsibility for 

ensuring a safe and normal operation of the product in the following cases.  If: 

 The product is installed by our authorized agent. 

 The product is installed in accordance with cautions and conditions for installation. 

 A genuine product is used, as approved by our company. 

 Maintenance / repair service is performed by our authorized agent. 

 The product is normally used in accordance with the user's manual. 

 Equipment damage or accident is not attributable to a mistake of the customer. 
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Symbols and Abbreviations 

AC Alternating Current 

AF Auto-Focusing 

AMPT Adaptive layer Mode Panoramic Tomography 

CBCT Cone-Beam Computed Tomography 

CMOS Complementary Metal-Oxide-Semiconductor 

CT Computed Tomography 

DAP Dose Area Product 

DC Direct Current 

DICOM Digital Imaging and Communications in Medicine 

FDD Focal spot to Detector Distance 

FOV Field of View 

FPD Flat Panel Detector 

IEC International Electro technical Commission 

ISO International Standards Organization 

LCD Liquid Crystal Display 

LED Light-Emitting Diode 

MAR Metal Artifact Reduction 

PA Posterior/Anterior 

RF Radio Frequency 

TMJ Temporomandibular Joint 
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Electromagnetic Compatibility (EMC) Information 

Guidance and manufacturer‟s declaration - electromagnetic emissions 

This equipment is intended for use in the electromagnetic environment specified below.  

The customer or the user of this equipment should assure that it is used in such an environment. 

Immunity Test  Compliance  Electromagnetic Environment - Guidance  

RF Emissions  

CISPR 11  
Group 1 

This equipment uses RF energy only for its internal 

function. Therefore, its RF emissions are very low and 

are not likely to cause any interference in nearby 

electronic equipment  

RF Emissions  

CISPR 11  
Class B 

This equipment is suitable for use in ail establishments, 

including domestic establishments and those directly 

connected to the public low-voltage power supply 

network that supplies buildings used for domestic 

purposes  

Harmonic emissions 

IEC 61000-3-2 
Complies 

This equipment is suitable for use in ail establishments, 

including domestic establishments and those directly 

connected to the public low-voltage power supply 

network that supplies buildings used for domestic 

purposes  

Voltage fluctuations/  

Flicker emissions  

IEC 61000-3-3 

Complies 

This equipment is suitable for use in ail establishments, 

including domestic establishments and those directly 

connected to the public low-voltage power supply 

network that supplies buildings used for domestic 

purposes 
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Guidance and manufacturer‟s declaration - electromagnetic immunity 

This equipment is intended for use in the electromagnetic environment specified below. 

The customer or the user of this equipment should assure that it is used in such an environment. 

This equipment is intended for use in the electromagnetic environment specified below.  

The customer or the user of this equipment should assure that it is used in such an environment.  

Immunity test  IEC 60601-1-2  

Test level  

Compliance level Electromagnetic environment -

guidance  

Electrostatic 

discharge (ESD) 

IEC 61000-4-2 

±6kV Contact 

±8kV air 

±6kV Contact 

±8kV air 

Floors should be wood, concrete or 

ceramic tile. If floors are covered 

with synthetic material, the relative 

humidity should be at least 30%.  

Electrical fast 

transient/burst 

IEC 61000-4-4 

±2kV for power 

supply lines 

± 1kV for 

input/output 

lines 

±2kV for power 

supply lines 

± 1kV for 

input/output lines 

Mains power quality should be that 

of a typical commercial or hospital 

environment.  

Surge 

IEC 61000-4-5 

±1kV differential 

mode 

±2kV common 

mode 

±1kV differential 

mode 

±2kV common 

mode 

Mains power quality should be that 

of a typical commercial or hospital 

environment.  

Voltage dips, 

short 

interruptions and 

voltage 

variations 

on power supply 

input lines 

IEC 61000-4-11 

<5% Uт  

(>95% dip in Uт)  

for 0.5cycle  

40% Uт  

(60% dip in Uт )  

for 5 cycle  

70% Uт  

(30% dip in Uт)  

for 25 cycle  

<5% Uт  

(<95% dip in Uт 

) 

for 5 s  

<5% Uт  

(>95% dip in Uт)  

for 0.5cycle  

40% Uт  

(60% dip in Uт )  

for 5 cycle  

70% Uт  

(30% dip in Uт)  

for 25 cycle  

<5% Uт  

(<95% dip in Uт ) 

for 5 s  

Mains power quality should be that 

of a typical commercial or hospital 

environment. If the user of this 

equipment image intensifier requires 

continued operation during power 

mains interruptions, it is 

recommended that this equipment 

image intensifier be powered from 

an uninterruptible power supply or a 

battery. 
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Power 

frequency 

(50/60Hz) 

magnetic field 

IEC 61000-4-8 

3 A/m 3 A/m 

Power frequency magnetic fields 

should be at levels characteristic of 

a typical location in a typical 

commercial or hospital environment.  

NOTE Uт is the a.c. mains voltage prior to application of the test level. 
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Guidance and manufacturer‟s declaration - electromagnetic immunity 

This equipment is intended for use in the electromagnetic environment specified below. 

The customer or the user of this equipment should assure that it is used in such an environment. 

Immunity 

test  

IEC 

60601-1-2  

test level  

Compliance  

level 

Electromagnetic environment - guidance 

 

 

 

 

 

 

Conducted 

RF  

IEC 61000-4-

6  

 

 

Radiated RF  

IEC 61000-4-

3  

 

 

 

 

 

 

3 Vrms  

150 kHz to 

80MHz  

 

3 V/m  

80 MHz to 

2.5GHz  

 

 

 

 

 

 

 

V1=3Vrms 

 

 

 

E1=3V/m 

Portable and mobile RF communications 

equipment should be used no closer to any part of 

this equipment, including cables, than the 

recommended separation distance calculated from 

the equation applicable to the frequency of the 

transmitter. 

 

Recommended separation distance : 

 

where P is the maximum output power rating of 

the transmitter in watts (W) according to the 

transmitter manufacturer and d is the 

recommended separation distance in meters (m).  

Field strengths from fixed RF transmitters, as 

deter-mined by an electromagnetic site survey, 
a 

 

should be less than the compliance level in each 

frequency range. 
b 

 

Interference may occur in the vicinity of equipment 

marked with the following symbol : 
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NOTE 1) At 80MHz and 800MHz, the higher frequency range applies.  

NOTE 2) These guidelines may not apply in all situations. Electromagnetic propagation is 

affected by absorption and reflection from structures, objects and people. 

a 
Field strengths from fixed transmitters, such as base stations for radio (cellular/cordless) 

telephones and land mobile radios, amateur radio, AM and FM radio broadcast and TV 

broadcast cannot be predicted theoretically with accuracy. To assess the electromagnetic 

environment due to fixed RF transmitters, an electromagnetic site survey should be considered. 

If the measured field strength in the location in which This equipment is used exceeds the 

applicable RF compliance level above, This equipment should be observed to verify normal 

operation. If abnormal performance is observed, additional measures may be necessary, such 

as re-orienting or relocating this equipment. 

b 
Over the frequency range 150kHz to 80MHz, field strengths should be less than [V1] V/m.  
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Recommended separation distances between portable and mobile RF communications 

equipment and this equipment 

There is intended for use in an electromagnetic environment in which radiated RF disturbances are 

controlled. The customer or the user of this equipment can help Prevent electromagnetic 

interference by maintaining a minimum distance between portable and mobile RF communications 

equipment (transmitters) and this equipment as recommended below, according to the maximum 

output power of the communications equipment. 

Separation distance according to frequency of transmitter [m] 

IEC 60601-1-2 

Frequency of 

Transmitter 

 

Equation 

 

 

Rated maximum 

output power of 

transmitter 

[W] 

150kHz to 80MHz  

 

 

 

 

V1=3Vrms 

 

Separation Distance 

(meters) 

80MHz to 800MHz  

 

 

 

 

E1=3V/m 

 

Separation Distance 

(meters) 

800MHz to 2.5GHz 

 

 

 

E1=3V/m 

 

Separation Distance 

(meters) 

0.01  0.116  0.1166  0.2333  

0.1  0.368  0.3687  0.7378 

1  1.166  1.1660  2.3333 

10  3.687  3.6872  7.3785 

100  11.660  11.6600  23.333 

For transmitters rated at a maximum output power not listed above, the recommended 

separation distance d in meters (m) can be estimated using the equation applicable to the 

frequency of the transmitter, where p is the maximum output power rating of the transmitter in 

watts (W) according to the transmitter manufacturer. 
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NOTE 1) At 80MHz and 800MHz, the separation distance for the higher frequency range 

applies.  

NOTE 2) These guidelines may not apply in all situations. Electromagnetic propagation is 

affected by absorption and reflection from structures, objects and people. 

a Field strengths from fixed transmitters, such as base stations for radio (cellular/cordless) 

telephones and land mobile radios, amateur radio, AM and FM radio broadcast and TV 

broadcast cannot be predicted theoretically with accuracy. To assess the electromagnetic 

environment due to fixed RF transmitters, an electromagnetic site survey should be considered. 

If the measured field strength in the location in which This equipment is used exceeds the 

applicable RF compliance level above, This equipment should be observed to verify normal 

operation. If abnormal performance is observed, additional measures may be necessary, such 

as re-orienting or relocating This equipment. 

b Over the frequency range 150kHz to 80MHz, field strengths should be less than [V1] V/m. 

 

Immunity and Compliance Level 

Immunity test  IEC 60601-1-2  

Test Level  
Actual Immunity Level Compliance Level 

Conducted RF  

IEC 61000-4-6  

3Vrms  

150kHz to 80MHz 
3Vrms 3Vrms  

Radiated RF 

IEC 61000-4-3  

3Vrms  

80MHz to 2.5GHz 
3V/m 3V/m  
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Guidance and manufacturer‟s declaration - electromagnetic immunity  

This equipment is intended for use in the electromagnetic environment specified below.  

The customer or the user of this equipment should assure that it is used in such an electromagnetic 

environment. 

Immunity 

test 

IEC 60601-1-2 

Test level 

Compliance 

level 

Electromagnetic environment - guidance 

Conducted 

RF IEC 

61000-4-6 

 

 

 

Radiated 

RF IEC 

61000-4-3 

3 Vrms 

150kHz to 

80MHz 

 

 

 

3V/m 80MHz 

to 2.5GHz 

3 Vrms 

150 kHz to 

80MHz 

 

 

 

3V/m 80MHz 

to 2.5GHz 

This equipment must be used only in a shielded 

location with a minimum RH shielding 

effectiveness nad, for each cable that enters 

the shielded location with a minimum RF 

shielding effectiveness and, for each cable that 

enters the shielded location. 

 

Field strengths outside the shielded location 

from fixed RF transmitters, as determined by  

an electromagnetic site survey, should be less 

than 3V/m.
a 

 

Interference may occur in the vicinity of 

equipment marked with the following symbol:  

 

NOTE 1) These guidelines may not apply in all situations. Electromagnetic propagation is 

affected by absorption and reflection from structures, objects and people.  

NOTE 2) It is essential that the actual shielding effectiveness and filter attenuation of the 

shielded location be verified to assure that they meet the minimum specification. 

a 
Field strengths from fixed transmitters, such as base stations for radio (cellular/cordless) 

telephones and land mobile radios, amateur radio, AM and FM radio broadcast and TV 

broadcast cannot be predicted theoretically with accuracy. To assess the electromagnetic 

environment due to fixed RF transmitters, an electromagnetic site survey should be considered. 

If the measured field strength outside the shielded location in which this equipment is used 

exceeds 3V/m, This equipment should be observed to verify normal operation.  

If abnormal performance is observed, additional measures may be necessary, such as 

relocating this equipment or using a shielded location with a higher RF shielding effectiveness 

and filter attenuation.  
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1 PaX-Zenith3D Imaging System 

Overview 

1.1 System Features 

Intended purpose: 

Computed tomography X-ray system 

 

Indications for use: 

PaX-Zenith3D is a computed tomography x-ray system intended to take panoramic, cross-sectional 

images of the oral and craniofacial anatomy and provide diagnostic information for children and 

adults clinical care in dentistry. The device is operated and used by x-ray technicians and dentists 

including oral surgeons. 

 

 Movement Technology  Multi-motor with digital trajectory control 

    Motorized carriage movement 

 Patient Positioning  CT - Triple [Mid-Sagittal / Vertical / Horizontal] laser 

    beam positioning 

    Pano - Double [Mid-Sagittal / Frankfurt] laser beam 

    Positioning 

 Patient Positioning Aid  Chinrest, bite block, head-rest 

 Voice Instruction   English (typical): multilingual version available. 

 Up/Down Movement  Smooth up/down movement with one stage speed by 

    electric-motor 

The key features that the PaX-Zenith3D provides are as follows: 

 Auto-focusing capability using the AMPT (Adaptive Layer Mode Panoramic Tomography) in the 

panoramic mode. 

 State-of-the-art sensors: Advanced CMOS technology and sophisticated imaging electronics, 

housed in the compact sensor module, produces superior image quality. Two different types of 

the sensors are employed depending on the imaging programs: CMOS sensor for panoramic 

imaging and CMOS FPD for CBCT. 
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 Wide image coverage of the region of interest using Multi FOV Size (cm): 24x19 

(Optional),16x14 ,12x9, 8x6, 5x5 and free size: Dental CT. 

 Freely selectable FOV according to the diagnostic needs. 

 You can make efficient treatment plan through the flexible multi-FOV sizes - 5X5 / 24x19 with 

minimum X-ray dose. 

 Views 3D images on any computer or exports image data to a third-party software for a more 

specialized processing. 

 High resolution and rich contrast 3D images of both hard and soft tissue with minimal artifacts 

and fewer distortions. 
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1.2 Examining programs supported 

The following table summarizes the anatomical programs that PaX-Zenith3D supports. 

Mode Projection 

Panoramic 

Standard (High) 

Adult i _High 

Child i _High 

Standard (Normal) 

Adult i _Normal 

Child i _Normal 

TMJ 

Lateral(Open and Close) 

PA(Open and Close) 

Sinus 

Lateral 

PA 

Special 

Segment Horizontal 

Segment Vertical 

Bitewing 

Orthogonal i 

Dental CT 

Mandible 

Occlusion 

Maxillary 

TMJ 

Right 

Left 

 

i signifies auto –focusing mode is supported.    

Each exposure setting has a pediatric mode which reduces the image size and patient dose. 
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1.3 FOV and its coverage 

Imaging 

Mode 

FOV(DxH

, cmxcm) 
MAR Time(sec) 

Voxel 

Size 

(mm) 

Target Coverage Region Arch Area Selection 

Dental 

CT 

24x19 

Yes 

Normal 

quality:15 

 

High quality: 24 

0.2, 0.3 Whole skull Skull Full 

16x14 0.2, 0.3 
Both sides of TMJ are covered 

simultaneously 
Arch Full 

12x9 0.2, 0.3 
Both maxillary and mandible are 

covered at a time 

Maxillary, Occlusion, Mandible, 

TMJ(R), TMJ(L) 

8x6 0.2, 0.2 
Either maxillary or mandible is 

selected at a time 

Maxillary (Right, Left, Front) 

Mandible(Right, Left, Front) 

TMJ(Left, Right) 

5x5 
0.08, 

0.12 
Local examination 

Maxillary(individual tooth), 

Mandible(individual tooth), 

TMJ(Right/Left) 

Free    
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1.4 View areas by FOV size 

<5 x 5 size> 

With the 5x5 FOV size, only the region of interest is scanned reducing X-ray dose and eliminating 

the need to check on unnecessary structures. 

 

 

<8 x 6 size> 

You are able to check the region of interest. 
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<12 x 9 size> 

You are able to check the entire teeth in the arch and the exact structure of the Maxillary Sinus. 

 

 

<16 x 14 size> 

You are able to check the entire teeth in the arch and the exact structure of the TMJ.
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<24 x 19 size> 

It provides information of the entire maxillofacial anatomy, covering the occipital region. 
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1.5 Imaging system structure 

The following image depicts the general connection configuration for the PaX-Zenith3D and PC 

workstation. 

 

 

 

The frame grabber cable and card are used to deliver the captured 

image to the PC, where the image is manipulated and processed for 

viewing and printing. This interface is required due to the high 

volume of data traffic and to ensure error-free transmission to the 

PC. 
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<Communication Protocols> 

 

 

The Touchpad screen (LCD Panel) and the PC’s scanning programs have a real time 

communication through Ethernet. For more details about the Touchpad screen and the capturing 

program, please refer to 2. User Interface Overview. 
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1.6 General view of the PaX-Zenith3D 

 

 

 

 LED LAMP: Green when idle, orange during X-ray exposure. 

 PANORAMA X-RAY SENSOR: A sensor that detects the image while being X-rayed in 

panoramic mode. 

 CT X-RAY SENSOR: A sensor that detects the image while being X-rayed in CT mode. 

 TOUCHPAD SCREEN: A Touchpad is a device for pointing (controlling input position) on an 

LCD display. 

 EMERGENCY SWITCH: A switch used in an emergency situation in order to ensure the safety 

of the patient and operator in cases such as when an error occurs during operation of this 

equipment. 
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 HANDLE FRAME: The Handle Frame can be moved outward by turning the lever at its bottom. 

It is used for guiding the patient to the chair unit. 

 HANDLE: A part where the patient holds onto for comfort while being scanned. 

 A COLUMN: Supports the Touchpad screen and the electronic boards. 

 BASE unit: Used to balance and stabilize the equipment. 

 ROTATIN UNIT: A unit where the X-ray tube and the detector (sensor) are mounted rotates 

around a patient’s head while scanning, in order to scan the object to the programmed path. It is 

controlled by the firmware programmed inside the MCU board. 

 HEADREST: A device attached to the top of the B column behind the patient's head to provide 

comfort and maintain accurate patient position during a scan. 

 X-RAY TUBE: The X-ray tube is a vacuum tube that produces X-rays. 

 TEMPLE SUPPORT: Used to comfortably support the patient’s temples. 

 CHINREST: A device attached to the top of the handle frame to provide comfort and maintain 

accurate patient position during a scan. 

 CHAIR: Used for positioning the patient for capturing. 

 B COLUMN : Holds the chair, rotating unit, and other parts. 

 

1.7 Exposure switch 

The exposure switch enables the user to invoke image capture via the exposure button from outside 

of the X-ray room. Press and hold the exposure button until the end of acquisition. Premature 

release of the button will abort image capture. 
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1.8 Emergency stop button 

The exposure switch enables a user or operator to manage the acquisition of a radiographic image 

from at least 2 m (6 ft) away from the X-ray source.  The exposure switch is pressed firmly until the 

end of acquisition. Premature release of the exposure switch may void the acquisition process. 

The emergency switch terminates the unit’s power supply to stop the system operation in the  

following emergency situations: 

 X-ray emission continues even after the release of the exposure switch. 

 The patient is injured during the radiographic imaging or the system damage occurs. 

 Other emergency situations occur. 

To manage these situations, the emergency switch should be used to stop the machine operation 

and turn off the system power.  The patient should be removed safely from the machine. 

The emergency switch is located at the top of the handle frame, which is easily accessible by both 

the user and the patient. To release this switch back, turn it clockwise until it pops up. 
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1.9 Accessory list 

The PaX-Zenith3D comes with the following components as standard accessories. 

Item Picture 

Ear rod 

Left Right 

  

Chinrest 

 

Sinus chinrest 

 

Normal chinrest 

 

Edentulous chinrest 

 

TMJ chinrest 
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Item Picture 

Bite block 

 

Headrest Adult / Child 

 

Chair up/down switch 

 

LCD Control box 

 

Headrest band 

 

Accessory box 
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1.10 Marking and labeling symbols 

Symbols Meaning 

 
Alternate current 

 

Attention: consult accompanying documents 

 

Dangerous voltage 

 

Protective earth (Ground) 

 
Off (power: disconnect from the main switch) 

 
On (power: connect to the main switch) 

 

TYPE B Equipment 

 

Radiation hazard 

 

Stop( of action) 

 

EC Representative: 

 

CE symbol grants the product compliance to the 

European Directive for Medical Devices 

93/42/EEC as amended by 2007/47/EC. 
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1.11 Type and version 

The type and version of the PaX-Zenith3D is defined in the main label of the system located at the 

column. 

1. Main Label : Attached on the side of the column. 

 

 

2. X-ray Tube Label : Attached on the tube of the system. 

 

Records processed under FOIA Request #2014-8555; Released by CDRH on 12-8-2015

Questions? Contact FDA/CDRH/OCE/DID at CDRH-FOISTATUS@fda.hhs.gov or 301-796-8118



 

38  PaX-Zenith3D User Manual 

 

2 Software Overview 

PaX-Zenith3D imaging system utilizes 3 different software programs that are used to operate, 

acquire, process, and view the radiographic image 

 2D image viewer & analysis software : EasyDent 

 3D image viewer & analysis software : Ez3D2009 

 Imaging software : Imaging program per mode 

 

2.1 PC system requirements 

 

It is mandatory to ensure that the PC system configuration is 

compatible with the PC system requirements for the imaging 

software and image viewer software.  

If necessary, the user must update the PC system configuration. Do 

not place the PC and the peripheral equipments connected to it in 

the immediate vicinity of the patient along the unit. Leave at least 2 

m distance from the unit. 

 

Item 
Minimum Image 

Viewing/Acquisition Requirements 
Comments 

Model HP Workstation XW8600  

CPU Intel Xeon @ 2.5GHz or higher  

Operating 

system 

Microsoft XP Professional Service 

Pack 2 
 

RAM 
HP 4GB(2X2GB) DDR2-667 ECC 

FBD RAM 

RAM has a major impact on 

system performance. 

Video card Geforce GTX260 
The video RAM has a major 

impact on system performance. 

HDD 

HP1000GB SATA 3Gb/s NCQ 7200 

1
st
 HDD 

 

HP1000GB SATA 3Gb/s NCQ 7200  
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Item 
Minimum Image 

Viewing/Acquisition Requirements 
Comments 

2
nd

 HDD 

Network 

Card 

Broadcom 5751 Netxtreme Gigabit 

PCI3 NIC 
 

Serial port PCI Serial Card  

ODD 
HP 16X DVD+/-RW Super-Multi 

SATA 1
st
 Drive 

 

Monitor Min. resolution 1280*1024 

Monitor is vital in displaying 

quality images. Low-quality 

screens will prevent you from 

properly assessing the images for 

an accurate diagnosis and 

treatment. 
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2.2 2D image viewer & analysis software: EasyDent 

As the basic imaging platform for all dental X-ray equipments of Vatech, EasyDent is designed to 

provide the user convenience. The Image capturing program and the 3D Viewer are both integrated 

with EasyDent. The clinical image acquired by the image capturing program is imported into 

EasyDent to be analyzed and diagnosed. 

The following are the key features of EasyDent: 

 2D Viewer and Image Analysis 

 Extraoral /Intraoral Image Management 

 3D Image Data Management (No 3D image viewing function) 

 

Below is the initial screen view of EasyDent.  Click the Dental CT icon, which is located at the 

upper left side of the screen, to invoke the capturing program. 
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2.3 Imaging software overview 

From EasyDent 2D viewing program, click a program icon (Pano or CT) on the upper left. Then 

the image capture program will be invoked. From that program, the parameters unique to each 

patient can be set.  The parameter set up will be linked automatically with the Touchpad 

screen so that they are synchronized together.  

 

2.3.1 Panorama imaging program 

The following screen shows the main view in the panoramic mode. 

 

When operating the PaX-Zenith3D, the primary operations will be 

carried out on the main screen of the capturing program. This 

program runs in a passive way only, by displaying images that has 

been acquired, similar to an image viewer. 

 

 

 

 

 1 

 2 

 4 

3 
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1. Progress bar: Indicates the real time progress of image acquisition. 

2. Imaging window: Shows the currently selected imaging status as the acquisition proceeds and 

displays the image progress in real time. 

3. Command instruction window: Provides sequential instructional steps to the operator on what 

to do when taking an image. 

4. The patient‟s info.: Shows information of the patient whose image is being taken. 

 

Imaging mode selection: Select the imaging mode and operate in a 

successive way, that is: ①Panorama → ②Dental CT → ③ENT 

CTBy default, the initial mode is on panorama. 

Standard mode selection: 4 sub modes are available: Adult 

(High and Normal), Child (High and Normal). 

High: high resolution    Normal: normal resolution. 

 

TMJ mode selection: There are 4 sub- modes -Lateral (Open 

and Close) and PA (Open and Close). 

 

 

Sinus mode selection: There are 2 sub-modes -Sinus (PA and 

Lateral). 

 

Special mode selection: There are 4 sub-modes – Segment 

(Horizontal and Vertical), Bitewing, and Orthogonal. 
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Patient type selection: Select the patient type: Man, Woman, Child, and Weak. 
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1. Based on the patient information entered in the EasyDent, Man, 

Woman, Child and Weak, if the imaging program runs, are 

selected automatically. The patient information cannot be 

changed on the main screen of the imaging program. 

2. “Weak” is defined as a person who is older than 62 and “Child” 

as younger than 12.  

3. In the Child mode exposure, the image size and patient dose 

are reduced automatically. 

 

Body type selection: Select the most appropriate patient body 

type; Hard, Normal, Soft. 

kVp/mA adjustment: The exposure values (kVp and mA) will 

automatically change to the selected patient size. But this 

function is used to finely adjust kVp and mA to reflect a 

variation of bone density into the X-Ray dose in order to have 

a better image. 

Beam: Turn on the beam light to align the patient. 

 

Environmental control: This function enables the users to set various 

parameters to manipulate the system before imaging. There is also a program 

called Utility to replace the HyperTerminal by using the serial communication 

protocol. 

Exit: Terminates the imaging program. 

 

Confirm: Click this button in order for the parameters setting to take effect before 

taking an image. 

 

Ready: Click this button in order to put the system on ready state. 

X-Ray will not be exposed unless you press and hold the exposure switch. 

 

Records processed under FOIA Request #2014-8555; Released by CDRH on 12-8-2015

Questions? Contact FDA/CDRH/OCE/DID at CDRH-FOISTATUS@fda.hhs.gov or 301-796-8118



  

 

PaX-Zenith3D User Manual  45 

 

 

When you click „Ready‟ after completing all aspects of preparation 

required for scanning, the estimated DAP(Dose Area Product) value 

will be shown on the main display for the exposure you are going to 

take. 

The DAP value indicates the highest radiation dose the patient will 

be exposed to during the exposure. 
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2.3.2 Dental CT capturing program 

 

Only the components that differ with the previous panoramic figure are emphasized in this section. 

 

CT image display window: Shows the real time, frame 

by frame gradual build up of an image. 

 

 

 

 

 

 

FOV size selection: Select the field of view. 

(See the table in section 1.4 FOV Specifications for the sizes and the 

corresponding scan area of each size.) 
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Voxel Size: Voxel is the smallest element comprising the volume (3D), as 

opposed to the pixel of 2D. For this unit, two sizes are available: 0.2mm 

and 0.3mm, respectively. 

 

Quality Selection: Produces image quality in High or Normal resolution. 

 

 

MAR Selection: MAR is an abbreviation for Metal Artifact Reduction. 

This function is used to reduce the artifact effect on the image, which is 

generated usually from metallic materials in the region of interest of the 

patient’s teeth. MAR improves image quality. 

 

kVp Selection – High : 120 kVp / Normal : 95kVp. 

 

 

When you click „Ready‟ after completing all aspects of preparation 

required for scanning, the estimated DAP(Dose Area Product) value 

will be shown on the main display for the exposure you are going to 

take.  

The DAP value indicates the highest radiation dose the patient will 

be exposed to during irradiation. 
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2.4 Touchpad screen 

The following figure shows the main view of the Touchpad screen when the equipment is switched 

on. 

 

 

Function of each button: 

Beam: Turns the laser beam on/off for patient positioning. 

 

 

Chair: This button invokes the next function screen to adjust the height of the chair in 

order to accommodate the patient’s height. To adjust, use the up/down arrows. 
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For taking an image of a wheelchair-bound patient, raise the chair slowly using the UP/DOWN 

switch until the maximum height of the chair is reached. 

Then pull the Knob (A in the figure), while holding the chair cushion (B in the figure) with 

another hand. Finally, pull the cushion down slowly so that it can make room for wheelchair 

access. 

 

To fold the chair, refer to the following sub-steps from 1 through 3 

 

 

      

 

Headrest: It invokes the next function screen in order to adjust the headrest back and 

forth (left/right) to fit patient’s comfort. This function is used for CT imaging only 
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Chinrest : It invokes the next screen in order to adjust the chinrest up/down to fit 

patient’s comfort. This is used only for CT imaging mode. 
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Return : Returns the rotating unit to its initial position. 

 

 

Handle: This function enables flipping of the handle on the handle frame to interfere 

with the patient’s foot especially when a child is being scanned. 

 

READY: Ready for X-ray exposure. 
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3 Getting Started 

3.1 HASP key installation 

To capture, view, and analyze images, the driver software of the two HASP keys provision should be 

installed properly. 

 

 HASP key (in blue) is used to reconstruct the acquired image. 

 HASP key (in red) is used to view the acquired image in Ez3D2009. 

Without them, each of their intended purpose cannot be carried out. 

 

3.2 Running the image viewer 

Ensure that: 

 All connections between PaX-Zenith3D and PC are properly connected. 

 The PC is turned on. 

 

To launch the image viewer software, follow these steps: 

1. On your desktop, double-click EasyDent or click Start > All Programs > EasyDent4. 

A blank Patient Window will be displayed. 

2. Either invoke a patient record or create a new patient record from EasyDent. 

HASP KEY for Ez3D2009 

HASP KEY for Reconstruction 
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3.3 Creating a new patient record 

To create a new patient record, follow these procedures. 

 

When registering the patient from the patient/clinic management 

program, it will be interlocked to EasyDent. 

 

Launch EasyDent and the following main screen will appear. 

 

From the menu bar, click Database > New > Add. The following dialog box will appear. 
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Enter the required patient information. Chart number, first name, and last name are required 

fields. All other fields are optional, but are recommended to be filled out. 

Once all of the parameters have been entered, click Add to save the patient record. 

 

For the detailed operation on how to use this software, please refer 

to the EasyDent user manual. 

 

3.4 Importing of a patient record 

An existing patient record can be searched through the patient database by using the Chart No., First 

name, or Last name. That information can be checked on the Patient List, which is found when you 

click Patient Patient List on the EasyDent main screen. 

 

To do this, click either the Chart No., First name or, Last name and the virtual keyboard will pop up. 

. 

 

 

 

 

 

 

 

 

Using the virtual keyboard or the PC keyboard, enter the search criteria of either the Chart No, First 

name, or Last name then click Enter. Then the search result will display the patient list that meets 

the search conditions. 

 

The Chart No. or the Social Security ID must be entered fully in order 

to search for a patient data.  When searching for a patient by using 

the First Name or the Last Name, list of patients are searched based 

on the number of letters entered. 

 

Click 
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3.5 Powering on PaX-Zenith3D 

Before switching on the equipment, check that installation of the system is complete. 

To switch it on, follow these steps: 

1. Before turning the equipment power on, check first whether the system (The connection status 

between the equipment and the PC) is correctly connected and installed. 

2. Press the ON/OFF switch on top of the stationary column. 

3. Check  whether the indication Lamp illuminates or not. 

 

The equipment is now ready for image acquisition. 

 

To increase the operating lifespan of the X-ray tube, inspect the 

equipment thoroughly if it has been idle for an extended period of 

time. 

 

 

Do not operate the PC and the touchpad screen while the equipment 

is in operation.  It may result the system malfunction. 
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3.6 Starting the imaging program 

To access the image capture mode, follow the procedures below: 

1. Run the EasyDent program. 

2. Search the patient to be scanned and then click on the searched one. 

3. From the main window, click the Dental CT icon on the upper left corner of the screen to launch 

the image capture program. 

 

 

 

 

 

 

 

 

 

 

 

At this point, a new patient data should have been registered or an 

existing patient‟s data has been chosen from the database already. 
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Then the capture program main screen will appear on the desktop window. 

 

 

The above figure shows the main window of the imaging software of which primary purpose is to 

control the equipment and acquire images. By default, standard panoramic mode is active and 

focused. 

The following chapter describes different imaging modes available with PaX-Zenith3D. 

4.  Acquiring Panoramic Image 

This chapter requires that the whole preparatory steps in Chapter 3 have already been completed. 

Otherwise, you would need to return to Chapter 3 to complete the whole process first before you 

proceed to this chapter. 

 

4.1 Setting the exposure parameters 

From the PC, perform the following procedures to set the capture parameters for a specific patient 

and capture mode. 
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1. From the main screen of the imaging program, locate the Standard button. The Rotating Unit 

will move towards the position suitable for this panorama mode. The sensors will be switched to 

panorama (Panorama Sensor ↔ CT Sensor) automatically. 

 

 

2. Select the scanning mode. 

3. Select the patient’s gender from either Man, Women, Child and Weak. 

4. Select the patient’s body type from either Hard, Normal, or Soft and adjust the kVp/mA, if 

necessary, using Up/Down arrows. 

 

It is sometimes necessary to adjust exposure parameters manually 

to accurately reflect the patient‟s unique bone structure and density. 

This is done through kVp/mA fine adjustments. 

Why: to improve the image quality 

How: 1. Change the tube voltage by +/- 1V resolution within 

tolerance +/-7% 

2.  Change the tube current by +/- 0.1mA resolution within 

tolerance +/-7% 

 

1 

2 

3 4 

5 

6 
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5. Click Confirm for parameters to take effect. Then, the Ready button will be blinking on and off 

to show that it is activated. This means that it is ready for X-ray exposure. 

 

And the rotating unit of the equipment moves to its initial position for scanning. 

 

6. It is now time to position the patient. Guide the patient to the unit. 

Position the patient, refer to section 4.2 Positioning the patient. 

Blinking 

Records processed under FOIA Request #2014-8555; Released by CDRH on 12-8-2015

Questions? Contact FDA/CDRH/OCE/DID at CDRH-FOISTATUS@fda.hhs.gov or 301-796-8118



 

60  PaX-Zenith3D User Manual 

 

4.2 Positioning the patient 

To prepare proper patient positioning for a radiographic image capture, follow the next steps. 

The patient’s positioning method for Standard PANO and Special PANO is the same. 

 

Correct positioning is a very important factor for capturing the best 

image possible. Good position will reduce the appearance of the 

cervical spine on the reconstructed image. 

 

 

1. Be careful not to project the positioning guidance laser beam 

directly to the eyes of the patient. It can bring severe damages to 

the visual acuity. 

2. Dispose the hygienic cover after single use.  

3. The hygienic cover must be placed for the bite block which 

makes a direct contact with the patient’s mouth. 

4. Sterilize the chin rest and temple support with medical-grade 

76% alcohol disinfectant for the new patient. 

 

4.2.1 Standard PANO and Special mode 

< Adjusting the patient-specific environments > 

These steps are required when there is a need to adjust the chinrest, headrest, and chair to 

accommodate the patient’s physical characteristics. To do these, do the following steps. 

1. Take the headrest apart from the unit since it is not necessary for panoramic mode imaging. 

2. Go to the main screen on the Touchpad panel. 

3. Click Chair to adjust its height. 
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4. Click Beam for patient positioning. 

 

Headrest and chinrest adjustments are not necessary for panoramic 
imaging. 

 

< Positioning a patient > 

 

1. Never use the same hygienic cover two or more times─it should be 

disposable after single use.  

 

2. The hygienic cover must be removed and replaced with an unused 

one for each patient 

3. Sterilize chin rest and temple support with medical-grade 76% 

alcohol disinfectant for the new patient 

4. Wear a lead apron or use a lead shielding wall to protect the user 

and patient from unnecessary radiation during the imaging process. 

5. Children or pregnant women should be protected from radiation with 

a lead apron and thyroid collar.  For any questions, consult a 

physician before taking a radiographic exam. 

 

 

The patient positioning method is the same for adult and pediatric 

patients. 

 

1. Have the patient remove all jewelries and metallic objects, such as earrings, hair pins, 

spectacles, dentures, and orthodontic appliances. These items can cause shadow images that 

may obscure diagnosis. 
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2. Insert the Normal Chin rest and Bite 

block in the unit’s chinrest adaptor. 

Place a hygienic cover over the bite 

block. For a patient with no teeth, use 

the chin rest for the edentulous. 

Refer to section 1.9 Accessory list. 

 

3. Loosen the Temple Support by 

turning the Temple Support Wheel at 

the rare of the patient support table. 

 

 

4. It is strongly recommended that the patient (adult / child) wear a lead apron for protection 

against any possible scatter radiation. 

5. Move the Handle Frame outward by turning the lever. The lever is located at the bottom of the 

Handle Frame. Guide the patient to the unit facing the chin rest. Ask the patient to sit on the 

chair. Return the Handle Frame to its initial position then lock the lever. 

6. Adjust the height of the chair using the chair up/down switch or the LCD up/down button until 

the patient’s chin is resting on the chinrest. Position the patient’s chin on the normal chinrest. 
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7. Have the patient bite the bite block 

along its grooves using the upper and 

lower incisors. Ensure that the chin is 

in good contact with the chin support. 
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For a patient with no teeth, use the edentulous chinrest. 

 

 

 

8. Ensure that the patient’s shoulders 

remain level and the neck is relaxed. 

The cervical spine should be straight 

and upright. 

To prevent magnifications on the left 

and right sides of the final image, 

make sure that the vertical laser 

beam is positioned at the center of 

the occipital bone. 

 

 

The Light Beam disappears by itself after a certain time lapse. When 

you press the „Beam‟ button at the Touchpad screen, the beam will 

be re-activated. 

 

 

9. Position the head of the patient to 

properly align the Frankfort plane 

with the horizontal laser beam. For 

proper positioning, adjust the way the 

patient’s head is tilted by adjusting 

the chair unit slightly upward or 

downward using the chair up/down 

switch. 
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The Frankfort plane is the line from the infra-orbital point to the superior edge of the External 

Auditory Meatus(EAM). 

 

 

10. The horizontal laser beam can be 

adjusted up or down to accommodate 

different head sizes. This is done by 

manually moving the horizontal laser 

beam lever (located at the side of the 

A column) up or down. 

11. Have the patient smile to properly position the canine laser beam at the center of the patient’s 

canine tooth. Rotate the thumb wheel, located under the patient support rest, forward and 

backward to properly align the beam. 

 

 

 

 

 

 

12. Make sure that all 3 light beams (Midsagittal, Frankfort, Canine beams) are still positioned 

correctly corresponding to the imaging mode. Reposition them if necessary. 

 

13. Using the temple support wheel button, adjust the temple supports to fit snugly on both side of 

the patient’s head. The patient’s head should be immobilized. The temple support wheel button 

is located at the front of the patient support rest. 

 

14. Have the patient close the lips and keep the tongue positioned towards the palate throughout 

the exposure cycle. Ask the patient to not make any movements and keep this state until 

scanning is completed. 
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15. Ensure that the patient’s eyes are 

closed. 

 

16. Press the Ready button after the patient has been positioned. At this point, X-ray will not be 

emitted. The rotating unit will move to the panoramic imaging position. 

 

And now, the estimated DAP (Dose Area Product) value will be shown on the main display for 

the exposure you are going to take. The DAP value indicates the highest radiation dose the 

patient will be exposed to during the exposure. 

 

17. Proceed to Section 4.3 Launching X-ray Exposure. 
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4.2.2 TMJ (Open/Close) mode 

There are two sub modes - TMJ Open and TMJ Close. 

To prepare and position the patient, follow the next steps. 

 

Correct positioning is a very important factor for capturing the best 

image possible. Good position will reduce the appearance of the 

cervical spine on the reconstructed image. 

 

 

Be careful not to project the beam directly to the patient‟s eyes. It 

can bring severe damages to the visual acuity. 

 

 

Positioning the patient is the same for both adult and child 

1. Have the patient remove all jewelries and metallic objects, such as earrings, hair pins, 

spectacles, dentures, and orthodontic appliances. These items can cause shadow images that 

may obscure diagnosis. 

 

3. Loosen the Temple Support by turning the Temple Support Wheel at the rare of the patient 

support table. 

4. It is recommended that the patient (adult/child) wear a lead apron for protection against any 

possible scatter radiation. 

5. Move the Handle Frame outward by turning the lever. The lever is located at the bottom of the 

Handle Frame. Guide the patient to the unit facing the chin rest. Ask the patient to sit on the 

chair. Return the Handle Frame to its initial position then lock the lever. 

6. Ask the patient to grip the handles on both sides of the unit firmly. 
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7. Adjust the height of the chair using the chair up/down switch or the chair up/down button at the 

Touchpad screen until the patient’s chin is resting on the chinrest. Position the patient’s chin on 

the normal chin support. 

 

8. Ensure that the patient’s shoulders remain level and the neck is relaxed. The cervical spine 

should be straight and upright. To prevent magnifications on the left and right sides of the final 

image, make sure that the vertical laser beam is positioned at the center of the occipital bone. 

 

The Light Beam disappears by itself after a certain time lapse. When 

you press the „Beam‟ button at the Touchpad screen, the beam will 

be re-activated. 

 

 

9. Position the head of the patient to 

properly align the Frankfort plane 

with the horizontal laser beam. For 

proper positioning, adjust the way the 

patient’s head is tilted by adjusting 

the chair slightly upward / downward 

using the column up/down switch or 

the chair up/down button. 

 

The Frankfort plane is the line from the infra-orbital point to the superior edge of the External 

Auditory Meatus (EAM). 

 

 
10. Have the patient smile to properly 

position the canine laser beam at the 

center of the patient’s canine tooth. 

Rotate the thumb wheel, located 

under the patient support rest, 

forward and backward, to properly 

align the beam. 
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11. For TMJ – Open imaging, the 

patient’s mouth should be opened as 

wide as possible. The top of the TMJ 

support and the patient’s acanthion 

point must remain in contact. Ask the 

patient not to make any movements 

and to keep this state until scanning 

is completed. 

 

 

You may scan TMJ Close Image subsequent to TMJ Open. Ask the 

patient to close his/her mouth for TMJ Close scanning while 

maintaining the same position as in TMJ Open. 

After positioning, get TMJ Open images by exposing the X-ray and 

then saving those images. Then, a message asking “Whether to 

continue capturing TMJ Close Image” will pop up on the capturing 

program window. Press „OK‟ button to continue the capturing of TMJ 

Close image. If you don‟t want to continue, press the „Cancel‟ 

button. 

 

 

11-1. TMJ – Close: Ask the patient to 

close the lips and to position the 

tongue towards the palate. The top 

of the TMJ support and the patient’s 

acanthion point must be in contact. 

Keep this state until scanning is 

completed. 

 

12. Using the temple support wheel button, adjust the temple supports to fit snugly on both sides of 

the patient’s head. The patient’s head should be immobilized. The temple support wheel button 

is located at the front of the patient support rest. 

 

13. Make sure that all 3 light beams (Midsagittal, Frankfort, Canine beams) are still positioned 

correctly corresponding to the imaging mode. Reposition them if necessary. 
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14. Ensure that the patient’s eyes are closed. Ask the patient to not make any movement and to 

keep this state until capturing is completed. 

 

15. Press the Ready button after the patient has been positioned. At this point, X-ray will not be 

exposed. The rotating unit will move to the TMJ imaging position. 

 

And now, the estimated DAP (Dose Area Product) value will be shown on the main display for 

the exposure you are going to take. The DAP value indicates the highest radiation dose the 

patient will be exposed to during the exposure. 

 

 

16. Proceed to Section 4.3 Launching X-ray exposure. 
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4.2.3 Sinus mode 

To prepare and position the patient, follow the next steps. 

 

Correct positioning is a very important factor for capturing the best 

image possible. Good position will reduce the appearance of the 

cervical spine on the reconstructed image. 

 

 

Be careful not to project the Beam directly to the eyes of the patient. 

It can bring severe damages to the visual acuity. 

 

 

Positioning the patient is the same for both adult and child 

 

1. Have the patient remove all jewelries and metallic objects such as earrings, hair pins, 

spectacles, dentures, and orthodontic appliances. These items can cause shadow images that 

may obscure diagnosis. 

 

2. Loosen the Temple Support by turning the Temple Support Wheel at the rare of the patient 

support table. 

 

3. It is recommended that the patient (adult/child) wear a lead apron for protection against any 

possible scatter radiation. 
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4. Move the Handle Frame outward by turning the lever. The lever is located at the bottom of the 

Handle Frame. Guide the patient to the unit facing the chin rest. Ask the patient to sit on the 

chair. Return the Handle Frame to its initial position then lock the lever. 

5. Ask the patient to firmly grip the handles on both sides of the unit. 

6. Adjust the height of the chair using the chair up/down switch or the chair up/down button at the 

Touchpad screen until the patient’s chin is resting on the chinrest. Position the patient’s chin on 

the chin support. 

 

 

7. Ask the patient to press his/her lips 

against the chin support. 

 

 

8. Ensure that the patient’s shoulders 

remain level and the neck is relaxed. 

The cervical spine should be straight 

and upright. 

To prevent magnifications on the left 

and right sides of the final image, 

make sure that the vertical laser 

beam is positioned at the center of 

the occipital bone. 

 

 

The Light Beam disappears by itself after a certain time lapse. When 

you press the „Beam‟ button at the Touchpad screen, the beam will 

be re-activated. 
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9. The horizontal light should fall on the 

tip of patient’s nose while the 

patient’s head is tilted at 10~15 

degrees backward. You may adjust 

the horizontal laser beam by moving 

the horizontal laser beam lever 

upward or downward manually. The 

horizontal laser beam is located at 

the side of the column. 

 

 
10. Have the patient smile to properly 

position the canine laser beam at the 

center of the patient’s premolar tooth, 

or position the canine laser beam at 

the edge of the lips. Rotate the thumb 

wheel, located under the patient 

support rest, forward and backward 

to properly align the beam. 

 

11. Using the temple support wheel button, adjust the temple supports to fit snugly on both sides of 

the patient’s head. The patient’s head should be immobilized. The temple support wheel button 

is located at the front of the patient support rest. 

 

12. Make sure that all 3 light beams (Midsagittal, Frankfort, Canine beams) are still positioned 

correctly corresponding to the imaging mode. Reposition them if necessary. 

 

13. Have the patient close the lips and keep the tongue positioned towards the palate throughout 

the exposure cycle. Ensure that the patient’s eyes are closed. Ask the patient to not make any 

movements and to keep this state until scanning is completed. 
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14. Press the Ready button after the patient has been positioned. At this point, X-ray will not be 

exposed. The rotating unit will move to the Sinus imaging position. 

 

And now, the estimated DAP (Dose Area Product) value will be shown on the main display for 

the exposure you are going to take. The DAP value indicates the highest radiation dose the 

patient will be exposed to during the exposure. 

 

 

15. Proceed to Section 4.3 Launching X-Ray exposure. 
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4.3 Launching X-ray exposure 

The X-ray exposure method and its sequences are all the same for Panorama Standard, TMJ, and 

Sinus modes. Presented herein is based on Panorama Standard Mode. Accordingly, the image 

being displayed on the screen is the image of a Panorama Standard Mode. 

To launch X-ray emission, do the following: 

 

In case a problem occurs during acquisition, press the red 

emergency stop button located on top of the handle frame to 

immediately stop the moving parts by turning off the power of all 

electrical components and then release the patient safely from the 

machine. 

 

 

1. Leave the X-ray room and close the door. As an operator, you must maintain visual contact with 

the patient during acquisition. 

 
2. Start X-Ray exposure using the exposure switch. Press and hold the button until the end of 

acquisition. Observe the LED lamp on the top of the unit as it turns orange, indicating X-ray 

emission. The image will appear at the capture program on the PC in real time. The following 

figure shows the acquisition process. 

Emergency switch 
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3. A captured image will be displayed in the view area after optimization. 

4. Click the OK button to save the captured image to the DB. Otherwise, click the Cancel button. 

Before saving, the user can check the quality of images taken. Depending on the equipment’s 

capability, the Normal, AF (Auto-focusing), and both images are displayed. The following figures 

show the images from the AF-employed equipment.  

From them, select the image that you want to save. 

  

Both mode view: displays both the normal and AF images together on the same view area  
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Normal mode view: displays only single normal image by clicking Normal button from the 

selection menu. 

 

AF mode view: displays in the view area only single image with the AF function enabled.  

 

For detailed description of AF mode, please refer to Appendix 1.  

For the equipment with which the AF function is disabled, only the 

normal image button will be displayed in the selection menu bar  

 

5. Save the image, and a message asking whether to continue capturing for the same patient will 

pop up. If you want to continue, press OK; if not, press Cancel. 

Records processed under FOIA Request #2014-8555; Released by CDRH on 12-8-2015

Questions? Contact FDA/CDRH/OCE/DID at CDRH-FOISTATUS@fda.hhs.gov or 301-796-8118



 

78  PaX-Zenith3D User Manual 

 

6. The captured image will be transferred to EasyDent automatically. When you press the name of 

the patient in the patient list after imaging, the image list for that patient will be refreshed. The 

most recent captured image will appear on the leftmost part of the button images. 

 

7. Double-click on an image to enlarge it for viewing, as shown below. Check the image quality. 

Panoramic image(75kV, 8mA) 

 

Panoramic image provides full upper and lower set of teeth and jaw framework at the same 

time. This will provide good information for oral examination and treatment plan.  
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The following are samples of images acquired by each respective sub-modes of the panoramic 

mode. 

TMJ Open/Close image(75kV, 8mA) 

 

The imaging area: Temporomandibular Joint, with the mouth closed or open 

The primary purpose: to diagnose TMJ and its surround 

 

Sinus image(75kV, 8mA) 
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The following are samples of images acquired by each respective sub-modes of the Special 

panoramic mode. 

Segment Horizontal(75kV, 8mA) 

 

This imaging is performed for the same purposes as the standard panorama does. To reduce 

the radiation dose, only the teeth areas are exposed by limiting the collimator horizontally 

Segment Vertical(75kV, 8mA) 

 

This imaging is performed for the same purposes as the standard panorama does.  To reduce 

the radiation dose, the TMJ areas are not exposed intentionally by limiting the collimator 

vertically 
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Bitewing(75kV, 8mA) 

 

The bitewing imaging reduces the radiation dose greatly compared with the normal panoramic 

examination. This examination enables the interproximal space between the teeth to be 

minimized. 

Orthogonal(75kV, 8mA) 

 

The X-ray beam is perpendicular (orthogonal) to the jaw to reduce the radiation dose. But the 

imaging geometry is the same as in the standard panoramic imaging 

8. After the image acquisition, do the following: 

 Loosen the temples support and release the patient. 

 Remove the hygiene barrier from the bite block (For Panorama Standard mode). 

 For the next image capturing, press Return on the Touchpad screen to bring the rotating 

unit back to its initial position. 
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5. Acquiring CT/TMJ CT Image 

This chapter requires that the whole preparatory steps in Chapter 3 have already been completed. 

Otherwise, you would need to return to Chapter 3 to complete the whole process first before you 

proceed to this chapter. 

 

5.1 Setting the acquisition parameters 

From the PC, perform the following procedures to set the capture parameters for a specific patient 

and capture mode. The sample case herein presents that of taking images with FOV size 24x19. But 

note that the procedures are applicable to any FOV size in the same way. 

1. Click the Dental CT button from the main screen to open the next screen. Then the rotating unit 

will move to CT scanning mode. 
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2. Select a specific FOV size for CT. 

3. Select the voxel mode from either Standard or Application. 

4. Select the image quality with which acquisition is to be performed. – Normal, High. 

5. Select the MAR (Metal Artifact Reduction) mode, if needed. The MAR function reduces the 

appearance of metal from the actual tooth image. It is most effective when there are not more 

than 2 metal artifacts. Select the mode to either Normal or Metal. 

6. Select the patient gender from either Man, Women, Child, or Weak. Depending on the 

selected patient type, the default values of kVp and mA will be shown. 

 

It is sometimes necessary to adjust exposure parameters manually 

to accurately reflect the patient‟s unique bone structure and density. 

This is done through kVp/mA fine adjustments. 

Why: to improve the image quality 

How: 1. Change the tube voltage by +/- 1V resolution within 

tolerance +/-7% 

2. Change the tube current by +/- 0.1mA resolution within 

tolerance +/-7% 

 

7. Click the Confirm button for parameters to take effect. Then the Ready button will be blinking 

on and off to show that it is activated. This means that it is ready for X-ray exposure. Then the 

rotating unit of the equipment moves to its initial position for scanning. 

 

8. Guide the patient to the unit. Position the patient. Refer to section 5.2 Positioning the patient. 

Blinking 
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5.2 Positioning the patient 

< Preparing the patient to the physical features > 

1. Insert the headrest into the unit. 

2. Please adjust the height of the chair to fit the patient using the up/down arrows. 

3. Please adjust the chinrest. 

4. Adjust the Headrest to provide the best comfort to the patient. 

5. Use the Beam to properly position the patient. 
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< Patient Positioning > 

 

Patient positioning at CT imaging mode is virtually the same as that 

of standard and TMJ panoramic mode. 

The patient positioning method is the same for adult and pediatric 

patients. 

 

 

Correct positioning is a very important factor for capturing the best 

image possible. Good position will reduce the appearance of the 

cervical spine on the reconstructed image. 

 

 

Be careful not to project the Beam directly to the patient‟s eyes.  It 

can cause severe damages to the visual acuity. 

 

 

1. Never use the same hygienic cover two or more times─it should be 

disposable after single use  

2. The hygienic cover must be removed and replaced with an unused 

one for each patient 

3. For the chinrest(TMJ), sterilize this with medical-grade 76% alcohol 

disinfectant for the new patient 

 

 

1. Insert the normal chin support and 

bite block in the unit’s chinrest 

receptacle. Place a hygienic cover 

over the bite block. 

 

1-1. For TMJ CT imaging, insert the normal chinrest and bite block rod in hygienic cover on the chin 

rest or TMJ chinrest. For TMJ mode in FOV 120x90, only a normal chinrest must be used. 
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2. Loosen the Temple Support by 

turning the Temple Support Wheel at 

the rare of the patient support table. 

 

3. Have the patient remove all jewelries and metallic objects such as earrings, hair pins, 

spectacles, dentures, and orthodontic appliances. These items can cause shadow images that 

may obscure diagnosis. 

 

4. It is recommended that the patient wear a lead apron for protection against any possible scatter 

radiation. 

 

5. Move the Handle Frame outward by turning the lever. The lever is located at the bottom of the 

Handle Frame. Guide the patient to the unit facing the chin rest. Ask the patient to sit on the 

chair. Return the Handle Frame to its initial position then lock the lever. 

 

6. Adjust the height of chair to fit the patient using the chair up / down switch or LCD up/down 

button until the chinrest is on the level of the patient’s chin. Position the patient’s chin on the 

chinrest. 

120x90 80x60, 50x50 
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7. Make sure that the patient’s shoulders are level and the neck is relaxed. 

 

If the TMJ chinrest for FOV size 80x60 and 50x50 is being used, 

please follow the same positioning guide as shown in section 4.2.2 

TMJ panorama mode. 

 

8. Instruct the patient to bite the bite rod along the grooves using the upper and lower incisors. 

Ensure that the chin is in good contact with the chin support. 

 

9. The position of each horizontal light beam varies depending on the currently selected FOV size. 

Thus, it is required that the horizontal beam fall along the middle of the region of interest. 

The beam cannot be adjusted. So, to properly align the horizontal beam along the middle of the 

region of interest, adjust the height of the chinrest using the up/down buttons at the Touchpad 

screen. 
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Basic principle of Dental CT image acquisition 

The image area to be captured is 

based on the extent of the FOV 

size, centering on the intersection 

point of the vertical beam and the 

horizontal beam. The circle shown 

on the illustration surrounding the 

center of the intersection point 

indicates the range of FOV to be 

captured. 

 

1. For FOV 5X5, set the vertical/horizontal beams to the tooth to be 

captured as shown on the above figure. 

2. Shown are the correct positions of the horizontal beam at 

Occlusion Mode of FOV 8X6. 

 

3. For FOV 16x14 and 12X9, almost the entire teeth area will be 

captured, so set the horizontal laser beam to the occlusion. 

 

 

The light beam disappears by itself after a certain time lapse. If you 

press the „Beam‟ button at the Touchpad screen, the beam will be re-

activated. 

 

 

3cm 

3cm 
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10. Adjust the temples support to fit snugly on the patient’s temples by turning the temple support 

wheel button, which is located at the rear of the patient support table. The head should be 

immobilized using the temples support. 

 

11. It is time to fasten the patient’s head to the headrest so as not to move while imaging. 

a. Place the headrest belt around both the patient’s forehead and the headrest. 

Don’t get it through the hole. This hole is intended to be used for ENT(Ear, Nose Throat) 

mode examination. 

       

<Side View>                             <Top View> 

b. Adjust the height of the belt to the best position. 

c. Then fasten the belt tightly so as not to let the patient move while being scanned. 

 

12. Make sure that light beams are still positioned correctly corresponding to the imaging mode. 

Reposition them if necessary. 

 

13. Ask the patient to close the lips and to keep the tongue positioned towards the palate 

throughout the exposure cycle. Ensure that the patient’s eyes are closed. Tell the patient to not 

make any movement and to keep this state until scanning is completed. 
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14. Press the Ready button after the patient has been positioned. At this point, X-ray will not be 

exposed. The rotating unit will move to the selected CT imaging position. 

 

And now, the estimated DAP (Dose Area Product) value will be shown on the main display for 

the exposure you are going to take. The DAP value indicates the highest radiation dose the 

patient will be exposed to during the exposure. 

 

 

15. Proceed to section 5.3 Launching X-ray exposure. 
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5.3 Launching X-ray exposure 

To launch the X-ray emission, do following steps: 

 

In case a problem occurs during acquisition, press the red 

emergency stop button located on top of the handle frame to 

immediately stop the moving parts by turning off the power of all 

electrical components, and then release the patient safely from the 

machine. 

 

 

1. Leave the X-ray room and close the door. As an operator, you must maintain visual contact with 

the patient during acquisition. 

 

2. Start X-ray exposure using the exposure switch. Press and hold the button the exposure 

switch until the end of acquisition. Observe the LED lamp on top of the unit as it turns orange, 

indicating X-ray emission. The image will appear progressively on the capture program of the 

PC in real time. The illustration below shows the image acquisition process. 

EEmergency switch 
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3. The captured image will be reconstructed and will be converted into DICOM file format. 
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4. Finally, the acquired image will be displayed on split windows. You will be asked “Do you want 

to save the captured image?”. If yes, click OK; otherwise click Cancel, which usually is the 

case when you are not satisfied with the image result. 

 

 

5. Once acquisition is completed, the acquired image will be transferred to EasyDent. When you 

click the name of the patient in the patient list after imaging, the image list for that patient will be 

refreshed. The most recent captured image will appear on the leftmost part, as shown in the 

illustration below. 
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6. Double click on the CT image from the Thumbnail. Then, Ez3D2009, the 3D Viewer Program, 

will be executed automatically that will enable prompt analysis and diagnosis using the patient’s 

3D image. 

 

 

7. After image acquisition, do the following: 

 Loosen the temples support and headrest. Then release the patient. 

 Remove the hygiene barrier from the bite block. 

 For the next capturing, press Return at the Touchpad screen to bring the rotating unit back 

to its initial position. 
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7. Cleaning and Maintenance 

 

Always turn off the power to the machine and disconnect the 

equipment from main outlet before cleaning. 

 

7.1 Daily cleaning 

 Cleaning should be performed thoroughly for the items like handle frame, chin rest and bite 

block, TMJ support, Sinus support, Temple support, headrest, headrest band among other 

things, with which patients’ contacts frequently are made. 

 Do not use spray or solvent which many enter the device, causing damage to the electrical 

parts or forming inflammable mixtures. 

 Do not use abrasive liquids such as acetone, gas oil, which can deteriorate surfaces  

 Do not use cleaning products containing silicon. This tends to accumulate and possibly damage 

electrical contacts. 

 The touchpad screen can be cleaned with a soft cloth damped in a mild cleaning solution. 

 

The following table summarizes maintenance activities. 

Accessories Cleaning activity 

Bite block 
Sterilize the bite block with cold sterilization or autoclave up 

to 135 ℃ between the patients 

Temple support 

Hair oil and makeup could build up on this part. Sterilize the 

temple support with medical-grade 76% alcohol disinfectant 

between the patients 

Chin rests 
Sterilize these with medical-grade 76% alcohol disinfectant 

between the patients 
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8. Emergency Measures 

If a problem occurs while operating this system, take the following basic troubleshooting measures. 

If a problem persists, please request support through the customer support information service at 

the contact details appearing at the back of this manual. 

● If device is not moving 

Cause Resolution 

Power failure Check the power supply of the device. 

Initialization status Wait until the device has initialized and then try again. 

Control PC 

connection failure 

Check the connection status of Serial Port (RS232) that 

connects the PC and the device. 

 

● If exposure switch is not working 

Cause Resolution 

Ready status 
Check whether it is ready for capturing at the imaging 

program. 

 

● If imaging cannot be performed 

Cause Resolution 

Initialization status 
Wait until the device has initialized and then try again. If the 

same problem persists, turn it off and start again. 

 

● If laser beam is turned off by itself and patient alignment cannot be performed 

Cause Resolution 

The time allotted for 

alignment has expired. 

Press the LAMP Button again and then carry out patient 

positioning. 

 

 

Moisture may cause extensive damage to the electrical components 

of the system. Do not put liquids within the vicinity of the machine. 
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9. Disposal of the Units 

In order to reduce environmental contamination, this equipment is basically designed to be as safe 

as possible to use and dispose. Many parts inside and outside the system, except for some like X-

ray tube, are environment-friendly and can be recycled. 

All parts and components containing hazardous materials must be disposed of according to the 

regulation governing these issues. 

Part 
Main materials 

to be disposed 

Recyclable 

materials 

Waste 

disposal 

site 

Hazardous waste 

Needs separate 

collection 

Frame and 

covers 

Aluminum and 

plastics 
●   

Motors  ●   

Boards  ●   

Cables and 

transformer 

Copper ●   

Steel ●   

Oil  ●  

Packing 

Wood ●   

Cardboard ●   

Paper ●   

X-Ray tube    ● 

Sensor 

head 
Return the sensor head to VATECH Co., Ltd. 

Other parts   ●  
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Appendix 2 Exposure Time 

1. CT Examination Programs 

High: 24 sec / Normal: 15 sec 

 

2. Panoramic Examination Programs 

Mode Imaging mode Duration (in sec.) 

Standard (High) 

Normal 13.5 

Narrow 13.5 

Wide 13.5 

Child 11.2 

Standard (Normal) 

Normal 9.7 

Narrow 9.7 

Wide 9.7 

Child 8.2 

TMJ 

Lateral 8.0 

Pa 6.5 

Sinus 

Lateral 7.0 

Pa 10.8 

Special 

Segment Horizontal 13.5 

Segment Vertical 10.2 

Bitewing 11.6 

Orthogonal 13.5 
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Appendix 3 Image Reconstruction Time 

<Dental CT mode> 

FOV Mode Voxel size 
Scan time 

(sec) 

Recon. 

time(sec) 

Reconstruction 

time  

(Metal function) 

240X190 

0.2*0.2*0.2 

High (24) 221 

It takes twice the 

time compared to 

reconstruction 

without metal 

function. 

Normal (15) 170 

0.3*0.3*0.3 

High (24) 125 

Normal (15) 88 

160X140 

0.2*0.2*0.2 

High (24) 94 

Normal (15) 73 

0.3*0.3*0.3 

High (24) 51 

Normal (15) 36 

120X90 

0.2*0.2*0.2 

High (24) 28 

Normal (15) 21 

0.3*0.3*0.3 

High (24) 20 

Normal (15) 14 

80X60 

0.12*0.12*0.12 

High (24) 21 

Normal (15) 18 

0.2*0.2*0.2 

High (24) 11 

Normal (15) 8 

50X50 

0.08*0.08*0.08 

High (24) 22 

Normal (15) 19 

0.12*0.12*0.12 

High (24) 13 

Normal (15) 10 
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Image reconstruction time can vary depending on the computer 

specification and/or its working condition. 

These data was obtained on the computer system: HP Workstation 

XW 8600, Windows XP ENG, 4GB RAM, NVIDIA GTX 260 (896MB) 

RAM 
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Appendix 4 Test report for leakage X-ray 

dose of PaX-Zenith3D 

4.1 Test Standard 

The leakage radiation at 100cm distance from focus of X-ray in Maximum status should be less than 

2.59*10-5C/kg (100mR/hr) according to IEC 60601-1-3, Test method for leakage of X-ray. 

 

4.1.1 Reference: Other Test Standard 

Test Company According to Standard 

IEC 60601-1-3 Less than 100mR/hr 

JIS 4704:200 Less than 100mR/hr 

 

4.2 Test Equipment & Certificate of Calibration 

4.2.1 Test Equipment 

Description Manufacturer Model Serial No 

Survey Meter 

VICTOREEN Electrometer 660 101114 

VICTOREEN Ion Chamber 660-5 101377 

Pb Panel/5mm VATECH - - 
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4.2.2 Certificate & Calibration 

Calibration No F660-5-101377-10-12-07 

Calibration Subject Survey Meter 

Serial No. 101114/101377 

Data of Calibration Oct. 12. 09 

Calibrated by Global Calibration Laboratory 

 

Ex) 

 

  

180° 

0° 

270° 90° 

135° 225° 

315° 45° 

Sensor 

X-ray Source 
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<Leakage Radiation (Raw Data) of PaX-Zenith3D (CT)> 

Exp No Direction data Exp No Direction data Exp No Direction data 

1.0 

0° 

13.0 1.0 

140° 

8.6 1.0 

210° 

8.4 

2.0 13.0 2.0 9.6 2.0 10.3 

3.0 13.0 3.0 10.1 3.0 10.1 

4.0 13.0 4.0 9.6 4.0 10.3 

5.0 13.0 5.0 10.1 5.0 10.1 

S 13.0 S 9.6 S 9.8 

Exp No Direction data Exp No Direction data Exp No Direction data 

1.0 

45° 

8.6 1.0 

150° 

9.1 1.0 

220° 

6.7 

2.0 8.6 2.0 10.1 2.0 8.2 

3.0 8.6 3.0 10.8 3.0 8.2 

4.0 8.6 4.0 10.8 4.0 8.2 

5.0 8.6 5.0 10.8 5.0 8.2 

S 8.6 S 10.3 S 7.9 

Exp No Direction data Exp No Direction data Exp No Direction data 

1.0 

90° 

13.3 1.0 

160° 

11.0 1.0 

230° 

5.8 

2.0 13.3 2.0 12.7 2.0 7.0 

3.0 13.3 3.0 13.0 3.0 7.0 

4.0 13.3 4.0 13.0 4.0 7.0 

5.0 13.3 5.0 13.0 5.0 7.0 

S 13.3 S 12.5 S 6.8 

Exp No Direction data Exp No Direction data Exp No Direction data 

1.0 

100° 

7.6 1.0 

170° 

12.2 1.0 

240° 

11.0 

2.0 7.6 2.0 14.2 2.0 11.5 

3.0 7.6 3.0 14.4 3.0 12.0 

4.0 7.6 4.0 14.4 4.0 12.0 

5.0 7.6 5.0 14.4 5.0 12.0 

S 7.6 S 13.9 S 11.7 

Exp No Direction data Exp No Direction data Exp No Direction data 

1.0 

110° 

7.2 1.0 

180° 

80.1 1.0 

250° 

10.6 

2.0 7.6 2.0 83.8 2.0 12.5 

3.0 7.6 3.0 83.8 3.0 12.3 

4.0 7.6 4.0 83.8 4.0 12.5 

5.0 7.6 5.0 83.8 5.0 12.3 

S 7.5 S 83.1 S 12.0 
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Exp No Direction data Exp No Direction data Exp No Direction data 

1.0 

120° 

4.7 1.0 

190° 

73.9 1.0 

260° 

3.6 

2.0 6.5 2.0 74.8 2.0 5.3 

3.0 6.1 3.0 74.8 3.0 5.3 

4.0 6.5 4.0 74.8 4.0 5.3 

5.0 6.1 5.0 74.8 5.0 5.3 

S 6.0 S 74.6 S 5.0 

Exp No Direction data Exp No Direction data Exp No Direction data 

1.0 

130° 

6.5 1.0 

200° 

14.7 1.0 

270° 

5.0 

2.0 8.6 2.0 14.6 2.0 6.2 

3.0 8.4 3.0 14.0 3.0 6.5 

4.0 8.6 4.0 14.6 4.0 6.5 

5.0 8.4 5.0 14.0 5.0 6.5 

S 8.1 S 14.4 S 6.1 

Exp No Direction data Exp No Direction data Exp No Direction data 

1.0 

下 

45.4 1.0 

上 

1.1 1.0 

315° 

12.0 

2.0 48.0 2.0 1.1 2.0 14.2 

3.0 48.2 3.0 1.1 3.0 14.2 

4.0 48.0 4.0 1.1 4.0 14.2 

5.0 48.2 5.0 1.1 5.0 14.2 

S 47.6 S 1.1 S 13.8 
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4.3 Test Result by Each Mode 

4.3.1 Maximum Tube Voltage & Current of PaX-Zenith3D for Test: 

120kVp/10.0mA 

4.3.2 Table 

Mode Digital CT Mode 

Direction mR/hr mGy/hr 

0° 13.0 0.112752 

45° 8.6 0.075168 

90° 13.3 0.115884 

100° 7.6 0.065772 

110° 7.5 0.0651456 

120° 6.0 0.0519912 

130° 8.1 0.0705744 

140° 9.6 0.08352 

150° 10.324 0.0898188 

160° 12.54 0.109098 

170° 13.92 0.121104 

180° 83.06 0.722622 

190° 74.62 0.649194 

200° 14.38 0.125106 

210° 9.84 0.085608 

220° 7.9 0.06873 

230° 6.76 0.058812 

240° 11.7 0.10179 

250° 12.04 0.104748 

260° 4.96 0.043152 

270° 6.14 0.053418 

315° 13.8 0.119712 
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Appendix 5 Effective Dose chart 

 

 

 

 

 

 

 

 

 

 

 

 

 

 

 

 

 

 

 

 

  

Standard High (13.53 sec) 

kVp 
mA 

5 6 7 8 

65 667.6 788.4 889.7 961.7 

70 695.1 816.7 944.5 1074.0 

75 799.2 924.1 1027.0 1199.0 

X-ray Dose mR 

Standard High Child (11.67 sec) 

kVp 
mA 

5 6 7 8 

65 492.4 576.9 657.9 772.8 

70 582.5 685.0 782.3 871.4 

75 695.9 840.5 935.0 1040.0 

X-ray Dose mR 

Standard Normal Child (8.65 sec) 

kVp 
mA 

5 6 7 8 

65 389.2 460.9 518.4 583.9 

70 459.4 503.7 577.1 666.4 

75 547.6 634.4 702.1 775.9 

X-ray Dose mR 

Standard Normal (10.3 sec) 

kVp 
mA 

5 6 7 8 

65 461.7 510.6 581.4 660.9 

70 561.2 643.8 708.6 778.3 

75 564.8 662.2 748.6 868.9 

X-ray Dose mR 

TMJ LAT open/close (3.505+3.483 sec) 

kVp 
mA 

5 6 7 8 

65 311.3 369.3 415.5 484.4 

70 349.1 417.8 481.3 560.8 

75 400.4 480.7 542.3 632.1 

X-ray Dose mR 

TMJ PA open/close (3.511+3.511 sec) 

kVp 
mA 

5 6 7 8 

65 302.0 361.4 408.2 465.9 

70 345.1 407.6 463.9 540.0 

75 400.4 476.5 540.4 616.1 

X-ray Dose mR 
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Sinus LAT (6.49 sec) 

kVp 
mA 

5 6 7 8 

65 167.7 191.8 220.2 244.4 

70 189.9 216.8 248.9 275.6 

75 211.5 241.5 277.0 306.6 

X-ray Dose mR 

Sinus PA (10.82 sec) 

kVp 
mA 

5 6 7 8 

65 392.9 467.5 520.2 568.1 

70 423.8 486.5 547.2 630.3 

75 496.2 582.4 650.3 727.0 

X-ray Dose mR 

Segment Horizontal (13.53 sec) 

kVp 
mA 

5 6 7 8 

65 679.9 782.2 866.6 966.3 

70 736.5 857.7 962.6 1108.0 

75 848.6 1069.0 1166.0 1270.0 

X-ray Dose mR 

Segment Vertical (10.53 sec) 

kVp 
mA 

5 6 7 8 

65 502.3 613.7 703.5 779.6 

70 589.1 689.4 777.6 895.7 

75 684.6 805.1 908.8 1029.0 

X-ray Dose mR 

Bitewing (5.887+5.887 sec) 

kVp 
mA 

5 6 7 8 

65 510.7 610.1 674.3 754.1 

70 557.1 650.9 731.7 852.9 

75 648.0 771.0 869.7 984.4 

X-ray Dose mR 

Orthogonal (14.07 sec) 

kVp 
mA 

5 6 7 8 

65 687.2 808.6 911.1 1050.0 

70 781.6 912.0 1046.0 1183.0 

75 904.5 1062.0 1224.0 1350.0 

X-ray Dose mR 
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Appendix 6 Measured CTDI 

6.1 Measured CTDI (CT) 

  24x19 16x14 12x9 8x6 5x5 

Weak 

95kVp 

5.8mA 

15 sec 

Center 239.00 231.00 182.00 117.00 77.90 

A 262.00 228.00 166.00 81.50 39.90 

B 250.00 235.00 162.00 86.30 35.50 

C 263.00 273.00 176.00 95.40 48.50 

D 264.00 256.00 174.00 81.00 56.80 

CTDIw 2.20 2.11 1.51 0.84 0.49 

Weak 

120kVp 

6.0mA 

15 sec 

Center 227.00 350.00 275.00 177.00 117.00 

A 355.00 310.00 224.00 111.00 58.10 

B 340.00 321.00 219.00 120.00 48.70 

C 359.00 230.00 239.00 128.00 65.60 

D 359.00 346.00 236.00 109.00 76.90 

CTDIw 2.71 2.77 2.13 1.19 0.70 

Adult 

95kVp 

6.4mA 

15 sec 

Center 266.00 258.00 204.00 131.00 87.10 

A 290.00 254.00 185.00 90.60 47.40 

B 278.00 262.00 180.00 98.50 39.20 

C 293.00 301.00 196.00 105.00 53.60 

D 294.00 284.00 194.00 89.90 63.30 

CTDIw 2.45 2.34 1.69 0.94 0.55 

Adult 

120kVp 

6.9mA 

15 sec 

Center 408.00 393.00 311.00 199.00 132.00 

A 400.00 394.00 253.00 125.00 65.60 

B 384.00 362.00 247.00 135.00 54.70 

C 403.00 415.00 269.00 143.00 74.10 

D 408.00 391.00 260.00 123.00 87.10 

CTDIw 3.50 3.40 2.39 1.34 0.79 

Pediatric 

95kVp 

5.8mA 

15 sec 

Center 237.00 228.00 180.00 113.00 78.00 

A 259.00 228.00 162.00 82.00 41.00 

B 248.00 230.00 161.00 84.00 37.00 

C 259.00 270.00 174.00 93.00 50.00 

D 260.00 251.00 171.00 80.00 54.00 

CTDIw 2.18 2.08 1.49 0.82 0.49 
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(Dose unit: mR, CTDI unit: mGy) 

Measuring Equipment: Victoreen Model 660, PMMA Head Phantom+Ion Chamber Probe(KTL) 
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6.2 Measured CTDI (ENT+A3) 

  24x19 18x16 16x7 24x19(24s) 

Weak 

95kVp 

5.8mA 

15 sec 

Center 257.00 257.00 176.00 420.00 

A 300.00 288.00 195.00 492.00 

B 265.00 264.00 172.00 472.00 

C 272.00 270.00 185.00 474.00 

D 310.00 283.00 196.00 448.00 

CTDIw 2.41 2.35 1.60 3.95 

Weak 

120kVp 

6.0mA 

15 sec 

Center 394.00 388.00 265.00 636.00 

A 405.00 390.00 263.00 664.00 

B 361.00 359.00 234.00 641.00 

C 371.00 367.00 250.00 641.00 

D 419.00 386.00 264.00 611.00 

CTDIw 3.40 3.30 2.23 5.55 

Adult 

95kVp 

6.4mA 

15 sec 

Center 291.00 286.00 195.00 468.00 

A 333.00 320.00 217.00 547.00 

B 294.00 294.00 191.00 525.00 

C 302.00 298.00 206.00 527.00 

D 344.00 317.00 218.00 498.00 

CTDIw 2.69 2.61 1.77 4.40 

Adult 

120kVp 

6.9mA 

15 sec 

Center 447.00 439.00 298.00 716.00 

A 456.00 439.00 297.00 748.00 

B 406.00 406.00 263.00 721.00 

C 416.00 413.00 283.00 721.00 

D 473.00 435.00 298.00 786.00 

CTDIw 3.84 3.73 2.52 6.39 

Pediatric 

95kVp 

5.8mA 

15 sec 

Center 255.00 250.00 170.00 411.00 

A 297.00 280.00 190.00 487.00 

B 255.00 258.00 167.00 465.00 

C 264.00 265.00 180.00 465.00 

D 300.00 279.00 190.00 440.00 

CTDIw 2.36 2.29 1.55 3.88 

 

(Dose unit: mR, CTDI unit: mGy) 

Measuring Equipment: Victoreen Model 660, PMMA Head Phantom+Ion Chamber Probe(KTL) 
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Appendix 7 Recommended X-ray 

exposure table 

Panoramic Standard / Special 

Gender/Figure Hard Normal Soft 

Man 76 kVp, 8 mA 75 kVp, 8 mA 74 kVp, 8 mA 

Woman 74 kVp, 8 mA 73 kVp, 8 mA 72 kVp, 8 mA 

Pediatric 70 kVp, 8 mA 70 kVp, 7 mA 68 kVp, 7 mA 

 

Dental CT  

Gender/Figure High Normal 

Adult 105 kVp, 5.5 mA 95 kVp, 7.5 mA 

Weak 105 kVp, 5.0 mA 95 kVp, 7.0 mA 

Pediatric 95kVp, 5.8 mA 95kVp, 5.8 mA 
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Copyright by © 2010 VATECH 

 

The information in this document is subject to change without notice and does not 

represent a commitment on the part of the vendor. 

This document contains materials protected under International Copyright Laws. All 

rights reserved. No part of this manual may be reproduced, transmitted, or 

transcribed without the expressed written permission of the manufacturer and 

authors of this manual. 

If the device is not properly set causing it to malfunction or fail, we cannot 

guarantee any responsibility. 

 

VATECH 

Tel +82-1588-9510 

Email gcs@vatech.co.kr 

Head Quarters 473-4, Yun-Min Bldg., Bora-dong, Giheung-gu, Yongin-si, 

Gyeonggi-do, Korea 

Factory 23-4, Seogu-dong, Hwaseong-si, Gyeonggi-do, Korea 

 

 CE symbol grants the product compliance to the European 

Directive for Medical Devices 93/42/EEC as amended by 2007/47/EC. 
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Notice 

Thank you for purchasing the PaX-i3D Ortho (TON-95LH) extra-oral imaging system. 

This manual describes how to operate the PaX-i3D Ortho (TON-95LH) system. It is recommended 

that you thoroughly familiarize yourself with this manual in order to make the most effective use of 

this equipment. 

Observe all cautions, safety messages and warnings which appear in this manual. 

Due to a constant technological improvement, the manual may not contain the most updated 

information, subjecting to change without prior notice to the persons concerned. For further 

information not covered in this manual, please contact us at: 

VATECH Co., Ltd. 

Phone: +82-1588-9510 

E-mail: gcs@vatech.co.kr 

 

This document is originally written in English. 

The PaX-i3D Ortho (TON-95LH) is referred to as Equipment in this manual. 

 

Manual Name: PaX-i3D Ortho (Model: TON- 95LH) User Manual 

Version: 1.0.0  

Publication Date: 2013-7 
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1 General Information 

1.1 Manufacturer's Liability 

The manufacturers and/or retailers of this equipment assume responsibility for the safe and normal 

operation of this product only when: 

 The equipment has been installed by a VATECH authorized technician. 

 The equipment has been installed in accordance with all of the cautions and conditions for 

installation. 

 Genuine VATECH approved equipment and components have been used at all times. 

 All maintenance and repairs have been performed by a VATECH authorized agent. 

 The equipment has been used normally in accordance with the user's manual. 

 The equipment damage or malfunction is not the result of an error on the part of the owner or 

operator. 

 

1.2 Owner and Operator's Obligations 

 The owner of this equipment shall perform constancy tests at regular intervals in order to ensure 

patient and operator safety. These tests must be performed in accordance with local X-Ray 

safety regulations. 

 The owner of this equipment shall perform regular inspection and maintenance of the 

mechanical and electrical components in this equipment to ensure safe and consistent 

operation (IEC 60601-1). 

The owner of this equipment shall ensure inspection and cleaning works are performed in 

accordance with the maintenance schedule outlined in Chapter 9 Cleaning and Maintenance. 
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1.3 Conventions in this Manual 

The following symbols are used throughout this manual. Make sure that you fully understand each 

symbol and follow the instructions which accompany it. 

To prevent personal injury and/or damage to the equipment, please observe all warnings and safety 

information included in this document. 

 

WARNING 

Indicates information that should be followed with the 

utmost care. Failure to comply with a warning may result 

in severe damage to the equipment or physical injury to 

the operator and/or patient. 

 

CAUTION 
Indicates a situation that demands prompt and careful 

action, a specific remedy, or emergency attention. 

 

X-RAY Indicates a possible danger of exposure to radiation. 

 

IMPORTANT 
Indicates a situation or action that could potentially cause 

problems to the equipment and/or its operation. 

 

NOTE 
Emphasizes important information or provide useful tips 

and hints. 

 

SINGLE USE 
Indicates a component which must be replaced for each 
new patient. 
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2 Warnings and Precautions 

 

Be sure to strictly observe all warnings and safety instructions 

included in this manual. 

 

2.1 General Safety Precautions 

 

Operator qualifications 

This equipment may only be operated by personnel fully trained in its operation. 

 To operate this equipment, all operators must: 

 have read and understood the user's manual 

 be familiar with the fundamental structure and functions of this equipment 

 be able to recognize irregularities in the operation of this equipment and implement 

appropriate measures to remedy such irregularities. 

 

General safety precautions 

 Follow the instructions specified in this manual to ensure the safety of both the patient and the 

operator. 

 The operator must maintain visual contact with the patient at all times during imaging. 

 Do not open or remove the cover panels on this equipment. Always have a trained and 

authorized service technician carry out inspection and maintenance of this equipment. 

 Do not place foreign objects on this equipment at any time. 

 Do not place any objects within this equipment's field of operation. 

 Operators must ask the patient to remain still until the equipment arm has stopped moving and 

the reset motion is complete. 

 Observe all local fire regulations. Always keep a fire extinguisher near the equipment. 
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 The operator of this equipment must be familiar with this equipment's emergency protocols. 

 Ensure that this equipment is kept away from water, moisture, or foreign substances at all times. 

 If this product is exposed to water, moisture, or a foreign substance, immediately turn off all 

power to the equipment and contact your VATECH technical support representative. 

 Immediately cease all operation of this equipment if there are signs of oil leakage and contact 

you VATECH technical support representative. 

 External equipment intended for connection to signal input, signal output or other connectors, 

shall comply with relevant IEC Standard (e.g., IEC60950 for IT equipment and IEC60601-

1series for medical electrical equipment). 

In addition, all such combination-system-shall comply with the standard IEC60601-1 and/or 

IEC60601-1-1 harmonized national standard or the combination. If, in doubt, contact qualified 

technician or your local representative. 

 

Ventilation 

 Do not obstruct the equipment's ventilation for air opening. Improper ventilation could result in 

the equipment overheating due to a lack of air circulation. 

 Do not spray any type of liquid or aerosol on this equipment as this may penetrate the system 

and damage the electrical and mechanical components inside. 

 Always leave a sufficient amount of space around the PC to allow for proper ventilation. 

 

Hygiene 

 

Always disconnect the equipment from the power outlet when 

disinfecting the surfaces of the equipment. 

 

 

Do not use aerosol or spray cleaning agents directly on the surface 

of the equipment. 

 

 All removable patient support components can be cleaned using alcohol-based cleaning 

solutions. 
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 Other surfaces of the equipment can be cleaned using a soft cloth dampened with a mild 

cleaning solution. 

 Disinfect the components of the equipment that come into contact with the patient or the 

operator after each exposure. 

 The user should apply single use disposable barrier membranes to all other patient contacting 

surfaces, and these barriers must be removed and replaced with unused barriers for each 

patient. 

  

Condensation 

 Extreme fluctuations in temperature may cause condensation to develop inside the equipment. 

Do not turn on the equipment until it has reached room temperature. 

 

Cooling 

 Allow the proper amount of cool down time (for the X-Ray tube to cool down) to elapse between 

each image acquisition. 

Mode of operation: Continuous operation with intermittent loading. 

Exposure time: Max. 24 s / Resting time: 10 min. 

 

 If the temperature inside the tube head reaches 60 °C, X-Ray exposure will cease and an error 

message will be displayed. Normal X-Ray capabilities will resume after the generator reaches 

58 °C (136.4   . 

 If the fan (optional) is installed, it operates automatically when the temperature surrounding the 

tube head reaches the pre-defined level: 40    (104   ). The set point temperature is 

configurable. 

 

Turning the equipment on / adjusting the height of the equipment 

 Do not position the patient in the equipment while it is initiating as the patient could be injured if 

the equipment malfunctions. 

 Ensure that the patient is kept clear of the mechanism while adjusting the height of the 

equipment. 
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Emergency stop 

 If a problem occurs during image acquisition, press the red Emergency stop switch to 

immediately stop all moving parts and cut off all power to the equipment. 

 

Trouble-free operation 

 Never use this equipment in an environment that is susceptible to explosion. 

 Always operate the equipment within a temperature range of 10 °C to 35 °C (50            for 

the safe operation. Image quality may deteriorate if the equipment is operated outside of this 

range. 

 Always allow the equipment sufficient time to warm up (while switched on) if it has been 

exposed to temperatures of below 10 °C (50   . 

 Only perform X-Rays of patients if system is in full working order.  

 Always ensure that equipment movement is not obstructed by the patient’s clothing, medical 

device (such as a wheelchair), or the patient themselves. 

 Do not leave the patient unattended around the equipment. 

 Remove all radio-controlled devices, mobile phones, etc. from the X-Ray room prior to image 

acquisition as these objects may cause the equipment to malfunction. 

 

Modifying the equipment 

 Modifying the equipment in any way which may affect the safety of the operator, patient or other 

persons is prohibited by law. 

 No part of this equipment is serviceable by the user. All maintenance and repair of this 

equipment must be performed by a qualified service technician. 

 This product may only be operated with original VATECH accessories or third-party accessories 

expressly approved by VATECH. 
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2.2 Electricity-related Safety Precautions 

 Check the status of the power source, PC and cables prior to operating the equipment. 

 Ensure that the on/off switch is set to off when the equipment is not in use. 

 Always disconnect the power supply before cleaning the equipment. 

 Always keep electrical cords away from hot appliances or radiators. 

 DO NOT place the PC or peripheral equipment connected to the PC in the immediate vicinity of 

the patient. 

 The equipment and PC should be connected to a common protective earth. 

 Never overload the equipment’s circuit by sharing it with too many appliances. 

 Use the same power circuit for the PC and the equipment. 

 

Combining this equipment with other devices 

 Do not connect this equipment to devices which are not part of the system. 

 Do not connect this equipment to a Multiple Portable Socket-Outlet (MPSO) or extension cord. 

 

Electromagnetic compatibility 

 The PaX-i3D Ortho (TON-95LH) X-Ray unit complies with IEC standard 60601-1-2. 

Medical electrical equipment is subject to special EMC preventive measures. It must be installed 

and operated as specified in the Installation Requirements document. 

If high-voltage systems, radio link systems or MRI systems are located within 5 m of the unit, 

please observe the specifications stated in the installation requirements. 

Portable and mobile RF communications equipment may interfere with medical electrical 

equipment. Therefore, the use of mobile wireless phones in medical offices or hospital 

environments must be prohibited. 

For more details, refer to the document Electromagnetic Compatibility Information. 

Please also observe the ESD (ESD: Electro-Static Discharge) protective measures described 

below. 
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Electrostatic Discharge 

Connector pins or sockets bearing ESD warning labels must not be touched or interconnected 

without observing ESD protective measures. 

 

ESD protective measures include 

 Procedures for preventing electrostatic charge build-up (e.g. air conditioning, air moistening, 

conductive floor coverings and non-synthetic clothing) 

 Discharge the electrostatic charges of your own body on the frame of the UNIT, the protective 

ground wire or large metallic objects. 

 Use the wrist band for grounding. 

                    

 

2.3 Radiation Safety 

 

Since rules and regulations concerning radiation safety differ 

between countries, it is the responsibility of the owner and/or 

operator of this equipment to comply with all applicable rules and 

regulations concerning radiation safety and protection in their area. 

 

 The operator must remain outside a shielded room during X-Ray exposure in order to protect 

himself/herself from radiation. 

 The patient must wear a lead apron with neck and thyroid protection during X-Ray exposure. 

 Children and pregnant women must consult with a doctor before X-Ray exposure. 

Electrostatic discharge (ESD) 
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 This equipment must be housed inside an X-Ray shielded room. 

 During imaging; the operator must maintain visual contact with the patient from outside the 

shielded area. 

 The operator should continuously check the status of the patient and the equipment during 

imaging. 

 The operator must immediately stop imaging if the equipment malfunctions. 

 The operator should be at least 2 m (6 feet) away from the equipment during imaging. 

 

As a manufacturer of radiology equipment that conforms to stringent 

protection standards around the world, we guarantee the maximum 

degree of protection against radiation hazards for our equipment. 
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2.4 Warnings 

The following warning statements should be obeyed with the utmost care. Failure to follow these 

warnings may cause severe damage to the equipment or physical injuries to the patient and/or 

operator. 

 

X-ray equipment is hazardous to the patients and operators if proper 

exposure safety measures and/or operating instructions are not 

observed. 

It is important to read this user manual carefully and strictly abide by 

all warnings and cautions stated within it. 

 

3D image should not be used for screening examinations. Each 

exam must be justified by demonstrating that the benefits outweigh 

the risk. 

 

Where it is likely that evaluation of soft tissues will be required as 

part of the patient’s radiological assessment, conventional medical 

CT or MR should be used instead of dental cone beam imaging. 

 

“Federal law restricts this device to sale by or on the order of dentist 

or with the descriptive designation of any other practitioner licensed 

by the law of the State in which he practices to use or order the use 

of the device." 

 

Lasers 

 The system incorporates Class 1 laser products. The light localizers used in this product are 

intended for correct patient positioning and must not be used for any other purpose. 

 For maximum safety, advise the patient not to look directly at the laser light. 

 While adjusting the patient, ensure that the laser light is not directed at the patient’s eyes. 

 

Risk of eye injury! 

Do not use this equipment with any other laser sources and do not 

make any changes to the settings or processes that are described in 

these operating instructions. 
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Cleaning 

 Never expose this equipment to liquids, mists or sprays. Exposing this equipment to liquids may 

cause an electrical shock or otherwise damage the system. 

 Do not use spray cleaners on this equipment, as this could cause a fire. 

During Operation 

 Never use this equipment in an environment that is susceptible to explosion. 

 Do not place flammable materials near this equipment. 

 Do not operate the PC while the equipment is performing an operation. Failure to comply with 

this instruction may result in system malfunction. 

 Immediately stop imaging if the equipment malfunctions in any way. 

 If a problem occurs during imaging, press the red Emergency stop switch located on top of the 

handle frame to immediately stop all moving parts and cut off all power to the equipment’s 

electrical components. 

 Never touch the patient while also touching the SIP/SOP connectors. 

 In order to avoid improperly balanced equipment, install the device on a flat surface to maintain 

stability. 

 If the equipment is not stable, property damage and/or personal injury may occur. 

 Do not push or pull the equipment. 

 Equipment should only be installed by an authorized technician, complying with proper 

installation procedures. 

 The medical electrical equipment or medical electrical system should not be used adjacent to or 

stacked with other equipment and that if adjacent or stacked use is necessary, the medical 

electrical equipment or medical electrical system should be observed to verify normal operation 

in the configuration in which it will be used. 

 the use of accessories, transducers and cables other than those specified, with the exception of 

transducers and cables sold by the VATECH of the medical electrical equipment or medical 

electrical system as replacement parts for internal components, may result in increased 

EMISSIONS or decreased IMMUNITY of EQUIPMENT or SYSTEM. 
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In case of electrical fire 

 Use only fire extinguishers designed for electrical fires to extinguish fires on this equipment. 

Liquid extinguishers, such as those which use water, could damage the equipment and/or 

cause injury. 

 Unplug the equipment’s power cable before extinguishing any fire. 
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3 PaX-i3D Ortho Imaging System Overview 

3.1 Introduction 

PaX-i3D Ortho (TON-95LH) is a dental digital imaging system that diagnoses the conditions 

related to the anatomical structure of oral and maxillofacial region by acquiring the 

superimposed images of Computed Tomography (CT) and 2D pictures taken with the built-in 

cameras. 

The PaX-i3D Ortho (TON-95LH) dental CBCT system may only be used by dentists, X-Ray 

technicians and other professionals who are licensed to perform X-Rays by the law of the region 

in which it is being used. (The TON-95LH may be used for ENT (Ear, Nose and Throat) 

examination in countries requiring the CE marking). 

The image acquisition system consists of the hardware and software.  

Hardware: X-Ray generator, image sensor, and the cameras. 

Software: the patient management, 3D image analysis, and imaging software. 

 

3.1.1 Intended Purpose 

PaX-i3D Ortho (TON-95LH) is a computed tomography x-ray system intended to produce cross-

sectional images of the oral anatomy in real time by reconstructing a three dimensional radiographic 

images from the same axial plane taken at different angles. It provides diagnostic details of the 

maxillofacial areas for a dental treatment in adult and pediatric dentistry. The system also utilizes 

carpal images for orthodontic treatment.  The device is operated and used by physicians, dentists, 

and x-ray technicians. 

 

3.1.2 System Components 

 PaX-i3D Ortho (TON-95LH) digital X-Ray equipment 

 PC system 

 EzDent-i: 2D viewer and patient management software 
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 Ez3D-I Ortho: 3D viewer (CT) 

 Imaging software 

3.1.3 Standards and Regulations 

Standards:  

The PaX-i3D Ortho (TON-95LH) is designed and manufactured to meet the following standards: 

IEC/EN/UL 60601-1, IEC/EN 60601-1-1, IEC/EN 60601-1-2, IEC/EN 60601-1-3, 

IEC/EN 60601-2-7, IEC/EN 60601-2-28, IEC/EN 60601-2-32, IEC/EN 60601-2-44 

ISO 9001, ISO 13485 

 

21 CFR 1020.30, 31, 33 

NEMA Standard publication PS 3.1-3.18, 2008 

X-Ray source assembly [DG-08B11S1] IEC 60601-2-28 (1993) 
 

 

 

 

 

Classifications (IEC60601-1 6.1): 

Protection against the ingress of water: Ordinary Equipment: IPX0 

Protection against electric shock: Class 1 equipment, Type B Applied Parts 

 

 

  

The CE symbol grants this equipment compliance with the 

European Directive for Medical Devices 93/42/EEC as amended by 

2007/47/EC as a class IIb device. 

UL symbol grants this equipment compliance with the UL 60601-1 / 

CAN/CSA C22.2 No.601.1 
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3.2 Imaging System Structure 

 

 

External equipment intended for connection to signal input, signal 

output or other connectors, shall comply with relevant IEC Standard 

(e.g., IEC60950 for IT equipment and IEC60601-1series for medical 

electrical equipment). 

In addition, all such combination-system-shall comply with the 

standard IEC60601-1 and/or IEC60601-1-1 harmonized national 

standard or the combination. 

If in doubt, contact a qualified technician or your local VATECH 

representative. 
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3.3 General View of the PaX-i3D Ortho 

 

 

No. Item Details 

1 X-RAY DETECTOR CT imaging sensor 

2 HEAD SUPPORT Support the patient’s head while imaging 

3 EMERGENCY SWITCH 
Cuts off all power to the equipment in case of 

emergency 

4 POWER ON/OFF SWITCH Turns the equipment on or off 

5 CHAIR 

Chair for patient positioning 

- Moves up or down by the up / down buttons 

on the Control Panel. 

4 

5 

11 

1 

7 

2 

3 

6 

9 

8 

10 

12 

13 
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No. Item Details 

6 LED LAMP 

Indicates current exposure activity. 

- Green: Ready 

- Orange: X-Ray ON 

7 ROTATING UNIT 
Rotates around the patient’s head during exposure 

(depending on the imaging mode). 

8 X-RAY TUBE The source of X-Ray emission. 

9 TOUCH SCREEN 
Enables the user to interact directly with what is 
displayed. 

10 CONTROL PANEL 

Allows the operator to control certain functions of 

the equipment and displays operational 

parameters. For more details, refer to 3.3.1 

Control Panel and 3.3.2 Touch Screen 

11 STATIONARY COLUMN The portion of the column fixed to the base. 

12 
CHAIR SUPPORT 

COLUMN 
Moves the chair up or down for patient positioning. 

13 BASE Used to balance and stabilize the equipment. 

 

Spare Chair for Child 

 

 

 

 
 
  

- Removable 

- Equipped with safety belt 

 

Spare chair for child (optional) 

Chair - Maximum Capacity:  

- Maximum Seat Lifting Capacity: Not to exceed 200 kg. 
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3.3.1 Control Panel  

 

 

 

 

 

 

 

No. Buttons 

1 Alignment Light (Laser light) On / Off 

2 

Ready 

- Indicates that parameter settings and the patient alignment are 

finished and imaging is ready 

3 Chair Height Up 

4 Chair Height Down 

5 Rotating Unit - Forward 

6 Rotating Unit - Back 

  

2 

1 

3 

6 

 

5 

4 
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3.3.2 Touch Screen 

You can configure the parameter settings in each mode using the touch screen. The touch screen 

on the equipment and the imaging program (See 4.3 Imaging Software Overview) on the PC are 

synchronized in real time, and display the same parameter settings. 

 

Never use pointed objects, such as a ballpoint pen or pencil, to manipulate 

the LCD screen as they could scratch or damage the LCD screen. 

 

 

Do not allow the patient to touch the touch screen on purpose or 

accidentally as this could produce erroneous results or put the patient 

and/or operator in danger. 

 

 

No. Function Description 

1 Patient Information Displays information about the selected patient. 

2 Imaging mode selection Select the imaging mode. 

3 Tube voltage UP / DOWN Adjustable              1 kVp  

5 

3 

4 

2 

1 

6 

7 
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No. Function Description 

4 Tube current UP / DOWN Adjustable Resolution   0.1 mA 

5 Quality mode selection 
Normal 9 sec 

High 9 sec 

6 Voxel Size (mm) 

Adult / Child 
Standard 0.3  

Application 0.4 

Dental Arch 
Standard 0.2 

Application 0.3 

7 MAR 

Skip _ 

MAR 
Metal Artifact 

Reduction 

 

 

Maximally allowed tube voltage / current: kVp ± 10 % / mA ± 20 % 

According to IEC60601-2-7. 

 

Mode FOV (cm) Description 

Adult (≥ 13) 24 x 21 Full Skull  

Child (≤ 12) 18 x 16.5 Full Skull  

Full Arch 12 x 9 Dental Arch 

Impression 24 x 21 Impression Scanning 

CARPUS 24 x 21 CARPUS 
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3.3.3 Laser Lights 

 

 

 

 

 

 

1, 2 

Exposure Range Confirmation Laser Light: used 

to identify exposure region  

1. Fixed  

2. Can be moved up to 

forehead 

3,4,5 Vertical Laser Light Fixed 

  

1 

2 

3 4 

5 

Up / Down 

Right Side View Left Side View Front View 
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3.3.4 The Exposure Switch 

The exposure switch allows the operator to control image acquisition from outside of the X-Ray 

room. Press and hold the exposure switch down until acquisition is complete. Premature release of 

the exposure switch will abort image acquisition. Pressing the exposure switch activates the orange 

indicator light to indicate that the X-Ray is being emitted. 

 

 

  

3.3.5 Emergency Stop Switch 

During operation, the following emergency situations may occur: 

 X-Ray emission continues after the exposure switch has been released 

 Injury to the patient or damage to the equipment 

 Other emergency situations 

 

If a problem occurs during image acquisition, press the red Emergency Stop Switch to immediately 

stop the moving parts and cut off all power to the equipment’s electrical components. 

To reset the Emergency Stop Switch, turn it clockwise until it pops up. 

 

Exposure Button 

Exposure Indicator light 

Green: Ready 

Orange: X-Ray On 
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3.3.6 Remote Controller (Optional) 

 

 

 

 

 

 

 

 

 

 

 

3.3.7 Components and Positioning Accessories 

Disinfect all accessories which come into direct contact with the patient using an alcohol-based 

solution and allow them to dry before use. 

Accessories 

1 Spare Chair (for Child) 

2 Wireless Remote Controller 

3 Camera Jig 

4 Impression Jig 

5 Reference Ear Plug 

6 Rotating Tool 

7 CARPUS Plate 

8 Hygienic Protective Covers: Head Support 

 

Ready 

Rotating Unit Forward / Back 

Chair Up/Down 

Laser Light ON / OFF 
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3.3.8 Marks and Symbols 

Symbols Description Location 

 
Alternate current _ 

 

Attention: consult accompanying documents Label 

 

Dangerous voltage Power board 

 

Protective earth (Ground) Power board 

 
Off (power: disconnect from the main switch) Main switch 

 
On (power: connect to the main switch) Main switch 

 

TYPE B Equipment Label 

 

Radiation hazard Label 

 

EC representative Label 

 

The CE symbol indicates that this product 

complies with the European Directive for 

Medical Devices 93/42/EEC as amended by 

2007/47/EC as a class IIb device. 

Label 

 

UL mark : UL 60601-1 / CAN/CSA 

C22.2 No.601.1 
Label 

 

Address where the equipment was 

manufactured 
Label 
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Symbols Description Location 

 

This symbol indicates that electrical and 

electronic equipment must not be disposed of 

as unsorted municipal waste and must be 

collected separately. 

Label 

 

This symbol warns ESD hazard. 
MCU board/ 

Board package 

 

This symbol indicates that this equipment is 

classified as a CLASS 1 LASER PRODUCT in 

accordance with IEC 60825-1 ED.1 

regulations. 

Label 
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4 Software Overview 

Three programs come with this equipment to acquire, process, and view the image: 

 EzDent-i: 2D viewer, analysis, and patient management 

 Ez3D-I Ortho: 3D Viewer and analysis 

 Imaging software: CBCT 

 

4.1 PC System Requirements (Recommended) 

 

 The PC system plays a large role in processing and viewing 

quality images. Image quality may be diminished if the PC 

specifications are not met. Please adhere to the requirements 

specified in the following table. 

 If necessary, upgrade your PC’s system configuration to meet 

the following specifications. 

 DO NOT place the PC or peripheral equipment connected to the 

PC in the immediate vicinity of the patient. 

 

Item HP LENOVO 

CPU 

Intel Xeon E5-1607 3GHz 1600 

4C or Faster 

Intel Xeon E5-1620 3.60GHz 4C 

or Faster 

RAM 8GB DDR3-1600 MHz ECC RAM 
8GB DDR3 1333MHz UDIMM-

Non ECC 

Hard disk drive 1TB SATA 7200 RPM 1st HDD 1TB SATA 7200 RPM 1st HDD 

Graphic board GTX660 TI 2.0GB GTX660 TI 2.0GB 

Ethernet interface Broadcom 5761 Gigabit Intel 82579 Gigabit 

Serial Port 

(RS232) 
HP Serial Port Adapter Kit  1 (On board) 

Power supply ≥ 600 Watts (90 % Efficiency) ≥ 610 Watts (85 % Efficiency) 
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4.2 EzDent-i 

As the basic imaging platform for all VATECH dental X-Ray equipment, EzDent-i is designed to be 

easy to use. The Imaging Program is interfaced with EzDent-i. Images acquired by the Imaging 

Program are imported directly into EzDent-i, where analysis and diagnosis can be performed 

quickly and easily. 

The screenshot below is of EzDent-i’s initial GUI window. 

 

For more details about patient search, refer to sections “5.3 Creating 

a New Patient Record” and “5.4 Retrieving Patient Records”. 

 

  

Slots 

1 PCI Express Gen3 x 8 Slot 

2 PCI Express Gen3 x 16 slot 

1 PCI Express Gen2 x 8 Slot 

1 PCI Express Gen2 x 4 Slot 

1 PCI Express Gen3 x 16 Slot 

1 PCI Express Gen2 x 4 Slot 

1 PCI Slot 
2PCI Slots 

CD/DVD drive 16XSuperMulti DVD Drive 
SATA DVD-ROM/DVD 

Recordable 

Monitor 19” 1280 x 1024 screen resolution 
19” 1280 x 1024 screen 

resolution 

Operating system Windows 7 Professional 64-Bit Windows 7 Professional 64-Bit 

Recommended 

system 
Z420 S30 
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4.3 Imaging Software Overview 

 

You can set the imaging parameters on either the touch screen or 

the imaging program running on the PC. They are synched in real 

time and display the same environmental settings. 

For more details on the Touch Screen, refer to “3.3.2 Touch Screen”. 

 

Imaging parameters can be set using the imaging program.  

 
 

 
 
 

 

 

1. Patient Information 

This displays information about the selected patient. 

1 

2 

3 

4 

5 6 7 8 9 10 

11 12 13 
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2. Scanning Status and Image Preview Window 

This shows image acquisition progression in real- time. 

3. Imaging Guide Window 

This displays various text instructions for the operator to follow. 

4. Imaging Mode 

Mode FOV (cm) Description 

Adult (≥ 13) 24 x 21 Full Skull  

Child (≤ 12) 18 x 16.5 Full Skull  

Full Arch 12 x 9 Dental Arch 

Impression 24 x 21 Impression Scanning 

CARPUS 24 x 21 CARPUS 

 

 

 

5. Tube Voltage and Current Adjustment 

If the patient is selected in EzDent-i, the default kVp/mA according to the patient’s information 

(gender/age) is displayed. 

This function enables the user to adjust the kVp and mA manually to control the dose exposure 

level more precisely, based on the individual patient’s characteristics to improve image quality.  

6. Image Quality. 
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Mode Scan Time 

High 9 s 

Normal 9 s 

 

 

 High: Higher quality image acquisition mode than ‘Normal’ mode. 

 Normal: Fast scan mode with low X-Ray dose. 

 

 For a regular CT image, the Normal Mode is recommended. 

 Under a doctor’s judgment, high quality mode may be considered 

for diagnosis  

 

Image Quality:  

The scan time for High Mode and Normal Mode is identical at 9 s.   

The image quality is determined through X-ray Duty control.  

 

High quality mode may generate more dose compared to the Normal 

mode.  

 

Especially, children and pregnant women must consult with a doctor 

before high quality mode X-ray exposure  

 

7. Voxel Size 

FOV (mm) Mode Voxel Size (mm) 

Adult 
Standard 0.3 

Application 0.4 

Child 
Standard 0.3 

Application 0.4 

Full Arch 
Standard 0.2 

Application 0.3 

 

8. MAR (Metal Artifact Reduction) 

This reduces the artificial effect generated by metallic materials in the scanned region for the 

image improvement. When it is selected, the image reconstruction time is doubled. 
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9. Ready  

This button is used when all aspects of preparation have done for image acquisition (including 

parameter settings and patient positioning) 

 

10. DB SAVE 

This button is save the image. 

If automatic save is selected as the default option, the image will be saved automatically. 

 

11. X-Ray Indicator 

X-Ray On Orange 

X-Ray Off Green 

 

12. Settings 

This Control Panel displays and sets various equipment-related parameters, including language, 

automatic save, DAP display unit, etc 

 
13. Exit 

This button exits the imaging program. 

 

Setting the default mode in the CBCT: 

 
The most frequently used mode under the Special Scan Mode / 

Image Quality, Voxel Size, Metal Artifact Reduction can be 

configured as the default, which requires the authority to 

change. 

To change the default mode, 

1. Ask the engineer in your region for the mode change. 

2. Re-run the imaging program after setting up the related 

parameters. 

 

The default mode, if any, specified in a specific country can't be 

changed for the user's intent. 
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5 Getting Started 

5.1 Turning on the PaX-i3D Ortho 

PaX-i3D Ortho (TON-95LH) imaging system consists of the Equipment and the Computer system.  

 
1. Before turning ON the equipment and PC system, double-check whether they are correctly 

connected and installed. 

2. Turn On the computer. 

3. Turn On the equipment. The power switch is located on the top of the chair support, as 

illustrated in the following figure. Note that the green light on the switch turns on. 

  

 

4. Insert the license key for Ez3D-i Ortho into the USB port on the back of PC. The license key for 

Ez3D-i Ortho must be attached to view or analyze the 3D images. 

 

 

The equipment should be ON at least an hour before an acquisition 

for optimal results. 

 

License key 

OFF 

ON  
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 Condensation could form inside the equipment if it is a different 

temperature than the surrounding room. Only turn on the 

equipment once it has reached room temperature. 

 Wait at least 20 seconds after the equipment has been turned off 

to turn it back on. 

 

 

 Do not position the patient in the unit while it is initiating. The 

patient could be injured if the equipment malfunctions. 

 
 

5.2 Running the Image Viewer 

EzDent-i are a basic imaging platform for all VATECH’s dental X-Ray equipments. The Imaging 

Program is interfaced with EzDent-i. 

On your desktop, double-click EzDent-i icon. The EzDent-i main window will be displayed. 

 

 

For further details on this subject, refer to the EzDent-i user manual. 

 

5.3 Creating a New Patient Record 

To create a new patient record, follow the procedures outlined below: 

EzDent-i 

1. Double click the EzDent-i icon on the desktop.  When the launching window appears, enter 

the password to execute EzDent-i software. 

 

 User Action 
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The default password of EzDent-i is ‘0000’.  The user may change the 

password at ‘Setting → General → USER PASSWORD’. 

 

2. Click the Add Patient icon from main GUI window. 

 

3.  Enter the required patient information. The Chart Number, E-Mail address, First Name, 

and Last Name are required fields. (The chart number fills in automatically.) 

 

 

4. Click Add to save the patient record. 
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EzDent-i Security 

User ID and password can be assigned to give permission to register, 

add, delete and modify patient information and diagnostic images.  The 

application of User ID and password authentication assures the 

accountability that the prescribed access process is being done by an 

authorized user. 

Authority Description 

Administrator Access to all functions, Add a new account and change 

account setting. 

Doctor Access to all functions except deleting patients.  

Staff Access to all functions except deleting or modifying patient 

image data and data export (Email) 
 

 

 

5.4 Retrieving Patient Records 

EzDent-i 

1. Enter the name or chart number of the patient to be searched on the Search pane and then click 

the Search button. The information on the patient that fits the search condition appears. 

 

 

Double-click the Keyboard icon to display the virtual keyboard with 

which you may search patient information. 

      

Enter 
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2. Double-click the patient information for more details about the patient, as shown below. 

 

  

Double click 
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5.5 Initiating the Imaging Program 

 

For a new patient, first register the patient information. 

 

EzDent-i 

 

1. Search and select the patient to be captured. 

 

 

2. Click Acquisition and select the imaging mode (CT, Panorama, or Cephalo). 

 

 

3. The main screen for the selected mode appears. (See 4.3 Imaging Software Overview). From 

the main screen, you can configure the imaging parameter settings prior to acquiring an image. 

Please proceed to the next chapter
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6 Acquiring CT Images 

This chapter requires all preparatory steps outlined in Chapter 5 to have already been completed. If 

you have not completed these steps, return to Chapter 5 and complete the process described there 

before performing the tasks outlined in this chapter. 

CT Imaging Flow Chart 
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6.1 Setting the Exposure Parameters 

 

You can set the imaging parameters on either the touch screen or 

the imaging program running on the PC. They are synched in real 

time and display the same environmental settings. 

 

Exposure Parameters 

Mode Adult Child Full Arch Carpus Impression 

Power kVp mA - - - 

Voxel Standard Application - - - 

Quality Normal High - - - 

MAR MAR Skip - - - 

 

MAR: Metal Artifact Reduction (The MAR function doubles image reconstruction time.) 

* Tube voltage and current variation range: 50 ~ 120 kVp, 4 ~ 10 mA 

 

 

Maximally allowed tube voltage / current: kVp        / mA        

according to IEC60601-2-7. 

 

 First, set the imaging mode and then confirm the patient’s information and the imaging 

parameters. 

 

Records processed under FOIA Request #2014-8555; Released by CDRH on 12-8-2015

Questions? Contact FDA/CDRH/OCE/DID at CDRH-FOISTATUS@fda.hhs.gov or 301-796-8118



 

44 

 

 

6.2 Positioning the Patient 

Follow the procedure outlined below to properly position the patient for CT scanning. 

 

Correct positioning is an important factor in capturing the best 

possible image. Proper positioning will reduce the appearance of the 

cervical spine in the image. 

 

 

Disinfect the Head support using an alcohol-based cleaning solution 

and wipe away all residues with dry cloth for each new patient. 

 

Before Positioning the Patient 

1. Ask the patient to remove all jewelry and metallic objects, such as earrings, hair pins, spectacles, 

dentures, and orthodontic appliances. These items can cause shadow images which could 

obstruct diagnosis. 

2. It is strongly recommended that the patient wear a lead apron to protect against scatter radiation. 

3. Have the patient sit on the chair comfortably facing forward and hold the handles. 

4. Adjust the patient chair height to the patient’s height using the up/down button or switch. 

 

 

 

 

 

 

 

 

 

 

Chair Height UP / DOWN buttons 
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Positioning the Patient 

5. Have the patient lean his/her head back against the Back Head Support Plate to secure. 

6. Place the Head Support at the proper position after flipping to front head to prevent the patient’s 

head from moving while imaging (See illustration below). 

7. Now gently turn the knob on the front of the Head Support to a point at which the patient feels 

secure. 

 

Do not secure the patient’s head too tightly to avoid putting 

pressure on the head. 

 

 

 

8. Ensure that the patient’s shoulders remain level and that his/her neck is relaxed. The cervical 

spine should be straight and upright. 

Alignment Laser Lights 

 

Neither the patient nor the operator should look into the laser 

light. Looking into the laser light may result in serious injury 

to the eye or blindness. 

 

When you adjust the chair height and arrange the patient’s positioning, align the laser lights 

correctly to acquire the best image of the area you’re interested in. 

 

9. On the control panel, click the laser light button to turn ON the Positioning laser light.  
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10. Press and hold the Chair Height UP / DOWN button or Rotating Unit FORWARD / BACK    

button to correctly position the patient using the 5 positioning laser lights. 

 

You can re-activate the laser positioning lights as needed. You can 

press the same button to turn OFF the laser beams, or wait 10 

minutes for the beams to turn OFF automatically. 

 

 

The horizontal light will vary in position according to the selected 

height of scan desired. 

 

 

 

 

 

 

      

 

 
[Laser light ON/OFF]     [Rotating Unit Forward / Back] 

 

 

- Misalignment of laser beams could result in acquiring an 

unintended image which positions at off-center.  

- If you don't adjust the laser lights for patient alignment, part of 

the image may be zoomed in or out or a ghost may appear in 

the image. 

 
11. Click the READY button after the patient has been properly positioned. No X-Ray will be emitted 

at this point. 
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Then the Rotating Unit will rotate 90 degree clockwise. 

 

6.3 Initiating X-Ray Exposure 

시계 방향 90도 회전   
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 Do not operate the PC during exposure. Failure to comply with 

this instruction may cause the system to malfunction. 

 The operator shall observe the X-Ray safety regulations 

applicable to their area at all times during the operation of this 

equipment. 

 The Operator should make every effort to keep the patient and 

their own radiation exposure as low as reasonably achievable.  

 

 

To acquire the best image possible, ask the patient not to: 

- Breathe or swallow saliva during image acquisition 

- Move during image acquisition 

 

1. Leave the X-Ray room and close the door. The operator must visually monitor the patient at all 

times during image acquisition.  

Taking a surface picture (2D) 

 

 If an emergency occurs during image acquisition, release the 

exposure switch to cease X-Ray emission. 

 Ensure that nobody is in the operator area or patient area. 

 

2. Press and hold down the exposure switch to start taking surface pictures (left / right). 

3. Click the TEXTURE (SAVE) button to save the pictures.  

 

Imaging the CT image (3D) 
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4. Press and hold down the exposure switch until image acquisition is complete. The Rotating Unit 

will rotate around the patient’s head. 

 

Proceed with image acquisition in CT mode within 30 seconds after 

taking a picture. Otherwise the imaging program terminates 

automatically. In this case you should restart imaging procedures 

from the beginning again. 

 

 

While scanning, the rotating unit turns 180 degrees clockwise and then does 180 degrees in 

reverse direction to reduce the waiting time for the next imaging. 

 

    

 

 

During X-Ray irradiation, ensure that  

- The LED lamp on top of the equipment turns orange to indicate X-Ray emission. 

- The warning lamp outside the X-Ray room turns on. 

- The announcement mode of either beep or music is initiated, depending on the set-up. 

Forward Reverse 

Exposure indicator light turns orange 

Orange: Exposure 
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- The radiation symbol on the upper left corner of GUI turns yellow to indicate X-Rays are 

being emitted. 

 

5. The captured CT image is automatically reconstructed and converted into a DICOM file. 

6. The superimposed image with the surface pictures and CT image appeared in the preview pane. 

7. If necessary, smoothen the image using the Smooth tool. 

8.  Click the Export (Save) button to store the file in the patient database. Once acquisition is 

complete, the image is automatically transferred to EzDent-i. 

 

For more details about 2D or 3D viewer, refer to EzDent-i, and Ez3D-I 

Ortho user manual. 

 

9. Loosen the Head support and release the patient after acquiring a CT image. 

 

 

X-Ray ON indicator 
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7 Acquiring image for the pediatric 

dental patient 

7.1 Age group: classification table 

Ages are classified loosely into the following correspondence between FDA definition and one used 

in this manual. 

Age Group FDA VATRECH’s Standard 

Infant 1 month to 2 years 
Child 

Child/Children 2 ~ 12 years of age 

Adolescent 12 ~16 years of age 

Adult Other 16 ~ 21 years of age 

Adult > 21 years of age 

The weak  The weak: >60 years of age  

 

7.2 Positioning the pediatric dental patient 

Use a cotton roll to fill in missing primary teeth or partially erupted permanent teeth. Adapt adult 

recommendation for direction of laser light beam guide for use with primary teeth. Observe laser light 

beam guide on both the right and left sides. 

1. Use laser light beam guide to locate mid sagittal plane. Direct patient focus to mirror reflection. 

Affix decal to mirror to aid patient in maintaining the correct position throughout exposure. 

Follow the procedure outlined below to properly position the patient for CT scanning. 

 

Correct positioning is an important factor in capturing the best 

possible image. Proper positioning will reduce the appearance of the 

cervical spine in the image. 
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Disinfect the Head support using an alcohol-based cleaning solution 

and wipe away all residues with dry cloth for each new patient. 

 

Before Positioning the Patient 

1. Ask the patient to remove all jewelry and metallic objects, such as earrings, hair pins, spectacles, 

dentures, and orthodontic appliances. These items can cause shadow images which could 

obstruct diagnosis. 

2. It is strongly recommended that the patient wear a lead apron to protect against scatter radiation. 

3. Have the patient sit on the chair comfortably facing forward and hold the handles. 

4. Adjust the patient chair height to the patient’s height using the up/down button or switch. 

 

 

 

 

 

 

 

 

Positioning the Patient 

1. Have the patient lean his/her head back against the Back Head Support Plate to secure. 

2. Place the Head Support at the proper position after flipping to front head to prevent the patient’s 

head from moving while imaging (See illustration below). 

3. Now gently turn the knob on the front of the Head Support to a point at which the patient feels 

secure. 

 

Do not secure the patient’s head too tightly to avoid putting 

pressure on the head. 

 

Chair Height UP / DOWN buttons 
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4. Ensure that the patient’s shoulders remain level and that his/her neck is relaxed. The cervical 

spine should be straight and upright. 

Alignment Laser Lights 

 

Neither the patient nor the operator should look into the laser 

light. Looking into the laser light may result in serious injury 

to the eye or blindness. 

 

When you adjust the chair height and arrange the patient’s positioning, align the laser lights 

correctly to acquire the best image of the area you’re interested in. 

 

1. On the control panel, click the laser light button to turn ON the Positioning laser light.  

2. Press and hold the Chair Height UP / DOWN button or Rotating Unit FORWARD / BACK    

button to correctly position the patient using the 5 positioning laser lights. 

 

You can re-activate the laser positioning lights as needed. You can 

press the same button to turn OFF the laser beams, or wait 10 

minutes for the beams to turn OFF automatically. 

 

 

The horizontal light will vary in position according to the selected 

height of scan desired. 
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[Laser light ON/OFF]     [Rotating Unit Forward / Back] 

 

 

- Misalignment of laser beams could result in acquiring an 

unintended image which positions at off-center.  

- If you don't adjust the laser lights for patient alignment, part of 

the image may be zoomed in or out or a ghost may appear in 

the image. 

 

 

7.3 Setting exposure values to the age group 

For more information about this topic, refer to the Appendices  3 Recommended X-Ray Exposure 

Table. 

 

7.4 The references pertinent to the potential risks for 

the pediatric patients 

1. I. ESPELID, I. MEJÀRE, K. WEERHEIJM: EAPD guidelines for use of radiographs in children, 

P40-48. European Journal  of Pediatric Dentistry 1/2003 
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Guidelines in dental radiology are designed to avoid unnecessary exposure to X-radiation and to 

identify individuals who may benefit from a radiographic examination. Every prescription of 

radiographs should be based on an evaluation of the individual patient benefit. Due to the 

relatively high frequency of caries among 5 year old children it is recommended to consider 

dental radiography for each child even without any visible caries or restorations. Furthermore, 

radiography should be considered at 8-9 years of age and then at 12-14, that is 1-2 years after 

eruption of premolars and second molars. Additional bitewing controls should be based on an 

overall assessment of the caries activity/risk. The high-risk patient should be examined 

radiographically annually, while a 2-3 years interval should be considered when caries activity/risk 

is low. Routine survey by radiographs, except for caries, has not been shown to provide sufficient 

information to be justified considering the balance between cost (radiation and resources) and 

benefit. 

 

2. MICHAEL L. TAYLOR, B.SC. TOMAS KRON, PH.D., AND RICK D. FRANICH, PH.D.: 

ASSESSMENT OF OUT-OF-FIELD DOSES IN RADIOTHERAPY OF BRAIN LESIONS IN 

CHILDREN, Int. J. Radiation Oncology Biol. Phys., Vol. -, No. -, pp. 1–7, 2010 

To characterize the out-of-field doses in pediatric radiotherapy and to identify simple methods by 

which out-of-field dose might be minimized, with a view to reducing the risk of secondary cancers 

Out-of-field doses to pediatric patients can be minimized by using simple treatment options, such 

as using the single-energy mode linear accelerator rather than the multimode, orienting the couch 

and collimator such that the patient lies along the x-plane and avoiding fields directed along the 

trunk of the body 

 

3. C. THEODORAKOU, K. HORNER, K. HOWARD, A. WALKER: Pediatric organ and effective 

doses in dental cone beam computed tomography 

 

 Dental CBCT has been associated with higher radiation risk to the patients compared to 

conventional dental X-Ray imaging. Several studies have investigated the radiation doses 

involved in dental CBCT for adults but none has looked into pediatric doses. This study 

estimates the organ and effective doses to two pediatric tissue-equivalent phantoms using 

thermo luminescent dosimeters for three dental CBCT units and six imaging protocols. The 

doses to the thyroid, salivary glands and brain ranged from 0.068mSv to 1.131mSv, 0.708mSv 

to 2.009mSv and 0.031mSv to 1.584mSv respectively. The skin and red bone marrow have 

received much lower doses than the other three organs. The effective doses ranged from 0.022 

mSv to 0.081 mSv. The effective doses calculated in this study were much higher than these of 

panoramic X-Ray imaging but lower than conventional CT 
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4. CHIYO YAMAUCHI-KAWAURA & KEISUKE FUJII & TAKAHIKO AOYAMA & SHUJI KOYAMA & 

MASATO YAMAUCHI: Radiation dose evaluation in head and neck MDCT examinations with a 

6-year-old child anthropomorphic phantom, Pediatr Radiol (2010) 40:1206–1214 DOI 

10.1007/s00247-009-1495-z 

 

Background: CT examinations of the head and neck are the most commonly performed CT 

studies in children, raising concern about radiation dose and their risks to children. 

 

Objective: The purpose of this study was to clarify radiation dose levels for children of 6 years 

of age undergoing head and neck multi-detector CT (MDCT) examinations.  

 

Materials and methods: Radiation doses were measured with small-sized silicon-photodiode 

dosimeters that were implanted at various tissue and organ positions within a standard 6-year-

old anthropomorphic phantom. Organ and effective doses of brain CT were evaluated for 19 

protocols in nine hospitals on various (2–320 detector rows) MDCT scanners. 

 

Results: The maximum value of mean organ dose in brain CT was 34.3 mGy for brain. 

Maximum values of mean doses for the radiosensitive lens and thyroid were 32.7 mGy for lens 

in brain CT and 17.2 mGy for thyroid in neck CT. seventy-fifth percentile of effective dose 

distribution in brain CT was approximately the same as the diagnostic reference level (DRL) in 

the 2003 UK survey. 

 

 

 

 

 

 

 

 

 

 

Records processed under FOIA Request #2014-8555; Released by CDRH on 12-8-2015

Questions? Contact FDA/CDRH/OCE/DID at CDRH-FOISTATUS@fda.hhs.gov or 301-796-8118



 

57 

8 Troubleshooting 

If a problem occurs while operating this equipment, perform the corresponding troubleshooting 

measure outlined in the table below. If the problem persists, please contact our customer support 

staffs. 

 

 If the device is not moving 

Cause Solution 

Power failure Check the equipment’s power supply. 

Initialization status Wait until the equipment has initialized and then try again. 

Control PC 

connection failure 

Check the connection status of Serial Port (RS232) which 

connects the PC to the equipment. 

 

 If the exposure switch is not functioning 

Cause Solution 

Ready status 
Check whether it is ready for capturing at the imaging 

program. 

 

 If imaging cannot be performed 

Cause Solution 

Initialization status 
Wait until the equipment has initialized and then try again. If 

this problem persists, restart the equipment. 

 

 If the laser light has shut off and patient alignment cannot be performed 

Cause Solution 

The time allotted for 

patient alignment has 

expired 

Press the laser light button to turn on the lasers and then 

carry out patient alignment. 

 

 

Do not allow any liquids in the vicinity of the machine as moisture 

may cause extensive damage to this equipment’s electrical 

components. 
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If a severe problem occurs during image acquisition, press the red 

Emergency stop switch to immediately stop all moving parts and cut 

off all power to the equipment’s electrical components. You may 

then safely release the patient from the equipment. 
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9 Cleaning and Maintenance 

 

Always turn off the power to the equipment and disconnect it from 

the power outlet before cleaning. 

 

9.1 Cleaning 

 Thoroughly clean areas of the equipment which come into contact with the patient, such as the 

Head support and Chair. 

 Do not use spray cleaners or solvents as they could enter the equipment and damage to the 

electrical components or cause a fire. 

 Do not use abrasive liquids such as acetone, gas, or oil, which could corrode the surface of the 

equipment. 

 Do not use cleaning products which contain silicon as they could potentially damage the 

equipment’s electrical components. 

The following table summarizes the standard cleaning procedures to be performed by the 

operator. 

Accessories Cleaning Process 

 Head Support 
Clean the Head support using an alcohol-based 

disinfectant before each patient is X-Rayed. 

All components that come into 

contact with the patient or 

operator 

Clean components using an alcohol-based disinfectant 

before each patient is X-Rayed. 

Computer and peripherals 
Follow the manufacturers’ instructions found in the 

accompanying manuals. 

Outer covers of equipment Wipe the unit with a dry cloth at the end of each day. 

 

  

 

Do not use cleaning agents in aerosol or spray form directly on the 

surface of the equipment. 

Records processed under FOIA Request #2014-8555; Released by CDRH on 12-8-2015

Questions? Contact FDA/CDRH/OCE/DID at CDRH-FOISTATUS@fda.hhs.gov or 301-796-8118



(b)(4) Technical Specifications

Records processed under FOIA Request #2014-8555; Released by CDRH on 12-8-2015

Questions? Contact FDA/CDRH/OCE/DID at CDRH-FOISTATUS@fda.hhs.gov or 301-796-8118



(b)(4) Technical Specifications

Records processed under FOIA Request #2014-8555; Released by CDRH on 12-8-2015

Questions? Contact FDA/CDRH/OCE/DID at CDRH-FOISTATUS@fda.hhs.gov or 301-796-8118



(b)(4) Technical Specifications

Records processed under FOIA Request #2014-8555; Released by CDRH on 12-8-2015

Questions? Contact FDA/CDRH/OCE/DID at CDRH-FOISTATUS@fda.hhs.gov or 301-796-8118



(b)(4) Technical Specifications

Records processed under FOIA Request #2014-8555; Released by CDRH on 12-8-2015

Questions? Contact FDA/CDRH/OCE/DID at CDRH-FOISTATUS@fda.hhs.gov or 301-796-8118



(b)(4) Technical Specifications

Records processed under FOIA Request #2014-8555; Released by CDRH on 12-8-2015

Questions? Contact FDA/CDRH/OCE/DID at CDRH-FOISTATUS@fda.hhs.gov or 301-796-8118



(b)(4) Technical Specifications

Records processed under FOIA Request #2014-8555; Released by CDRH on 12-8-2015

Questions? Contact FDA/CDRH/OCE/DID at CDRH-FOISTATUS@fda.hhs.gov or 301-796-8118



(b)(4) Technical Specifications

Records processed under FOIA Request #2014-8555; Released by CDRH on 12-8-2015

Questions? Contact FDA/CDRH/OCE/DID at CDRH-FOISTATUS@fda.hhs.gov or 301-796-8118



(b)(4) Technical Specifications

Records processed under FOIA Request #2014-8555; Released by CDRH on 12-8-2015

Questions? Contact FDA/CDRH/OCE/DID at CDRH-FOISTATUS@fda.hhs.gov or 301-796-8118



(b)(4) Technical Specifications

Records processed under FOIA Request #2014-8555; Released by CDRH on 12-8-2015

Questions? Contact FDA/CDRH/OCE/DID at CDRH-FOISTATUS@fda.hhs.gov or 301-796-8118



(b)(4) Technical Specifications

Records processed under FOIA Request #2014-8555; Released by CDRH on 12-8-2015

Questions? Contact FDA/CDRH/OCE/DID at CDRH-FOISTATUS@fda.hhs.gov or 301-796-8118



(b)(4) Technical Specifications

Records processed under FOIA Request #2014-8555; Released by CDRH on 12-8-2015

Questions? Contact FDA/CDRH/OCE/DID at CDRH-FOISTATUS@fda.hhs.gov or 301-796-8118



(b)(4) Technical Specifications

Records processed under FOIA Request #2014-8555; Released by CDRH on 12-8-2015

Questions? Contact FDA/CDRH/OCE/DID at CDRH-FOISTATUS@fda.hhs.gov or 301-796-8118



(b)(4) Technical Specifications

Records processed under FOIA Request #2014-8555; Released by CDRH on 12-8-2015

Questions? Contact FDA/CDRH/OCE/DID at CDRH-FOISTATUS@fda.hhs.gov or 301-796-8118



 

73 

10 Disposing of the Unit 

In order to reduce environmental contamination, this equipment is designed to be as safe as 

possible to use and dispose of. Many components of this equipment, except for some like X-Ray 

tube, are environment-friendly and can be recycled. 

All parts and components which contain hazardous materials must be disposed in accordance with 

disposal regulations (IEC 60601-1 6.8.2 j). 

Part Material Recyclable 
Waste 

Disposal Site 

Hazardous waste; 

Needs Separate 

Collection 

Frame and 

covers 

Aluminum and 

plastics 
●   

Motors  ●   

Circuit 

boards 
 ●   

Cables and 

transformer 

Copper ●   

Steel ●   

Oil  ●  

Packing 

Wood ●   

Cardboard ●   

Paper ●   

X-Ray tube    ● 

Sensor 

head 
Return the sensor head to VATECH 

Other parts   ●  
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Please observe all regulations relevant to the disposal of waste in 

your country. 

 

 

This dental equipment shall not be disposed of as domestic garbage 

materials. 

 

 

Please clean, disinfect and sterilize the equipment before 

dissembling it and disposing of its parts. 
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Appendix 

1. Electromagnetic Compatibility (EMC) 

Information 

 

Guidance and manufacturer’s declaration - electromagnetic emissions. 

The model PaX-i3D Ortho (TON-95LH) is intended for use in the electromagnetic 

environment specified below. The customer or the user of the model PaX-i3D Ortho (TON-

95LH) should assure that it is used in such an environment. 

Emissions test Compliance Electromagnetic environment - guidance 

RF emissions 

CISPR 11  
Group 1  

The model PaX-i3D Ortho (TON-95LH) uses 

RF energy only for its internal function. 

Therefore, its RF emissions are very low and 

are not likely to cause any interference in 

nearby electronic equipment.  

RF emissions 

CISPR 11  

Class A (The model 

PaX-i3D Ortho 

(TON-95LH)  in 

combination with the 

shielded location) 

The model PaX-i3D Ortho (TON-95LH) must 

be used only in a shielded location with a 

minimum RF shielding effectiveness and, for 

each cable that exits the shielded location, a 

minimum RF filter attenuation of 20 dB from 30 

MHz to 230 MHz, 20 dB from 230 MHz to 1 

GHz. The model PaX-i3D Ortho (TON-95LH) , 

when installed in such a shielded location, is 

suitable for use in all establishments other than 

domestic, and may be used in domestic 

establishments and those directly connected to 

the public low-voltage power supply network 

that supplies buildings used for domestic 

purposes.  

Harmonic emissions 
IEC 61000-3-2  

Not applicable  

Voltage fluctuations 
/ flicker emissions 

IEC 61000-3-3  
Not applicable  
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NOTE) It is essential that the actual RF shielding effectiveness and filter attenuation of the 

shielded location be verified to ensure that they meet or exceed the specified minimum 

values.  

Guidance and manufacturer’s declaration - electromagnetic immunity 

The model PaX-i3D Ortho (TON-95LH) is intended for use in the electromagnetic 

environment specified below. The customer or the user of the model PaX-i3D Ortho (TON-

95LH) should assure that it is used in such an environment.  

Immunity test IEC 60601 Test 

level 
Compliance level 

Electromagnetic 

environment -guidance 

Electrostatic dis

charge (ESD)  

IEC 61000-4-2 

±6 kV Contact ±

8 kV air 

±6 kV Contact ±8 

kV air  

Floors should be wood, 

concrete or ceramic tile. If 

floors are covered with 

synthetic material, the relative 

humidity should be at least 30 

%.  

Electrical fast tr

ansient/burst  

IEC 61000-4-4 

±2 kV for power 

supply lines ±1 

kV for input/output 

lines 

±2 kV for power 

supply lines ±1 kV 

for input/output 

lines 

Mains power quality should be 

that of a typical commercial or 

hospital environment.  

Surge  

IEC 61000-4-5  

±1 kV line(s) to 

line(s) ±2 kV 

line(s) to earth  

±1 kV line(s) to 

line(s) ±2 kV 

line(s) to earth  

Mains power quality should be 

that of a typical commercial or 

hospital environment.  

Voltage dips, s

hort interruption

s and voltage v

ariations on po

wer supply inpu

t lines  

IEC 61000-4-11

  

< 5 % Uт (> 95 % 

dip in Uт) for 

0.5cycle 40 % Uт 

(60 % dip in Uт ) 

for 5 cycle, 6 

cycle 70 % Uт 

(30 % dip in Uт) 

for 25 cycle, 30 

cycle <5 % Uт (< 

95 % dip in Uт ) 

for 5 s  

< 5 % Uт (> 95 % 

dip in Uт) for 

0.5cycle 40 % Uт 

(60 % dip in Uт ) 

for 5 cycle, 6 cycle 

70 % Uт (30 % dip 

in Uт) for 25 cycle, 

30 cycle <5 % Uт 

(< 95 % dip in Uт ) 

for 5 s  

Mains power quality should be 

that of a typical commercial or 

hospital environment. If the 

user of the model PaX-i3D 

Ortho (TON-95LH) image 

intensifier requires continued 

operation during power mains 

interruptions, it is 

recommended that the model 

PaX-i3D Ortho (TON-95LH) be 

powered from an 

uninterruptible power supply. 
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Power frequenc

y (50/60 Hz) m

agnetic field  

IEC 61000-4-8  

3 A/m  3 A/m  

Power frequency magnetic fi

elds should be at levels char

acteristic of a typical location

 in a typical commercial or h

ospital environment. 

NOTE Uт is the a.c. mains voltage prior to application of the test level.  

Guidance and manufacturer’s declaration - electromagnetic immunity 

The model PaX-i3D Ortho (TON-95LH) is intended for use in the electromagnetic 

environment specified below. The customer or the user of the model PaX-i3D Ortho (TON-

95LH)  should assure that it is used in such an electromagnetic environment 

Immunity 

test 

IEC 60601 test 

level 

Compliance 

level 

Electromagnetic environment - 

guidance 

Conducted RF 

IEC 61000-4-

6 Radiated RF 

IEC 61000-4-

3  

3 Vrms 150 

kHz to 80MHz 

3 V / m 80 MHz 

to 2.5GHz  

3 Vrms 150 

kHz to 80 MHz 

3 V / m 80 

MHz to 2.5 

GHz  

The model PaX-i3D Ortho (TON-95LH)  

must be used only in a shielded location 

with a minimum RF shielding 

effectiveness and, for each cable that 

exits the shielded location, a minimum 

RF filter attenuation of 20 dB from 30 

MHz to 230 MHz, 20 dB from 230 MHz 

to 1 GHz. Field strengths outside the 

shielded location from fixed RF 

transmitters, as determined by an 

electromagnetic site survey, should be 

less than 3 V / m.a Interference may 

occur in the vicinity of equipment 

marked with the following symbol: 

NOTE 1) These guidelines may not apply in all situations. Electromagnetic propagation is 

affected by absorption and reflection from structures, objects and people.  

 

NOTE 2) It is essential that the actual shielding effectiveness and filter attenuation of the 

shielded location be verified to assure that they meet the minimum specification. 
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a Field strengths from fixed transmitters, such as base stations for radio (cellular/cordless) 

telephones and land mobile radios, amateur radio, AM and FM radio broadcast and TV 

broadcast cannot be predicted theoretically with accuracy. To assess the electromagnetic 

environment due to fixed RF transmitters, an electromagnetic site survey should be 

considered. If the measured field strength outside the shielded location in which the model 

PaX-i3D Ortho (TON-95LH) is used exceeds 3V/m, the model PaX-i3D Ortho (TON-95LH) 

should be observed to verify normal operation. If abnormal performance is observed, 

additional measures may be necessary, such as relocating the model PaX-i3D Ortho (TON-

95LH) or using a shielded location with a higher RF shielding effectiveness and filter 

attenuation. 
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2. Abbreviations 

 

AC Alternating Current 

CAN Controlled Area Network 

CMOS Complementary Metal-Oxide-Semiconductor 

DAP Dose Area Product 

DC Direct Current 

EMC Electromagnetic Compatibility 

ENT Ear, Nose and Throat 

ESD ElectroStatic Discharge 

EUT Equipment Under Test 

FDD Focal spot to Detector Distance 

FOD Focal spot to Object Distance 

FOV Field of View 

FPD Flat Panel Detector 

IEC International Electro technical Commission 

ISO International Standards Organization 

LCD Liquid Crystal Display 

LED Light-Emitting Diode 

MAR Metal Artifact Reduction 

MPSO Multiple Portable Socket-Outlet 

ODD Object to detector distance 

RF Radio Frequency 

ROI Region of Interest 

SID Source to Image receptor Distance 

SIP Signal Input Part 

SOP Signal Output Part 

UHD Ultra High Definition 
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3. Recommended X-Ray Exposure Table 

 

Age Group VATECH’s Standard 

Child     

Adult 
Man 

    
Woman 

 

A. CBCT 

Xmaru2430CF Master Plus 

Gender / Figure High (kVp / mA / sec) Normal (kVp / mA / sec) 

Adult 120 / 9 / 9 120 / 9 / 9 

Child 100 / 6 / 6 100 / 6 / 6 

 

B. Carpus 

Gender / Figure kVp / mA 

Adult / Child 60 / 6.0 

 

 

 

Maximally allowed tube voltage / current: kVp        / mA        

according to IEC60601-2-7. 
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Copyright © 2013 by VATECH 

 

All rights reserved. 

The documentation, brand name and logo used in this manual are copyrighted. 

No part of this manual may be reproduced, transmitted, or transcribed without the 

expressed written permission of the manufacturer. 

We reserve the right to make any alterations which may be required due to technical 

improvement. For the most current information, contact your VATECH representative. 

 

Manufactured by VATECH Co., Ltd. 

Tel: +82-1588-9510 

Email: gcs@vatech.co.kr 

Website: www.vatech.co.kr 

 

Headquarters: 23-4, Seogu-dong, Hwaseoung-si, Gyeonggi-do, Korea 

Factory: 23-4, Seogu-dong, Hwaseoung-si, Gyeonggi-do, Korea 

 

The CE symbol grants this product compliance to the 

European Directive for Medical Devices 93/42/EEC as 

amended by 2007/47/EC as a class II b device. 

 

EC Representative; Vatech Dental Manufacturing Ltd. 

Axiom House, The Centre, Feltham, 

Middlesex TW13 4AU UK 

Tel: +44-0208-831-1660 

Fax: +44-0208-831-1679 
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510(k) Submission – PaX-i3D Ortho (TON-95LH) 

 
Vatech Co., Ltd. 

 

 

Biocompatibility Evaluation 

 

 

1) All Units and the accessories of the PaX-i3D Ortho (TON-95LH) are required general 

cleaning and disinfection. User Manual guides daily, monthly and yearly cleaning and 

disinfection process.  

 

2) Based on the flowchart in Annex B of ISO 10993-1, the biocompatibility evaluation for 

the head rest and handle for PaX-i3D Ortho (TON-95LH) were not conducted separately 

since Vatech already conducted the biological evaluation test for all dental X-ray 

accessories and parts which come in direct contact with patients, applicable to all of its 

Dental Computed Tomography X-ray systems. The material properties and 

manufacturing process as well as sterilization methods are identical for all existing 

accessory and parts commercially available. The biocompatibility evaluation report 

indicated that there was no cytotoxicity concern and the test result showed negligible 

skin irritation as well as weak sensitization potency for the materials and property of 

Vatech Dental Computed Tomography X-ray system accessories and parts. 
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510(k) Submission – PaX-i3D Ortho (TON-95LH) 

 
Vatech Co., Ltd. 

 

 
 

 

Figure B.1 - Flow chart to aid in ensuring a systemic approach to 

biological evaluation of medical devices 
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Software Validation Report 

 

 

 

 

 

 

 

 

 

 

Report No. :  SV- TON-95LH-01 (Rev.0.0) 

Capture Software & Firmware of PaX-i3D Ortho (TON-95LH) 

 

 

 

Prepared by : Feb 27, 2013 

 

Approved by : Feb 28, 2013 

 
 

 

 

 

 

 

 

 

 

Vatech Co., Ltd. 
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(b)(4) Test Reports

Records processed under FOIA Request #2014-8555; Released by CDRH on 12-8-2015

Questions? Contact FDA/CDRH/OCE/DID at CDRH-FOISTATUS@fda.hhs.gov or 301-796-8118



(b)(4) Test Reports

Records processed under FOIA Request #2014-8555; Released by CDRH on 12-8-2015

Questions? Contact FDA/CDRH/OCE/DID at CDRH-FOISTATUS@fda.hhs.gov or 301-796-8118



(b)(4) Test Reports

Records processed under FOIA Request #2014-8555; Released by CDRH on 12-8-2015

Questions? Contact FDA/CDRH/OCE/DID at CDRH-FOISTATUS@fda.hhs.gov or 301-796-8118



(b)(4) Test Reports

Records processed under FOIA Request #2014-8555; Released by CDRH on 12-8-2015

Questions? Contact FDA/CDRH/OCE/DID at CDRH-FOISTATUS@fda.hhs.gov or 301-796-8118



(b)(4) Test Reports

Records processed under FOIA Request #2014-8555; Released by CDRH on 12-8-2015

Questions? Contact FDA/CDRH/OCE/DID at CDRH-FOISTATUS@fda.hhs.gov or 301-796-8118



(b)(4) Test Reports

Records processed under FOIA Request #2014-8555; Released by CDRH on 12-8-2015

Questions? Contact FDA/CDRH/OCE/DID at CDRH-FOISTATUS@fda.hhs.gov or 301-796-8118



(b)(4) Test Reports

Records processed under FOIA Request #2014-8555; Released by CDRH on 12-8-2015

Questions? Contact FDA/CDRH/OCE/DID at CDRH-FOISTATUS@fda.hhs.gov or 301-796-8118



(b)(4) Test Reports

Records processed under FOIA Request #2014-8555; Released by CDRH on 12-8-2015

Questions? Contact FDA/CDRH/OCE/DID at CDRH-FOISTATUS@fda.hhs.gov or 301-796-8118



(b)(4) Test Reports

Records processed under FOIA Request #2014-8555; Released by CDRH on 12-8-2015

Questions? Contact FDA/CDRH/OCE/DID at CDRH-FOISTATUS@fda.hhs.gov or 301-796-8118



(b)(4) Test Reports

Records processed under FOIA Request #2014-8555; Released by CDRH on 12-8-2015

Questions? Contact FDA/CDRH/OCE/DID at CDRH-FOISTATUS@fda.hhs.gov or 301-796-8118



(b)(4) Test Reports

Records processed under FOIA Request #2014-8555; Released by CDRH on 12-8-2015

Questions? Contact FDA/CDRH/OCE/DID at CDRH-FOISTATUS@fda.hhs.gov or 301-796-8118



(b)(4) Test Reports

Records processed under FOIA Request #2014-8555; Released by CDRH on 12-8-2015

Questions? Contact FDA/CDRH/OCE/DID at CDRH-FOISTATUS@fda.hhs.gov or 301-796-8118
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Records processed under FOIA Request #2014-8555; Released by CDRH on 12-8-2015

Questions? Contact FDA/CDRH/OCE/DID at CDRH-FOISTATUS@fda.hhs.gov or 301-796-8118



(b)(4) Test Reports

Records processed under FOIA Request #2014-8555; Released by CDRH on 12-8-2015

Questions? Contact FDA/CDRH/OCE/DID at CDRH-FOISTATUS@fda.hhs.gov or 301-796-8118



(b)(4) Test Reports

Records processed under FOIA Request #2014-8555; Released by CDRH on 12-8-2015

Questions? Contact FDA/CDRH/OCE/DID at CDRH-FOISTATUS@fda.hhs.gov or 301-796-8118



 
(5) Electrical power requirements 

Xmaru2430CF-Master Plus should be operated the exclusive power supply that 

we described below. The detector use DC 24V, and supply it to detector. 

 The input power and tolerance of each input power and current consumption 

are described below. 

Supply power Tolerance limits 
Current consumption 

(Max. rating) 
24V -0.2V, +0.2V 4A 

 

The power supply connector pin map on the sensor side is below. 

Model Pin Description 

   
SPB-1BR1-302S0ELS 
Company: SAMWOO 

1 +24V 

2 GND 
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Records processed under FOIA Request #2014-8555; Released by CDRH on 12-8-2015

Questions? Contact FDA/CDRH/OCE/DID at CDRH-FOISTATUS@fda.hhs.gov or 301-796-8118



(b)(4) Test Reports

Records processed under FOIA Request #2014-8555; Released by CDRH on 12-8-2015

Questions? Contact FDA/CDRH/OCE/DID at CDRH-FOISTATUS@fda.hhs.gov or 301-796-8118



(b)(4) Test Reports

Records processed under FOIA Request #2014-8555; Released by CDRH on 12-8-2015

Questions? Contact FDA/CDRH/OCE/DID at CDRH-FOISTATUS@fda.hhs.gov or 301-796-8118



(b)(4) Test Reports

Records processed under FOIA Request #2014-8555; Released by CDRH on 12-8-2015

Questions? Contact FDA/CDRH/OCE/DID at CDRH-FOISTATUS@fda.hhs.gov or 301-796-8118



(b)(4) Test Reports

Records processed under FOIA Request #2014-8555; Released by CDRH on 12-8-2015

Questions? Contact FDA/CDRH/OCE/DID at CDRH-FOISTATUS@fda.hhs.gov or 301-796-8118



(b)(4) Test Reports

Records processed under FOIA Request #2014-8555; Released by CDRH on 12-8-2015

Questions? Contact FDA/CDRH/OCE/DID at CDRH-FOISTATUS@fda.hhs.gov or 301-796-8118



(b)(4) Test Reports

Records processed under FOIA Request #2014-8555; Released by CDRH on 12-8-2015

Questions? Contact FDA/CDRH/OCE/DID at CDRH-FOISTATUS@fda.hhs.gov or 301-796-8118



(b)(4) Test Reports

Records processed under FOIA Request #2014-8555; Released by CDRH on 12-8-2015

Questions? Contact FDA/CDRH/OCE/DID at CDRH-FOISTATUS@fda.hhs.gov or 301-796-8118



(b)(4) Test Reports

Records processed under FOIA Request #2014-8555; Released by CDRH on 12-8-2015

Questions? Contact FDA/CDRH/OCE/DID at CDRH-FOISTATUS@fda.hhs.gov or 301-796-8118



(b)(4) Test Reports

Records processed under FOIA Request #2014-8555; Released by CDRH on 12-8-2015

Questions? Contact FDA/CDRH/OCE/DID at CDRH-FOISTATUS@fda.hhs.gov or 301-796-8118



(b)(4) Test Reports

Records processed under FOIA Request #2014-8555; Released by CDRH on 12-8-2015

Questions? Contact FDA/CDRH/OCE/DID at CDRH-FOISTATUS@fda.hhs.gov or 301-796-8118



(b)(4) Test Reports

Records processed under FOIA Request #2014-8555; Released by CDRH on 12-8-2015

Questions? Contact FDA/CDRH/OCE/DID at CDRH-FOISTATUS@fda.hhs.gov or 301-796-8118



(b)(4) Test Reports

Records processed under FOIA Request #2014-8555; Released by CDRH on 12-8-2015

Questions? Contact FDA/CDRH/OCE/DID at CDRH-FOISTATUS@fda.hhs.gov or 301-796-8118



(b)(4) Test Reports

Records processed under FOIA Request #2014-8555; Released by CDRH on 12-8-2015

Questions? Contact FDA/CDRH/OCE/DID at CDRH-FOISTATUS@fda.hhs.gov or 301-796-8118



(b)(4) Test Reports

Records processed under FOIA Request #2014-8555; Released by CDRH on 12-8-2015

Questions? Contact FDA/CDRH/OCE/DID at CDRH-FOISTATUS@fda.hhs.gov or 301-796-8118



(b)(4) Test Reports

Records processed under FOIA Request #2014-8555; Released by CDRH on 12-8-2015

Questions? Contact FDA/CDRH/OCE/DID at CDRH-FOISTATUS@fda.hhs.gov or 301-796-8118



(b)(4) Test Reports

Records processed under FOIA Request #2014-8555; Released by CDRH on 12-8-2015

Questions? Contact FDA/CDRH/OCE/DID at CDRH-FOISTATUS@fda.hhs.gov or 301-796-8118



(b)(4) Test Reports

Records processed under FOIA Request #2014-8555; Released by CDRH on 12-8-2015

Questions? Contact FDA/CDRH/OCE/DID at CDRH-FOISTATUS@fda.hhs.gov or 301-796-8118



(b)(4) Test Reports

Records processed under FOIA Request #2014-8555; Released by CDRH on 12-8-2015

Questions? Contact FDA/CDRH/OCE/DID at CDRH-FOISTATUS@fda.hhs.gov or 301-796-8118



(b)(4) Test Reports

Records processed under FOIA Request #2014-8555; Released by CDRH on 12-8-2015

Questions? Contact FDA/CDRH/OCE/DID at CDRH-FOISTATUS@fda.hhs.gov or 301-796-8118



(b)(4) Test Reports

Records processed under FOIA Request #2014-8555; Released by CDRH on 12-8-2015

Questions? Contact FDA/CDRH/OCE/DID at CDRH-FOISTATUS@fda.hhs.gov or 301-796-8118



(b)(4) Test Reports

Records processed under FOIA Request #2014-8555; Released by CDRH on 12-8-2015

Questions? Contact FDA/CDRH/OCE/DID at CDRH-FOISTATUS@fda.hhs.gov or 301-796-8118



(b)(4) Test Reports

Records processed under FOIA Request #2014-8555; Released by CDRH on 12-8-2015

Questions? Contact FDA/CDRH/OCE/DID at CDRH-FOISTATUS@fda.hhs.gov or 301-796-8118



(b)(4) Test Reports

Records processed under FOIA Request #2014-8555; Released by CDRH on 12-8-2015

Questions? Contact FDA/CDRH/OCE/DID at CDRH-FOISTATUS@fda.hhs.gov or 301-796-8118



(b)(4) Test Reports

Records processed under FOIA Request #2014-8555; Released by CDRH on 12-8-2015

Questions? Contact FDA/CDRH/OCE/DID at CDRH-FOISTATUS@fda.hhs.gov or 301-796-8118



(b)(4) Test Reports

Records processed under FOIA Request #2014-8555; Released by CDRH on 12-8-2015

Questions? Contact FDA/CDRH/OCE/DID at CDRH-FOISTATUS@fda.hhs.gov or 301-796-8118



(b)(4) Test Reports

Records processed under FOIA Request #2014-8555; Released by CDRH on 12-8-2015

Questions? Contact FDA/CDRH/OCE/DID at CDRH-FOISTATUS@fda.hhs.gov or 301-796-8118



(b)(4) Test Reports

Records processed under FOIA Request #2014-8555; Released by CDRH on 12-8-2015

Questions? Contact FDA/CDRH/OCE/DID at CDRH-FOISTATUS@fda.hhs.gov or 301-796-8118



(b)(4) Test Reports

Records processed under FOIA Request #2014-8555; Released by CDRH on 12-8-2015

Questions? Contact FDA/CDRH/OCE/DID at CDRH-FOISTATUS@fda.hhs.gov or 301-796-8118



(b)(4) Test Reports

Records processed under FOIA Request #2014-8555; Released by CDRH on 12-8-2015

Questions? Contact FDA/CDRH/OCE/DID at CDRH-FOISTATUS@fda.hhs.gov or 301-796-8118



(b)(4) Test Reports

Records processed under FOIA Request #2014-8555; Released by CDRH on 12-8-2015

Questions? Contact FDA/CDRH/OCE/DID at CDRH-FOISTATUS@fda.hhs.gov or 301-796-8118



(b)(4) Test Reports

Records processed under FOIA Request #2014-8555; Released by CDRH on 12-8-2015

Questions? Contact FDA/CDRH/OCE/DID at CDRH-FOISTATUS@fda.hhs.gov or 301-796-8118



(b)(4) Test Reports

Records processed under FOIA Request #2014-8555; Released by CDRH on 12-8-2015

Questions? Contact FDA/CDRH/OCE/DID at CDRH-FOISTATUS@fda.hhs.gov or 301-796-8118



(b)(4) Test Reports

Records processed under FOIA Request #2014-8555; Released by CDRH on 12-8-2015

Questions? Contact FDA/CDRH/OCE/DID at CDRH-FOISTATUS@fda.hhs.gov or 301-796-8118



(b)(4) Test Reports

Records processed under FOIA Request #2014-8555; Released by CDRH on 12-8-2015

Questions? Contact FDA/CDRH/OCE/DID at CDRH-FOISTATUS@fda.hhs.gov or 301-796-8118



(b)(4) Test Reports

Records processed under FOIA Request #2014-8555; Released by CDRH on 12-8-2015

Questions? Contact FDA/CDRH/OCE/DID at CDRH-FOISTATUS@fda.hhs.gov or 301-796-8118



(b)(4) Test Reports

Records processed under FOIA Request #2014-8555; Released by CDRH on 12-8-2015

Questions? Contact FDA/CDRH/OCE/DID at CDRH-FOISTATUS@fda.hhs.gov or 301-796-8118



(b)(4) Test Reports

Records processed under FOIA Request #2014-8555; Released by CDRH on 12-8-2015

Questions? Contact FDA/CDRH/OCE/DID at CDRH-FOISTATUS@fda.hhs.gov or 301-796-8118



(b)(4) Test Reports

Records processed under FOIA Request #2014-8555; Released by CDRH on 12-8-2015

Questions? Contact FDA/CDRH/OCE/DID at CDRH-FOISTATUS@fda.hhs.gov or 301-796-8118



(b)(4) Test Reports

Records processed under FOIA Request #2014-8555; Released by CDRH on 12-8-2015

Questions? Contact FDA/CDRH/OCE/DID at CDRH-FOISTATUS@fda.hhs.gov or 301-796-8118



(b)(4) Test Reports

Records processed under FOIA Request #2014-8555; Released by CDRH on 12-8-2015

Questions? Contact FDA/CDRH/OCE/DID at CDRH-FOISTATUS@fda.hhs.gov or 301-796-8118



(b)(4) Test Reports

Records processed under FOIA Request #2014-8555; Released by CDRH on 12-8-2015

Questions? Contact FDA/CDRH/OCE/DID at CDRH-FOISTATUS@fda.hhs.gov or 301-796-8118



(b)(4) Test Reports

Records processed under FOIA Request #2014-8555; Released by CDRH on 12-8-2015

Questions? Contact FDA/CDRH/OCE/DID at CDRH-FOISTATUS@fda.hhs.gov or 301-796-8118



(b)(4) Test Reports

Records processed under FOIA Request #2014-8555; Released by CDRH on 12-8-2015

Questions? Contact FDA/CDRH/OCE/DID at CDRH-FOISTATUS@fda.hhs.gov or 301-796-8118



(b)(4) Test Reports

Records processed under FOIA Request #2014-8555; Released by CDRH on 12-8-2015

Questions? Contact FDA/CDRH/OCE/DID at CDRH-FOISTATUS@fda.hhs.gov or 301-796-8118



(b)(4) Test Reports

Records processed under FOIA Request #2014-8555; Released by CDRH on 12-8-2015

Questions? Contact FDA/CDRH/OCE/DID at CDRH-FOISTATUS@fda.hhs.gov or 301-796-8118



(b)(4) Test Reports

Records processed under FOIA Request #2014-8555; Released by CDRH on 12-8-2015

Questions? Contact FDA/CDRH/OCE/DID at CDRH-FOISTATUS@fda.hhs.gov or 301-796-8118



(b)(4) Test Reports

Records processed under FOIA Request #2014-8555; Released by CDRH on 12-8-2015

Questions? Contact FDA/CDRH/OCE/DID at CDRH-FOISTATUS@fda.hhs.gov or 301-796-8118



(b)(4) Test Reports

Records processed under FOIA Request #2014-8555; Released by CDRH on 12-8-2015

Questions? Contact FDA/CDRH/OCE/DID at CDRH-FOISTATUS@fda.hhs.gov or 301-796-8118



(b)(4) Test Reports

Records processed under FOIA Request #2014-8555; Released by CDRH on 12-8-2015

Questions? Contact FDA/CDRH/OCE/DID at CDRH-FOISTATUS@fda.hhs.gov or 301-796-8118



(b)(4) Test Reports

Records processed under FOIA Request #2014-8555; Released by CDRH on 12-8-2015

Questions? Contact FDA/CDRH/OCE/DID at CDRH-FOISTATUS@fda.hhs.gov or 301-796-8118



(b)(4) Test Reports

Records processed under FOIA Request #2014-8555; Released by CDRH on 12-8-2015

Questions? Contact FDA/CDRH/OCE/DID at CDRH-FOISTATUS@fda.hhs.gov or 301-796-8118



(b)(4) Test Reports

Records processed under FOIA Request #2014-8555; Released by CDRH on 12-8-2015

Questions? Contact FDA/CDRH/OCE/DID at CDRH-FOISTATUS@fda.hhs.gov or 301-796-8118



(b)(4) Test Reports

Records processed under FOIA Request #2014-8555; Released by CDRH on 12-8-2015

Questions? Contact FDA/CDRH/OCE/DID at CDRH-FOISTATUS@fda.hhs.gov or 301-796-8118



(b)(4) Test Reports

Records processed under FOIA Request #2014-8555; Released by CDRH on 12-8-2015

Questions? Contact FDA/CDRH/OCE/DID at CDRH-FOISTATUS@fda.hhs.gov or 301-796-8118



(b)(4) Test Reports

Records processed under FOIA Request #2014-8555; Released by CDRH on 12-8-2015

Questions? Contact FDA/CDRH/OCE/DID at CDRH-FOISTATUS@fda.hhs.gov or 301-796-8118



(b)(4) Test Reports

Records processed under FOIA Request #2014-8555; Released by CDRH on 12-8-2015

Questions? Contact FDA/CDRH/OCE/DID at CDRH-FOISTATUS@fda.hhs.gov or 301-796-8118



(b)(4) Test Reports

Records processed under FOIA Request #2014-8555; Released by CDRH on 12-8-2015

Questions? Contact FDA/CDRH/OCE/DID at CDRH-FOISTATUS@fda.hhs.gov or 301-796-8118



(b)(4) Test Reports

Records processed under FOIA Request #2014-8555; Released by CDRH on 12-8-2015

Questions? Contact FDA/CDRH/OCE/DID at CDRH-FOISTATUS@fda.hhs.gov or 301-796-8118



(b)(4) Test Reports

Records processed under FOIA Request #2014-8555; Released by CDRH on 12-8-2015

Questions? Contact FDA/CDRH/OCE/DID at CDRH-FOISTATUS@fda.hhs.gov or 301-796-8118



(b)(4) Test Reports

Records processed under FOIA Request #2014-8555; Released by CDRH on 12-8-2015

Questions? Contact FDA/CDRH/OCE/DID at CDRH-FOISTATUS@fda.hhs.gov or 301-796-8118



(b)(4) Test Reports

Records processed under FOIA Request #2014-8555; Released by CDRH on 12-8-2015

Questions? Contact FDA/CDRH/OCE/DID at CDRH-FOISTATUS@fda.hhs.gov or 301-796-8118



(b)(4) Test Reports

Records processed under FOIA Request #2014-8555; Released by CDRH on 12-8-2015

Questions? Contact FDA/CDRH/OCE/DID at CDRH-FOISTATUS@fda.hhs.gov or 301-796-8118



(b)(4) Test Reports

Records processed under FOIA Request #2014-8555; Released by CDRH on 12-8-2015

Questions? Contact FDA/CDRH/OCE/DID at CDRH-FOISTATUS@fda.hhs.gov or 301-796-8118



(b)(4) Test Reports

Records processed under FOIA Request #2014-8555; Released by CDRH on 12-8-2015

Questions? Contact FDA/CDRH/OCE/DID at CDRH-FOISTATUS@fda.hhs.gov or 301-796-8118



(b)(4) Test Reports

Records processed under FOIA Request #2014-8555; Released by CDRH on 12-8-2015

Questions? Contact FDA/CDRH/OCE/DID at CDRH-FOISTATUS@fda.hhs.gov or 301-796-8118



(b)(4) Test Reports

Records processed under FOIA Request #2014-8555; Released by CDRH on 12-8-2015

Questions? Contact FDA/CDRH/OCE/DID at CDRH-FOISTATUS@fda.hhs.gov or 301-796-8118



(b)(4) Test Reports

Records processed under FOIA Request #2014-8555; Released by CDRH on 12-8-2015

Questions? Contact FDA/CDRH/OCE/DID at CDRH-FOISTATUS@fda.hhs.gov or 301-796-8118



(b)(4) Test Reports

Records processed under FOIA Request #2014-8555; Released by CDRH on 12-8-2015

Questions? Contact FDA/CDRH/OCE/DID at CDRH-FOISTATUS@fda.hhs.gov or 301-796-8118



(b)(4) Test Reports

Records processed under FOIA Request #2014-8555; Released by CDRH on 12-8-2015

Questions? Contact FDA/CDRH/OCE/DID at CDRH-FOISTATUS@fda.hhs.gov or 301-796-8118



(b)(4) Test Reports

Records processed under FOIA Request #2014-8555; Released by CDRH on 12-8-2015

Questions? Contact FDA/CDRH/OCE/DID at CDRH-FOISTATUS@fda.hhs.gov or 301-796-8118



(b)(4) Test Reports

Records processed under FOIA Request #2014-8555; Released by CDRH on 12-8-2015

Questions? Contact FDA/CDRH/OCE/DID at CDRH-FOISTATUS@fda.hhs.gov or 301-796-8118



(b)(4) Test Reports

Records processed under FOIA Request #2014-8555; Released by CDRH on 12-8-2015

Questions? Contact FDA/CDRH/OCE/DID at CDRH-FOISTATUS@fda.hhs.gov or 301-796-8118



(b)(4) Test Reports

Records processed under FOIA Request #2014-8555; Released by CDRH on 12-8-2015

Questions? Contact FDA/CDRH/OCE/DID at CDRH-FOISTATUS@fda.hhs.gov or 301-796-8118



(b)(4) Test Reports

Records processed under FOIA Request #2014-8555; Released by CDRH on 12-8-2015

Questions? Contact FDA/CDRH/OCE/DID at CDRH-FOISTATUS@fda.hhs.gov or 301-796-8118



(b)(4) Test Reports

Records processed under FOIA Request #2014-8555; Released by CDRH on 12-8-2015

Questions? Contact FDA/CDRH/OCE/DID at CDRH-FOISTATUS@fda.hhs.gov or 301-796-8118



(b)(4) Test Reports

Records processed under FOIA Request #2014-8555; Released by CDRH on 12-8-2015

Questions? Contact FDA/CDRH/OCE/DID at CDRH-FOISTATUS@fda.hhs.gov or 301-796-8118



(b)(4) Test Reports

Records processed under FOIA Request #2014-8555; Released by CDRH on 12-8-2015

Questions? Contact FDA/CDRH/OCE/DID at CDRH-FOISTATUS@fda.hhs.gov or 301-796-8118



(b)(4) Test Reports

Records processed under FOIA Request #2014-8555; Released by CDRH on 12-8-2015

Questions? Contact FDA/CDRH/OCE/DID at CDRH-FOISTATUS@fda.hhs.gov or 301-796-8118



(b)(4) Test Reports

Records processed under FOIA Request #2014-8555; Released by CDRH on 12-8-2015

Questions? Contact FDA/CDRH/OCE/DID at CDRH-FOISTATUS@fda.hhs.gov or 301-796-8118



(b)(4) Test Reports

Records processed under FOIA Request #2014-8555; Released by CDRH on 12-8-2015

Questions? Contact FDA/CDRH/OCE/DID at CDRH-FOISTATUS@fda.hhs.gov or 301-796-8118



(b)(4) Test Reports

Records processed under FOIA Request #2014-8555; Released by CDRH on 12-8-2015
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(b)(4) Test Reports

Records processed under FOIA Request #2014-8555; Released by CDRH on 12-8-2015
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Records processed under FOIA Request #2014-8555; Released by CDRH on 12-8-2015
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Questions? Contact FDA/CDRH/OCE/DID at CDRH-FOISTATUS@fda.hhs.gov or 301-796-8118



(b)(4) Test Reports

Records processed under FOIA Request #2014-8555; Released by CDRH on 12-8-2015

Questions? Contact FDA/CDRH/OCE/DID at CDRH-FOISTATUS@fda.hhs.gov or 301-796-8118



(b)(4) Test Reports

Records processed under FOIA Request #2014-8555; Released by CDRH on 12-8-2015

Questions? Contact FDA/CDRH/OCE/DID at CDRH-FOISTATUS@fda.hhs.gov or 301-796-8118



(b)(4) Test Reports

Records processed under FOIA Request #2014-8555; Released by CDRH on 12-8-2015
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Records processed under FOIA Request #2014-8555; Released by CDRH on 12-8-2015
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(b)(4) Draft User Manual and Duplicated Information

Records processed under FOIA Request #2014-8555; Released by CDRH on 12-8-2015

Questions? Contact FDA/CDRH/OCE/DID at CDRH-FOISTATUS@fda.hhs.gov or 301-796-8118



(b)(4) Draft User Manual and Duplicated Information

Records processed under FOIA Request #2014-8555; Released by CDRH on 12-8-2015

Questions? Contact FDA/CDRH/OCE/DID at CDRH-FOISTATUS@fda.hhs.gov or 301-796-8118



(b)(4) Draft User Manual and Duplicated Information

Records processed under FOIA Request #2014-8555; Released by CDRH on 12-8-2015

Questions? Contact FDA/CDRH/OCE/DID at CDRH-FOISTATUS@fda.hhs.gov or 301-796-8118



(b)(4) Draft User Manual and Duplicated Information

Records processed under FOIA Request #2014-8555; Released by CDRH on 12-8-2015

Questions? Contact FDA/CDRH/OCE/DID at CDRH-FOISTATUS@fda.hhs.gov or 301-796-8118



(b)(4) Draft User Manual and Duplicated Information

Records processed under FOIA Request #2014-8555; Released by CDRH on 12-8-2015

Questions? Contact FDA/CDRH/OCE/DID at CDRH-FOISTATUS@fda.hhs.gov or 301-796-8118



(b)(4) Draft User Manual and Duplicated Information

Records processed under FOIA Request #2014-8555; Released by CDRH on 12-8-2015

Questions? Contact FDA/CDRH/OCE/DID at CDRH-FOISTATUS@fda.hhs.gov or 301-796-8118



(b)(4) Draft User Manual and Duplicated Information

Records processed under FOIA Request #2014-8555; Released by CDRH on 12-8-2015

Questions? Contact FDA/CDRH/OCE/DID at CDRH-FOISTATUS@fda.hhs.gov or 301-796-8118



(b)(4) Draft User Manual and Duplicated Information

Records processed under FOIA Request #2014-8555; Released by CDRH on 12-8-2015

Questions? Contact FDA/CDRH/OCE/DID at CDRH-FOISTATUS@fda.hhs.gov or 301-796-8118



(b)(4) Draft User Manual and Duplicated Information

Records processed under FOIA Request #2014-8555; Released by CDRH on 12-8-2015

Questions? Contact FDA/CDRH/OCE/DID at CDRH-FOISTATUS@fda.hhs.gov or 301-796-8118



(b)(4) Draft User Manual and Duplicated Information

Records processed under FOIA Request #2014-8555; Released by CDRH on 12-8-2015

Questions? Contact FDA/CDRH/OCE/DID at CDRH-FOISTATUS@fda.hhs.gov or 301-796-8118



(b)(4) Draft User Manual and Duplicated Information

Records processed under FOIA Request #2014-8555; Released by CDRH on 12-8-2015

Questions? Contact FDA/CDRH/OCE/DID at CDRH-FOISTATUS@fda.hhs.gov or 301-796-8118



(b)(4) Draft User Manual and Duplicated Information

Records processed under FOIA Request #2014-8555; Released by CDRH on 12-8-2015

Questions? Contact FDA/CDRH/OCE/DID at CDRH-FOISTATUS@fda.hhs.gov or 301-796-8118



(b)(4) Draft User Manual and Duplicated Information

Records processed under FOIA Request #2014-8555; Released by CDRH on 12-8-2015

Questions? Contact FDA/CDRH/OCE/DID at CDRH-FOISTATUS@fda.hhs.gov or 301-796-8118



(b)(4) Draft User Manual and Duplicated Information

Records processed under FOIA Request #2014-8555; Released by CDRH on 12-8-2015

Questions? Contact FDA/CDRH/OCE/DID at CDRH-FOISTATUS@fda.hhs.gov or 301-796-8118



(b)(4) Draft User Manual and Duplicated Information

Records processed under FOIA Request #2014-8555; Released by CDRH on 12-8-2015

Questions? Contact FDA/CDRH/OCE/DID at CDRH-FOISTATUS@fda.hhs.gov or 301-796-8118



(b)(4) Draft User Manual and Duplicated Information

Records processed under FOIA Request #2014-8555; Released by CDRH on 12-8-2015

Questions? Contact FDA/CDRH/OCE/DID at CDRH-FOISTATUS@fda.hhs.gov or 301-796-8118



(b)(4) Draft User Manual and Duplicated Information

Records processed under FOIA Request #2014-8555; Released by CDRH on 12-8-2015

Questions? Contact FDA/CDRH/OCE/DID at CDRH-FOISTATUS@fda.hhs.gov or 301-796-8118



(b)(4) Draft User Manual and Duplicated Information

Records processed under FOIA Request #2014-8555; Released by CDRH on 12-8-2015

Questions? Contact FDA/CDRH/OCE/DID at CDRH-FOISTATUS@fda.hhs.gov or 301-796-8118



(b)(4) Draft User Manual and Duplicated Information

Records processed under FOIA Request #2014-8555; Released by CDRH on 12-8-2015

Questions? Contact FDA/CDRH/OCE/DID at CDRH-FOISTATUS@fda.hhs.gov or 301-796-8118



(b)(4) Draft User Manual and Duplicated Information

Records processed under FOIA Request #2014-8555; Released by CDRH on 12-8-2015

Questions? Contact FDA/CDRH/OCE/DID at CDRH-FOISTATUS@fda.hhs.gov or 301-796-8118



(b)(4) Draft User Manual and Duplicated Information

Records processed under FOIA Request #2014-8555; Released by CDRH on 12-8-2015

Questions? Contact FDA/CDRH/OCE/DID at CDRH-FOISTATUS@fda.hhs.gov or 301-796-8118



(b)(4) Draft User Manual and Duplicated Information

Records processed under FOIA Request #2014-8555; Released by CDRH on 12-8-2015

Questions? Contact FDA/CDRH/OCE/DID at CDRH-FOISTATUS@fda.hhs.gov or 301-796-8118



(b)(4) Draft User Manual and Duplicated Information

Records processed under FOIA Request #2014-8555; Released by CDRH on 12-8-2015

Questions? Contact FDA/CDRH/OCE/DID at CDRH-FOISTATUS@fda.hhs.gov or 301-796-8118



(b)(4) Draft User Manual and Duplicated Information

Records processed under FOIA Request #2014-8555; Released by CDRH on 12-8-2015

Questions? Contact FDA/CDRH/OCE/DID at CDRH-FOISTATUS@fda.hhs.gov or 301-796-8118



(b)(4) Draft User Manual and Duplicated Information

Records processed under FOIA Request #2014-8555; Released by CDRH on 12-8-2015

Questions? Contact FDA/CDRH/OCE/DID at CDRH-FOISTATUS@fda.hhs.gov or 301-796-8118



(b)(4) Draft User Manual and Duplicated Information

Records processed under FOIA Request #2014-8555; Released by CDRH on 12-8-2015

Questions? Contact FDA/CDRH/OCE/DID at CDRH-FOISTATUS@fda.hhs.gov or 301-796-8118



(b)(4) Draft User Manual and Duplicated Information

Records processed under FOIA Request #2014-8555; Released by CDRH on 12-8-2015

Questions? Contact FDA/CDRH/OCE/DID at CDRH-FOISTATUS@fda.hhs.gov or 301-796-8118



(b)(4) Draft User Manual and Duplicated Information

Records processed under FOIA Request #2014-8555; Released by CDRH on 12-8-2015

Questions? Contact FDA/CDRH/OCE/DID at CDRH-FOISTATUS@fda.hhs.gov or 301-796-8118



(b)(4) Draft User Manual and Duplicated Information

Records processed under FOIA Request #2014-8555; Released by CDRH on 12-8-2015

Questions? Contact FDA/CDRH/OCE/DID at CDRH-FOISTATUS@fda.hhs.gov or 301-796-8118



(b)(4) Draft User Manual and Duplicated Information

Records processed under FOIA Request #2014-8555; Released by CDRH on 12-8-2015

Questions? Contact FDA/CDRH/OCE/DID at CDRH-FOISTATUS@fda.hhs.gov or 301-796-8118



(b)(4) Draft User Manual and Duplicated Information

Records processed under FOIA Request #2014-8555; Released by CDRH on 12-8-2015

Questions? Contact FDA/CDRH/OCE/DID at CDRH-FOISTATUS@fda.hhs.gov or 301-796-8118



(b)(4) Draft User Manual and Duplicated Information

Records processed under FOIA Request #2014-8555; Released by CDRH on 12-8-2015

Questions? Contact FDA/CDRH/OCE/DID at CDRH-FOISTATUS@fda.hhs.gov or 301-796-8118



(b)(4) Draft User Manual and Duplicated Information

Records processed under FOIA Request #2014-8555; Released by CDRH on 12-8-2015

Questions? Contact FDA/CDRH/OCE/DID at CDRH-FOISTATUS@fda.hhs.gov or 301-796-8118



(b)(4) Draft User Manual and Duplicated Information

Records processed under FOIA Request #2014-8555; Released by CDRH on 12-8-2015

Questions? Contact FDA/CDRH/OCE/DID at CDRH-FOISTATUS@fda.hhs.gov or 301-796-8118



(b)(4) Draft User Manual and Duplicated Information

Records processed under FOIA Request #2014-8555; Released by CDRH on 12-8-2015

Questions? Contact FDA/CDRH/OCE/DID at CDRH-FOISTATUS@fda.hhs.gov or 301-796-8118



(b)(4) Draft User Manual and Duplicated Information

Records processed under FOIA Request #2014-8555; Released by CDRH on 12-8-2015

Questions? Contact FDA/CDRH/OCE/DID at CDRH-FOISTATUS@fda.hhs.gov or 301-796-8118



(b)(4) Draft User Manual and Duplicated Information

Records processed under FOIA Request #2014-8555; Released by CDRH on 12-8-2015

Questions? Contact FDA/CDRH/OCE/DID at CDRH-FOISTATUS@fda.hhs.gov or 301-796-8118



(b)(4) Draft User Manual and Duplicated Information

Records processed under FOIA Request #2014-8555; Released by CDRH on 12-8-2015

Questions? Contact FDA/CDRH/OCE/DID at CDRH-FOISTATUS@fda.hhs.gov or 301-796-8118



(b)(4) Draft User Manual and Duplicated Information

Records processed under FOIA Request #2014-8555; Released by CDRH on 12-8-2015

Questions? Contact FDA/CDRH/OCE/DID at CDRH-FOISTATUS@fda.hhs.gov or 301-796-8118



(b)(4) Draft User Manual and Duplicated Information

Records processed under FOIA Request #2014-8555; Released by CDRH on 12-8-2015

Questions? Contact FDA/CDRH/OCE/DID at CDRH-FOISTATUS@fda.hhs.gov or 301-796-8118



(b)(4) Draft User Manual and Duplicated Information

Records processed under FOIA Request #2014-8555; Released by CDRH on 12-8-2015

Questions? Contact FDA/CDRH/OCE/DID at CDRH-FOISTATUS@fda.hhs.gov or 301-796-8118



(b)(4) Draft User Manual and Duplicated Information

Records processed under FOIA Request #2014-8555; Released by CDRH on 12-8-2015

Questions? Contact FDA/CDRH/OCE/DID at CDRH-FOISTATUS@fda.hhs.gov or 301-796-8118



(b)(4) Draft User Manual and Duplicated Information

Records processed under FOIA Request #2014-8555; Released by CDRH on 12-8-2015

Questions? Contact FDA/CDRH/OCE/DID at CDRH-FOISTATUS@fda.hhs.gov or 301-796-8118



(b)(4) Draft User Manual and Duplicated Information

Records processed under FOIA Request #2014-8555; Released by CDRH on 12-8-2015

Questions? Contact FDA/CDRH/OCE/DID at CDRH-FOISTATUS@fda.hhs.gov or 301-796-8118



(b)(4) Draft User Manual and Duplicated Information

Records processed under FOIA Request #2014-8555; Released by CDRH on 12-8-2015

Questions? Contact FDA/CDRH/OCE/DID at CDRH-FOISTATUS@fda.hhs.gov or 301-796-8118



(b)(4) Draft User Manual and Duplicated Information

Records processed under FOIA Request #2014-8555; Released by CDRH on 12-8-2015

Questions? Contact FDA/CDRH/OCE/DID at CDRH-FOISTATUS@fda.hhs.gov or 301-796-8118



(b)(4) Draft User Manual and Duplicated Information

Records processed under FOIA Request #2014-8555; Released by CDRH on 12-8-2015

Questions? Contact FDA/CDRH/OCE/DID at CDRH-FOISTATUS@fda.hhs.gov or 301-796-8118



(b)(4) Draft User Manual and Duplicated Information

Records processed under FOIA Request #2014-8555; Released by CDRH on 12-8-2015

Questions? Contact FDA/CDRH/OCE/DID at CDRH-FOISTATUS@fda.hhs.gov or 301-796-8118



(b)(4) Draft User Manual and Duplicated Information

Records processed under FOIA Request #2014-8555; Released by CDRH on 12-8-2015

Questions? Contact FDA/CDRH/OCE/DID at CDRH-FOISTATUS@fda.hhs.gov or 301-796-8118



(b)(4) Draft User Manual and Duplicated Information

Records processed under FOIA Request #2014-8555; Released by CDRH on 12-8-2015

Questions? Contact FDA/CDRH/OCE/DID at CDRH-FOISTATUS@fda.hhs.gov or 301-796-8118



(b)(4) Draft User Manual and Duplicated Information

Records processed under FOIA Request #2014-8555; Released by CDRH on 12-8-2015

Questions? Contact FDA/CDRH/OCE/DID at CDRH-FOISTATUS@fda.hhs.gov or 301-796-8118



(b)(4) Draft User Manual and Duplicated Information

Records processed under FOIA Request #2014-8555; Released by CDRH on 12-8-2015

Questions? Contact FDA/CDRH/OCE/DID at CDRH-FOISTATUS@fda.hhs.gov or 301-796-8118



(b)(4) Draft User Manual and Duplicated Information

Records processed under FOIA Request #2014-8555; Released by CDRH on 12-8-2015

Questions? Contact FDA/CDRH/OCE/DID at CDRH-FOISTATUS@fda.hhs.gov or 301-796-8118



(b)(4) Draft User Manual and Duplicated Information

Records processed under FOIA Request #2014-8555; Released by CDRH on 12-8-2015

Questions? Contact FDA/CDRH/OCE/DID at CDRH-FOISTATUS@fda.hhs.gov or 301-796-8118



(b)(4) Draft User Manual and Duplicated Information

Records processed under FOIA Request #2014-8555; Released by CDRH on 12-8-2015

Questions? Contact FDA/CDRH/OCE/DID at CDRH-FOISTATUS@fda.hhs.gov or 301-796-8118



(b)(4) Draft User Manual and Duplicated Information

Records processed under FOIA Request #2014-8555; Released by CDRH on 12-8-2015

Questions? Contact FDA/CDRH/OCE/DID at CDRH-FOISTATUS@fda.hhs.gov or 301-796-8118



(b)(4) Draft User Manual and Duplicated Information

Records processed under FOIA Request #2014-8555; Released by CDRH on 12-8-2015

Questions? Contact FDA/CDRH/OCE/DID at CDRH-FOISTATUS@fda.hhs.gov or 301-796-8118



(b)(4) Draft User Manual and Duplicated Information

Records processed under FOIA Request #2014-8555; Released by CDRH on 12-8-2015

Questions? Contact FDA/CDRH/OCE/DID at CDRH-FOISTATUS@fda.hhs.gov or 301-796-8118



(b)(4) Draft User Manual and Duplicated Information

Records processed under FOIA Request #2014-8555; Released by CDRH on 12-8-2015

Questions? Contact FDA/CDRH/OCE/DID at CDRH-FOISTATUS@fda.hhs.gov or 301-796-8118



(b)(4) Draft User Manual and Duplicated Information

Records processed under FOIA Request #2014-8555; Released by CDRH on 12-8-2015

Questions? Contact FDA/CDRH/OCE/DID at CDRH-FOISTATUS@fda.hhs.gov or 301-796-8118



(b)(4) Draft User Manual and Duplicated Information

Records processed under FOIA Request #2014-8555; Released by CDRH on 12-8-2015

Questions? Contact FDA/CDRH/OCE/DID at CDRH-FOISTATUS@fda.hhs.gov or 301-796-8118



(b)(4) Draft User Manual and Duplicated Information

Records processed under FOIA Request #2014-8555; Released by CDRH on 12-8-2015

Questions? Contact FDA/CDRH/OCE/DID at CDRH-FOISTATUS@fda.hhs.gov or 301-796-8118



(b)(4) Draft User Manual and Duplicated Information

Records processed under FOIA Request #2014-8555; Released by CDRH on 12-8-2015

Questions? Contact FDA/CDRH/OCE/DID at CDRH-FOISTATUS@fda.hhs.gov or 301-796-8118



(b)(4) Draft User Manual and Duplicated Information

Records processed under FOIA Request #2014-8555; Released by CDRH on 12-8-2015

Questions? Contact FDA/CDRH/OCE/DID at CDRH-FOISTATUS@fda.hhs.gov or 301-796-8118



(b)(4) Draft User Manual and Duplicated Information

Records processed under FOIA Request #2014-8555; Released by CDRH on 12-8-2015

Questions? Contact FDA/CDRH/OCE/DID at CDRH-FOISTATUS@fda.hhs.gov or 301-796-8118



(b)(4) Draft User Manual and Duplicated Information

Records processed under FOIA Request #2014-8555; Released by CDRH on 12-8-2015

Questions? Contact FDA/CDRH/OCE/DID at CDRH-FOISTATUS@fda.hhs.gov or 301-796-8118



(b)(4) Draft User Manual and Duplicated Information

Records processed under FOIA Request #2014-8555; Released by CDRH on 12-8-2015

Questions? Contact FDA/CDRH/OCE/DID at CDRH-FOISTATUS@fda.hhs.gov or 301-796-8118



(b)(4) Draft User Manual and Duplicated Information

Records processed under FOIA Request #2014-8555; Released by CDRH on 12-8-2015

Questions? Contact FDA/CDRH/OCE/DID at CDRH-FOISTATUS@fda.hhs.gov or 301-796-8118



(b)(4) Draft User Manual and Duplicated Information

Records processed under FOIA Request #2014-8555; Released by CDRH on 12-8-2015

Questions? Contact FDA/CDRH/OCE/DID at CDRH-FOISTATUS@fda.hhs.gov or 301-796-8118



(b)(4) Draft User Manual and Duplicated Information

Records processed under FOIA Request #2014-8555; Released by CDRH on 12-8-2015

Questions? Contact FDA/CDRH/OCE/DID at CDRH-FOISTATUS@fda.hhs.gov or 301-796-8118



(b)(4) Draft User Manual and Duplicated Information

Records processed under FOIA Request #2014-8555; Released by CDRH on 12-8-2015

Questions? Contact FDA/CDRH/OCE/DID at CDRH-FOISTATUS@fda.hhs.gov or 301-796-8118



(b)(4) Draft User Manual and Duplicated Information

Records processed under FOIA Request #2014-8555; Released by CDRH on 12-8-2015

Questions? Contact FDA/CDRH/OCE/DID at CDRH-FOISTATUS@fda.hhs.gov or 301-796-8118



(b)(4) Draft User Manual and Duplicated Information

Records processed under FOIA Request #2014-8555; Released by CDRH on 12-8-2015

Questions? Contact FDA/CDRH/OCE/DID at CDRH-FOISTATUS@fda.hhs.gov or 301-796-8118



(b)(4) Draft User Manual and Duplicated Information

Records processed under FOIA Request #2014-8555; Released by CDRH on 12-8-2015

Questions? Contact FDA/CDRH/OCE/DID at CDRH-FOISTATUS@fda.hhs.gov or 301-796-8118



(b)(4) Draft User Manual and Duplicated Information

Records processed under FOIA Request #2014-8555; Released by CDRH on 12-8-2015

Questions? Contact FDA/CDRH/OCE/DID at CDRH-FOISTATUS@fda.hhs.gov or 301-796-8118



(b)(4) Draft User Manual and Duplicated Information

Records processed under FOIA Request #2014-8555; Released by CDRH on 12-8-2015

Questions? Contact FDA/CDRH/OCE/DID at CDRH-FOISTATUS@fda.hhs.gov or 301-796-8118



(b)(4) Draft User Manual and Duplicated Information

Records processed under FOIA Request #2014-8555; Released by CDRH on 12-8-2015

Questions? Contact FDA/CDRH/OCE/DID at CDRH-FOISTATUS@fda.hhs.gov or 301-796-8118



(b)(4) Draft User Manual and Duplicated Information

Records processed under FOIA Request #2014-8555; Released by CDRH on 12-8-2015

Questions? Contact FDA/CDRH/OCE/DID at CDRH-FOISTATUS@fda.hhs.gov or 301-796-8118



(b)(4) Draft User Manual and Duplicated Information

Records processed under FOIA Request #2014-8555; Released by CDRH on 12-8-2015

Questions? Contact FDA/CDRH/OCE/DID at CDRH-FOISTATUS@fda.hhs.gov or 301-796-8118



(b)(4) Draft User Manual and Duplicated Information

Records processed under FOIA Request #2014-8555; Released by CDRH on 12-8-2015

Questions? Contact FDA/CDRH/OCE/DID at CDRH-FOISTATUS@fda.hhs.gov or 301-796-8118



(b)(4) Draft User Manual and Duplicated Information

Records processed under FOIA Request #2014-8555; Released by CDRH on 12-8-2015

Questions? Contact FDA/CDRH/OCE/DID at CDRH-FOISTATUS@fda.hhs.gov or 301-796-8118



(b)(4) Draft User Manual and Duplicated Information

Records processed under FOIA Request #2014-8555; Released by CDRH on 12-8-2015

Questions? Contact FDA/CDRH/OCE/DID at CDRH-FOISTATUS@fda.hhs.gov or 301-796-8118



(b)(4) Draft User Manual and Duplicated Information

Records processed under FOIA Request #2014-8555; Released by CDRH on 12-8-2015

Questions? Contact FDA/CDRH/OCE/DID at CDRH-FOISTATUS@fda.hhs.gov or 301-796-8118



(b)(4) Draft User Manual and Duplicated Information

Records processed under FOIA Request #2014-8555; Released by CDRH on 12-8-2015

Questions? Contact FDA/CDRH/OCE/DID at CDRH-FOISTATUS@fda.hhs.gov or 301-796-8118



(b)(4) Draft User Manual and Duplicated Information

Records processed under FOIA Request #2014-8555; Released by CDRH on 12-8-2015

Questions? Contact FDA/CDRH/OCE/DID at CDRH-FOISTATUS@fda.hhs.gov or 301-796-8118



(b)(4) Draft User Manual and Duplicated Information

Records processed under FOIA Request #2014-8555; Released by CDRH on 12-8-2015

Questions? Contact FDA/CDRH/OCE/DID at CDRH-FOISTATUS@fda.hhs.gov or 301-796-8118



(b)(4) Draft User Manual and Duplicated Information

Records processed under FOIA Request #2014-8555; Released by CDRH on 12-8-2015

Questions? Contact FDA/CDRH/OCE/DID at CDRH-FOISTATUS@fda.hhs.gov or 301-796-8118



(b)(4) Draft User Manual and Duplicated Information

Records processed under FOIA Request #2014-8555; Released by CDRH on 12-8-2015

Questions? Contact FDA/CDRH/OCE/DID at CDRH-FOISTATUS@fda.hhs.gov or 301-796-8118



(b)(4) Draft User Manual and Duplicated Information

Records processed under FOIA Request #2014-8555; Released by CDRH on 12-8-2015

Questions? Contact FDA/CDRH/OCE/DID at CDRH-FOISTATUS@fda.hhs.gov or 301-796-8118



(b)(4) Draft User Manual and Duplicated Information

Records processed under FOIA Request #2014-8555; Released by CDRH on 12-8-2015

Questions? Contact FDA/CDRH/OCE/DID at CDRH-FOISTATUS@fda.hhs.gov or 301-796-8118



(b)(4) Draft User Manual and Duplicated Information

Records processed under FOIA Request #2014-8555; Released by CDRH on 12-8-2015

Questions? Contact FDA/CDRH/OCE/DID at CDRH-FOISTATUS@fda.hhs.gov or 301-796-8118



(b)(4) Draft User Manual and Duplicated Information

Records processed under FOIA Request #2014-8555; Released by CDRH on 12-8-2015

Questions? Contact FDA/CDRH/OCE/DID at CDRH-FOISTATUS@fda.hhs.gov or 301-796-8118



(b)(4) Draft User Manual and Duplicated Information

Records processed under FOIA Request #2014-8555; Released by CDRH on 12-8-2015

Questions? Contact FDA/CDRH/OCE/DID at CDRH-FOISTATUS@fda.hhs.gov or 301-796-8118



(b)(4) Draft User Manual and Duplicated Information

Records processed under FOIA Request #2014-8555; Released by CDRH on 12-8-2015

Questions? Contact FDA/CDRH/OCE/DID at CDRH-FOISTATUS@fda.hhs.gov or 301-796-8118



(b)(4) Draft User Manual and Duplicated Information

Records processed under FOIA Request #2014-8555; Released by CDRH on 12-8-2015

Questions? Contact FDA/CDRH/OCE/DID at CDRH-FOISTATUS@fda.hhs.gov or 301-796-8118



(b)(4) Draft User Manual and Duplicated Information

Records processed under FOIA Request #2014-8555; Released by CDRH on 12-8-2015

Questions? Contact FDA/CDRH/OCE/DID at CDRH-FOISTATUS@fda.hhs.gov or 301-796-8118



(b)(4) Testing

Records processed under FOIA Request #2014-8555; Released by CDRH on 12-8-2015

Questions? Contact FDA/CDRH/OCE/DID at CDRH-FOISTATUS@fda.hhs.gov or 301-796-8118



(b)(4) Testing

Records processed under FOIA Request #2014-8555; Released by CDRH on 12-8-2015

Questions? Contact FDA/CDRH/OCE/DID at CDRH-FOISTATUS@fda.hhs.gov or 301-796-8118



(b)(4) Testing

Records processed under FOIA Request #2014-8555; Released by CDRH on 12-8-2015

Questions? Contact FDA/CDRH/OCE/DID at CDRH-FOISTATUS@fda.hhs.gov or 301-796-8118



(b)(4) Testing

Records processed under FOIA Request #2014-8555; Released by CDRH on 12-8-2015

Questions? Contact FDA/CDRH/OCE/DID at CDRH-FOISTATUS@fda.hhs.gov or 301-796-8118



(b)(4) Testing

Records processed under FOIA Request #2014-8555; Released by CDRH on 12-8-2015

Questions? Contact FDA/CDRH/OCE/DID at CDRH-FOISTATUS@fda.hhs.gov or 301-796-8118



(b)(4) Testing

Records processed under FOIA Request #2014-8555; Released by CDRH on 12-8-2015

Questions? Contact FDA/CDRH/OCE/DID at CDRH-FOISTATUS@fda.hhs.gov or 301-796-8118



(b)(4) Testing

Records processed under FOIA Request #2014-8555; Released by CDRH on 12-8-2015

Questions? Contact FDA/CDRH/OCE/DID at CDRH-FOISTATUS@fda.hhs.gov or 301-796-8118



(b)(4) Testing

Records processed under FOIA Request #2014-8555; Released by CDRH on 12-8-2015

Questions? Contact FDA/CDRH/OCE/DID at CDRH-FOISTATUS@fda.hhs.gov or 301-796-8118



(b)(4) Testing

Records processed under FOIA Request #2014-8555; Released by CDRH on 12-8-2015

Questions? Contact FDA/CDRH/OCE/DID at CDRH-FOISTATUS@fda.hhs.gov or 301-796-8118



(b)(4) Testing

Records processed under FOIA Request #2014-8555; Released by CDRH on 12-8-2015

Questions? Contact FDA/CDRH/OCE/DID at CDRH-FOISTATUS@fda.hhs.gov or 301-796-8118



(b)(4) Testing

Records processed under FOIA Request #2014-8555; Released by CDRH on 12-8-2015

Questions? Contact FDA/CDRH/OCE/DID at CDRH-FOISTATUS@fda.hhs.gov or 301-796-8118



(b)(4) Testing

Records processed under FOIA Request #2014-8555; Released by CDRH on 12-8-2015

Questions? Contact FDA/CDRH/OCE/DID at CDRH-FOISTATUS@fda.hhs.gov or 301-796-8118



(b)(4) Testing

Records processed under FOIA Request #2014-8555; Released by CDRH on 12-8-2015

Questions? Contact FDA/CDRH/OCE/DID at CDRH-FOISTATUS@fda.hhs.gov or 301-796-8118



(b)(4) Testing

Records processed under FOIA Request #2014-8555; Released by CDRH on 12-8-2015

Questions? Contact FDA/CDRH/OCE/DID at CDRH-FOISTATUS@fda.hhs.gov or 301-796-8118



(b)(4) Testing

Records processed under FOIA Request #2014-8555; Released by CDRH on 12-8-2015

Questions? Contact FDA/CDRH/OCE/DID at CDRH-FOISTATUS@fda.hhs.gov or 301-796-8118



(b)(4) Testing

Records processed under FOIA Request #2014-8555; Released by CDRH on 12-8-2015

Questions? Contact FDA/CDRH/OCE/DID at CDRH-FOISTATUS@fda.hhs.gov or 301-796-8118



(b)(4) Testing

Records processed under FOIA Request #2014-8555; Released by CDRH on 12-8-2015

Questions? Contact FDA/CDRH/OCE/DID at CDRH-FOISTATUS@fda.hhs.gov or 301-796-8118



(b)(4) Testing

Records processed under FOIA Request #2014-8555; Released by CDRH on 12-8-2015

Questions? Contact FDA/CDRH/OCE/DID at CDRH-FOISTATUS@fda.hhs.gov or 301-796-8118



(b)(4) Testing

Records processed under FOIA Request #2014-8555; Released by CDRH on 12-8-2015

Questions? Contact FDA/CDRH/OCE/DID at CDRH-FOISTATUS@fda.hhs.gov or 301-796-8118



(b)(4) Testing

Records processed under FOIA Request #2014-8555; Released by CDRH on 12-8-2015

Questions? Contact FDA/CDRH/OCE/DID at CDRH-FOISTATUS@fda.hhs.gov or 301-796-8118



(b)(4) Testing

Records processed under FOIA Request #2014-8555; Released by CDRH on 12-8-2015

Questions? Contact FDA/CDRH/OCE/DID at CDRH-FOISTATUS@fda.hhs.gov or 301-796-8118



(b)(4) Clinical Evaluation Report

Records processed under FOIA Request #2014-8555; Released by CDRH on 12-8-2015

Questions? Contact FDA/CDRH/OCE/DID at CDRH-FOISTATUS@fda.hhs.gov or 301-796-8118



(b)(4) Clinical Evaluation Report

Records processed under FOIA Request #2014-8555; Released by CDRH on 12-8-2015

Questions? Contact FDA/CDRH/OCE/DID at CDRH-FOISTATUS@fda.hhs.gov or 301-796-8118



(b)(4) Clinical Evaluation Report

Records processed under FOIA Request #2014-8555; Released by CDRH on 12-8-2015

Questions? Contact FDA/CDRH/OCE/DID at CDRH-FOISTATUS@fda.hhs.gov or 301-796-8118



(b)(4) Clinical Evaluation Report

Records processed under FOIA Request #2014-8555; Released by CDRH on 12-8-2015

Questions? Contact FDA/CDRH/OCE/DID at CDRH-FOISTATUS@fda.hhs.gov or 301-796-8118



(b)(4) Clinical Evaluation Report

Records processed under FOIA Request #2014-8555; Released by CDRH on 12-8-2015

Questions? Contact FDA/CDRH/OCE/DID at CDRH-FOISTATUS@fda.hhs.gov or 301-796-8118



(b)(4) Clinical Evaluation Report

Records processed under FOIA Request #2014-8555; Released by CDRH on 12-8-2015

Questions? Contact FDA/CDRH/OCE/DID at CDRH-FOISTATUS@fda.hhs.gov or 301-796-8118



(b)(4) Clinical Evaluation Report

Records processed under FOIA Request #2014-8555; Released by CDRH on 12-8-2015

Questions? Contact FDA/CDRH/OCE/DID at CDRH-FOISTATUS@fda.hhs.gov or 301-796-8118



(b)(4) Clinical Evaluation Report

Records processed under FOIA Request #2014-8555; Released by CDRH on 12-8-2015

Questions? Contact FDA/CDRH/OCE/DID at CDRH-FOISTATUS@fda.hhs.gov or 301-796-8118



(b)(4) Clinical Evaluation Report

Records processed under FOIA Request #2014-8555; Released by CDRH on 12-8-2015

Questions? Contact FDA/CDRH/OCE/DID at CDRH-FOISTATUS@fda.hhs.gov or 301-796-8118



(b)(4) Clinical Evaluation Report

Records processed under FOIA Request #2014-8555; Released by CDRH on 12-8-2015

Questions? Contact FDA/CDRH/OCE/DID at CDRH-FOISTATUS@fda.hhs.gov or 301-796-8118



(b)(4) Clinical Evaluation Report

Records processed under FOIA Request #2014-8555; Released by CDRH on 12-8-2015

Questions? Contact FDA/CDRH/OCE/DID at CDRH-FOISTATUS@fda.hhs.gov or 301-796-8118



(b)(4) Clinical Evaluation Report

Records processed under FOIA Request #2014-8555; Released by CDRH on 12-8-2015

Questions? Contact FDA/CDRH/OCE/DID at CDRH-FOISTATUS@fda.hhs.gov or 301-796-8118



(b)(4) Clinical Evaluation Report

Records processed under FOIA Request #2014-8555; Released by CDRH on 12-8-2015

Questions? Contact FDA/CDRH/OCE/DID at CDRH-FOISTATUS@fda.hhs.gov or 301-796-8118



(b)(4) Clinical Evaluation Report

Records processed under FOIA Request #2014-8555; Released by CDRH on 12-8-2015

Questions? Contact FDA/CDRH/OCE/DID at CDRH-FOISTATUS@fda.hhs.gov or 301-796-8118



(b)(4) Clinical Evaluation Report

Records processed under FOIA Request #2014-8555; Released by CDRH on 12-8-2015

Questions? Contact FDA/CDRH/OCE/DID at CDRH-FOISTATUS@fda.hhs.gov or 301-796-8118



(b)(4) Clinical Evaluation Report

Records processed under FOIA Request #2014-8555; Released by CDRH on 12-8-2015

Questions? Contact FDA/CDRH/OCE/DID at CDRH-FOISTATUS@fda.hhs.gov or 301-796-8118



(b)(4) Clinical Evaluation Report

Records processed under FOIA Request #2014-8555; Released by CDRH on 12-8-2015

Questions? Contact FDA/CDRH/OCE/DID at CDRH-FOISTATUS@fda.hhs.gov or 301-796-8118



(b)(4) Clinical Evaluation Report

Records processed under FOIA Request #2014-8555; Released by CDRH on 12-8-2015

Questions? Contact FDA/CDRH/OCE/DID at CDRH-FOISTATUS@fda.hhs.gov or 301-796-8118



(b)(4) Clinical Evaluation Report

Records processed under FOIA Request #2014-8555; Released by CDRH on 12-8-2015

Questions? Contact FDA/CDRH/OCE/DID at CDRH-FOISTATUS@fda.hhs.gov or 301-796-8118



(b)(4) Clinical Evaluation Report

Records processed under FOIA Request #2014-8555; Released by CDRH on 12-8-2015

Questions? Contact FDA/CDRH/OCE/DID at CDRH-FOISTATUS@fda.hhs.gov or 301-796-8118



(b)(4) Clinical Evaluation Report

Records processed under FOIA Request #2014-8555; Released by CDRH on 12-8-2015

Questions? Contact FDA/CDRH/OCE/DID at CDRH-FOISTATUS@fda.hhs.gov or 301-796-8118



(b)(4) Clinical Evaluation Report

Records processed under FOIA Request #2014-8555; Released by CDRH on 12-8-2015

Questions? Contact FDA/CDRH/OCE/DID at CDRH-FOISTATUS@fda.hhs.gov or 301-796-8118



(b)(4) Clinical Evaluation Report

Records processed under FOIA Request #2014-8555; Released by CDRH on 12-8-2015

Questions? Contact FDA/CDRH/OCE/DID at CDRH-FOISTATUS@fda.hhs.gov or 301-796-8118



(b)(4) Review-Additional Information

Records processed under FOIA Request #2014-8555; Released by CDRH on 12-8-2015

Questions? Contact FDA/CDRH/OCE/DID at CDRH-FOISTATUS@fda.hhs.gov or 301-796-8118



(b)(4) Review-Additional Information

Records processed under FOIA Request #2014-8555; Released by CDRH on 12-8-2015

Questions? Contact FDA/CDRH/OCE/DID at CDRH-FOISTATUS@fda.hhs.gov or 301-796-8118



(b)(4) Review-Additional Information

Records processed under FOIA Request #2014-8555; Released by CDRH on 12-8-2015

Questions? Contact FDA/CDRH/OCE/DID at CDRH-FOISTATUS@fda.hhs.gov or 301-796-8118



(b)(4) Review-Additional Information

Records processed under FOIA Request #2014-8555; Released by CDRH on 12-8-2015

Questions? Contact FDA/CDRH/OCE/DID at CDRH-FOISTATUS@fda.hhs.gov or 301-796-8118



(b)(4) Review-Additional Information

Records processed under FOIA Request #2014-8555; Released by CDRH on 12-8-2015

Questions? Contact FDA/CDRH/OCE/DID at CDRH-FOISTATUS@fda.hhs.gov or 301-796-8118



(b)(4) Review-Additional Information

Records processed under FOIA Request #2014-8555; Released by CDRH on 12-8-2015

Questions? Contact FDA/CDRH/OCE/DID at CDRH-FOISTATUS@fda.hhs.gov or 301-796-8118



(b)(4) Review-Additional Information

Records processed under FOIA Request #2014-8555; Released by CDRH on 12-8-2015

Questions? Contact FDA/CDRH/OCE/DID at CDRH-FOISTATUS@fda.hhs.gov or 301-796-8118



(b)(4) Review-Additional Information

Records processed under FOIA Request #2014-8555; Released by CDRH on 12-8-2015

Questions? Contact FDA/CDRH/OCE/DID at CDRH-FOISTATUS@fda.hhs.gov or 301-796-8118



(b)(4) Review-Additional Information

Records processed under FOIA Request #2014-8555; Released by CDRH on 12-8-2015

Questions? Contact FDA/CDRH/OCE/DID at CDRH-FOISTATUS@fda.hhs.gov or 301-796-8118



(b)(4) Review-Additional Information

Records processed under FOIA Request #2014-8555; Released by CDRH on 12-8-2015

Questions? Contact FDA/CDRH/OCE/DID at CDRH-FOISTATUS@fda.hhs.gov or 301-796-8118



(b)(4) Review-Additional Information

Records processed under FOIA Request #2014-8555; Released by CDRH on 12-8-2015

Questions? Contact FDA/CDRH/OCE/DID at CDRH-FOISTATUS@fda.hhs.gov or 301-796-8118



(b)(4) Review-Additional Information

Records processed under FOIA Request #2014-8555; Released by CDRH on 12-8-2015

Questions? Contact FDA/CDRH/OCE/DID at CDRH-FOISTATUS@fda.hhs.gov or 301-796-8118



(b)(4) Review-Additional Information

Records processed under FOIA Request #2014-8555; Released by CDRH on 12-8-2015

Questions? Contact FDA/CDRH/OCE/DID at CDRH-FOISTATUS@fda.hhs.gov or 301-796-8118



(b)(4) Review-Additional Information

Records processed under FOIA Request #2014-8555; Released by CDRH on 12-8-2015

Questions? Contact FDA/CDRH/OCE/DID at CDRH-FOISTATUS@fda.hhs.gov or 301-796-8118



(b)(4) Review-Additional Information

Records processed under FOIA Request #2014-8555; Released by CDRH on 12-8-2015

Questions? Contact FDA/CDRH/OCE/DID at CDRH-FOISTATUS@fda.hhs.gov or 301-796-8118



(b)(4) Review-Additional Information

Records processed under FOIA Request #2014-8555; Released by CDRH on 12-8-2015

Questions? Contact FDA/CDRH/OCE/DID at CDRH-FOISTATUS@fda.hhs.gov or 301-796-8118



(b)(4) Review-Additional Information

Records processed under FOIA Request #2014-8555; Released by CDRH on 12-8-2015

Questions? Contact FDA/CDRH/OCE/DID at CDRH-FOISTATUS@fda.hhs.gov or 301-796-8118



(b)(4) Review-Additional Information

Records processed under FOIA Request #2014-8555; Released by CDRH on 12-8-2015

Questions? Contact FDA/CDRH/OCE/DID at CDRH-FOISTATUS@fda.hhs.gov or 301-796-8118



(b)(4) Draft User Manuals

Records processed under FOIA Request #2014-8555; Released by CDRH on 12-8-2015

Questions? Contact FDA/CDRH/OCE/DID at CDRH-FOISTATUS@fda.hhs.gov or 301-796-8118



(b)(4) Draft User Manuals

Records processed under FOIA Request #2014-8555; Released by CDRH on 12-8-2015

Questions? Contact FDA/CDRH/OCE/DID at CDRH-FOISTATUS@fda.hhs.gov or 301-796-8118



(b)(4) Draft User Manuals

Records processed under FOIA Request #2014-8555; Released by CDRH on 12-8-2015

Questions? Contact FDA/CDRH/OCE/DID at CDRH-FOISTATUS@fda.hhs.gov or 301-796-8118



(b)(4) Draft User Manuals

Records processed under FOIA Request #2014-8555; Released by CDRH on 12-8-2015

Questions? Contact FDA/CDRH/OCE/DID at CDRH-FOISTATUS@fda.hhs.gov or 301-796-8118



(b)(4) Draft User Manuals

Records processed under FOIA Request #2014-8555; Released by CDRH on 12-8-2015

Questions? Contact FDA/CDRH/OCE/DID at CDRH-FOISTATUS@fda.hhs.gov or 301-796-8118



(b)(4) Draft User Manuals

Records processed under FOIA Request #2014-8555; Released by CDRH on 12-8-2015

Questions? Contact FDA/CDRH/OCE/DID at CDRH-FOISTATUS@fda.hhs.gov or 301-796-8118



(b)(4) Draft User Manuals

Records processed under FOIA Request #2014-8555; Released by CDRH on 12-8-2015

Questions? Contact FDA/CDRH/OCE/DID at CDRH-FOISTATUS@fda.hhs.gov or 301-796-8118



(b)(4) Draft User Manuals

Records processed under FOIA Request #2014-8555; Released by CDRH on 12-8-2015

Questions? Contact FDA/CDRH/OCE/DID at CDRH-FOISTATUS@fda.hhs.gov or 301-796-8118



(b)(4) Draft User Manuals

Records processed under FOIA Request #2014-8555; Released by CDRH on 12-8-2015

Questions? Contact FDA/CDRH/OCE/DID at CDRH-FOISTATUS@fda.hhs.gov or 301-796-8118



(b)(4) Draft User Manuals

Records processed under FOIA Request #2014-8555; Released by CDRH on 12-8-2015

Questions? Contact FDA/CDRH/OCE/DID at CDRH-FOISTATUS@fda.hhs.gov or 301-796-8118



(b)(4) Draft User Manuals

Records processed under FOIA Request #2014-8555; Released by CDRH on 12-8-2015

Questions? Contact FDA/CDRH/OCE/DID at CDRH-FOISTATUS@fda.hhs.gov or 301-796-8118



(b)(4) Draft User Manuals

Records processed under FOIA Request #2014-8555; Released by CDRH on 12-8-2015

Questions? Contact FDA/CDRH/OCE/DID at CDRH-FOISTATUS@fda.hhs.gov or 301-796-8118



(b)(4) Draft User Manuals

Records processed under FOIA Request #2014-8555; Released by CDRH on 12-8-2015

Questions? Contact FDA/CDRH/OCE/DID at CDRH-FOISTATUS@fda.hhs.gov or 301-796-8118



(b)(4) Draft User Manuals

Records processed under FOIA Request #2014-8555; Released by CDRH on 12-8-2015

Questions? Contact FDA/CDRH/OCE/DID at CDRH-FOISTATUS@fda.hhs.gov or 301-796-8118



(b)(4) Draft User Manuals

Records processed under FOIA Request #2014-8555; Released by CDRH on 12-8-2015

Questions? Contact FDA/CDRH/OCE/DID at CDRH-FOISTATUS@fda.hhs.gov or 301-796-8118



(b)(4) Draft User Manuals

Records processed under FOIA Request #2014-8555; Released by CDRH on 12-8-2015

Questions? Contact FDA/CDRH/OCE/DID at CDRH-FOISTATUS@fda.hhs.gov or 301-796-8118



(b)(4) Draft User Manuals

Records processed under FOIA Request #2014-8555; Released by CDRH on 12-8-2015

Questions? Contact FDA/CDRH/OCE/DID at CDRH-FOISTATUS@fda.hhs.gov or 301-796-8118



(b)(4) Draft User Manuals

Records processed under FOIA Request #2014-8555; Released by CDRH on 12-8-2015

Questions? Contact FDA/CDRH/OCE/DID at CDRH-FOISTATUS@fda.hhs.gov or 301-796-8118



(b)(4) Draft User Manuals

Records processed under FOIA Request #2014-8555; Released by CDRH on 12-8-2015

Questions? Contact FDA/CDRH/OCE/DID at CDRH-FOISTATUS@fda.hhs.gov or 301-796-8118



(b)(4) Draft User Manuals

Records processed under FOIA Request #2014-8555; Released by CDRH on 12-8-2015

Questions? Contact FDA/CDRH/OCE/DID at CDRH-FOISTATUS@fda.hhs.gov or 301-796-8118



(b)(4) Draft User Manuals

Records processed under FOIA Request #2014-8555; Released by CDRH on 12-8-2015

Questions? Contact FDA/CDRH/OCE/DID at CDRH-FOISTATUS@fda.hhs.gov or 301-796-8118



(b)(4) Draft User Manuals

Records processed under FOIA Request #2014-8555; Released by CDRH on 12-8-2015

Questions? Contact FDA/CDRH/OCE/DID at CDRH-FOISTATUS@fda.hhs.gov or 301-796-8118



(b)(4) Draft User Manuals

Records processed under FOIA Request #2014-8555; Released by CDRH on 12-8-2015

Questions? Contact FDA/CDRH/OCE/DID at CDRH-FOISTATUS@fda.hhs.gov or 301-796-8118



(b)(4) Draft User Manuals

Records processed under FOIA Request #2014-8555; Released by CDRH on 12-8-2015

Questions? Contact FDA/CDRH/OCE/DID at CDRH-FOISTATUS@fda.hhs.gov or 301-796-8118



(b)(4) Draft User Manuals

Records processed under FOIA Request #2014-8555; Released by CDRH on 12-8-2015

Questions? Contact FDA/CDRH/OCE/DID at CDRH-FOISTATUS@fda.hhs.gov or 301-796-8118



(b)(4) Draft User Manuals

Records processed under FOIA Request #2014-8555; Released by CDRH on 12-8-2015

Questions? Contact FDA/CDRH/OCE/DID at CDRH-FOISTATUS@fda.hhs.gov or 301-796-8118



(b)(4) Draft User Manuals

Records processed under FOIA Request #2014-8555; Released by CDRH on 12-8-2015

Questions? Contact FDA/CDRH/OCE/DID at CDRH-FOISTATUS@fda.hhs.gov or 301-796-8118



(b)(4) Draft User Manuals

Records processed under FOIA Request #2014-8555; Released by CDRH on 12-8-2015

Questions? Contact FDA/CDRH/OCE/DID at CDRH-FOISTATUS@fda.hhs.gov or 301-796-8118



(b)(4) Draft User Manuals

Records processed under FOIA Request #2014-8555; Released by CDRH on 12-8-2015

Questions? Contact FDA/CDRH/OCE/DID at CDRH-FOISTATUS@fda.hhs.gov or 301-796-8118



(b)(4) Draft User Manuals

Records processed under FOIA Request #2014-8555; Released by CDRH on 12-8-2015

Questions? Contact FDA/CDRH/OCE/DID at CDRH-FOISTATUS@fda.hhs.gov or 301-796-8118



(b)(4) Draft User Manuals

Records processed under FOIA Request #2014-8555; Released by CDRH on 12-8-2015

Questions? Contact FDA/CDRH/OCE/DID at CDRH-FOISTATUS@fda.hhs.gov or 301-796-8118



(b)(4) Draft User Manuals

Records processed under FOIA Request #2014-8555; Released by CDRH on 12-8-2015

Questions? Contact FDA/CDRH/OCE/DID at CDRH-FOISTATUS@fda.hhs.gov or 301-796-8118



(b)(4) Draft User Manuals

Records processed under FOIA Request #2014-8555; Released by CDRH on 12-8-2015

Questions? Contact FDA/CDRH/OCE/DID at CDRH-FOISTATUS@fda.hhs.gov or 301-796-8118



(b)(4) Draft User Manuals

Records processed under FOIA Request #2014-8555; Released by CDRH on 12-8-2015

Questions? Contact FDA/CDRH/OCE/DID at CDRH-FOISTATUS@fda.hhs.gov or 301-796-8118



(b)(4) Draft User Manuals

Records processed under FOIA Request #2014-8555; Released by CDRH on 12-8-2015

Questions? Contact FDA/CDRH/OCE/DID at CDRH-FOISTATUS@fda.hhs.gov or 301-796-8118



(b)(4) Draft User Manuals

Records processed under FOIA Request #2014-8555; Released by CDRH on 12-8-2015

Questions? Contact FDA/CDRH/OCE/DID at CDRH-FOISTATUS@fda.hhs.gov or 301-796-8118



(b)(4) Draft User Manuals

Records processed under FOIA Request #2014-8555; Released by CDRH on 12-8-2015

Questions? Contact FDA/CDRH/OCE/DID at CDRH-FOISTATUS@fda.hhs.gov or 301-796-8118



(b)(4) Draft User Manuals

Records processed under FOIA Request #2014-8555; Released by CDRH on 12-8-2015

Questions? Contact FDA/CDRH/OCE/DID at CDRH-FOISTATUS@fda.hhs.gov or 301-796-8118



(b)(4) Draft User Manuals

Records processed under FOIA Request #2014-8555; Released by CDRH on 12-8-2015

Questions? Contact FDA/CDRH/OCE/DID at CDRH-FOISTATUS@fda.hhs.gov or 301-796-8118



(b)(4) Draft User Manuals

Records processed under FOIA Request #2014-8555; Released by CDRH on 12-8-2015

Questions? Contact FDA/CDRH/OCE/DID at CDRH-FOISTATUS@fda.hhs.gov or 301-796-8118



(b)(4) Draft User Manuals

Records processed under FOIA Request #2014-8555; Released by CDRH on 12-8-2015

Questions? Contact FDA/CDRH/OCE/DID at CDRH-FOISTATUS@fda.hhs.gov or 301-796-8118



(b)(4) Draft User Manuals

Records processed under FOIA Request #2014-8555; Released by CDRH on 12-8-2015

Questions? Contact FDA/CDRH/OCE/DID at CDRH-FOISTATUS@fda.hhs.gov or 301-796-8118



(b)(4) Draft User Manuals

Records processed under FOIA Request #2014-8555; Released by CDRH on 12-8-2015

Questions? Contact FDA/CDRH/OCE/DID at CDRH-FOISTATUS@fda.hhs.gov or 301-796-8118



(b)(4) Draft User Manuals

Records processed under FOIA Request #2014-8555; Released by CDRH on 12-8-2015

Questions? Contact FDA/CDRH/OCE/DID at CDRH-FOISTATUS@fda.hhs.gov or 301-796-8118



(b)(4) Draft User Manuals

Records processed under FOIA Request #2014-8555; Released by CDRH on 12-8-2015

Questions? Contact FDA/CDRH/OCE/DID at CDRH-FOISTATUS@fda.hhs.gov or 301-796-8118



(b)(4) Draft User Manuals

Records processed under FOIA Request #2014-8555; Released by CDRH on 12-8-2015

Questions? Contact FDA/CDRH/OCE/DID at CDRH-FOISTATUS@fda.hhs.gov or 301-796-8118



(b)(4) Draft User Manuals

Records processed under FOIA Request #2014-8555; Released by CDRH on 12-8-2015

Questions? Contact FDA/CDRH/OCE/DID at CDRH-FOISTATUS@fda.hhs.gov or 301-796-8118



(b)(4) Draft User Manuals

Records processed under FOIA Request #2014-8555; Released by CDRH on 12-8-2015

Questions? Contact FDA/CDRH/OCE/DID at CDRH-FOISTATUS@fda.hhs.gov or 301-796-8118



(b)(4) Draft User Manuals

Records processed under FOIA Request #2014-8555; Released by CDRH on 12-8-2015

Questions? Contact FDA/CDRH/OCE/DID at CDRH-FOISTATUS@fda.hhs.gov or 301-796-8118



(b)(4) Draft User Manuals

Records processed under FOIA Request #2014-8555; Released by CDRH on 12-8-2015

Questions? Contact FDA/CDRH/OCE/DID at CDRH-FOISTATUS@fda.hhs.gov or 301-796-8118



(b)(4) Draft User Manuals

Records processed under FOIA Request #2014-8555; Released by CDRH on 12-8-2015

Questions? Contact FDA/CDRH/OCE/DID at CDRH-FOISTATUS@fda.hhs.gov or 301-796-8118



(b)(4) Draft User Manuals

Records processed under FOIA Request #2014-8555; Released by CDRH on 12-8-2015

Questions? Contact FDA/CDRH/OCE/DID at CDRH-FOISTATUS@fda.hhs.gov or 301-796-8118



(b)(4) Draft User Manuals

Records processed under FOIA Request #2014-8555; Released by CDRH on 12-8-2015

Questions? Contact FDA/CDRH/OCE/DID at CDRH-FOISTATUS@fda.hhs.gov or 301-796-8118



(b)(4) Draft User Manuals

Records processed under FOIA Request #2014-8555; Released by CDRH on 12-8-2015
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