The following document is a copy of an attachment to a Recall Letter from Medtronic related to the Class I Medical Device Recall of the Medtronic 8870 Software Application Card Version AAA 02.

ATTACHMENT 2

SynchroMed® and SynchroMed EL time duration entry screen

When using the revised version AAD 02 software application card the screen used to enter the time interval between the start of boluses is updated to include additional labels for hours, minutes and seconds.  See Figure 2.  
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