
Food and Drug Administration Establishment Inspection Report 

Date Assigned: 05/16/2017 Inspection Start Date: 05/22/2017 Inspection End Date: 06/02/2017 

Firm Name & Address: Celltrion Inc. , Yeonsu-gu , Plant 1: 23 Academy-Ro Incheon City 

Firm Mailing Address: Yeonsu-Gu, Plant 1: 23 Academy-Ro, Incheon City ,406-840, Korea (the Republic of) 

FEI: 3005241015 JD/TA: County: Est Size: Unknown 

Phone: District: IOG Profiled: Yes 

Conveyance Type: % Interstate: Inspectional Responsibility: 

Endorsement 
A post-approval and GMP inspection of this foreign drug substance and drug product manufacturer was conducted per FY17 work 
plans. The firm manufactures one product for the US market, Inflectra (infliximab-dyyb) under BLA 125544. Coverage was given to 
compliance program 7346.843, Post-Approval Inspections, compliance program 7356.002A, Sterile Drug Process Inspections, and 
compliance program 7356.002M, Inspections of Licensed Biological Therapeutic Drug Products. The Quality, Facilities & Equipment, 
Production, and Laboratory systems received coverage. 

The previous FDA inspection dated 4/6/15 - 4/9/15 was a BIMO sponsor inspection. The most recent inspection to cover GMP 
production activities was a Pre-License inspection for BLA 125544 dated 2/23/15 - 3/6/15. The inspection was classified VAI and 
there was a 15-item FDA 483, Inspectional Observations. 

The current inspection found the firm continues to manufacture a drug substance and lyophilized injectable drug product for the US 
market. At the conclusion of the inspection a 12-item FDA 483 was issued including observations for: investigations of discrepancies 
were not thorough or timely; procedures for aseptic processing were not established and followed; validation of the aseptic process was 
deficient; appropriate procedures for environmental monitoring of the aseptic processing areas were not established; cleaning 
procedures for the aseptic processing areas were not adequate; equipment in the aseptic processing areas was not of an appropriate 
design; process validation studies did not evaluate intra-batch variability; complete testing records are not maintained and reviewed; 
controls over electronic records are not established; document issuance and use is not controlled; data is not documented 
contemporaneously; and batch records do not contain complete information related to the production of a batch. 

Firm management promised corrections to observations and committed to providing an initial written response within 15 business days.
 No samples were collected and there were no refusals. The facility has a current drug registration. 

Initial Classification: OAI 
Final Classification: CDER 

Distribution: EIR in eNSpect & OSAR 

Endorsement Location: 

Inspector Name Date & Time of Signature Supervisor Name Date & Time of Signature 
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FEI:3005241015 Inspection Start Date: 05/22/2017 Inspection End Date: 06/02/2017 

Firm Name & Address: Celltrion Inc. , Yeonsu-gu , Plant 1: 23 Academy-Ro Incheon City 

Related Firm FEI: Name & Address of Related Firm: 

Registration Type Registration Dates 
DRG Drug 01/01/2018 12/01/2016 12/31/2015 

Establishment Type Industry Code 

4 Commercial Sponsor-Monitor 66 Human and Animal Drugs 

M Manufacturer 57 Bio & Licensed In-Vivo & In-Vitro Diag 

M Manufacturer 60 Human and Animal Drugs 

M Manufacturer 61 Human and Animal Drugs 

M Manufacturer 62 Human and Animal Drugs 

District Use Code: 
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FEI: 3005241015 Inspection Start Date: 05/22/2017 Inspection End Date: 06/02/2017 

Firm Name & Address: Celltrion Inc. , Yeonsu-gu , Plant 1: 23 Academy-Ro Incheon City 

Inspection Basis: Surveillance 

Inspected Processes & District Decisions 
Products/ MQSA 

PAC Establishment Type Process 
56002A Manufacturer 

Final 
Decision? 

Remarks: 

Final 
Decision? 

Remarks: 

Final 
Decision? 
Y 

Remarks: 

District 
Decision Date 
06/12/2017 

District 
Decision Date 
06/19/2017 

District 
Decision Date 
01/26/2018 

61 Y C P 

District Decision Type 
Official Action Indicated (OAI) 

District Decision Type 
Official Action Indicated (OAI) 

District Decision Type 
Official Action Indicated (OAI) 

WL 320-18-28 issued 1/26/2108 

Reschedule Re-Inspection 
Insp Date Priority 

District Decision 
Made By 
Boyd, Justin A 

District Decision 
Made By 
Minden, Claire M 

District Decision 
Made By 
Xu, Lixin 

Inspection 
Conclusions 

Correction Indicated (CI) 

Org Name 
IOG 

Org Name 
IOG 

Org Name 
CDER-OMQ 

============================================================================================= 
Products/ MQSA Reschedule Re-Inspection Inspection
 

PAC Establishment Type Process Insp Date Priority Conclusions
 
56002M Manufacturer 61 Y C P Correction Indicated (CI) 

Final District District Decision
 
Decision? Decision Date District Decision Type Made By Org Name
 

06/12/2017 Official Action Indicated (OAI) Boyd, Justin A IOG 

Remarks: 

Final District District Decision
 
Decision? Decision Date District Decision Type Made By Org Name
 

06/19/2017 Official Action Indicated (OAI) Minden, Claire M IOG 

Remarks: 

Final District District Decision
 
Decision? Decision Date District Decision Type Made By Org Name
 

Y 01/26/2018 Official Action Indicated (OAI) Xu, Lixin CDER-OMQ 

Remarks: WL 320-18-28 issued 1/26/2108 

============================================================================================= 
Products/ MQSA Reschedule Re-Inspection Inspection
 

PAC Establishment Type Process Insp Date Priority Conclusions
 
56843 Manufacturer 61 Y C P Correction Indicated (CI) 
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Final District District Decision 
Decision? Decision Date District Decision Type Made By Org Name 

06/12/2017 Official Action Indicated (OAI) Boyd, Justin A IOG 

Remarks: 

Final District District Decision 
Decision? Decision Date District Decision Type Made By Org Name 

06/19/2017 Official Action Indicated (OAI) Minden, Claire M IOG 

Remarks: 

Final District District Decision 
Decision? Decision Date District Decision Type Made By Org Name 
Y 01/26/2018 Official Action Indicated (OAI) Xu, Lixin CDER-OMQ 

Remarks: WL 320-18-28 issued 1/26/2108 

============================================================================================= 
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Food and Drug Administration Establishment Inspection Report 

FEI: 3005241015	 Inspection Start Date: 05/22/2017 Inspection End Date: 06/02/2017 

Firm Name & Address: Celltrion Inc. , Yeonsu-gu , Plant 1: 23 Academy-Ro Incheon City 

Products Covered 
Additional Product 

Product Code Est Type Description Description 
61 Y C  P  01  Manufacturer	 Infliximab Human - Rx/Single Ingredient Small Volume 


Parenteral <100ml
 

Assignees Accomplishment Hours 

Employee Name Position Class Hours Credited To PAC Establishment Type Process Hours 
Boyd, Justin A DDC IOG-MPT 56002A Manufacturer 61 Y C P 50 

Boyd, Justin A DDC IOG-MPT 56002M Manufacturer 61 Y C P 50 

Boyd, Justin A DDC IOG-MPT 56843 Manufacturer 61 Y C P 50 

Total Hours: 150 
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Food and Drug Administration Establishment Inspection Report 

FEI: 3005241015 Inspection Start Date: 05/22/2017 Inspection End Date:06/02/2017 

Firm Name & Address: Celltrion Inc. , Yeonsu-gu , Plant 1: 23 Academy-Ro Incheon City 

Inspection Result 

EIR Location Trips Num 
2017-217D

Inspection Summary 
A post-approval and GMP inspection of this foreign drug substance and drug product manufacturer was conducted per FY17 work 
plans. The firm manufactures one product for the US market, Inflectra (infliximab-dyyb) under BLA 125544. Coverage was given 
to compliance program 7346.843, Post-Approval Inspections, compliance program 7356.002A, Sterile Drug Process Inspections, and 
compliance program 7356.002M, Inspections of Licensed Biological Therapeutic Drug Products. The Quality, Facilities & 
Equipment, Production, and Laboratory systems received coverage. 

acceptance criterion for yield has not been established for media fills; the investigation for Deviation DE -12-246 is inadequate; 
inspection program (FF24010) for CT-P13 drug produc dequate; the ram (CP2205) is deficient in that 

lyophilizer, are not adequate; the visual 

The previous FDA inspection dated 4/6/15 - 4/9/15 was a BIMO sponsor inspection. The most recent inspection to cover GMP 
production activities was a Pre-License inspection for BLA 125544 dated 2/23/15 - 3/6/15. The inspection was classified VAI and 
there was a 15-item FDA 483, Inspectional Observations, issued that included observations for: procedures designed to prevent 
microbiological contamination of drug products purporting to be sterile are not established and followed; a procedure has not been 
established for performing identity testing on the contents of a final CT-P13 drug product vial of each lot after all labeling operations 
have been completed as required by 21CFR610.14; alert limits for bioburden and endotoxin are not established for CT-P13 drug 

(b) (4) (b) (4) (b) (4)

(b) 
(4)

substance in-process  qualification studies for the 

bioburden excursions for CT-P13 drug substance are not adequately investigated; qualification of assays conducted in the Research 

(b) (4)
and Development Laboratory to evaluate infliximab biosimilarity for regulatory purposes was documented retrospectively; the 

dye penetration test used to evaluate CT-P13 drug product container closure integrity is inadequate; the in-process 
endotoxin test for drug substance is not adequately conducted; numerous leaks from the media vessel during media transfer to the 
bioreactor have occurred since 2013 and appear to be ongoing; the disinfectant efficacy study (Report GR-QC-15-003.AD1) 
conducted to validate disinfectants used for CT-P13 drug substance and drug product manufacturing facility cleaning is inadequate; 
establishment of the reliability of the stopper supplier's Certificate of Analysis is deficient in that the test results are not appropriately 
validated at appropriate intervals; and the raw material specifications for CT-P13 are inadequate. Corrective actions for the 
previously cited observations were evaluated during the current inspection and found not to adequately address aseptic behavior and 
process validation studies. 

The current inspection found the firm continues to manufacture a drug substance and lyophilized injectable drug product for the US 
market. At the conclusion of the inspection a 12-item FDA 483 was issued including observations for: investigations of 
discrepancies were not thorough or timely; procedures for aseptic processing were not established and followed; validation of the 
aseptic process was deficient; appropriate procedures for environmental monitoring of the aseptic processing areas were not 
established; cleaning procedures for the aseptic processing areas were not adequate; equipment in the aseptic processing areas was 
not of an appropriate design; process validation studies did not evaluate intra-batch variability; complete testing records are not 
maintained and reviewed; controls over electronic records are not established; document issuance and use is not controlled; data is 
not documented contemporaneously; and batch records do not contain complete information related to the production of a batch. 

IB Suggested Actions 

Action Remarks 

Referrals 
Org Name Mail Code Remarks 

Refusals 
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Food and Drug Administration Establishment Inspection Report 

FEI: 3005241015 Inspection Start Date: 05/22/2017 Inspection End Date:06/02/2017 

Firm Name & Address: Celltrion Inc. , Yeonsu-gu , Plant 1: 23 Academy-Ro Incheon City 

Inspection Refusals: No refusal 

Samples Collected Recall Numbers Related Complaints 
Sample Number Recall Number Consumer Complaint Number 

FDA 483 Responses 

483 Issued?: Y 483 Location: 

Response Response 
Response Type Mode Date Response Summary 

Inadequate 483 Response Letter 06/22/2017 
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SUMMARY 
A post-approval and GMP inspection of this foreign drug substance and drug product manufacturer 
was conducted per FY17 work plans. The firm manufactures one product for the US market, 
Inflectra (infliximab-dyyb) under BLA 125544.  Coverage was given to compliance program 
7346.843, Post-Approval Inspections, compliance program 7356.002A, Sterile Drug Process 
Inspections, and compliance program 7356.002M, Inspections of Licensed Biological Therapeutic 
Drug Products. The Quality, Facilities & Equipment, Production, and Laboratory systems received 
coverage. 

The previous FDA inspection dated 4/6/15 – 4/9/15 was a BIMO sponsor inspection. The most 
recent inspection to cover GMP production activities was a Pre-License inspection for BLA 125544 
dated 2/23/15 – 3/6/15. The inspection was classified VAI and there was a 15-item FDA 483, 
Inspectional Observations, issued that included observations for: procedures designed to prevent 
microbiological contamination of drug products purporting to be sterile are not established and 
followed; a procedure has not been established for performing identity testing on the contents of a 
final CT-P13 drug product vial of each lot after all labeling operations have been completed as 
required by 21CFR610.14; alert limits for bioburden and endotoxin are not established for CT-P13 

(b) (4) lyophilizer,(b) (4) (b) (4)drug substance in-process  qualification studies for the 
are not adequate; the visual inspection program (FF24010) for CT-P13 drug product vials is 
inadequate; the media fill program (CP2205) is deficient in that acceptance criterion for yield has not 
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Establishment Inspection Report FEI: 3005241015 
Celltrion, Inc. EI Start: 05/22/2017 
Yeonsu-gu, Incheon, Republic of Korea EI End: 06/02/2017 

been established for media fills; the investigation for Deviation DE-(b) 
(4) -12-246 is inadequate; 

bioburden excursions for CT-P13 drug substance are not adequately investigated; qualification of 
assays conducted in the Research and Development Laboratory to evaluate infliximab biosimilarity 

(b) (4)for regulatory purposes was documented retrospectively; the dye penetration test used 
to evaluate CT-P13 drug product container closure integrity is inadequate; the in-process endotoxin 
test for drug substance is not adequately conducted; numerous leaks from the media vessel during 
media transfer to the bioreactor have occurred since 2013 and appear to be ongoing; the disinfectant 
efficacy study (Report GR-QC-15-003.AD1) conducted to validate disinfectants used for CT-P13 
drug substance and drug product manufacturing facility cleaning is inadequate; establishment of the 
reliability of the stopper supplier's Certificate of Analysis is deficient in that the test results are not 
appropriately validated at appropriate intervals; and the raw material specifications for CT-P13 are 
inadequate. Corrective actions for the previously cited observations were evaluated during the 
current inspection and found not to adequately address aseptic behavior and process validation 
studies. 

The current inspection found the firm continues to manufacture a drug substance and lyophilized 
injectable drug product for the US market. At the conclusion of the inspection a 12-item FDA 483 
was issued including observations for: investigations of discrepancies were not thorough or timely; 
procedures for aseptic processing were not established and followed; validation of the aseptic 
process was deficient; appropriate procedures for environmental monitoring of the aseptic 
processing areas were not established; cleaning procedures for the aseptic processing areas were not 
adequate; equipment in the aseptic processing areas was not of an appropriate design; process 
validation studies did not evaluate intra-batch variability; complete testing records are not 
maintained and reviewed; controls over electronic records are not established; document issuance 
and use is not controlled; data is not documented contemporaneously; and batch records do not 
contain complete information related to the production of a batch. 

Firm management promised corrections to observations and committed to providing an initial 
written response within 15 business days. No samples were collected and there were no refusals.  
The facility has a current drug registration. 

ADMINISTRATIVE DATA 
Inspected firm: Celltrion, Inc. 
Location: 23 Academy-ro, 

Yeonsu-gu, Incheon, 406-840, 
Republic of Korea 

Phone: +82-32-850-6551 
Mailing address: 23 Academy-ro, 

Yeonsu-gu, Incheon, 406-840, 
Republic of Korea 

Dates of inspection: 05/22/2017, 05/23/2017, 05/24/2017, 05/25/2017, 05/26/2017, 
05/29/2017, 05/30/2017, 05/31/2017, 06/01/2017, 06/02/2017 
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Establishment Inspection Report FEI: 3005241015 
Celltrion, Inc. EI Start: 05/22/2017 
Yeonsu-gu, Incheon, Republic of Korea EI End: 06/02/2017 

Days in the facility: 10 
Participants: Justin A. Boyd, Investigator 

HISTORY 
Celltrion was founded in February 2002 as a mammalian cell culture based recombinant protein drug 
substance and drug product manufacturer. Commercial manufacturing in Plant I (Drug Substance) 
started in 2007. Commercial manufacturing in Plant II (Drug Product) started in 2012.  There are no 
other locations for this company. 

Previous FDA inspections were conducted October 2007 (pre-approval GMP, NAI) and April 2015 
(BIMO, NAI). The most recent FDA inspection to cover GMP manufacturing was March 2015 and 
classified VAI. There was a 15-item FDA 483, Inspectional Observations, issued that included 
observations for: Procedures designed to prevent microbiological contamination of drug products 
purporting to be sterile are not established and followed; a procedure has not been established for 
performing identity testing on the contents of a final CT-P13 drug product vial of each lot after all 
labeling operations have been completed as required by 21CFR610.14; alert limits for bioburden and 

(b) (4)

(b) (4)
endotoxin are not established for CT-P13 drug substance in-process

(b) (4)
 qualification studies for 

the lyophilizer, are not adequate; the visual inspection program 
(FF24010) for CT-P13 drug product vials is inadequate; the media fill program (CP2205) is deficient 
in that acceptance criterion for yield has not been established for media fills; the investigation for 
Deviation DE-(b) 

(4) -12-246 is inadequate; bioburden excursions for CT-P13 drug substance are not 
adequately investigated; qualification of assays conducted in the Research and Development 
Laboratory to evaluate infliximab biosimilarity for regulatory purposes was documented 

(b) (4)retrospectively; the dye penetration test used to evaluate CT-P13 drug product 
container closure integrity is inadequate; the in-process endotoxin test for drug substance is not 
adequately conducted; numerous leaks from the media vessel during media transfer to the bioreactor 
have occurred since 2013 and appear to be ongoing; the disinfectant efficacy study (Report GR-QC
15-003.AD1) conducted to validate disinfectants used for CT-P13 drug substance and drug product 
manufacturing facility cleaning is inadequate; establishment of the reliability of the stopper 
supplier's Certificate of Analysis is deficient in that the test results are not appropriately validated at 
appropriate intervals; and the raw material specifications for CT-P13 are inadequate. 

Official FDA correspondence and FMD-145 correspondence to the most responsible individual 
onsite should be addressed to: 

Woo Sung Kee, President 
23 Academy-ro, Yeonsu-gu,  
Incheon, 22014, Republic of Korea 
Phone: +82 32 850 5115 
E-mail: WooSung.Kee@celltrion.com 

3 of 52 

mailto:WooSung.Kee@celltrion.com
http:21CFR610.14






 

 

 

 
  

 

 

 

 
 

Establishment Inspection Report FEI: 3005241015 
Celltrion, Inc. EI Start: 05/22/2017 
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receive any of the ongoing advanced GMP training. I verbally discussed with firm management the 
contract employees would also benefit from the ongoing advanced GMP training.  I reviewed 
training files for contract employees that had worked for multiple years, yet they could only attend 
the basic GMP training. 

MANUFACTURING/DESIGN OPERATIONS 
Quality 

and Plant for employees of both QA and QC.  I observed there was a 
lack of quality oversight in the production areas.  

(b) (4)
For example, the aseptic filling areas perform 

(b) (4)filling operations primarily on the

The quality unit is composed of quality assurance and quality control departments.  
(b) 
(4)

(b) 
(4)

There is 
crossover between Plant 

The QA staff only works the 
Therefore, the QA does not routinely observe the aseptic filling activities.  Additionally, programs 
such as environmental monitoring are the responsibility of the production personnel.  There is no 
oversight by the QA or the QC microbiology groups.  These are discussed further in Observation #2 
and #4. 

of the lyophilized difficult. Since the last inspection they had received 140 
complaints related to this issue f oduct manufactured at this site.  The investigation confirmed 
these complaints and identified a root cause of stoppers sticking to the lyophilizer shelves.  

to be lost. (b) (4)
This 

slightly raised the stopper, allowing the The issue of sticking stoppers has been 
ongoing for multiple years, yet effective corrective actions have not been timely and effective.  

was not thorough.(b) (4)Further, the investigation of product on the market that lacked This is 
discussed in Observation #1. 

I reviewed the complaint logbooks and I chose examples of complaint investigations to review.  
” in the vial. 

(b) (4)
One 

of the most common complaints received was related to “no 
(b) (4) (b) (4)

This made 

I reviewed the written procedures and the logbook of deviations.  I found the investigations were not 
timely and thorough, see Observation #1. I reviewed the written procedure and examples of 
laboratory OOS.  These included OOS results for foreign particles on stability samples and batches 

(b) (4)
that had been released for packaging and labeling.  I found the investigations were not timely, 
see Observation #1. 

I reviewed examples of change controls. These included changes made to the lyophilizer in an 
attempt to reduce sticking of the stoppers.  The change controls did not include a thorough 
evaluation of what was necessary. Further, they did not include an evaluation after the change was 
made to determine the effectiveness of the change that was made.  This is discussed further in 
Observation #1. 

Facilities and Equipment 
(b) (4)

There are production facilities on this campus.  Plant is used for manufacturing drug (b) 
(4)

The drug substance for Inflectra is manufactured in Plant # (b) 
(4) is used forPlant #(b) 

(4)substances only. 
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Establishment Inspection Report FEI: 3005241015 
Celltrion, Inc. EI Start: 05/22/2017 
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drug product and drug substance manufacturing.  For Inflectra, the compounding, aseptic filling, 
lyophilization, and visual inspection is performed in Plant # No drug substance manufacturing 
related to the US market product Inflectra is performed in Plant # 

(b) 
(4)

(b) 
(4)

I conducted a walkthrough inspection of the Plant #
(b) 
(4) and Plant # 

(b) 
(4) I found the production facilities 

appeared to be adequate in size and design to perform necessary operations.  The facilities appeared 
to be maintained in an acceptable manner. The facility does not handle penicillin, beta-lactams, 
steroids, hormones, or cytotoxic products. 

I observed that the equipment was labeled with its status, identification number, and 
calibration/qualification dates where applicable. There were associated use logs.  The equipment 
appeared to be maintained appropriately. 

I reviewed cleaning and disinfection procedures.  The disinfectants used in the filling room are not 
supported by data from the disinfectant efficacy studies, see 
# (b) 

(4) and filling area for the drug substance area had dirty vents in the ISO 7 area, see (b) (4)
Observation #5.  I observed the Plant 

Observation #5. 

I reviewed equipment qualifications after new lyophilizer shelves were installed in the 
lyophilizer in Plant #

(b) 
(4)   I did not note any significant discrepancies in the records that I reviewed.   

(b) (4)

Materials 
I reviewed specifications, sampling plans, and test methods for raw materials and components.  I 
reviewed the excipients sucrose and polysorbate 80 as well as the primary packaging components, 
stoppers and vials. I did not note any significant discrepancies in the records that I reviewed. 

Production 
A flow chart of the manufacturing process is included as Exhibit #4. I covered the manufacturing 
process of both the drug substance and the drug product for Inflectra. There have been no significant 
changes to this manufacturing process since the previous inspection.  A brief description of the 
manufacturing process is as follows: 

(b) (4)
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(b) (4)

During the inspection I observed the production activities as they were occurring.  While I watched 
production I verified the steps and documentation in the batch records.  I found that data was not 
always documented contemporaneously, see Observation #11. I also found that the production 
personnel maintained unofficial records of the production activities.  These records contained 
information not reflected in the official batch records, see Observation #12. 

I observed set-up and filling operations in the drug product production area.  I observed deficiencies 
in aseptic behavior, see Observation #2.  I reviewed the media fills performed to validate the aseptic 
process. I found deficiencies with the media fill that are described in Observation #3. 

I reviewed the 100% visual inspection program for lyophilized product.  Inspection for the US 
market batches is performed manually.  

the process an AQL inspection is performed by QA of the vials that passed visual inspection.  
(b) (4)

Operators inspect vials and categorize any rejects.  At the 

I observed the following deficiencies related to the visual inspection process: 

x	 Commonly seen particles that result in rejected vials have not been investigated to determine 
root causes, see Observation #1. 

x 
% is not met.  

(b) (4)
Deviation investigations are only initiated when the overall yield for visual inspection of 

There are limits for specific defect types and reasons for exceeding them are 
documented, but there is no full deviation investigation for individual rejects.  

x	 The specific type of defect is not captured in the visual inspection record.  For example, it 
may state “glass particle”.  This could be an extrinsic piece of glass or a defect in the vial that 
is attached to the vial. 

x The training and qualification kit lacks documentation of what types of particles are included.  
The kit does not incorporate rejects from actual manufacturing. 

I reviewed the environmental monitoring program.  This included the use of active air monitoring, 
settle plates, surface contact plates, personnel monitoring, and non-viable particle counts.  I observed 
deficiencies related to the environmental monitoring program, which are described in Observation 
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Celltrion, Inc. EI Start: 05/22/2017 
Yeonsu-gu, Incheon, Republic of Korea EI End: 06/02/2017 

#4.  Investigations into adverse trends detected during the environmental monitoring were not 
investigated, see Observation #1. 

Packaging and Labeling 
Packaging and labeling operations do not occur at this site.  Once visual inspection is complete and 
QA reviews the batch, it can be released as unlabeled vials to a packaging and labeling site.  Product 
can be packaged and labeled at the following sites: 

After labeling a sample is shipped back to the Celltrion site for a dentification test of the 
labeled product. 

(b) (4)

(b) (4)

Laboratory 
I performed inspection of the QC laboratory in both Plant # (b) 

(4) and Plant #(b) 
(4)  The labs are divided into 

sections for Microbiology and Chemistry & Immunology. I found that the labs appeared to have the 
necessary equipment to perform specified analyses.  I found the equipment to be identified and 
within their calibration/qualification periods. There were log books for laboratory equipment and I 
verified the log books matched with the sample analysis that I reviewed.  There were written 
methods for tests. 

I reviewed raw data from the analytical records for selected batches. The raw data appeared to be 
complete and supported the reported values.  System suitability was performed for chromatographic 
systems. 

Electronic laboratory systems had access controls, protection of raw data, and audit trails.  There are 
procedures for reviewing audit trails.  Until just prior to the inspection these reviews were performed 
by the person performing the data acquisition or review.  This is now assigned to a different QC 
person, but it could be someone still responsible for the data review.  We discussed reviews should 
be independent of the person reviewing and approving the data. Additionally, the audit trail review 
procedure was written broadly to cover all different types of software.  It did not include specific 
detail necessary to review different types of software, see Observation #9. 
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The same controls of the electronic systems did not exist for in-process laboratory tests.  
area or the filter integrity testing device did not have 

(b) (4)
used in the (b) (4)

For 
example, the 
established access controls and the audit trails were not being reviewed, see Observation #9. 

(b) (4)

I inspected the microbiology laboratory in Plant # 
(b) 
(4) and Plant #(b) 

(4)   I reconciled samples present with 
of settle plates was (b) (4)sampling plans and did not note any discrepancies.  I observed the 

see Observation #4. 

MANUFACTURING CODES 
Drug Substance, where: 

Drug Product,  where: 

(b) (4)

(b) (4)

(b) (4)

(b) (4)

OBJECTIONABLE CONDITIONS AND MANAGEMENT'S RESPONSE  
At the conclusion of this inspection a FDA 483, Inspectional Observations, was issued to the most 
responsible individual present, Myung Keun Oh, Senior Vice President of Global Quality, Operation 
Division. Firm management committed to correcting the observations and responding in writing to 
the observations within 15 business days. In addition to Mr. Oh, a list of the personnel that were 
present for the closeout discussions is included as Exhibit #5. 

Observations listed on form FDA 483 
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the time it was closed.  The deviation states that distribution of these three batches was 
stopped. 

All of the complaints that were part of this investigation are documented in 
market. 

(b) (4)
Exhibit #10. 

These complaints all come from the At the time the product was not 
commercially distributed in the US market. Upon approval in April 2016, batches were 
distributed to the US market which would have been manufactured under conditions that may 

problem. (b) (4)have led to the same no 

The investigations of these complaints confirmed that the vials did not have a  The 
root cause was identified to be stoppers sticking to the lyophilizer shelves during stoppering.  

(b) (4)

When the shelves lifted, the stoppers could be raised slightly, significantly, or be pulled 
completely off.  Those vials with clearly displaced stoppers were removed by the production 
operators during the unloading process. However, the slightly raised stoppers were not 
readily apparent. These vials continued on to the capping process.  Until the capping step, 
the stoppers were not completely seated. 

and displaced the eliminated the (b) (4)
This allowed for ingress of ambient air that 

(b) (4) environment. 

There was no further deviation investigation.  A memo summarizing the activities and an 
impact assessment was written 03 March 2017, see Exhibit #11.  I reviewed the associated 
CAPAs and change controls described in this document.  I found the investigation of the root 
causes, evaluation of product that has already been distributed, and implementation of 
preventive actions has not been thorough and timely: 

a.	 When these complaints were received, the identified root cause was determined in part 
because production had seen sticking of the stoppers during unloading of the lyophilizer.  
This had reportedly been occurring for years. 
was yield investigation DE-(b) 

(4)

The first mention in a quality document 
-15-051 dated 14 April 2015, see Exhibit #12. The 

investigation identified sticking stoppers during lyophilizer unloading as a root cause and 
as an ongoing occurrence. The conclusion states “
been issues with the stoppers sticking to the shelves constantly observed from the 

(b) (4)

it is a noticeable fact that there have 
(b) (4)

lyophilizer”. At the time, only the yophilizer was used for commercial production. 

The investigation identifies two CAPAs. The first is to improve cleaning of the shelves 

shelves. Enhanced lyophilizer cleaning corrective actions were not 
(b) (4)
and the other was to evaluate the lyophilizer to determine corrective actions, such as 

evaluated for effectiveness in eliminating the sticking stoppers. 

Mr  Manufacturing Supervisor, told me that in the fall of 2015 the observation 

not formally documented.  
(b) (6)

of sticking became a much more common occurrence.  

(b) (6)

(b) (6)
This unexpected occurrence was 

However, Mr. told me he informed QA.  Mr. 
 Team Leader QA and Mr. Hyunbun Kim, Assistant Manager QA, 
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confirmed QA had been informed by production of this unexpected occurrence.  They 
confirmed that this had not been documented anywhere within the quality system and no 
further investigation had been opened. 

I asked Mr. Team Leader QA, whether the lyophilizer used had an 
(b) (6)

impact on the amount the stoppers stick to the shelves.  He reported he did not know and 
(b) (6)confirmed no study had been performed.  When I asked Mr. Manufacturing 

Supervisor, the same question, he stated that the sticking appeared at a higher frequency 
Lyophilizer than the(b) (4) (b) (4)(b) (4)on the newer  Lyophilizers. (

 

Although these observations by production personnel were not captured in the quality 
(b) (4)

system, change controls were initiated to attempt to modify the shelves of the 
of the

(b) (4)
Lyophilizer.  See point (h) below. These included increasing the 
lyophilizer shelves. There was no evaluation before or after these changes to ensure that 
it adequately prevented sticking of the stoppers. 

Deviations DE-(b) 
(4) -16-073 from 25 May 2016, see Exhibit #13, and DE-(b) 

(4) -16-116 from 
09 August 2016, see Exhibit #14, documented yield deviations and described ongoing 
problems related to sticking of stoppers during lyophilizer unloading.  This was after the 

(b) (4)previous corrective actions of manually cleaning the shelves and increasing the 
of the Lyophilizer shelves. (b) (4) These investigations concluded there is no product 

(b) (4)
impact. However, they do not address the previous investigations of the complaints for no 

hat were also related to stoppers sticking to the shelves. 

b.	 There has been no definitive investigation to identify the mechanism that causes the 
stoppers to stick. I was provided different explanations during the inspection, but none of 
the explanations was fully documented in any of the investigations.  One explanation was 
that a material interaction between the stopper and shelf caused the tackiness of the 
stopper to adhere to the shelf. Another explanation was that a was created (b) (4)

between the stopper and the vial due to the shape of the stopper and stoppering under a 
(b) (4)   No study has been conducted to determine which of these explanations 
is the primary interaction that causes sticking stoppers.  Without determining the primary 
mechanism that causes sticking, appropriate corrective actions cannot be developed. 

If the primary cause is the formation of a between the stopper and the shelf, then 
these vials may not be represented during media fills.  Media fill vials are stoppered after 

with and pressure conditions to ensure an aerobic 
environment to support grow croorganisms. 

(b) (4)

(b) (4) (b) (4) (b) (4)

I requested trending data from the commercial batch rejects, which consist of fully 
removed or obviously raised stoppers, and the same rejects in media fill.  This type of 
data had not been collected or analyzed as part of their investigations.  During media fills 
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The analytical testing for described in point (d) has been limited to a single (b) (4)

batch, batch 12B1C012, and limited to only four vials from the batch.  No other batches 
have been evaluated, even though there have been complaints for other batches.  Other 
batches have been manufactured in other lyophilizers or may be impacted differently.  
For example, if the unloading process takes longer the vials will be subject to ambient air 
for a longer period of time or differences in ambient conditions between different 
production days. Further, batch 12B1C012 has not yet reached its expiration of October 
2017. 

f.	 As I reviewed investigations for non-viable particle failures during lyophilizer unloading, 
I found that the investigations determined there was no impact because any vials exposed 

capping that detects the presence of a 
(b) (4)

would be rejected. This is due to a sensor 
stopper. It rejects vials that are not completely stoppered.  I reviewed the qualification 
documentation and found that the system was challenged with a single vial no stopper 
and a single vial that had a raised stopper.  There was no analytical measurement to 
describe how much the stopper was raised in the challenge vial.  The qualification 
documentation is included as Exhibit #19. 

This sensitivity of this sensor has not been evaluated as part of these on-going 
investigations. The sensor as currently configured does not have the ability to detect and 

(b) (4)reject vials with raised stoppers like the ones that caused the no complaints 
because it was in place and functioning at the time those batches were manufactured. 

g.	 Change control CC2-15-133 implemented an incoming check of vials for adequacy of the 
blowback feature of the stoppers, see Exhibit #20. The blowback is designed to prevent 
the stopper from coming back out after it has been placed.  The change control states that 
defects of the blowback feature can cause a loss of 

The facility has received numerous complaint samples for no vials. Many of 

(b) (4)

(b) (4)

these samples have been returned.  QA personnel confirmed that the adequacy of the 
blowback feature of the returned complaint vials has not been evaluated. The blowback is 
evaluated with AQL testing on incoming lots of vials. 

 the shelves to match the 
of the newly installed lyophilizers. It targeted the change of 

from to 

h.	 Change control CC2-15-164 was issued and approved to increase the of the 
(b) (4)

shelves for the 
(b) (4)

Prior to approving
(b) (4)

lyophilizer, see Exhibit #21. , no 
study was done to determine the amount of that was necessary to achieve the 
stated reason for the change, which was preventing sticking of the stoppers to the shelves.  

(b) (4)The change was made by maintenance to mechanically 
(b) (4)

(b) (4)

(b) (4)

(b) (4)

(b) (4)
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that was used 
(b) (4)

In addition to the potential for ingress of ambient air impacting the chemical properties of the 
product, the incomplete stoppering could also impact the microbiology quality and physical 

vials(b) (4)properties of the product.  Exhibit #11 contains an impact assessment of the no 
that concludes sterility is not compromised for no vials. 
evaluation of mitigating factors described in the im 

(b) (4) I made the following 
essment: 

Container closure integrity – no vials are not stoppered properly at the 
(b) (4)

lyophilization, potentially resulting in non-integral container closure integrity. 

(b) (4)

x	 There have not been failures for container closure integrity checks during the 
production of routine batches. This may not be representative because the vials 
sampled for container closure integrity test may not have been no (b) (4) vials. The 
only known vials with no tested for container closure integrity came from (b) (4)

(b) (4)batch 12B1C012. A total of seven vials with no assed the container closure 
integrity test, see point (d) of this observation. 

Microbiology – no vials are not stoppered properly at the 
crobial contamination until capped.  have an increased r 

(b) (4) lyophilization and 
(b) (4)

x Sterility test – there have been no sterility failures since the last inspection.  The 
samples taken for sterility testing may not be representative of vials with no 
For batch 12B1C012 there was one vial confirmed to have no 
for a sterility test that passed. 

(b) (4)

x	 Media fill – there have been no media fill failures since the last inspection.  The 

(b) (4)
interaction that causes sticking is not known. If sticking is affected by the amount of 

at the time of stoppering, then this would not be replicated by stoppering 
under ambient conditions that occurs during media fills. Therefore the improperly 
stoppered vials during unloading may not be represented during the media fill. 
Further, Observation #3 discusses deficiencies with the media fill. 

x	 Vials remain in an ISO 5 area from the unloading of the lyophilizer to the capping 
station. Observation #3 discusses deficiencies with the smoke studies.  These areas 
have not been adequately evaluated to determine that proper laminar flow exists. 

Physical – n vials are not stoppered properly at the (b) (4) (b) (4)

yophilization and have 
an increased risk for ingress of particles. 
x I reviewed excursions of non-viable particle counts during unloading of the 

lyophilizer and capping. The investigations all conclude there is no risk because the 
vials are stoppered. They do not consider the vials with improper stoppering that are 
not rejected and result in the no (b) (4) Deviation DE-(b) 

(4)vials. -17-008 documents a 
non-viable particle failure during lyophilizer unloading, see Exhibit #27. It also 

(b) 
(4)

describes 6 previous non-viable particle count excursions in this area.  Deviation DE
-17-064 documents a non-viable particle failure during capping, see Exhibit #28. 
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x 08 February 2017, Celltrion requests the vials with a particle from batch 
16B1C32A be returned for identification of the particle. 

x 14 February 2017, the samples from batch 15B4C22 arrive at Celltrion, see 
Exhibit #33. No action is taken to immediately confirm whether or not the result 
is a true OOS. 

x	 16 February 2017, the samples from batch 16B1C32A arrive at Celltrion, see 
Exhibit #33. No action is taken to immediately confirm whether or not the result 
is a true OOS. 

x	 28 February 2017, identification of the returned vials is completed.  
(b) (4)

It confirms 
both of the vials contained a fiber, see Exhibit #34.  The OOS result has 
been confirmed. 

x	 06 March 2017, the initiation of deviation DE-(b) 
(4) -17-042 is signed, see Exhibit 

#35. The FDA 483 incorrectly identified the initiation date as 28 February 2017. 
(b) (4)The initiation part of the deviation was not completed within of 

the confirmed OOS.  The deviation states “Discussion for further investigation 
has been performed by relevant department in Celltrion, so deviation initiation 
has been delayed.” The initiation form establishes a target completion of 20 
March 2017 for the investigation and 30 March 2017 for final approvals. 

x	 29 March 2017, an extension for deviation DE-(b) 
(4) -17-042 was initiated and 

approved, see Exhibit #36.  It approves the extension of the investigation to 30 
June 2017. 

The justification for extension describes that expanded sampling still needed to be 
done according to procedure QC1059 “Investigation for Failure in QC Visible 
Particle Test”, see Exhibit #37. This procedure requires additional samples be 
analyzed, but until 29 March 2017, the additional samples had not even been 

(b) (4)

requested from the packaging and labeling site in   The justification does 
not explain why this had not previously been don 

Further, the justification for extension explains that a risk assessment per the 
procedure GR2-FF-17-069 “Determination of intrinsic particle and extrinsic 
particle” was necessary. This procedure had not been written. On 31 May 2017, 
the procedure was still in draft, see Exhibit #38. 
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During the 100% visual inspection of the lyophilized

 which should 
not let these particles through.  The manufacturing perso ned there could 
potentially be another source, but they didn’t know what that would be. 

%, they have never� (b) (4)
Because the 

counts were below the acceptance criteria for particles of 
attempted to identify the source of these particles. 

(b) (4)
foreign particles have been 

identified. I found that these particles, even though below the limit for particles, have not 
been evaluated to determine their source. For example, I reviewed 2017 inspected 
batches for the US market.  There were rejects for particles identified as “diaphragm”.  
This is a different category than foreign particles related to “stoppers”. I was told that 
“diaphragm” would be similar to equipment gasket material that may break down and get 
into the product.  I evaluated the filling process and did not note any gaskets that 

(b) (4)

appeared similar to this type of particle located after the

Examples of vials rejected for particles in 2017 US market batches include: 
Batch Date Vials rejected for foreign 

particles 
17B4C04B 02 May 2017 1 Diaphragm 
17B4C03C 05 May 2017 2 Diaphragm 
17B4C02C 05 May 2017 1 Diaphragm 
17B4C02B 26 April 2017 1 Diaphragm 
17B4C01C 13 April 2017 1 Glass 
17B4C01B 11 April 2017 1 Diaphragm 
These are documented in Exhibit #48.  A list with trending of all vials rejected during 
visual inspection is included as Exhibit #58.  The trending only identified “particles”, not 
specifically what type of particle was identified. 

The “diaphragm” particles found during actual inspection had not been incorporated into 
the training and qualification kit.  All of the vials with foreign particles in the kit had 
particles that were manually added to create the kit.  These may not be representative of 
the types of rejects observed in the routine production as the added particles are not 

. (b) (4) It was reported that the “diaphragm” particles are often at the 
(b) (4)

embedded into the 
bottom of the vial embedded in the 

3.	 I reviewed trending of the environmental monitoring results.  
(b) (4)

Trending is reviewed 
An report is written and any corrective actions are to be taken for any adverse trends.  
I found the review of the trending had not been timely and actions were not taken when 
adverse trends were observed. 

(b) (4)

a.	 Procedure QC1031 “Trend Analysis of Environmental/Clean Utility Monitoring” 
Report be completed by

(b) (4) (b) (4)

states in section 6.4 “It is recommended that the 
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OBSERVATION 3 
Procedures designed to prevent microbiological contamination of drug products purporting to be 
sterile do not include adequate validation of the sterilization process. 

1. During media fills performed to validate the aseptic filling process, integral media filled vials are rejected.  They are 
not incubated as described in media fill procedure CP2205 “Media Fill Plan for Sterile Injectable Products” 

a. Media fill
(b) (4)

 19 vials were rejected for “fallen at the conveyor” during unloading of the lyophilizer.  
These vials were stoppered and integral and are not required to be rejected during routine operations as described in 
procedure FF23010 “Operation of Filling Machine RABS”. 

media filled and stoppered vials were rejected during b. In both media fill and 
simulation of a power failure at the capping station. 

(b) (4) (b) (4)
(b) 
(4)

c. Media fill , 5 media filled vials were rejected due to gross weights out of range. 
(b) (4)

d. Media fill , 2 vials were removed during the unloading of the lyophilizer with no assignable root cause. (b) (4)

2. Personnel are permitted to enter the filling and lyophilization room during aseptic operations based on gowning 
qualification. They are not required to participate in a media fill.  Further, there is no effective system to identify which 
personnel have entered the filling room. 

3.  The media fill procedures do not require (b) (4) f the media fill vials (b) (4) of incubation. 

4.  There is no documentation of the personnel that participate in the reading of the media fill units, no qualification for 
the personnel that read the media fill units, and no procedure describing the techniques for reading the media fill units. 

5. No dynamic airflow studies (e.g., smoke studies) have been performed to demonstrate unidirectional airflow and to 
Only points along the path where(b) (4)determine risk to product sterility throughout the RABS area.  vials travel 

were included in the study instead of covering the entire RABS area. The studies did not include routine aseptic 
interventions such as set-up activities or removal of jammed stoppers.  The smoke generated was not sufficient to 
demonstrate airflow of the evaluated areas. 
—— 
Supporting Evidence and Relevance: 

1.	 I reviewed two media fill batch records, 
review of the machine reports and reconciliation of rejects, I found that integral media filled 
units were rejected without adequate justification. Media fill procedure CP2205 “Media Fill 
Plan for Sterile Injectable Products” states in section 6.6.2: “Rejected vials information 
should be recorded in detail to verify… That the reason for the rejected vials is reasonable.” 

by container integrity shall undergo	 and shall be clearly 

and  During my (b) (4) (b) (4)

Further, the procedure states in section 6.6.3: “All applicable vials except the vials affected 
(b) (4)

marked as rejected”, see Exhibit #59. However, the rejects were not always reasonable and 
integral rejects are not being maintained. 
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a. During media fill 
(b) (4)

there were 19 vials rejected for “fallen at the 
conveyor”, see Exhibit #60. I asked the production personnel if these were integral and 
they confirmed that the vials would have been stoppered and integral.  Vials without 
stoppers or vials that are broken are listed in a different category (“broken vial” or 
“missing stopper”).  Removal of these types of vials is not required during routine 
production. Procedure FF23010 “Operation of Filling Machine RABS” states: 
“Removing fallen vials during unloading is not necessary if the condition of fallen vial is 

stopperedvisually fine as all the vials are 
(b) (4)

unloading process(b) (4) ”, see Exhibit 
#57. 

b.	 One of the interventions performed is a simulation of a power failure at the capping 
(b) (4)

station. At the capping station the vials are already stoppered, but a cap has not yet 
been applied. During the power failure simulation the laminar flow is turned off.  

vials in this (b) (4)
The 

line is cleared, the area is cleaned, and the line is restarted.  This results in 
area being rejected by the machine, see Exhibit #61 and 62. We discussed how these 
vials represented activities that occurred and should not be rejected. This failure is a 
simulation, therefore all vials could be capped and the area cleared prior to simulating the 
power loss. At a minimum they should have been capped and incubated as “rejects” as 
described in CP2205 “Media Fill Plan for Sterile Injectable Products”. 

there were 5 weight check rejects.  The 
machine report identified two gross weight rejects from station #  one gross weight 
reject from station #  and two gross weight rejects from station #  see Exhibit #63. 
Production personnel confirmed these vials likely had been filled with media. 

c.	 During the media fill the same specification for filled vial weight is used as during 
production. This is a tight range that will reject the vial if it is just above or below.  This 
results in integral vials that have been filled with media being rejected if they are outside 

(b) (4)

(b
) 
(4(b) 

(4)
(b) 
(4)

of this range. During media fill 

d. During media fill the unloading of the lyophilizer identifies one rejected 
vials from each of the lyophilizers with the description “Remove of Vial”, see 

(b) (4)

Exhibit 
#64.  I asked the production personnel what this meant and they stated they could not tell 
based on this description. 

2.	 Access to the filling room was reported to be restricted based on a card or biometric 
fingerprint reader located at the entrance of the filling room. I requested a list of all personnel 
that had access to the room and the last time they participated in a media fill. The list is 
included as Exhibit #65.  Numerous personnel on the access list have never participated 

(b) (6)during a media fill.  I asked Mr.  Team Leader for the Fill and Finish area, 
if any of these personnel are present during filling of routine commercial batches. He 
explained that they are present in the aseptic filling room; however they are not supposed to 
be performing the aseptic interventions on the filling line.  We discussed that all personnel 
that will be present during routine aseptic filling should be participating during media fills. 
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5.	 There are no written descriptions, pictures, or adequate diagrams to describe the 
environmental monitoring sampling points.  The procedure FF21017-A1 to describes the 

diagram, but the specific points are unclear in the diagram.  
(b) (6)

sampling points, see Exhibit #76. The procedure contains no written description.  
(b) (6)

It has a 
When I asked Mr. 

Team Leader for the Fill and Finish Area, to explain the points, he struggled to explain 
exactly where the samples are taken from.  Instead he provided general descriptions. 

Mr. Camposano, Managing Director of MFG Fill & Finish, stated that if the locations were 
specific then the personnel would clean those areas more carefully.  Since the locations are 
only general, the personnel doing cleaning do not know exactly where the sample will be 
taken. I explained that all areas should be cleaned equally following established procedures. 
Further, I explained why his explanation was a further example of why quality oversight or 
operations in these areas was needed, see point #6 of this observation and point #4 of 
Observation #2. 

I also reviewed the document that described the establishment of the monitoring points to 
determine if specific locations had been identified during the initial qualification.  However, 
this document did not have any additional description, see Exhibit #77.  It also lacked 
documented rationale describing how the points were chosen. 

6.	 Mr. Team Leader for the Fill and Finish Area informed me he was 
(b) (6)

responsible for the environmental monitoring and personnel monitoring programs.  Mr. 
is a production employee that does not have any formal microbiology education.  He 
explained he had received training from the QC department.  

plates or when (b) (4) (b) (4)
When I asked him about 

sampling techniques for use of samples should be used 
versus swab, he could not provide answers. 

(b) (6)

The quality unit, including the microbiologists, provides no oversight for the collection of the 
samples.  Production personnel perform environmental monitoring and collect personnel 
monitoring from each other.  The microbiology department is not required to review or 
approve the procedures describing sampling sites and sampling techniques, see Exhibit #74 
and 76. 

The production personnel collect all of the environmental monitoring samples (active air, 
settle plates, and surfaces) as well as personnel monitoring.  Operators reportedly monitor 
each other, so there is no self-monitoring.  However, no record clearly document who is 
performing the monitoring. These monitoring activities associated with a batch will normally 

(b) (4) (b) (4)occur on an  No QA or QA personnel work on the 

Discussion with Management: 
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OBSERVATION 6 
Equipment used in the manufacturing areas of a drug product is not of appropriate design. 

1. Calibration tags on the non-viable particle counters 
(b) (4)

of the filling RABS are attached with beaded chains. 

2. Identification numbers for (b) (4) are taped onto equipment surfaces the filling RABS. 
(b) (4)

—— 
Supporting Evidence and Relevance: 

1.	 In the filling area calibration tags are hung on the non-viable particle counters with beaded 
chains. These are in close proximity to the open vials.  A picture is included as Exhibit #80. 
The beads on these chains did not appear to be easily cleanable. 

2. I observed that the on the conveyor line had numbers on them.  
(b) (4)

These were 
reportedly added for maintenance tracking.  The number identification was created by 
printing paper with the number and then placing clear tape over the number on to the surface 

(b) (4)of the A picture is included as Exhibit #80. The use of tape in the aseptic filling 
areas may create areas that are not easily cleanable. 

Discussion with Management: 

Firm management understood this observation. I was shown a picture that the beaded chains and the 

taped on identification had been removed. 


OBSERVATION 7 
Failure to demonstrate that your manufacturing process can reproducibly manufacture drug 
substance meeting its predetermined quality attributes. 

Process validation studies for the drug substance 000B did not establish scientifically sound sampling plans to evaluate 
intra batch variability. 

This is a Repeat Observation from the March 2015 FDA 483. 
—— 
Supporting Evidence and Relevance: 
The March 2015 FDA 483 cited the firm for sampling plans that were not scientifically justified for 
the process validation of the drug product manufacturing.  I reviewed an updated process validation 
for the drug product and found that the sampling plan had been expanded.  This allowed for 
evaluation of the intra-batch and inter-batch variability. 

I also reviewed the process validation for the drug substance. This process validation had not been 
updated. It did not use expanded, scientifically sound sampling plans.  The same sampling as 

(b) (4)routine batch production was used. This included single samples of the drug substance and at 
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OBSERVATION 10 
Procedures for the preparation of master production and control records are not followed. 

There was no system to track the issuance and use of all laboratory raw data forms, such as microorganism identification 
forms described in QC-4004.  Laboratory personnel had access to blank electronic forms for printing without control. 
Controls for these forms were scheduled to be implemented 26 May 2017.  However, these new controls did not apply to 
all forms that capture original GMP data, for example form QC0046-F1 “Audit Trail Inspection and Abnormal Finding 
Reporting”. Additionally, the QC laboratory had a document shredder that was filled with shredded documents on 22 
May 2017.  There is no control over the use of the shredder. 
—— 
Supporting Evidence and Relevance: 

On 22 May 2017, I reviewed documents in the laboratory used to record raw data that lacked 

controls for issuance and reconciliation. Specifically, I looked at the raw data sheets for recording 

Gram Stain and Colony Morphology forms, see Exhibit JAB #91 and 92.  I asked how they could 

detect if forms were missing or had been replaced.  The laboratory management confirmed there was 

no system in place at that time. 


As an example I observed a stack of identification forms to be filed for tests conducted in 2017.  

Within this stack I found Exhibit JAB #91 which is from 2014.  All of the 2014 data was reported to 

have been archived. Only 2017 and 2016 was available. There is no system when collecting the 

documents to ensure they are all accounted for. 


On 22 May 2017, if an analyst needed a form such as those in Exhibit #91 or 92, then the analyst 

accessed an electronic database that contained blank laboratory forms.  This included forms for both 

the chemistry and microbiology laboratories.  The analyst could print these blank forms as needed.  

There was no control on the number that were printed and no ability to perform reconciliation. 


The QA management explained that they had identified this deficiency during April of 2017.  They 

had initiated a risk assessment to determine which forms would receive a QA assigned tracking 

number and post use reconciliation.  The forms in Exhibit #91 and 92 were included with an 

implementation of a tracking number issued by QA and a reconciliation log that would be effective 

on 26 May 2017. 


I reviewed the risk assessment and found that many GMP forms used stated they did not need this 

additional control. For example, form QC0046-F1 is used for audit trail reviews, see Exhibit JAB 

#93.  This form records the raw data of observations of the review and documentation that it occurs. 

I explained that any forms like these that capture raw GMP data and fulfill a GMP requirement 

needed assurance that the document is original.
 

Discussion with Management: 

Firm management understood this observation and had no specific comments during the closeout 

discussions. 
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During the inspection I stayed at The Holiday Inn Incheon Songdo. The hotel was adequate for 
business purposes and would be recommended for future travelers. It is within walking distance of 
many restaurants and a grocery store. It is located approximately 10 minutes by car from the facility. 

SAMPLES COLLECTED 
No samples were collected. 

VOLUNTARY CORRECTIONS 
I reviewed corrective actions taken by the firm as a result of items cited on the FDA 483 during the 
previous inspection. I found the following corrections had been made: 

Observation #1 - Procedures designed to prevent microbiological contamination of drug products 
purporting to be sterile are not established and followed. 

I observed aseptic operations during the current inspection. I observed deficiencies in good aseptic 
practices, see Observation #2. 

Observation #2 - A procedure has not been established for performing identity testing on the 
contents of a final CT-P13 drug product vial of each lot after all labeling operations have been 
completed as required by 21CFR610.14. 

The vials are labeled at an outside secondary packaging site. Samples of the labeled vials from each 
batch are returned to this site and an identity test using an Isoelectric Focusing method. 

Observation #3 - Alert limits for bioburden and endotoxin are not established for CT-P13 drug 
in-process (b) (4)substance 

I reviewed limits which have been established for the in-process I reviewed trending data and did 
not note any significant discrepancies in the records that I review 

(b) (4)

Observation #4 - Qualification studies for the 
(b) (4)

yophilizer, (b) (4)  are not 
adequate. 

I reviewed qualification studies for lyophilizers. They included temperature mapping studies.  I did 
not note any significant discrepancies in the records that I reviewed. 

Observation #5 - The visual inspection program (FF24010) for CT-P13 drug product vials is 
inadequate because there is no AQL testing. 

AQL testing is now performed by QA for batch. (b) (4)
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Observation #6 - The media fill program (CP2205) is deficient in that acceptance criterion for yield 
has not been established for media fills.

 Yield limits have been established. I reviewed the documentation of yield and accountability. I 
observed that integral vials were being rejected, which was inconsistent with the established 
procedures. This is discussed in Observation #3. 

Observation #7 - The investigation for Deviation DE-(b) 
(4) -12-246 related to loading of the lyophilizer 

is inadequate. 

I reviewed deviation investigations and found that they were not thorough or timely, see Observation 
#1.  I did not observe a similar deviation during the current inspection. 

Observation #8 - Bioburden excursions for CT-P13 drug substance are not adequately investigated. 

I reviewed investigations for bioburden excursions.  I did not note any significant discrepancies in 
the records that I reviewed.   

Observation #9 - Qualification of assays conducted in the Research and Development Laboratory to 
evaluate infliximab biosimilarity for regulatory purposes was documented retrospectively. 

I reviewed peptide mapping studies performed by the Research and Development Laboratory to 
of CT-P13 as part of an investigation into “no (b) (4)

performing the testing. (b) (4)
” in the vials.(b) (4)evaluate A 

qualification study was performed for the method However, the data 
collected did not follow GMP and the quality unit did not provide oversight or review of the raw 
data. 

Observation #10 - The dye penetration test used to evaluate CT-P13 drug product 
container closure integrity is inadequate. 

(b) (4)

I reviewed the (b) (4)

(b) (4)
dye penetration test method.  The test now requires the product to be 

Observation #11 - The in-process endotoxin test for drug substance is not adequately conducted. 

I reviewed studies performed to support the sample hold times for endotoxin samples. 
(b) (4) (b) (4)

The 
established testing time frame is for endotoxin and for bioburden.  I did not note 
any significant discrepancies in the records that I reviewed.   

Observation #12 - Numerous leaks from the media vessel during media transfer to the bioreactor 
have occurred since 2013 and appear to be ongoing. 
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