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Pr o d ucer o f St eri l e Dr ug Pr oducts 

This document lists observations made by the FDA representative{s) during the inspection of your facility. Tuey are inspectional 
observations, and do not represent a final Agency detemiination regarding your compliance. Ifyou have an objection regarding an 
observation, or have implemented, or plan to implement, co!l'ective action in response to an observation, you may discuss the objection or 
action w'ith the FDA representative(s) during the inspection or submit this infomiation to FDA at the address above. Ifyou have any 
questions, please contact FDA at the phone munber and address above. 

DURING AN INSPECTION OF YOUR FIRM WE OBSERVED: 

OBSERVATION 1 

Aseptic processing areas are deficient regarding the system for cleaning and disinfecting the equipment 
to produce aseptic conditions. 

The equipment and cleaning practices used at your film pose a risk to the sterility of the ISO 5 Laminar 
Flow Hood in which sterile diugs are produced. Specifically, 

a) Non-sterile gowns are used during the production of sterile di·ug products in the ISO 5 Laminar 
Flow Hood. 

b) The tubing connected to the stock solutions of[(I:)) (4) I 
~(l:)f(4) I located in the ISO 5 Laminar Flow Hood are not sanitized between the production of 
different sterile diug products. On 8/14/18, the Sterile Compounding Technician touched the 
tubing several times during the production ofErtapenem 500mg/NS 50ml Easypump and did not
sanitize the tubing prior to producing a different diug product. 

 

c) Prior to cleaning, sterile wipes were introduced into the IS0-5 area for routine daily cleaning and 
some of the unused wipes were left for cleaning throughout the remainder of the day. While the 
wipes were moved for cleaning underneath, they remained open and exposed in the IS0 -5 area 
prior, during, and following cleaning completion. 
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OBSERVATION 2 
Buildings used in the manufacture, processing, packing or holding of chug products are not free of 
infestation by rodents, birds insects, and other vennin. 

While witnessing cleaning of the cleanroom, two live insects were observed inside the ante room beyond 
the line of demarcation. At the time, the Sterile Compounding Technician was cleaning the ante room in 
preparation for the day's activities. The Technician noticed the first insect and shifted her body to step on 
it while wearing full gowning garb. She also continued to mop. Sho1ily thereafter, and prior to 
completion ofmopping, a live spider was observed crawling from the same comer near the negative 
pressure room. 
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