DEPARTMENT OF HEALTH AND HUMAN SERVICES
FOOD AND DRUG ADMINISTRATION

DISTRICT ADDRESS AND PHONE NUMBER DATE(S) OF INSPECTION
550 W. Jackson Blvd., Suite 800 2/3/2026-2/6/2026
Chicago, IL 60661-4716 FEINUMBER

1417411

(312)353-5863 Fax: (312)596-4187

NAME AND TITLE OF INDIVIDUAL TO WHOM REPORT ISSUED

Terry S. Mills, Director of Manufacturing

[~ FIRM NAME STREET ADDRESS
Medline Industries - Arlington Heights 900 W University Dr
CITY, STATE, ZIP CODE, COUNTRY TYPE ESTABLISHMENT INSPECTED
Arlington Heights, IL 60004-1824 Medical Device Manufacturer

This document lists observations made by the FDA representative(s) during the inspection of your facility. They are inspectional
observations, and do not represent a final Agency determination regarding your compliance. If you have an objection regarding an
observation, or have implemented, or plan to implement, corrective action in response to an observation, you may discuss the objection or
action with the FDA representative(s) during the inspection or submit this information to FDA at the address above. If you have any
questions, please contact FDA at the phone number and address above.

DURING AN INSPECTION OF YOUR FIRM | OBSERVED:

OBSERVATION 1

Product which does not conform to product requirements was not adequately identified and
controlled to prevent its unintended use or delivery.

Specifically, the process for handling nonconforming material is governed by procedure RAH-00013
Rev 9. RAH-00013 is applicable to all products manufactured by Medline Industries - Arlington Heiahts
including class Il Aquapak Prefilled Humidifiers (ProCode: BTT, K141353). Approximately (b
humidifiers were shipped to US customers in 2025. RAH-00013 has not been effectively implemented
in that potential nonconforming product was not effectively contained and reworked. For example,
NCMR 16541 was issued due to leaks found in Aquapak Prefilled Humidifiers during finished product
testing. The cause for the leaks was determined to be a worn diaphragm on the blow-fill-seal machine.
More than 30,000 Humidifiers with potential to be affected by the worn diaphragm were not contained
and reworked (100% tested). According to the Aquapak Prefilled Humidifier FMEA Rev 2 Risk ID# 130
the severity of a leak is considered (D) (4)
b) (4 Additional examples of
ineffective containment include NCMR 14869 and 16572.

OBSERVATION 2
Nonconforming product was not adequately evaluated to determine the need for an
investigation and notification of any external party responsible for the nonconformity.

Specifically, the process for handling nonconforming material is governed by procedure RAH-00013
Rev 9. RAH-00013 is applicable to all products manufactured by Medline Industries - Arlington Heiahts
including class Il Aquapak Prefilled Humidifiers (ProCode: BTT, K141353). Approximately (B) (4)

humidifiers were shipped to US customers in 2025. RAH-00013 has not been effectively implemented
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in that investigations were not conducted to identify the root cause and corrective action to prevent
recurrence of the nonconformity. Rationale for not conducting an investigation was not adequate.
According to RAH-00013 Section 7.4.2.1 (D) (4)

(b) (4)

5 of 15 Non-conformance
material reports reviewed lacked adequate rationale for no investigation. See NCMR 14866, 15998,
16541, 16572 & 14857.
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Annotations to Observations

Observation 1: Not annotated

Observation 2: Not annotated

EMPLOYEE(S) SIGNATURE DATE ISSUED
SEE REVERSE | Chad E Schmear, Investigator 2/6/2026
OF THIS PAGE T
N
PAGE 3 of 3 PAGES

FORM FDA 483 (09/08) PREVIOUS EDITION OBSOLETE INSPECTIONAL OBSERVATIONS




The observations of objectionable conditions and practices listed on the front of this form
are reported:

1. Pursuant to Section 704(b) of the Federal Food, Drug and Cosmetic Act, or

2. To assist firms inspected in complying with the Acts and regulations enforced by the
Food and Drug Administration.

Section 704(b) of the Federal Food, Drug, and Cosmetic Act (21 USC 374(b)) provides:

"Upon completion of any such inspection of a factory, warehouse, consulting
laboratory, or other establishment, and prior to leaving the premises, the officer or
employee making the inspection shall give to the owner, operator, or agent in charge a
report in writing setting forth any conditions or practices observed by him which, in his
judgment, indicate that any food, drug, device, or cosmetic in such establishment (1)
consists in whole or in part of any filthy, putrid, or decomposed substance, or (2) has
been prepared, packed, or held under insanitary conditions whereby it may have become
contaminated with filth, or whereby it may have been rendered injurious to health. A copy
of such report shall be sent promptly to the Secretary.”






