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1. EXECUTIVE OVERVIEW 

1.1. Introduction 

The Visian Toric Implantable Collamer Lens® (Visian TICL) is a modification of the 
FDA-approved Visian Implantable Collamer Lens (Visian ICL). The proposed indication 
of the Visian TICL is for the correction or reduction of myopic astigmatism. The Visian 
ICL was the subject of PMA Application P030016, approved on December 22, 2005. 
Other than the addition of a cylinder correction on the front surface of the optic, the plate-
haptic design and posterior surface geometry are unchanged from the Visian ICL. Other 
than alignment of the cylinder axis, the Visian TICL is implanted using the same surgical 
technique as the Myopic ICL. 

The Visian TICL for the treatment of patients with myopia and astigmatism is 
commercially available in over 60 countries. The Visian TICL was first introduced in 
2002 with a CE mark for distribution in the European Union. Between 2003 and 2006, 
the Visian TICL was approved for sale in Canada, Korea, China and India and in 2011, 
approved for sale in Japan. As of November 2013, over 400,000 Visian ICLs have been 
implanted worldwide, including over 45,000 implanted in the U.S. Approximately 
110,000 Visian TICLs, the subject of P030016-S001, have been successfully implanted 
internationally. 

In 2009, a study conducted by the National Eye Institute showed that the incidence of 
myopia in Americans increased from 25% in the 1970s to 42% three decades later. 
Myopia severity also increased with moderate nearsightedness doubling, and severe 
myopia rising sharply. In addition, the majority of Americans with moderate to high 
myopia also have astigmatism. Although a number of surgical and nonsurgical options 
are currently available for correction of moderate to high myopia with astigmatism, 
treatment for these conditions remains a challenge. 

The Visian TICL is a minimally invasive intraocular refractive technology that corrects 
refractive errors by adding power rather than removing tissue. If necessary, the lens can 
be removed, and correction reversed, while maintaining the natural asphericity of the 
cornea. 

To treat patients that have high myopia combined with astigmatism, surgeons commonly 
perform more than one refractive procedure in order to achieve the desired correction 
with the least amount of complications. This approach of using two separate procedures 
is known as bioptics. While bioptics has been considered effective in correcting high 
refractive errors with astigmatism, the availability of the Visian TICL can eliminate the 
need for a secondary corneal refractive treatment together with its inherent risks. 
Furthermore, implantation of toric phakic IOLs provide not only a reliable, but a more 
stable visual outcome when compared to bioptics (Choi and et al). 
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1.2. Visian Toric Implantable Collamer Lens 

Like the Visian ICL, the Visian TICL is an intraocular implant manufactured from 
Collamer®, a proprietary hydroxyethyl-methacrylate (HEMA)/porcine collagen-based 
biocompatible polymer material. The Visian TICL contains a UV-absorbing material. 
The Visian TICL lens features a plate-haptic design with a central convex/concave 
optical zone and incorporates a forward vault to minimize contact of the Visian TICL 
with the central anterior capsule. 

The Visian TICL features an optic diameter that varies with the dioptric power; the 
smallest optic diameter being 4.9 mm and the largest being 5.8 mm. The Visian TICL is 
capable of being folded and inserted into the posterior chamber through an incision of 3.5 
mm or less. The Visian TICL is intended to be placed entirely within the posterior 
chamber directly behind the iris and in front of the anterior capsule of the human 
crystalline lens. When correctly positioned, the Visian TICL functions as a refractive 
element to optically correct or reduce moderate to high myopic astigmatism. 

The Visian TICL is labeled using a plus cylinder axis format. The lens can be 
manufactured to order, with the axis in 1° steps from 0° to 180°.  However, the lens is 
designed to be rotated up to 22.5° clockwise or counterclockwise in order to align the 
lens axis at the preoperative plus cylinder axis. The lens has two diamond shaped 
markings, one on each side of the optic.  These are designed to aid with the alignment of 
the lens. The markings indicate the meridian from which the cylinder axis is measured 
and do not indicate the cylinder axis of the lens. See Figure 1. 
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Figure 1 — Visian TICL Showing Lens Markings and Axis Alignment 

The Visian TICL’s proposed indications for use are as follows: 

 For adults 21-45 years of age; 

 For correction of myopic astigmatism in adults with spherical equivalent ranging 
from  3.0D to ≤-15.0D with cylinder of 1.0D to 4.0D; 

 For the reduction of myopic astigmatism in adults with spherical equivalent 
ranging from greater than -15.0D to -20.0D with cylinder 1.0D to 4.0D; 

 With an anterior chamber depth (ACD) of 3.0 mm or greater, when measured 
from the corneal endothelium to the anterior surface of the crystalline lens and a 
stable refractive history (within 0.5 Diopter for 1 year prior to implantation); and 

 The Visian TICL is intended for placement in the posterior chamber (ciliary 
sulcus) of the phakic eye. 

1.3. Visian TICL Clinical Study 

The Visian TICL Clinical Investigation was conducted as a separate investigational 
device exemption (IDE) and submitted as a PMA supplement to the Visian ICL 
(Spherical Implantable Collamer Lens). The objective was to conduct a prospective, 
multi-investigator, multi-site clinical study to assess the effectiveness of the STAAR 
Surgical Company (STAAR) Implantable Toric Phakic ICL (Toric ICL) in human eyes 
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for the correction of moderate to high myopic astigmatism. The primary goal of the 
Visian TICL Clinical Investigation has been to evaluate the effectiveness of STAAR’s 
ICL technology in the correction of moderate to high myopic astigmatism by adding to 
the larger safety dataset from the spherical myopia clinical study. The Toric ICL study 
was designed with input from the FDA to evaluate the effectiveness of the STAAR ICL 
in an expanded patient population with myopia and astigmatism. 

The Toric ICL study was approved in April 2002 and submitted to the FDA as a PMA 
supplement in April 2006. In March 2007, the FDA placed the PMA supplement on 
integrity hold, largely based on the findings from a clinical data audit by Bioresearch 
Monitoring (BIMO). This resulted in an audit of 100% of STAAR’s clinical data for this 
PMA supplement. The audit was performed by an independent third party reporting 
directly to the FDA and receiving instruction and guidance solely from the FDA, without 
direction from STAAR. At the conclusion of the audit, the auditing group provided 
reports on their activity and findings directly to the FDA and also provided a certification 
to STAAR, which provided, in part, as follows: 

The corrected database is a true reflection of the data in the field. This 
corrected database can be used to analyze the study data. 

This third party audited data was used for the analysis presented in this document. A 
more detailed timeline of the progress of this Toric ICL study is given in Section 3.0. 

1.4. Patient Population 

The Visian TICL Study Cohort consisted of 210 eyes from 124 subjects.  The subjects’ 
average age was 35 years (range of 21-45), and 55.6% were female.  82.3% were 
Caucasian, 8.1% were Hispanic, and 4.8% were Afro-American. The mean preoperative 
manifest refraction spherical equivalent (MRSE) for the Visian TICL Study Cohort was 
highly myopic at –9.37D (ranging from -2.38 D to −19.50 D). The mean preoperative 
manifest refractive cylinder was +1.95D (ranging from 1.00 D to 4.00 D). 

1.5. Eligibility 

The patient inclusion criteria was as follows: 

 patients 21 to 45 years of age; 

 phakic; 

  myopia (−3.0D to −20.0D sphere); 

  astigmatism (1.0D to 4.0D); 

 stable refraction for the last 12 months; 

 Best Corrected Visual Acuity (BCVA) of at least 20/40 in the eye to be treated; 
and 

 absence of ocular pathology. 
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1.6. Study Endpoints 

Safety Endpoints 

Although safety of the Visian ICL has been established in the Visian ICL study, the 
following safety data were collected during the study: 

 Preservation of BCVA; 

 Slit lamp examination - lens opacities; 

 Intraocular pressure; and 

 Incidence of complications and adverse events. 

Effectiveness Endpoints 

The following effectiveness data were collected during the study: 

 Improvement in uncorrected visual acuity; 

 Decrease in refractive myopia and cylinder;  

 Predictability -- the intended correction vs. achieved correction for sphere and 
cylinder; 

 Stability of refraction;  

 Subjective patient satisfaction; and  

 Rotation of the Visian TICL. 

1.7. Safety 

The incidence of adverse events for the study was lower than in the ISO-Defined Safety 
and Performance Endpoint (SPE) Rates for all adverse events with the exception of 
surgical intervention and retinal detachment. 

Preservation of BCVA 

The outcomes in the study are compared to the targets as established in the approved 
clinical protocol.  These targets were established based the published guidance at the time 
of the study.  The guidance was “Refractive Implants: Investigational Device Exemptions 
(IDEs) and Premarket Approval Applications (PMAs).” 

Preservation of BCVA was excellent after implantation of the Visian TICL. There were 
no eyes with postoperative BCVA worse than 20/40 in the subset of eyes with 
preoperative BCVA of 20/20 or better compared to the Protocol Target of < 1%.  
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Only 0.5% of the eyes at six months or later after Visian TICL implantation lost greater 
than two lines of BCVA. This loss after implantation of the Toric lens is an order of 
magnitude  below the Protocol Target of less than 5.0% of eyes with > 2 Line Loss. 

Slit lamp examination - lens opacities 

Utilizing the standardized Lens Opacities Classification System (LOCS III) in the Visian 
TICL Cohort, there were six anterior subcapsular opacities (2.9%), four of which were 
asymptomatic and two of which were clinically significant anterior subcapsular cataracts 
(1%). 

Intraocular Pressure 

The mean within-eye change in IOP (0.1mm Hg (14.1mm Hg preoperative and 14.2mm 
Hg at 12 months)) was statistically insignificant between baseline and 12-months. 

Only three eyes had elevated IOP at any time point after 1 week postoperative, however, 
all of these eyes were below 25 mmHg at 12 months postoperative. 

One eye had an IOP spike (55 mmHg) at one day postop, related to a pupillary block, 
which resolved with an additional Nd:YAG iridotomy.  IOP at the one day follow up visit 
after Nd:YAG iridotomy was 12 mmHg, At the final 12 month post op visit, the BCVA 
was 20/25 and IOP was 14mmHg. 

Incidence of complications and adverse events 

As shown in Table 1 below, the incidence of adverse events is lower than in the ISO SPE 
Rates for all adverse events with the exception of surgical intervention and retinal 
detachment. The five cases of surgical intervention all had improvement or no change in 
BCVA, or no significant loss in BCVA (1 line in 1 case), at the last follow-up visit (these 
cases are discussed in detail in Section 5.5). The single case of retinal detachment had 
UCVA of 20/16 at the 12-month visit, and was extremely satisfied with their Visian 
TICL outcome. 

The risk of retinal detachment in the study within one year of implantation of this device 
was 0.5%. The ISO SPE Rate for retinal detachment is based on the general population 
following cataract surgery. The eye with retinal detachment in this study had myopia of 
−12.0D.  Patients with high myopia are known to be at up to forty fold greater risk for 
retinal detachment than the emmetropic population. 
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was achieved in 100% of eyes at 6 months and at 12 months after Visian TICL 
implantation compared to the Protocol Target of 85% for all eyes. UCVA 20/20 or better 
for the same study subset in the total Visian TICL Study Cohort was 90.3% at 6 months 
postoperative; 89.3% at 12 months after Visian TICL implantation. Taking the entire 
Visian TICL population regardless of preoperative BCVA, 81.9% saw 20/20 or better and 
95.3% saw 20/40 or better uncorrected at 12 months postoperatively. 

Decrease in refractive myopia and cylinder  

The mean MRSE improved from −9.34D (± 2.63) preoperatively to 0.03D (± 0.46) at 
the 12 month follow-up visit. 

Preoperatively, the manifest refractive cylinder ranged from 1.00D to 4.00D. The mean 
refractive cylinder at baseline for the entire Visian TICL Cohort was 1.95D (± 
0.84D) improving to 0.52D (± 0.48D) at twelve months postoperatively.  The mean 
reduction in absolute cylinder was 77.8% at the 12 month visit. 

Predictability  

The target MRSE values as per the Protocol are 75% within ± 1.00D and 50% 
within ± 0.50D.  The Visian TICL Study Cohort outcomes were 96.4% within 1.00D 
and 74.7% within 0.50D at 12-months postoperatively. 

The percent of cases with cylinder within 0.50D of target was 69.6% and within 
1.00D of target was 92.3%. 

Stability 

Refractive stability was well established for both MRSE and absolute cylinder 
correction. MRSE changed within 1.00D in 100.0% from the one to three month 
postoperative visit, 98.8% from 3 to 6 months, and 99.4% from 6 to 12 months. The 
change in absolute cylinder for the same three time points was 98.4%, 98.8% and 98.3%, 
respectively. 

The cylindrical outcomes were above 95.0%. 

Subjective patient satisfaction 

Within the standardized subjective patient questionnaire, there were three subjective 
assessments: Patient Satisfaction, Willingness to have Surgery Again, and Quality of 
Vision. 

The overwhelming majority of patients, 97.9% at 12 months, reported being “Very 
Satisfied” or “Extremely Satisfied” with the results of their Visian TICL surgery. No 
patients reported being “unsatisfied” with the outcomes of their Visian TICL surgery at 
any point in time. 



 STAAR Surgical Company 
 Executive Overview 

 Page 9 of 75 

At 12 months postoperatively, 98.4% of patients reported they would be willing to 
undergo Visian TICL surgery again, one patient (0.6%) did not know and two patients 
(1.1%) responded “No.” However, both patients who responded “No” reported that they 
were “Very Satisfied” with their Visian TICL surgery. 

There was a marked improvement in patient reported quality of vision in the study. 
Patients were asked to rate their quality of vision as; Very Poor, Poor, Good, Very Good, 
or Excellent, preoperatively and at 3 and 12 months postoperatively. None of the patients 
reported having “Very Poor” or “Poor” vision postoperatively, as compared to 22 eyes 
(10.5%) preoperatively. Of  the 22 eyes, 21 improved from “Poor” or “Very Poor” vision 
preoperatively, to “Very Good” or ”Excellent” postoperatively, the one eye improved to 
“Good”. The percent of patients reporting “Very Good” or “Excellent” quality of 
vision rose from 64.3% preoperatively to 94.6% at 12 months after implantation of 
the Visian TICL. 

Rotation of the Visian TICL 

The protocol called for observation during the slit lamp examination to record TICL axis 
position.  Rotational stability was assessed based upon lens rotation between 2 
consecutive visits.  Outcomes of the analysis indicate that 97.8% of lenses rotated 5 
degrees or less between 3 to 6 months (n = 136) postoperatively, and 94.3% of lenses 
rotated 5 degrees or less between 6 to 12 months (n = 140). In addition, as noted by the 
FDA - “you may retain the original data and analyses, and rely primarily upon the 
refractive data for information concerning axis position (if the direct axial measurement 
method was too gross to be very useful),” - rotational stability of the Visian TICL was 
also evaluated through the absolute difference in cylinder axis using manifest refraction 
outcomes. The majority of eyes had a change in manifest cylinder axis of ≤5°, between 
the 6- and 12-month visits. There were 69 eyes with a change greater than 5°, per the 
manifest refraction.  Eyes with less than 1.00D of manifest refractive cylinder may 
tolerate wide variability in axis shift without visual compromise, rendering the change in 
axis relatively unreliable and clinically insignificant. 

UCVA was used to cross reference the refractive outcomes. Eyes with post-operative 
UCVA of > 20/20 or eyes with post-operative UCVA the same or better than 
preoperative BCVA, were assumed to be stable and excluded from the analysis.  Of the 
remaining ten eyes, four achieved an average reduction in absolute cylinder of 
approximately 73% (range 50% to 91%). Therefore, clinically significant lens rotation 
may have occurred in approximately 6/177 of eyes, a rate calculated to be less than 4%. 

1.9. Risk Benefit Analysis 

The results from the study demonstrate that the Visian TICL is safe and effective to treat 
patients with moderate to high myopia with astigmatism. The visual acuity of patients 
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with the Visian TICL met all established standards and surpassed patients’ subjective 
needs.  Currently, many patients with moderate to high myopic astigmatism are being 
corrected with the currently approved Visian ICL, with an additional surgical procedure 
to correct their astigmatism (i.e. bioptics). Accordingly, the Visian TICL will reduce the 
risk to which these patients are exposed by eliminating the need and associated risks of a 
secondary procedure. 

Beyond the improvement in vision offered by the Visian TICL, and the reduction in the 
number of procedures for patients with moderate to high myopia with astigmatism, there 
is another key benefit offered by this refractive technology. Specifically, implanting the 
Visian TICL adds to the patient’s optical system rather than irreversibly removing eye 
tissue with an excimer laser. This provides the surgeon the option to remove the Visian 
TICL if the patient is not satisfied with the outcome, rather than having to tolerate 
dissatisfaction in cases where permanent reshaping of the cornea (such as with LASIK or 
PRK) fails to deliver the patient’s desired results. 

Additional benefit of not permanently changing the shape of the cornea becomes 
important when a patient may need cataract surgery.  For an eye where the cornea has 
been permanently reshaped with a laser, calculation of the correct IOL power becomes 
more difficult and post-operative outcomes can be less predictable; however, with the 
Visian ICL and TICL, this would not be the case. It is important to note that the presence 
of the Visian ICL does not impact the pre-operative axial length measurements used to 
assist in calculating the IOL power. 

For patients with moderate to high myopia with astigmatism, the Visian TICL offers an 
important safe and effective alternative to other methods of refractive correction. The 
benefits outweigh the risks for the Visian TICL in treatment of moderate to high myopia 
with astigmatism. This conclusion is supported by both the results from this clinical study 
and from extensive clinical results of the Visian TICL from around the world, where 
surgeons and patients have embraced this technology. The adoption of the procedure has 
increased year after year since it was launched in international markets in 2003. Since 
then, approximately 110,000 Visian TICL lenses have been implanted, and 
approximately 25,000 will be implanted in 2013.  

1.10. Conclusion 

The data and information provided in PMA P030016-S001 supports the safety and 
effectiveness of the Visian Toric ICL. This builds upon the larger body of safety data 
from the parent Visian ICL presented in PMA P030016 and is supported by the clinical 
experience with over 400,000 Visian TICLs and Visian ICLs implanted worldwide. 

The mean pre-operative MRSE of the Study Cohort was −9.34D (± 2.63) with a mean 
cylinder of 1.95D (± 0.84D), a very challenging group of eyes to treat with a single or 
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even multiple procedures. At 12 months the mean MRSE had been reduced to 0.03D (± 
0.46) with mean cylinder improving to 0.52D (± 0.48D). 

Adverse event rates were comparable to ISO-Defined Safety and Performance Endpoint 
(SPE) Rates for all adverse events, with the exception of surgical intervention and retinal 
detachment, for standard IOL surgery.  Despite the majority of the Study Cohort having 
pathologic myopia that is associated with a higher risk profile and higher potential rates 
of adverse events. 

No other refractive surgical procedure has been reported to provide such visual 
improvement (both best corrected and uncorrected), refractive predictability and stability 
in a population with this degree of highly myopia and astigmatism as in this Visian TICL 
Study Cohort. 

The Visian TICL met or exceeded all safety and effectiveness endpoints.  The Visian 
TICL reduces the need for a secondary procedure or additional aids to correct for 
astigmatism.  Unlike laser-based refractive procedures, the Visian TICL does not remove 
ocular tissue and is removable if so desired, which further supports the favorable risk-
benefit ratio for the Visian TICL.  Indeed, the Visian TICL greatly improves patient 
vision in a safe and effective manner. 

The Visian TICL is a line extension to the approved Visian ICL, which will offer a 
relatively low risk option to treat eyes within the proposed label range.  The data supports 
the safe and effective use of the Visian TICL in the proposed patient population. 

2. INTRODUCTION  

2.1. Visian TICL Overview 

The Visian Toric Implantable Collamer Lens® (TICL) is a modification of the myopia-
correcting Visian Implantable Collamer Lens (ICL). The Visian TICL is designed with 
the cylinder power on the front surface of the optic, with other key elements, including 
haptic design and posterior surface geometry, remaining unchanged from the Visian ICL. 
Other than the alignment of axis, the Toric ICL is implanted using the same surgical 
technique as the Myopic ICL. 

The parent Visian ICL was the subject of PMA Application P030016. This application 
included preclinical and clinical data and information supporting the safety and 
effectiveness of the Visian ICL. The Ophthalmic Devices Panel reviewed the PMA data 
and recommended approval on October 3, 2003. The FDA subsequently approved PMA 
Application P030016 for the Visian ICL on December 22, 2005. 

The Visian TICL was first introduced in 2002 with a CE mark for distribution in the 
European Union. Between 2003 and 2006, the Visian TICL was approved for sale in 
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Canada, Korea, China, and India. In 2011, the Visian TICL was approved for sale in 
Japan. STAAR currently markets Visian ICLs for myopia and Visian TICLs for myopia 
with astigmatism in 60 countries. STAAR has not withdrawn the Visian ICL or the 
Visian TICL from any market for any reason. 

As of November 2013, over 400,000 Visian ICLs have been implanted worldwide, 
including over 45,000 implanted in the U.S. Approximately 110,000 Visian TICLs, for 
which we currently seek approval by the FDA, have been successfully implanted 
internationally. 

2.2. Background of Vision Correction 

In 2009, a study conducted by the National Eye Institute showed that the incidence of 
myopia in Americans increased from 25% in the 1970s to 42% three decades later. 
Myopia severity also increased with moderate nearsightedness doubling, and severe 
myopia rising sharply. In addition, one-third of Americans with myopia also have 
astigmatism. Although a number of surgical and nonsurgical options are currently 
available for correction of moderate to high myopia with astigmatism, treatment for these 
conditions remains a challenge. 

Spectacles and contact lenses have long been considered an acceptable means for the 
correction of refractive error. While refractive error can be minimized with spectacles or 
contact lenses, the moderate to highly myopic astigmatic patient may consider these 
methods of correction unsatisfactory based on functional or cosmetic limitations. 
Although spectacles offer minimal risk, the wearer may experience a narrowed visual 
field, and for the moderate to highly myopic patient there is a potential for significant 
diminishment in image size. Spectacles that correct astigmatic errors often distort 
peripheral vision and/or create problems with stereopsis due to the concentration of the 
toric correction in the optical center of the lenses. 

Contact lenses offer vision correction equal to or better than spectacles but also have 
limitations—they cannot be worn constantly, can easily be lost, and are not suitable for 
many professional and recreational activities.  The vast majority of contact lens wearers 
are also dependent on spectacles at some point during their daily activities. In addition, 
the FDA states that contact lens wear puts the eye at risk for several serious conditions 
including infections and corneal ulcers that can develop fairly quickly, and in rare 
conditions may cause blindness. Toric contact lenses, to address patients with 
astigmatism, have not gained widespread acceptance due to their inability to remain 
stable in the axis subsequent to blinking. Thus, while spectacles and contact lenses enjoy 
excellent acceptance, they have drawbacks or complications. 

In recent years, refractive surgery for the correction of myopia and astigmatism has 
become a viable option for myopic and astigmatic patients who cannot tolerate, or wish 
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to reduce, dependence on contact lenses or spectacles. The most common forms of 
refractive surgery to correct myopic astigmatism are LASIK and PRK, both of which 
permanently reshape the surface of the cornea. While many patients who undergo these 
procedures achieve a satisfactory visual outcome, the final success of any of these 
techniques has been shown to be variable. Higher refractive errors have less predictable 
results, resulting in higher potential for under- and overcorrection, often requiring re-
treatment. Such re-treatment exposes the patient to a second surgical procedure, with 
accompanying risks. 

Complications reported with laser-based surgery include variable rates of healing, loss of 
BCVA, induced astigmatism, diffuse lamellar keratitis (DLK), topographical aberrations, 
infection, postoperative corneal haze, corneal ectasia, and regression of refractive 
outcome (Olson). 

LASIK uses a microkeratome or a femtosecond laser to make a corneal flap, which is 
folded back toward the hinge, and then an excimer laser ablation is formed. This flap 
creation has its own complications, such as intraoperative bleeding, irregular flap, free 
cap, buttonhole, and improper flap dimensions. 

A more recently reported complication related to all refractive surgery options that 
change the shape of the cornea is difficulty in determining the proper IOL power when 
the patient eventually requires cataract surgery. IOL formulas are based on an accurate 
measurement of the eye’s axial length, effective lens position and corneal power. 
Currently available instruments to measure corneal power can be inaccurate when 
measuring corneas that have undergone laser refractive surgery (Wang and et al). These 
inaccurate measurements can lead to the selection of the wrong IOL power especially in 
IOLs with complex optics (i.e., toric, multifocal and accommodating IOLs). 

The common thread to all of the aforementioned surgical approaches to correct refractive 
errors is the underlying assumption that cutting or reshaping of the cornea is better and 
safer than a minimally invasive intraocular procedure. Studies have shown continuous 
change in corneal power years after refractive laser or incisional based surgeries. These 
corneal changes would consequently result in fluctuations in vision when the power of 
the cornea varies after surgery (Anders and et al) (Kemp and et al). 

Refractive lensectomy, or clear lens extraction and phakic intraocular lens (IOL) 
implantation are the only procedures currently performed for correcting refractive errors 
without reshaping the cornea. Excellent outcomes and the low risk-to-benefit ratio of 
modern cataract/IOL surgery has provided the impetus for the low, yet steady frequency 
of use of clear lensectomy/IOL implantation as an effective treatment for very high levels 
of myopia and hyperopia (Kraff and et al) (Siganos and et al, Clear lens extraction and 
intraocular lens implantation in normally sighted hyperopic eyes.). However, in younger 
patients (pre-presbyopia) the loss of accommodation clearly outweighs the advantages of 
the procedure, and there continues to be risks associated with clear lensectomy, 
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particularly retinal detachment (Ripandelli and et al) (Perez-Santonja and et al) (Colin 
and et al) which is already a significant risk factor in high myopes. 

The phakic IOL is a minimally invasive intraocular refractive technology that corrects 
refractive errors by adding power rather than removing tissue. Phakic IOL implantation is 
considered an attractive approach based in large part on the acceptance of intraocular 
lenses for aphakic or cataract patients. That is, the widespread use of IOLs in cataract 
surgery has led to a high degree of confidence among ophthalmic surgeons that the lenses 
can be implanted in an otherwise healthy eye in a safe manner and with excellent 
predictability of the refractive outcome (Martin and et al).  The use of phakic IOLs offers 
greater predictability and effectiveness compared to standard IOL technologies and is less 
invasive since the crystalline lens is left intact. In addition, phakic IOLs can be removed 
and correction reversed while maintaining the natural prolate aspheric shape of the 
cornea. The maintenance of corneal asphericity after phakic IOL implantation 
significantly reduces the rate of higher order visual aberrations compared to laser 
refractive surgery even in low degrees of myopia (Kamiya and et al) (Shin and et al). 

To treat patients that have high myopia combined with astigmatism, surgeons commonly 
perform more than one refractive procedure in order to achieve the desired correction 
with the least amount of complications (Zaldivar and et al) (Velarde and et al) (Guell and 
et al) (Probst and et al) (Pop and et al) (Huang and et al). This combined refractive 
modality, which has been gaining popularity, is known as bioptics (Leccisotti). 

Bioptics is the planned combination of phakic or aphakic IOL surgery with one of the 
aforementioned corneal surgery modalities (most commonly LASIK, PRK and LRI, or 
AK) to correct large refractive errors with astigmatism. This procedure is often preferable 
to laser ablation alone because of the reduced risk of visual aberrations, contrast loss, 
glare, and halos that are associated with extremely large myopic excimer laser ablations. 
In addition, the increased tissue ablation and smaller optical zones necessary with large 
myopic corrections decrease the predictability and stability of laser refractive surgery 
(Sher and et al) (Hersh and et al) (Gartry and et al) (Seiler and et al) (Goes) (Knorz and et 
al) (Waring and et al) (Aydin and et al).  

While bioptics has been considered an efficacious means of correcting high refractive 
errors with astigmatism, the availability of a phakic IOL with a toric component can 
eliminate the need for a secondary corneal refractive treatment together with its inherent 
risks. Furthermore, studies have shown that implantation of toric phakic IOLs provide not 
only a reliable, but a more stable visual outcome when compared to bioptics (Choi and et 
al). 

Toric phakic IOLs are becoming a popular choice in refractive error correction in markets 
where they are available.  They simplify the treatment of patients with moderate to high 
myopia combined with astigmatism by reducing or eliminating the need for a second 
surgical procedure. 
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Figure 2 — Visian TICL Showing Lens Markings and Axis Alignment 

The Visian TICL is labeled using a plus cylinder axis format. The lenses are labeled to 
the nearest degree, and as such, lenses of any axis between 0°to 180° may be held in 
inventory.  The Visian TICL is designed to be rotated up to 22.5° clockwise or 
counterclockwise in order to align the lens axis at the preoperative plus cylinder axis. The 
lens has two diamond shaped markings, one on each side of the optic, which are designed 
to aid with the alignment of the lens. The markings indicate the meridian from which the 
cylinder axis is measured and do not indicate the cylinder axis of the lens.  See Figure 2. 

The Visian TICL has orientation markings on the footplates to ensure the lens is 
implanted right side up.  When correctly oriented, the orientation markings will be on the 
leading right and trailing left footplates. 

2.3.1. Proposed Indications for Use 

The Visian TICL is indicated for use in:  

 Adults 21 to 45 years of age; 

 Correction of myopic astigmatism in adults with spherical equivalent ranging 
from -3.0D to ≤-15.0D with cylinder of 1.0D to 4.0D; 

 Reduction of myopic astigmatism in adults with spherical equivalent ranging from 
greater than -15.0D to -20.0D with cylinder 1.0D to 4.0D; 
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 Adults with an anterior chamber depth (ACD) of 3.0 mm or greater, when 
measured from the corneal endothelium to the anterior surface of the crystalline 
lens and a stable refractive history (within 0.5 Diopter for 1 year prior to 
implantation); and 

 The Visian TICL is intended for placement in the posterior chamber (ciliary 
sulcus) of the phakic eye. 

2.4. Summary of Nonclinical Studies 

Since the parent model and subsequent models are approved under PMA P030016 and 
subsequent supplements, much of the preclinical information relating to the materials, 
design, and finished process was previously submitted and approved under PMA 
P030016. Overall, the Visian Toric Implantable Collamer Lenses are biocompatible and 
provided in a sterile state. Based on the available data, packaging is sufficient to maintain 
the sterility and stability of the Visian TICLs throughout the 2-year shelf-life. 

These nonclinical studies further demonstrate that the Visian TICLs comply with the 
requirements for physical and mechanical properties. 

2.4.1. Biocompatibility and Toxicological Testing 

The Visian TICL is composed of identical materials as the currently approved Visian 
ICL. Therefore, no new biocompatibility/toxicological data was provided.  
Biocompatibility and physical-chemical testing consistent with ISO 10993 (Biological 
Evaluation of Medical Devices) and ISO 11979-5 (Ophthalmic Implants - Intraocular 
Lenses - Part 5: Biocompatibility) were provided in the approved PMA P030016 
(December 22, 2005). 

2.4.2. Chemical Testing 

Chemical testing was performed on the materials used in the Visian TICL. 
Characterization tests confirmed that the material meets the requirements of ISO 11979-5 
(Ophthalmic Implants – Intraocular Lenses – Part 5: Biocompatibility) and the results 
were provided in the approved PMA P030016 (December 22, 2005). 

2.4.3. Optical Testing 

The optical tests were performed on the Visian TICL in accordance with EN ISO 11979-
2 (Ophthalmic Implants – Intraocular Lenses – Part 2: Optical Properties and Test 
Methods) and provided in PMA P030016/S001. 
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2.4.4. Mechanical Testing 

The mechanical tests were performed on the Visian TICL in accordance to EN ISO 
11979-3 (Ophthalmic Implants – Intraocular Lenses – Part 3: Mechanical Properties and 
Test Methods) and the results were provided in PMA P030016 (December 22, 2005) and 
PMA P030016/S001. 

2.4.5. Sterilization, Packaging, and Shelf Life 

2.4.5.1. Sterilization 

The Visian TICLs are sterilized using a validated steam sterilization process, which is 
used for the currently approved Visian ICL. Supporting data was provided in the 
approved PMA P030016 (December 22, 2005). 

2.4.5.2. Packaging 

The packaging components for the Visian TICLs are identical to the packaging 
components for the currently approved Visian ICL.  

  
Supporting data was provided in the approved P030016 (December 22, 2005). The 
finished product includes the Directions For Use (DFU) and other pertinent labeling 
(chart stickers, patient information card, and patient registration card). 

2.4.5.3. Shelf Life 

The Visian TICL has the same 2-year shelf life as the parent Visian ICL. Supporting data 
was provided in the approved PMA P030016 (December 22, 2005). 

3. VISIAN TICL CLINICAL STUDY 
The Visian TICL Clinical Investigation was conducted as a separate investigational 
device exemption (IDE) and submitted as a PMA supplement to the Visian ICL 
(Spherical Implantable Collamer Lens) The primary goal of the Visian TICL clinical 
investigation was to evaluate the effectiveness of the Visian TICL in the correction of 
moderate to high myopic astigmatism.  This adds to the larger safety data collected in 
conjunction with the spherical myopia clinical study.  The only difference between the 
two lenses involves the toric correction on the anterior surface lens optic.  Therefore, the 
earlier non-clinical and clinical safety data is transferable from the Visian ICL to the 
Visian TICL. 

Since the Visian TICL poses no new or different safety risks, the Visian TICL study was 
designed with input from the FDA to evaluate the effectiveness of the Visian ICL in an 
expanded patient population with myopia and astigmatism. 
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1. the manifest refraction was stable in the primary eye (spherical equivalent within 
0.50D between 2 refractions at least 2 weeks apart);  

2. there was no unresolved intraoperative or postoperative adverse events, no loss of 
two or more lines of BCVA and no uncontrolled intraocular pressure in the 
primary eye; and  

3. there was no corneal edema in the primary eye. If the fellow eye met the spherical 
myopia criteria for the Visian TICL study but had less than 1.00D of refractive 
astigmatism, a Visian ICL may have been implanted in the fellow eye to only 
correct the spherical refractive error, and if there was ≥ 1.00D of refractive 
astigmatism in the fellow eye then a Visian TICL could be used. 

4.2.1. Sample Size 

The necessary sample sizes for obtaining two-sided 95% confidence intervals extending 
no more than 0.25D from the observed mean are provided for a range of standard 
deviations. These confidence intervals were computed using a coverage probability of 
0.8, and assuming the confidence intervals are based on the t-statistic.  It was determined 
that a sample size of 40 eyes would provide sufficient power to estimate the mean 
deviation from target refraction with a two-sided 95% confidence interval that extended 
no more than 0.25D from the observed mean. Thus, the current sample size of 124 
patients (210 eyes) enrolled is more than sufficient to obtain this point estimate. 

4.3. Patient Population 

Up to 125 phakic patients from a maximum of seven investigative sites who have 
provided informed consent for implantation of the Visian TICL, who are capable of 
comprehending the nature of the clinical study, and who are likely to comply with the 
examination schedule, were entered into the study, provided they conformed to the 
following inclusion and exclusion criteria. 

4.3.1. Inclusion Criteria 

The inclusion criteria were as follows: 

 Patients must be phakic with moderate to high myopia (−3.0D to −20.0D sphere) 
measured at the spectacle plane and astigmatism in the range of 1.0D to 4.0D 
measured as “plus” cylinder; 

 Patients must have had a stable refraction for the last 12 months as documented 
by previous clinical records (MRSE progressed at a rate of 0.5D or less during the 
year prior to the baseline examination); 
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 Patients must be correctable (BCVA) to at least 20/40 in the eye to be treated, and 
absent of ocular pathology (except that myopic degeneration is allowed); 

 Patients must be at least 21 years of age and at most 45 years of age at the time of 
surgery; 

 Patients must be contact lens tolerant, willing to limit fellow eye treatment only to 
approved refractive procedures and/or be agreeable to waiting for approval from 
the FDA for the use of the Visian TICL in their fellow eye; 

 Patients must sign a written informed consent form; 

 Patients must be able and willing to return for scheduled follow-up examinations 
after surgery; and 

 Patients who do not meet any of the exclusion criteria referenced in this protocol. 

4.3.2. Exclusion Criteria 

The exclusion criteria were as follows: 

 A history of/or clinical signs of, iritis, uveitis, synechiae, pigment dispersion 
syndrome, retinal disease (other than manifestation of myopic degeneration), 
chronic intraocular inflammation, macular degeneration, irregular astigmatism, 
keratoconus or cystoid macular edema in either eye; 

 Diabetes; 

 Glaucoma in either eye; 

 A history of previous intraocular surgery (including refractive surgery) in the eye 
to be treated; 

 Amblyopia or blindness in the fellow eye; 

 A serious (i.e., life-threatening) non-ophthalmic condition, which may preclude 
study completion; 

 A progressive sight-threatening disease (patients with retinal findings associated 
with pathological myopia are allowed); 

 A diagnosis of ocular hypertension; 

 Fuch’s dystrophy or other corneal pathology; 

 Keratoconus, cataract in either eye, or systemic collagen sensitivity; 

 An unstable refraction in the past 12 months (myopia and/or astigmatism); 

 Patients who do not fall in the range of pre-treatment myopia and/or astigmatism 
as outlined in the inclusion criteria; or 
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post-operative visit) by slit-lamp evaluation and recorded as a percentage of corneal 
thickness (CT).  Analysis of vault from 186 eyes at the 12 month visit demonstrated that 
the mean vault was 102.8% CT with a standard deviation of 51.2%.  The percentage of 
lenses with vault in the ranges of 50% to 150% CT and 25% to 200% CT were 82.3% 
and 92.5%, respectively. 

4.5.2. Preoperative  

Within the two weeks prior to surgery, the patients received two iridotomies performed 
90° apart, preferably using an Nd;YAG laser; iridectomies may have been done intra-
operatively (at the time of surgery). 

4.5.3. Operative Technique 

Preoperative pupil dilation could be done according to the surgeon’s preference using the 
same regime as would typically be used for cataract surgery. It was recommended that a 
minimum dilation of 8mm be confirmed before proceeding to the operative theater. A 
pupil size of less than 8mm required excessive distortion of the Visian TICL to place it 
behind the iris and was thus considered too small for safety. If the pupil would not dilate 
to 8mm, surgery was aborted. 

Surgery to implant the Visian TICL was recommended to be performed under either 
topical or local anesthesia. At the time of surgery, subjects were draped and the ocular 
area prepared in the same manner as would be done for cataract surgery. Once draped, 
but before placing the lid speculum or making any incisions in the eye, loading of the 
Visian TICL into the injection cartridge was completed. 

The Visian TICL was implanted into the eye using a STAAR injector. The lens was 
loaded into an injector cartridge. Orientation markings on two of the four footplates 
should appear on the leading right and trailing left footplate, signifying the lens was the 
correct side up. 

The cartridge was lubricated with BSS and viscoelastic, and the lens was loaded into the 
cartridge using forceps. The cartridge was then inserted and locked into position in the 
lens injector. Once the lens was properly loaded, the Visian TICL cartridge was kept 
hydrated in a sterile basin with BSS or saline, and surgery was ready to proceed. 

Two paracentesis incisions were made 60° to 90° away from the main incision, which 
was made at the horizontal temporal position. The lens was implanted through a 2.8mm 
to 3.2mm clear corneal tunnel incision that was constructed parallel to the iris plane. 

Prior to implantation, 2% methylcellulose viscoelastic (OcuCoat) was introduced into the 
anterior chamber by placing the cannula just inside the incision. The tip of the cartridge 
was then inserted through the incision and the lens injected in a slow controlled manner. 
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The surgeon needed to check lens orientation when approximately 2/3 of the lens had 
exited the cartridge tip. 

The lens was then allowed to unfold entirely, on top of the iris, within the anterior 
chamber with the surgeon verifying that the orientation marks were located on the 
leading right and trailing left foot plates. If the lens needed to be rotated to align the lens 
axis with the pre-operative axis of astigmatism, up to 22.5° from the horizontal axis, this 
was done prior to placing the footplates behind the iris. Once aligned, the footplates were 
gently tucked one by one behind the iris, first the distal then the proximal footplates. 

Any viscoelastic remaining in the eye was then removed using manual irrigation with 
BSS followed by Miochol (acetylcholine chloride) to constrict the pupil. At this point, the 
surgeon needed to once again check the axis alignment to ensure the lens had not been 
moved during the irrigation/aspiration process. 

At this same point, the iridotomies were rechecked for patency. Wound integrity was then 
checked to ensure it was water tight, and surgery was complete. 

The intraocular pressure (IOP) was checked at approximately 2 to 3 hours postoperative. 
If the IOP was below 21 mm Hg, the patient was sent home. In cases where the IOP was 
at or above 21mm Hg, pressure reduction was attempted. The patient was not discharged 
until IOP below 25mm Hg was verified at 3 to 4 hours postoperatively. 

4.5.4. Postoperative Care 

The recommended postoperative medical regimen was as follows:  

 Ofloxacin solution 0.3% one drop four times daily beginning on the day before 
surgery and continuing through the first postoperative week; and 

 Tobramycin and dexamethasone suspension for a total of sixteen days — one 
drop four times a day for the first four days following surgery, one drop three 
times a day for the next four days, one drop twice a day for the next four days and 
one drop once a day for the final four days. 

4.6. Primary Endpoints 

4.6.1. Safety Endpoints 

The objective of the Visian TICL study was to evaluate effectiveness of the Visian TICL. 
Although safety of the Visian ICL has been established in the Visian ICL study, the 
following safety data were collected during the Visian TICL study: 

 Preservation of BCVA; 

 Slit lamp examination results; 
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 Intraocular pressure; and 

 Incidence of complications and adverse events. 

4.6.2. Effectiveness Endpoints 

The following parameters were used for effectiveness of the Visian TICL surgery: 

 Improvement in uncorrected visual acuity; 

 Decrease in refractive myopia and cylinder;  

 Predictability (intended correction vs. achieved correction for sphere and 
cylinder); 

 Stability of refraction; 

 Subjective patient satisfaction; and 

 Rotation of the Visian TICL. 

4.7. Clinical Evaluation and Data Collection 

4.7.1. Statistical Methods  

The objective of this clinical study was to evaluate effectiveness outcomes associated 
with the implantation of the Visian TICL for the correction of myopic astigmatism, since 
the safety of this lens design had already been established in the Visian  ICL study. All 
effectiveness data was to be reported in accordance with the study examination visit 
schedule to document changes from baseline at each reporting interval. 

In reference to effectiveness, the Student’s paired t-test was used to calculate the mean 
paired difference between preoperative and postoperative refractive cylinder to 
demonstrate a statistically significant decrease in astigmatism. 

4.8. Clinical Study Information 

4.8.1. Accountability 

Both eyes of Visian TICL patients were included in the Visian TICL Study Cohort, 
which was consistent with the Visian ICL PMA study cohort, where 526 eyes of 294 
patients were included for both the safety and efficacy evaluation (fellow eyes were 
included in the cohort and no primary-eye-only analysis was performed). The 
accountability summaries are provided in Table 4. 
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All 32 lenses were correct in both spherical and cylindrical power for the TICLs 
implanted outside the protocol-defined range.  The outcomes would not have impacted 
scientific validity, or more importantly, compromised subject safety. 

4.8.6.2. Lens length selected not according to protocol 

The methodology used for determining the recommended TICL length was white to 
white (WTW) measurement and anterior chamber depth (ACD). There were 18 lenses 
implanted where the TICL length selected was not in accordance with this methodology. 

Eleven of the 18 lenses consisted of surgeon-requested lengths that differed from the 
length recommended in the TICL DFU. Some of the cases were fellow eyes where the 
surgeon determined the need for variance based on experience from the primary eye. One 
site utilized sulcus-to-sulcus measurements obtained by ultrasound rather than WTW. 

Five lenses were incorrectly sized due to an error in measurement of ACD, where one site 
included corneal thickness which resulted in the selection of a longer lens. 

Two of these 5 were implanted with a 13.5 mm lens, which were outside the range 
designated in the DFU. In addition, two other 13.5 mm were implanted based on correct 
sizing, although this was again outside the range of the DFU. 

4.8.6.3. TICL implants outside of eligibility constraints  

Three eyes were implanted with the Visian TICL that were not eligible according to 
protocol. Two of these eyes were fellow eyes of two subjects that were implanted after 
the subjects reached the age of 46. The protocol inclusion criteria cutoff was 45 years of 
age, however, the primary eyes of these subjects were implanted in accordance to the 
protocol inclusion criteria. The third eye was a fellow eye that had 0.75D of preoperative 
astigmatism, in which the protocol required a minimum of 1.00 D of preoperative 
astigmatism. All three eyes were not included in the analysis. 

4.8.6.4. Non-compliance with surgical procedure 

Four eyes had deviations from the protocol during the operative visit of the study. These 
eyes were included in the analysis as the deviations were not determined to impact 
scientific validity of the study or subject safety. 

 Three eyes were implanted with the use of a viscoelastic not recommended in the 
protocol. None of these eyes had any surgical complications. 

 One eye was implanted with a Visian TICL and rotated 90° (protocol required 
rotation of no more than 22.5°). The surgery was uneventful and at one year 
postoperatively the refraction was plano in sphere and cylinder power with BCVA 
and UCVA of 20/20. 
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Figure 3 — Absolute Angle of Rotation by Fixation Angle (Last Available Visit). 

Further, if this analysis is performed in eyes with absolute angle of rotation greater than 
10°, the slope of the blue line (a least squares fit) is reversed indicating a higher rotation 
in lenses with a lower fixation angle. However, this difference is not significant. 

Therefore, in terms of the manufacturing processes, this change had no impact on lens 
labeling, lens selection, or lens implantation, and accordingly no impact on the scientific 
validity of the study or on the safety and effectiveness of the Visian TICL. 

4.8.6.6. Unapproved randomization into study 

The Navy Refractive Surgery Center (NRSC) in San Diego submitted, and received 
approval from the local IRB for a randomized clinical trial, with patients randomized to 
either implantation of the Visian TICL or to photorefractive keratectomy (PRK) with 
mitomycin C.  The NRSE intended that the patients randomized to treatment with the 
Visian TICL would be part of the IDE Study Cohort.  Consistent with this, the Visian 
TICL arm of the NRSC study was conducted in accordance with the protocol approved 
under IDE G010252. 

Therefore, with respect to the patients that are included in the clinical study data, the only 
difference at the NRSC was that the Visian TICL study subjects were randomized into 
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the TICL arm of the study. The NRSC subjects enrolled into the PRK arm were not 
considered part of the IDE clinical trial. 

While this approach was not planned, the independent third party auditors at Promedica 
International (PMI) commented that while subjects were randomized to the Visian TICL 
or to PRK, the Visian TICL treatment arm used the same case report forms as those 
approved under IDE G010252 and the study was performed consistent with the protocol 
approved under G010252.  An excerpt from the audit report is provided below:  

“In conclusion, as evidenced through the third party independent audit 
conducted by Promedica, the study subjects randomized to receive the 
STAAR Toric Implantable Contact Lens (TICL) followed the 
investigational plan as approved by the FDA under IDE G010252, 
however, the study protocol and subject informed consent were modified 
under the Navy CRADA document approved by Navy IRB. The revision 
modified the FDA approved non-randomized, open-label study to a 
randomized study in which the subjects were randomly assigned to receive 
either the TICL implant or PRK (photorefractive keratectomy) with 
Mitomycin C. The subject case report form utilized for the subjects 
randomized to receive the STAAR Toric Implantable Contact Lens was the 
same subject case report form as approved by the FDA under IDE 
G010252. No data collection processes were altered throughout the 
course of the study for the implanted subjects.” 

The study subjects were not exposed to additional risk as a result of the additional study 
arm, therefore, data collected in the Visian TICL arm is scientifically valid for analysis in 
the Visian TICL study effectiveness assessments. 

4.8.6.7. Inconsistency between approved clinical protocol and case report 
forms  

In some cases, the case report forms (CRFs) did not request the following information 
that was required in the clinical study protocol: 

 an eligibility exclusion related to patients involvement in another clinical study;  

 timing of YAG iridotomies; 

 preoperative and postoperative drug regimen at all visits; 

 wound size and closure method; and 

 operative and postoperative lens centration. 

The omission of this information did not significantly affect any of the study endpoints, 
and therefore does not impact the overall scientific validity of the clinical study. 
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Other sources of missing data included subjective questionnaires that were not completed 
as required, in whole or in part, as well as isolated cases of unreported information, 
including IOP, manifest refraction, BCVA, UCVA and LOCS scores. Again, the lack of 
this data does not compromise the scientific validity of the overall data. 

4.8.6.12. Snellen chart used rather than ETDRS 

The IDE protocol originally identified use of Snellen charts for measurement of visual 
acuity.   However prior to initiation of the study, FDA requested that sites use an ETDRS 
to measure VA and that the ETDRS acuity be converted to Snellen equivalent. During the 
August 2013 BIMO audit, FDA auditors reviewed a sample of study files and found that 
in 33 cases, visual acuity was recorded in Snellen rather than Snellen equivalent format. 
This deviation does not have an impact on the scientific integrity, effectiveness, or safety 
of subjects within the study. 

5. SAFETY  
This section contains a summary of the data from the clinical study that supports safety 
parameters, and builds upon the body of safety data established by the previous Visian 
ICL study which are also confirmed by extensive commercial experience from 
approximately 110,000 Visian TICL implantations in over 60 international markets. 

This section discusses the primary endpoints listed below:   

 Preservation of BCVA; 

 Slit lamp examination--lens opacities; 

 Intraocular pressure (IOP); and 

 Incidence of complications and adverse events. 

In addition, the safety parameters below are addressed: 

 Pigment, Flare and Cell incidence; and 

 Patient subjective symptoms. 

5.1. Preservation of BCVA  

BCVA was analyzed for both the overall cohort and for a subset of those with 
preoperative BCVA of 20/20 or better.  In addition, BCVA was analyzed in terms of lines 
gained or lost. 

The proportion of eyes with BCVA of 20/16 and with 20/20 or better increased across all 
postoperative follow-up exams compared to the preoperative level. The proportion of 
eyes with BCVA of 20/16 or better increased from 41.0% preoperatively to 81.8% and 
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postoperative. No complications were reported at this visit. The patient was an 
optometrist who worked in the office of the surgeon, was completely asymptomatic from 
the anterior subcapsular opacity but was concerned about the possible future progression 
of the opacity and had the Visian TICL removed at 1 week postoperatively. 

The third secondary surgery (lens explanted, eye discontinued from study) was due to 
excessive vaulting of the Visian TICL, attributable to implantation of too long of a lens, 
which was noted at one day postoperative. The eye also had an IOP spike at one day 
postoperatively, considered a pupillary block, and required an additional YAG iridotomy. 
This large vault to the TICL caused the pupil to enlarge, producing an anisocoria that was 
cosmetically unacceptable to the patient. The TICL was removed one month 
postoperatively. At one month after the removal, the BCVA was within one line of 
baseline (20/25), the IOP was 14mmHg, and no lens opacity or subsequent complications 
were reported. 

The fourth secondary surgery (lens replacement) involved an eye that experienced 
excessive vault associated with irido-corneal touch at one day postoperative. This adverse 
reaction was attributed to the TICL being too long for the eye. One month after initial 
surgery the TICL was replaced with a shorter lens. Four months after TICL replacement 
the patient had an uncorrected visual acuity of 20/25, and 12 months from the original 
surgery, a BCVA of 20/20 (a one-line improvement) with no postoperative complications 
or lens opacities. 

The fifth secondary surgery (lens repositioning) occurred when the Visian TICL was 
found to be misaligned and was repositioned three days after initial surgery. At 12 
months postoperatively, the patient achieved an improvement of one line of BCVA to 
20/16, a UCVA of 20/20 with no postoperative complications or lens opacities, and no 
residual refractive cylinder. 

One retinal detachment (0.6%) was reported during the course of this clinical study, in a 
patient with very high myopia (−12.0 +3.25 × 82). This patient experienced a superior 
temporal retinal detachment not involving the macula, which was thought by the surgeon 
to be a chronic condition. Note that the risk of retinal detachment in high myopia alone (> 
−12.0D) without surgery has been estimated to be 40 times the risk of retinal detachment 
in emmetropia (Colin and et al).  The detachment was treated with a laser retinopexy six 
months after initial TICL surgery. At the 12-month visit, this eye had a UCVA of 20/16 
and a BCVA of 20/12.5.  MRSE was within 0.50D and the patient reported being 
extremely satisfied with the TICL surgery outcome. 

5.5.1. Global Adverse Events for Visian ICL/TICL 
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and Refractive Lasers Guidance Documents; this supports the reported results with the 
spherical Visian ICL. 

 The overall incidence of postoperative BCVA worse than 20/40 in the subset of 
eyes in the Visian TICL Study Cohort with preoperative best corrected vision of 
20/20 or better was 0%, compared to the Protocol Target of < 1%; (also 0% with 
Spherical ICL). 

 At six months or later after Visian TICL implantation, only 1.5% of eyes lost two 
or more lines of BCVA (1.0% lost 2 lines and 0.5% lost > 2 lines). This low loss 
after implantation of the Toric lens falls well below the Protocol Targets < 5% of 
eyes with a ≥ 2 Line Loss) and  complements the earlier Spherical Visian ICL 
outcomes (1.1% lost 2 lines and 0.8% lost > 2 lines). 

No eye showed an increase in refractive cylinder of > 2D 1 year after Visian TICL 
surgery (0.4% Spherical ICL). Five eyes (2.4%) underwent a secondary TICL related 
surgery in the Visian TICL Study Cohort. In the Spherical Visian ICL PMA Cohort, 3% 
of eyes underwent a secondary ICL surgery. As noted, there were no cataract extractions 
with Visian TICL implantations during the 1-year study duration. 

Using the Lens Opacities Classification System (LOCS III) in the Visian TICL Cohort, 
there were six anterior subcapsular opacities ≥ trace degrees (2.9%), four of which were 
asymptomatic (2.7% with the Spherical Visian ICL). There were two clinically 
significant anterior subcapsular cataracts (1%); no nuclear cataracts with the Visian TICL 
were reported; as compared to 0.4% and 1% respectively with the Spherical Visian ICL. 

One eye (0.5%) experienced a postoperative IOP of 25mmHg and/or an increase of 
>10mm Hg compared to baseline at the last visit with the Visian TICL (compared to 
0.2% with the Spherical ICL). 

The incidence of adverse events was minimal during the Visian TICL clinical study with 
no cases of endophthalmitis, no corneal ulcers, no ocular hypertension and no corneal 
haze/edema after the first week of follow-up. One case (0.5%) of retinal detachment was 
reported. These results compared favorably to the Spherical Visian ICL outcome, where 
adverse event incidence was as follows: no endophthalmitis or corneal ulcers, ocular 
hypertension (0.4%), and no corneal haze/edema after the first week of follow-up. There 
were three cases of retinal detachment with the spherical Visian ICL (0.6%). 

In conclusion, safety outcomes for the Visian TICL are consistent with the approved 
parent Visian ICL  
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1 For Spherical Myopia column, time interval is from 1 to 36 months postoperative. 
2 For Spherical Myopia column, time interval is for 3 years postoperative. 
3 Any LOCS Anterior Subcapsular/Posterior score ≥ 1.0 at any postoperative visit with either increase in glare or ≥ 2 line loss BCVA 
or Nuclear ≥ 2.0 or symptomatic. 
4 Includes IOP from unscheduled visits 3 months or later postoperative. 

6. EFFECTIVENESS  
This section contains a summary of the data from the clinical study that support the 
effectiveness parameters listed below, which are also confirmed by extensive commercial 
experience from approximately 110,000 Visian TICL implantations in over 60 
international markets: 

 Improvement in UCVA;  

 Decrease in refractive myopia and cylinder; 

 Predictability – the attempted vs. achieved sphere and cylinder corrections; 

 Stability;  

 Subjective patient satisfaction; and 

 Rotation of the Visian TICL. 

6.1. Improvement in UCVA 

Table 26 presents uncorrected visual acuity (UCVA) outcomes in the Visian TICL Study 
Cohort over time. While 100% of eyes in this cohort had a UCVA worse than 20/80 
preoperatively (97.1% worse than 20/200), 95.3% had 20/40 or better UCVA at the 12 
month follow-up visit. Uncorrected acuity of 20/20 or better was 81.9% at the twelve 
month follow-up visit. Furthermore, 12 months after implantation of the Visian TICL, 
53.9% achieved UCVA of 20/16 or better; 20.7% 20/12.5 or better. All eyes (100%) were 
20/200 or better at every postoperative visit. 
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Figure 6 — Change in Refractive Cylinder (Preoperative vs. 12 Months) by TICL 
Power 

6.3. Predictability – Attempted vs. Achieved Sphere and 
Cylinder Corrections 

“Attempted Correction” was defined as the residual manifest refraction spherical 
equivalent (MRSE) predicted to be obtained given the preoperative refractive parameters 
for the patient and the power of the Visian TICL implanted. “Achieved Correction” was 
the actual MRSE obtained by the patient. 

Excellent accuracy to target was achieved with the Visian TICL and maintained over the 
duration of the study follow-up. Predictability within 0.50D was 74.1% at 1 week after 
implantation of the Visian TICL with 74.7% of eyes accurately predicted within 0.50D at 
the 12 month follow-up visit. Similarly, within 1.00D at the 6-month and 12-month 
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preoperative BCVA, 81.9% saw 20/20 or better and 95.3% saw 20/40 or better 
uncorrected at 12 months postoperatively. 

Predictability outcomes for the Visian TICL Study Cohort were also better than the 
Protocol Targets. The proportion of eyes falling within 1.00D of the attempted correction 
was 97.4% at 12 months in the Visian TICL Study Cohort (Protocol Target; 75% all 
eyes). The percentage of eyes within 0.50D in the Visian TICL Study Cohort was 76.8% 
at 12 months (Protocol Target; 50% all eyes). 

Subjective patient satisfaction with the Visian TICL surgery was high with 94.9% of 
patients “Very/Extremely Satisfied” at 3 months (0% unsatisfied); 97.8% at 12 months 
(0% unsatisfied). 

6.7.1. Comparison of the Visian TICL and the Visian ICL 
Effectiveness Outcomes 

As highlighted in Table 45, the efficacy clinical outcomes for the Visian TICL (toric) 
were better than the approved Visian ICL for all of the key effectiveness parameters. 

The proportion of eyes with 20/20 or better UCVA was 81.9% (Visian TICL cohort) 
compared to 50.4% with the Visian ICL cohort. Similarly, the proportion of eyes with 
20/40 or better UCVA at 12 months postoperatively was 95.3% (Visian TICL cohort) 
compared to 91.0% (Visian ICL cohort). 

When evaluating uncorrected visual acuity in the subset of eyes with a preoperative 
BCVA of 20/20 or better, the Visian TICL exceeded the previously approved Visian ICL. 
At 12 months, 89.3% of eyes in this subset of toric cases achieved 20/20 or better UCVA; 
compared to 60.7% in the spherical myopia subset. UCVA of 20/40 or better 12 months 
after ICL surgery was 100.0% in the Visian TICL subset in contrast to 93.7% in the 
Visian ICL subset. 

Predictability to target refraction was better with the Visian TICL  with 76.8% (compared 
to 67.5%with the Visian ICL) within 0.50D, 97.4% with the Visian TICL (compared to 
88.2% with Visian ICL) within 1.00D and 100.0% in the Visian TICL cohort (compared 
to 98.1% in the Visian ICL cohort) within 2.00D at 12 months postoperatively. 

Patient satisfaction was extremely high in both Cohorts with 12 month results of 97.8% 
“Very/Extremely Satisfied” in the Visian TICL Cohort and 92.1% in the Visian ICL 
Cohort. 

6.8. Risk-Benefit Assessment 

Many of the patients implanted with the approved Visian ICL have preexisting 
astigmatism of 1.00D or greater. To correct their residual astigmatism, these patients 
would have needed spectacles, contact lenses, or an additional surgical procedure, such as 
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limbal relaxing incisions or astigmatic ablation with an excimer laser (LASIK/PRK). The 
Visian TICL was developed to provide a safe and effective option for the treatment of 
patients with myopia and astigmatism.  As demonstrated in this study, the Visian TICL 
meets all endpoints. 

6.8.1. Risks of the Visian TICL 

The risks associated with the Visian TICL are comparable to the implantation of an 
intraocular lens. 

Regarding preservation of BCVA, 96.9% of eyes were 20/20 or better at 12 months. For 
the eyes that achieved 20/20 BCVA pre-operatively, 100.0% were 20/20 or better at 12 
months which exceeds the Protocol Target of 99% at 20/40 at 12 months. 

The occurrence of cumulative adverse events in the Visian TICL study met the ISO SPE 
Rate with the exception of surgical re-intervention and retinal detachment. There was a 
single case of retinal detachment in the study, which occurred in a highly myopic eye (-
12.00D). Risk of retinal detachment in high myopia (> −12.00D) without surgery has 
been estimated to be 40 times the risk of retinal detachment in emmetropia (Colin and et 
al). The rate of retinal detachment in the approved Visian ICL, which included a study 
with a highly myopic patient cohort, was 0.6% ─ comparable to the 0.5% rate for the 
Visian TICL study. 

There were five Visian TICL surgical re-interventions, of which only one was directly 
related to the astigmatic component of the lens, which involved lens 
repositioning/realignment. Two eyes required the correction of excessive lens vault.  The 
remaining two eyes required surgical re-intervention due to the surgical procedure, not 
the lens; one eye involved visual disturbance caused by the peripheral iridotomies, and 
the other eye involved a minor anterior capsular opacification (below trace) caused by 
surgical trauma.   

With the exception of the above, there were no adverse events during the Visian TICL 
clinical study: No cases of endophthalmitis, no corneal ulcers, no ocular hypertension and 
no corneal haze/edema after the first week of follow-up through the end of the study. 

The low level of reported adverse events in the study is supported by the low rates of 
reported adverse events contained in the global adverse events database for the Visian 
ICL and Visian TICL. 

Based upon global experience, the majority of cases where the Visian TICL is implanted, 
it is the sole procedure performed to address the refractive error.  Currently, in the U.S., 
moderate to highly myopic patients will undergo the primary surgery to implant the 
Visian ICL (which has the same risk profile as the Visian TICL), then also undergo an 
additional procedure such as LASIK, PRK or LRI to correct astigmatism.  This two-step, 
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two-procedure approach exposes patients to all the risks associated with an additional 
procedure, which are eliminated by the Visian TICL. 

The safety of the Visian TICL was demonstrated by preservation of BCVA and the 
overall incidences of complications and adverse events reported for the Visian TICL.  It 
is noteworthy that all the critical safety endpoints were met and deviations were readily 
explained. 

6.8.2. Benefits of the Visian TICL 

The Visian TICL provides the benefits of the Visian ICL for the correction of moderate 
to severe myopia, with the addition of astigmatic correction. In the study, the Visian 
TICL demonstrated significant improvement in UCVA across a wide range of spherical 
and cylindrical correction. 

Comparison of postoperative UCVA to a patient’s preoperative BCVA is considered the 
most challenging measure for assessing the effectiveness of any refractive surgical 
procedure.  In the Visian TICL Study, 76.2% (147/193) of eyes had 12-month 
postoperative UCVA equal to or better than preoperative BCVA. 

The mean MRSE improved from −9.34D (± 2.63) preoperatively to 0.03D (± 0.46) at the 
12 month follow-up visit. Preoperative manifest refraction cylinder ranged from 1.00D to 
4.00D. The mean refractive cylinder at baseline for the entire Visian TICL Cohort was 
1.95D (± 0.84D) improving to 0.52D (± 0.48D) at 12 months postoperatively. 

Accuracy of cylinder correction to target was consistent throughout the entire study 
period. The mean preoperative cylinder was 1.95D. At 12 months, 40.2% of eyes had 
residual cylinder of 0.25D or less, 65.5% of eyes had residual cylinder of 0.50D or less, 
and 91.2% of eyes showed residual cylinder of 1.00D or less. The mean reduction in 
absolute cylinder was 77.8%, ranging from 75.1% for ≤ 1.00D of preoperative cylinder to 
87.6% for > 3.00D to ≤ 4.00D of preoperative cylinder. This data confirms the 
effectiveness of the Visian TICL across the cylinder range studied. 

In terms of subjective patient satisfaction, at 12 months 97.8% of subjects reported 
“extremely” or “very satisfied” with the Visian TICL, 2.2% reported they were “fairly 
satisfied” and none of the subjects report they were “dissatisfied.” Patients reported a 
marked improvement in quality of vision, with 94.6% of patients reporting “Very 
Good”/“Excellent” quality of vision at 12 months after implantation of the Visian TICL, 
as compared with 64.3% preoperatively. Of the 22 (10.5%) eyes reporting “Poor” or 
“Very Poor” preoperative quality of vision, 21 improved to “Very Good/Excellent” and 
the other to “Good”. 



 STAAR Surgical Company 
 Effectiveness 

 Page 71 of 75 

6.8.3. Risk-Benefit Summary 

The results from the study demonstrate that the Visian TICL is a safe and effective option 
to treat patients with moderate to high myopia with astigmatism. The visual acuity of 
patients with the Visian TICL met all established standards and surpassed patients’ 
subjective needs.  Currently, many patients with moderate to high myopic astigmatism 
are being corrected using more than one surgical procedure. Accordingly, the Visian 
TICL will reduce the risk to which these patients are exposed by eliminating the need and 
associated risks of a secondary procedure. 

Beyond the improvement in vision offered by the Visian TICL, and the reduction in the 
number of procedures for patients with moderate to high myopia with astigmatism, there 
is another key benefit offered by this refractive technology. Specifically, implanting the 
Visian TICL adds to the patient’s optical system rather than irreversibly removing eye 
tissue with an excimer laser. This provides a surgeon the option to remove the Visian 
TICL if the patient is not satisfied with their outcome, rather than the patient having to 
tolerate the dissatisfaction in cases where permanent reshaping of the cornea (such as 
with LASIK or PRK) fails to deliver the patient’s desired results.  This benefit is also 
important in later life when a patient needs cataract surgery.  For an eye where the cornea 
has been permanently reshaped with a laser, calculation of the correct IOL power 
becomes more difficult and post-operative outcomes can be less predictable; with the 
Visian TICL, there is no such issue. Furthermore, the presence of the lens in the eye does 
not impact the pre-operative biometry measurement used to calculate IOL power.  For 
patients with moderate to high myopia with astigmatism, the Visian TICL offers an 
important safe and effective alternative. 

Therefore, the benefits clearly outweigh the risks for the Visian TICL for the treatment of 
moderate to high myopia with astigmatism. This conclusion is supported by both the 
results from this clinical study and from the extensive clinical results for the Visian TICL 
from around the world where surgeons and patients have embraced this alternative 
technology and procedure. The adoption of the technology has increased year after year 
since it was launched in international markets in 2003. Since then, approximately 
110,000 Visian TICL lenses have been implanted, and approximately 25,000 will be 
implanted in 2013.  
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6.9. Overall Conclusions 

The data and information provided in PMA P030016-S001 supports the safety and 
effectiveness of the Visian Toric ICL. This builds upon the larger body of safety data 
from the parent Visian ICL presented in PMA P03316 and is supported by the worldwide 
clinical experience with over 400,000 Visian TICLs and Visian ICLs implanted. 

The Visian TICL is a much needed line extension to the approved Visian ICL and will 
offer a relatively low risk option to treat eyes within the proposed label range.  The data 
supports the safe and effective use of the Visian TICL in the proposed patient population.



 STAAR Surgical Company 
 Effectiveness 

 Page 73 of 75 

WORKS CITED 

Anders, I and et al. "Seven-year changes in corneal power and aberrations after PRK or 
LASIK." Invest Ophthalmol Vis Sci (2012): IOVS-12-10208. 

Aydin, B and et al. "Effectiveness of laser-assisted subepithelial keratectomy without 
mitomycin-C for the treatment of high myopia." J Cataract Refract Surg 34.8 
(2008): 1280-1287. 

Choi, S and et al. "Comparison of the toric implantable collamer lens and bioptics for 
myopic astigmatism." J Refract Surg 27.2 (2011): 91-97. 

Colin, J and et al. "Retinal detachment after clear lens extraction for high myopia: seven-
year follow-up." Ophthalmology 106 (1999): 2281-2284. 

Gartry, D and et al. "Photorefractive keratectomy with an argon fluoride excimer laser: a 
clinical study." J Refract Corneal Surg 7 (1991): 420–435. 

Goes, F. "Photorefractive keratectomy for myopia of –8.00 to –24.00 diopters." J Refract 
Surg 12 (1996): 91-97. 

Guell, J and et al. "Adjustable refractive surgery: 6-mm Artisan lens plus laser in situ 
keratomileusis for the correction of high myopia." Ophthalmology 108 (2001): 
945-952. 

Hersh, P and et al. "Characteristics influencing outcomes of excimer laser photorefractive 
keratectomy. Summit Photorefractive Keratectomy Phase II Study Group." 
Ophthalmology 103 (1996): 1962–1969. 

Huang, D and et al. "Phakic intraocular lens implantation for the correction of myopia: a 
report by the American Academy of Ophthalmology." Ophthalmology 116.11 
(2009): 2244-2258. 

"ICL in Treatment Myopia (ITM) Study Group Postoperative Inflammation after 
Implantation of the Implantable Contact Lens." 110 (2003): 2335-2341. 

Kamiya, K and et al. "Visual performance after posterior chamber phakic intraocular lens 
implantation and wavefront-guided laser in situ keratomileusis for low to 
moderate myopia." Am J Ophthalmol 153.6 (2012): 1178-1186. 

Kemp, J and et al. "Diurnal fluctuations in corneal topography 10 years after radial 
keratotomy in the Prospective Evaluation of Radial Keratotomy Study." J 
Cataract Refract Surg 25.7 (1999): 904-910. 

Knorz, M and et al. "Treatment of myopia and myopic astigmatism by customized laser 
in situ keratomileusis based on corneal topography." Ophthalmol 107.11 (2000): 
2072-2076. 



 STAAR Surgical Company 
 Effectiveness 

 Page 74 of 75 

Kraff, M and et al. "Changing practice patterns in refractive surgery: Results of a survey 
of the Society of Cataract and Refractive Surgery." J Cataract Refract Surg 20 
(1994): 172-178. 

Leccisotti, A. "Bioptics: where do things stand?" Curr Opin Ophthalmol 17.4 (2006): 
399-405. 

Martin, R and et al. "Visual, Astigmatic, and Inflammatory Results with the STAAR AA- 
4203 Single-Piece Foldable IOL: A Randomized, Prospective Study." Ophthalmic 
Surgery 23.11 (1992): 770-775. 

Olson, R. "Photorefractive Keratoplasty: Photorefractive Kertomania?" Arch Ophthalmol 
114.3 (1996): 338-339. 

Perez-Santonja, J and et al. "Fluorophotometry in myopic phakic eyes with anterior 
chamber intraocular lenses to correct severe myopia (see comments)." Am J 
Ophthalmol 118.3 (1994): 316-321. 

Pop, M and et al. "Clear lens extraction with intraocular lens followed by photorefractive 
keratectomy or laser in situ keratomileusis." Ophthalmology 108 (2001): 104-111. 

Probst, L and et al. "Combined refractive lensectomy and laser in situ keratomileusis to 
correct extreme myopia." J Cataract Refract Surg 27 (2001): 632-635. 

Ripandelli, G and et al. "Retinal detachment after clear lens extraction in 41 eyes with 
high axial myopia." Retina 16 (1996): 3-6. 

Sanders, D R. "Anterior subcapsular opacities and cataracts 5 years after surgery in the 
Visian Implantable Collamer Lens FDA Trial." J Refract Surg. 6.24 (2008): 566-
70. 

Seiler, T and et al. "Results of a prospective evaluation of photorefractive keratectomy at 
1 year after surgery." Ger J Ophthalmol 2 (1993): 135–142. 

Sher, N and et al. "Excimer laser photorefractive keratectomy in high myopia. A 
multicenter study." Arch Ophthalmol 110 (1992): 935–943. 

Shin, J and et al. "Comparison of higher order aberrations after implantable collamer lens 
implantation and wavefront-guided LASEK in high myopia." J Refract Surg 28.2 
(2012): 106-111. 

Siganos, D and et al. "Clear lens extraction and intraocular lens implantation in normally 
sighted hyperopic eyes." J Refractive Corn Surg 10 (1994): 117-124. 

Velarde, J and et al. "Intraocular lens implantation and laser in situ keratomileusis 
(bioptics) to correct high myopia and hyperopia with astigmatism." J Refract Surg 
17.2 Supplement (2001): S234-S237. 



 STAAR Surgical Company 
 Effectiveness 

 Page 75 of 75 

Wang, L and et al. "Intraocular Lens Power Calculations in Eyes with Prior Corneal 
Refractive Surgery." J Clin Exp Ophthalmol 3 (2012): 7. 

Waring, G and et al. "Results of the Prospective Evaluation of Radial Keratotomy 
(PERK) study 4 years after surgery for myopia. Perk Study Group." JAMA 263 
(1990): 1083-1091. 

Williams, M and et al. "The incidence and rate of rhegmatogenous retinal detachment 
seven years after cataract surgery in patients with high myopia." Ulster Med J 
78.2 (2009): 99-104. 

Zaldivar, R and et al. "Combined posterior chamber phakic intraocular lens and laser in 
situ keratomileusis: bioptics for extreme myopia." J Refract Surg 15 (1999): 299-
308. 

 




