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TI1is docwuent lists observations made by the FDA representative(s) during the inspection of yow· facility. They are inspectional 
observations, and do not represent a fmal Agency detenuination regarding yow· compliance. If you have an objection regarding an 
observation, or have implemented, or plan to implement, corrective action in response to an observation, you may discuss the objection or 
action w-ith the FDA representative(s) dwmg the inspection or submit this information to FDA at the address above. If you have any 
questions, please contact FDA at the phone number and address above. 

The observations noted in this Fonn FDA-483 are not an exhaustive listing of objectionable conditions. Under the law, your 
firm is responsible for conducting internal self-audits to identify and c01nct any and all violations of the quality system 
requirements. 

DURING AN INSPECTION OF YOUR FIRM WE OBSERVED: 

OBSERVATION 1 
Design validation did not ensure the device confonns to defined user needs and intended uses. 

Speciflcall y, 
A. Your f11m 's original design validation did not account for actual use of the LeadCare systems 

including immediate analysis of the blood treatment reagent mixture. The intended use of the 
LeadCare II, Ultra, and Plus systems allow for immediate analysis after thoroughly mixing the 
blood treatment reagent mixture. Your validation studies did not test lmder these actual use 

conditions to ensure test results. 

B. Your f11m became aware that the original Lead Care Ultra design validation did not conf01m to 
the intended use as demonstrated by the study titled "Blood in Treatment Reagent Stability 
Study", VP # 113, conducted in September 2013. This study concludes that there is a 
"reproducible trend of increased Pb signal with increased Sample/Treatment Reagent incubation 
time." However, your f11m released the LeadCare Ultra product for commercial distribution in 
November 2013 without implementing a change to include incubation time. 

C. On November 24, 2014, your fum sent a "Notice to Customers" letter instructing them to 
incubate the blood-ti·eatment reagent mixture for at least 24 hours to prevent lmderestimation of 
the lead concenti·ation of blood samples on the Lead Care Ulti·a system. Your fum failed to 
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validate this incubation to ensme that the design change met the intended use of the device, as 
well as the needs of the user. The addition of the incubation period for Lead Care Ultra & Plus 
(24-homs) and LeadCare II (4-homs) does not allow for the immediate analysis needs of the 
healthcare providers for their patients as rep01t ed in Consumer Complaint Case #s 00112233, 
dated 10/28/14 and 00119771, dated 9/9/15. 

OBSERVATION 2 
Risk analysis is inadequate. 

Specifically, 

A. Yom fi1m failed to identify potential risk to patients of a falsely low test result obtained by the 
LeadCare Ultra Test System. The "LeadCare Ultra Risk Analysis", Rev 10 does not list false 
negative or en oneous result as a potential hazard. This document has not been updated since 
05/3112013 per the requirements of "Risk Analysis Procedme", SOP 159, Rev 04, which states 
that product risk analysis should be updated based on post-production inf01mation. 

B. Yom fi1m failed to adequately evaluate the risk of LeadCare II for falsely low results. The 
"LeadCare II Risk Analysis", Rev 6 dated 9/8/2005 identifies a false negative result as a 

--severity defined as causing 
" and ' l" probability of 

document has not been updated since 9/8/2005 per the requirements of "Risk Analysis 
Procedme", SOP 159, Rev 04, which states that product risk analysis should be updated based on 
post -production infonnation. 

C. Yom fi1m failed to adequately evaluate the risk of Lead Care Plus for falsely low results. The 
"LeadCare Plus Risk Management Plan", dated 9/18/2014 identifies 

" as a--severity defined as failme that 
" and '- " probability 
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". This document has not been updated since 9/1812014 per the 
requirements of"Risk Analysis Procedure", SOP 159, Rev 04, which states that product risk 

analysis should be updated based on post-production infonnation. 

OBSERVATION 3 
Procedures for receiving, reviewing, and evaluating complaints by a f01mally designated unit have not 
been adequately established. 

Specifically, your procedure titled "Complaint Procedure", SOP 107, Rev 9 is inadequate for the 

following reasons: 

A. Not all communication alleging deficiencies related to the identity, quality, durability, reliability, 
safety, effectiveness, or perf01mance of a device after it is released for distribution are treated as 

complaints. Some communication is identified as "Supp01i Request I Help Desk" and follows 

the procedure titled "Non-Complaint Customer Interaction Procedure", SOP 164, Rev 00. 

Neither this procedure nor the Complaint Procedure defines "Supp01i Request I Help Desk" . 

Customer Complaint Case #s 00099641, 00103942 and 00122401 were classified by your fi1m as 
Support Requests. These cases involved customer issues with Level 2 Controls, prui iculate 

matter in the treatment reagent, and vru·iation in blood sample results . They were classified as 
Supp01t Requests even though the issues related to the quality and perfonnance of the device 

after it was released for distribution. These cases were therefore not treated as complaints, and 

were not evaluated for MDR rep01tability or whether they needed to be investigated. 

B. Customer Complaint Case #s 00110311,00114483,00117184,00120173, and 00126813 
involved "false negative" patient results, but were not evaluated according to the "Complaint 

Procedure" to detennine whether an investigation or MDR was required. 

C. Your Product Support staff utilizes th~ complaint handling system, which can link 
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to the when the Product Supp01t staff detennines a complaint investigation 
may be necessruy. However, there ru·e no procedures established that define how complaints or 

investigations ru·e lmifonnly entered and evaluated for complaints entered into the--" 
complaint handling system. 

D. The following Customer Complaints remained open past th- -day goal per section 6.3.6 of 
yom "Complaint Procedme" without documented justification: Case # 00112421 was open for 
120 days, Case # 00112802 was open for 365 days, Case# 00124439 was open for 122 days, 
Case # 00127556 was open for 109 days, and Case # 00124108 was open for 195 days. 

E. Section 6.1. 7 of your "Complaint Procedme" refers to SOP 160, "Safety Committee Procedure". 
However, per fum management, the conect reference in this section should be SOP 108, 
"Adverse Event Reporting". 

OBSERVATION 4 
Procedmes for con ective and preventive action have not been adequately established. 

Specifically, 

A. Yom procedme titled "Con ective & Preventive Action Procedme", SOP 128, Rev 6, defines 
Effectiveness Verification as a "Documented process to establish that the action accomplishes 
the intended objective and is proven to be effective". It also states that this step is required prior 
to a CAR/PAR closme. CAR 108 was opened to investigate underestimation of lead 
concentration readings from the LeadCru·e II, Ultra, and Plus systems. Yom fum issued the 
November 24, 2014 "Notice to Customers" letter instructing them to incubate the blood
u·eatment reagent mixtme for at least 24 homs as prut of the conective action associated with 
CAR 108. Customer Complaint Case #s 00116937 and 00132411 were received after this 
notification on 5/4/201 5 and 1113/2017, respectively. However, CAR 108 was closed on 
3/21/2017 despite the lack of verification that the action was effective. 
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B. Multiple CARs are opened for similar issues and left opened for extensive periods without 
activity. 

1. CAR 136 was opened on 112112015 for a rep01ted shift in mean of the Levell control. 

This CAR remains open. 

2. CAR 1171 was opened on 10/15/2015 for imprecise and out of range controls for Ultra 

and Plus Kits. This CAR remains open. 

3. CAR 1190 was opened on 8/9/2016 for low Level 2 Controls on the LeadCare II. This 

CAR remains open. 

C. Your fi1m utilizes the from the--, complaint handling system to 

trigger a CAP A and initiate a CAR in the '- quality system database, if applicable. 
However, neither your CAP A procedure nor any other procedure/work instruction identifies how 

this system should be utilized by your fum to unifonnly enter and handle CAP As. 

OBSERVATION 5 
A rep01t of the required infonnation regarding device correction and removal actions was not sent to 
FDA within 10 days of initiating the correction or removal. 

Specifically, your fum did not send a report to the FDA within 10 days regarding the below notifications 
per your fum's procedure titled "Field Conective Action Procedure", SOP 106, Rev 1. 

A. On November 24, 2014, your fi1m sent a "Notice to Customers" letter insti11cting them to 
incubate the blood-u·eatment reagent mixture for at least 24 hours to prevent lmderestimation of the 
lead concenti·ation of blood samples on the LeadCare Ulu·a system. 
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B. On November 4, 2016, your fum sent a "Notice to Customers" letter instructing them to 
implement a 4-hour incubation of the blood-u·eatment reagent mixture for venous blood samples on 
the LeadCare II system. 

C. Your fum sent a "Revised Value Assignment- Temperature Conection" work sheet to customers 
that had previously complained about out-of-range LeadCare II Lead Conti·ols, Levell & 2 on: 

1. March 11, 2016 for Test Kit lot numbers 1507N and 1508N 

2. May 20, 2016 for Test Kit lot number 1510N 

3. June 26, 2016 for Test Kit lot numbers 1511M, 1511N, and 1512M 

OBSERVATION 6 
Procedures for design change have not been adequately established. 

Specifically, the design change implemented by your fum to increase incubation time is inadequate for 
the following reasons: 

A. ECO # 7060 dated 11117/2016 opened to revise the LeadCare II labeling to include incubation 

1. On Fonn 123-02, "Engineering Change Order", Rev 01 , Page 2 your fum documented 
that the change did not require validation/verification of product/process and did not 
indicate whether an update to Risk Management documentation was required, despite that 

the change was classified on Fonn 123-04 as--one that "affects the design, 
production or assessment of product f01m, fit, or ftmction." 

2. Your fi1m's procedure titled "Engineering Change Order", SOP 123, Rev 01 , Section 
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6.1.6, states that justification of changes, as well as verification/validation rep01t s must be 
included with every ECO as applicable. However, none was identified. 

3. On Fonn 123-05, "Regulat01y Decision", Rev 00, Page 2, your finn documented in the 

"Decision Summary'' section of this ECO that the change was classified as '
This change requires submission(s) prior to implementation" and indicates to "Complete 
a 510(k) Notification and Technical File as required". However, yom fum only notes 
"this is a MEDW ATCH (MDR) filing" . 

B. ECO # 6968 dated 8/4/2015 opened to revise the LeadCare Ultra labeling to include incubation 

1. On Fonn 123-02, "Engineering Change Order", Rev 01 , Page 2 yom fum documented 
that the change did not require validation/verification of product/process, and did not 
indicate whether an update to Risk Management documentation was required, despite that 

the change was classified on Fonn 123-04 as--one that "does significantly affect 
the f01m, fit, fimction, or regulat01y status of the product" and that "may affect product 
perfonnance." 

2. Your fi1m's procedme titled "Engineering Change Order", SOP 123, Rev 01, Section 
6.1.6, states that justification of changes, as well as verification/validation rep01ts must be 
included with every ECO as applicable. ECO # 6968 lists "see Validation Rep01t 157" in 
the justification/test rep01t reference section. Yom fum stated that V N # 157 was 

cancelled. 

3. On Fonn 123-05, "Regulat01y Decision", Rev 00, yom fi1m misclassified the change as 

--where it was classified as--on Fonn 123-04. In addition, #5 of Section 
III Band #3 of Section III D were answered ''Yes", which should lead t~ 
requiring submission prior to implementation. However,--is checked off on 
page 2, which states that the change required updated documentation justification. 
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C. ECO # 6944 dated 5/5/2015 opened to revise the LeadCare Plus labeling to include incubation 

1. On Fonn 123-02, "Engineering Change Order", Rev 01 , Page 2 yom finn documented 
that the change did not require validation/verification of product/process. However, 

under a similar ECO for the same change to the LeadCare Ultra (ECO # 6968), the 
change was detenni.ned as one that "may affect product perfonnance." 

2. On Fonn 123-04, "Classification of Changes", Rev 00, the change was misclassified as 

a '- " change that "does not significantly affect the design, production, or 
assessment offonn, fit, function, and regulat01y status of the product" . However, per the 
conclusions of the "Blood in Treatment Reagent Stability Study Prui 1 -090513 Rep01i", 
a "change of instruction to include incubation time would require resubinitting data to 
FDA". In addition, under a similru· ECO for the same change to the LeadCare Ulti·a 

(ECO # 6968), it was classified as--one that "does significantly affect the f01m, 
fit, ftmction, or regulat01y status of the product" and that "may affect product 
perfonnance." 

3. Yom fi1m's procedme titled "Engineering Change Order", SOP 123, Rev 01 , Section 
6.1.6, states that justification of changes, as well as, verification/validation rep01ts must 
be included with every ECO as applicable. ECO # 6944 lists "see V N Rep01t # 157" in 
the justification/test rep01t reference section. Yom fum stated that V N # 157 was 

cancelled. 

OBSERVATION 7 
Acceptance criteria were not established prior to the perf01mance of validation activities. 

Specifically, yom validation study titled "Blood in Treatment Reagent Stability Study Prut -2-091 113 
Rep01t " expands the original acceptance criteria documented in the study protocol. Assay sample 
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results that failed the original predetermined acceptance limits at Time Zero (TO) were later accepted 
because they passed at later time points under the expanded acceptance criteria. 

OBSERVATION 8 
An MDR rep01t was not submitted within 30 days of receiving or othetwise becoming aware of 
infonnation that reasonably suggests that a marketed device has malfunctioned and would be likely to 
cause or contribute to a death or serious injmy if the malfunction were to recur. 

Specifically, 

A. On August 13, 2014, your fum received two separate complaints conceming the underestimation 
of blood lead results by the LeadCare Ultra Test System. A single device malfunction MDR # 
1218996-2015-00001 was submitted for Customer Complaint Case #s 00110598 and 00110639, 
on 4/2/2015, 201 calendar days late. Your fum's procedure titled "Adverse Events Procedure", 
SOP 108, Rev 4, states that rep01ts will be sent to the FDA within 30 calendar days of becoming 
aware. 

B. Your fitm failed to report separate MDRs for individual events involving lmderestimation of 
blood lead results from the LeadCare Ultra system. Customer Complaint Case# 00112168 
received on 10/23/2014 involved 8 events with 8 different patients, Case# 00132411 received on 
1/13/2017 involved 5 events with 5 different patients. No MDR rep01ts for any of these events 
have been submitted as of 6/15/2017. 

OBSERVATION 9 
Procedures have not been established to control product that does not conf01m to specified requirements. 

Specifically, your procedure titled "Non-Conf01ming Material Procedure", SOP 113, Rev 2, defines 
"Use-As-Is" as' 

the Controls, but changed the LeadCare II Lead Control Level 1 average value assigmnent for Lot # 
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1507N (NCP ID # 1175 opened 9/24/2015) and Lot # 1511N (NCP ID # 1193 opened 12/29/2015) 
without verifying that the Controls would be acceptable for use. The lots identified in these non-
confonnance rep01is were later the subject of71 Customer Complaints regarding customers unable to 
use their analyzers, due to the Controls being out-of-range. 

Annotations to Observations 
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Observation 7: Promised to conect 
Observation 8: Promised to conect 
Observation 9: Promised to conect 
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The observations of objectionable conditions and practices listed on the front of this form 
are reported:  

1. Pursuant to Section 704(b) of the Federal Food, Drug and Cosmetic Act, or  

2. To assist firms inspected in complying with the Acts and regulations enforced by the 
Food and Drug Administration.  

 
 

Section 704(b) of the Federal Food, Drug, and Cosmetic Act (21 USC 374(b)) provides:  

"Upon completion of any such inspection of a factory, warehouse, consulting 
laboratory, or other establishment, and prior to leaving the premises, the officer or 
employee making the inspection shall give to the owner, operator, or agent in charge a 
report in writing setting forth any conditions or practices observed by him which, in his 
judgment, indicate that any food, drug, device, or cosmetic in such establishment (1) 
consists in whole or in part of any filthy, putrid, or decomposed substance, or (2) has 
been prepared, packed, or held under insanitary conditions whereby it may have become 
contaminated with filth, or whereby it may have been rendered injurious to health. A copy 
of such report shall be sent promptly to the Secretary." 
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